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PREFACE 

Reliable measuring appliances are essential for the scientific control 
of industrial operations, and the study of the basic principles involved 
in the design of such instruments is a subject of fascinating interest. 
To the user of measuring instruments a knowledge of their construction 
and accuracy is a matter of fundamental importance, since frequently 
large issues depend upon their indications. Too often, when their 
limitations are not fully appreciated, there is a tendency to trust to the 
instrumental record as being absolutely exact and to regard the instru- 
ment as an infallible authority. 

In the following pages the writer has attempted to give a brief 
review of the appliances which have been devised for the measurement 
of some of the fundamental quantities of mechanical science. They are 
all working propositions. With the majority of the machines described 
he has had practical acquaintance, but he has also drawn freely upon 
published information, and reference to the original sources will be found 
at the end of each chapter. Whilst no attempt has been made to form 
a complete bibliography of the subject, these references will enable the 
reader to find the detailed account of any appliance in which he is especially 
interested. 

It is hoped that a study of this volume will enable the reader to 
appreciate the advantages and drawbacks of the various types of instru- 
ments for making any particular measurement, and enable him to choose 
the instrument best suited to his requirements, since the nature of the 
work in hand must be the deciding factor in the selection. The one 
essential characteristic of an industrial instrument is that it should be 
reliable and give the information sought for with reasonable ease and 
rapidity ; time is a factor which has to be considered as much in 
repetition testing as in mass production. 

The idea prevails in some quarters that laboratory appliances and 
industrial instruments belong to two totally distinct categories, and 
that the former are unsuited to the requirements of the works test room. 
But a study of modem measuring appliances proves beyond doubt 
the fact that no laboratory instrument is too delicate, or of a too 
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X PREFACE 

complicated character that it cannot be developed into a rugged 
instrument if the need for it occurs in the industries. Consequently the 
writer has occasionaUy introduced descriptions of instruments at present 
employed only in scientific work of the highest precision in the belief that 
the novel features embodied in such machines will ultimately be incor- 
porated in the appliances used for routine tests. 

The writer desires to acknowledge the help he has received from his 
brother, Ezer Griffiths, in the preparation of the work. 

E. A. G. 

Teddington, 

August, 1920. 
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ENGINEERING INSTRUMENTS 



CHAPTER I 

THE MEASUREMENT OF LENGTH 

The modern practice of manufacturing interchangeable parts of machinery 
has given a tremendous incentive to precision measurements. 

To ensure a good working fit in moving parts as well as thorough 
interchangeability requires strict accuracy of dimensions in the work 
which is only possible by the use of gauges in the quantity production 
of component parts. 

For the construction and verification of such gauges a very high degree 
of precision and refinement of measurement is necessary. Hence machines 
and appliances for measuring to one hundred-thousandth part of an 
inch are included in the equipment of the modem tool room. 

The pioneers in the development of this branch of engineering were 
Whitworth in England, and Pratt and Whitney in America ; the machines 
they devised are identical in principle with those in use at the present 
day. Before entering into a description of these appliances it is desirable 
to review briefly the fundamental basis of our system of length measure- 
ments. 

Primary Length Standards 

British Standard — the Yard. — ^The origin, of the British yard is the 
length of the arm of King Henry the First, and that of the standard inch 
" three good barley corns, round and dry, placed end to end."^ 

The fact that such standards were lacking in accuracy and uniformity 
seems to have occurred to our forefathers at a very early date, for we 
find in the records that Richard I ordered that the standard measures 
of length should be made of iron, and that standards should be kept by 
the sheriflfs and magistrates of towns. 

In 1340 a royal edict was published ordering standard weights and 
measures to be made of brass and sent to every city and town in the 

^ Statute of Edward II, 1324. 
B 
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kingdom. These old standards have been lost or destroyed in the course 
of timO) and the earliest surviving standards of length are those of 
Henry VII (about 1490) and Elizabeth (about 1588). 

It is interesting to note that the present-day standard, the Imperial 
yard, is identical within the two-hundredth part of an inch with the yard 
of Henry VII. The Elizabethan standard was broken and repaired by 
means of a dovetail joint at some period of its career, but it still continued 
to serve as the fundamental standard down to 1824. 
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Platinum Iridium Copy of Imperial Yard, 'Tresca' Sect/on. 
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(Graduations on undcr face of riAf fnds.) 

Fig. a 

In 1843 a definite advance was made by the establishment of the 
Imperial yard, which was legalized in 1855. The Imperial standard yard 
is a solid square bar of Baily's metal, a bronze alloy composed of 16 
parts copper, 2 J parts tin, and 1 part zinc (Fig. 1). 

The bar is 1 square inch in cross-section and 38 inches long. At posi- 
tions 1 inch from each end cylindrical holes, \ inch in diameter, are bored 
for a deptl^ of half an inch. In the centre of the base of these depres- 
sions a gold plug is inserted, the exposed surface of which, Ijdng in the 
neutral plane, has been planed true. The defining mark is engraved 
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approximately at the centre of this gold circtdar surface, actually five 
lines are engraved, two parallel to the length of the bar and three trans- 
versely, the appearance being as shown in the diagram. Fig. 2. It is the 
central one of the three transverse lines (vertical in figure) which is the 
defining mark, and the distance between this mark and the correspond- 
ing mark in the depression at the other end is the Imperial yard. 

Unfortimately aUoys, and particularly copper aUoys, are liable to alter 
with time, and it has been discovered by making intercomparisons of 
the bronze Imperial standard yard and its official copies that variations 
have arisen in the length of the different bars. In two cases the relative 
variation in ten years was nearly four parts in a milUon. Hence copper 
alloys are now regarded as unsuitable for the construction of primary 
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R£F£P£AfC£ UN£S ON STANDARDS- 

standards owing to the changes of length due to some molecular rearrange- 
ment slowly taking place. 

In 1902 an official copy of the Imperial standard yard was constructed 
in platinum iridium (90 per cent, platinum with 10 per cent, iridium). 
This was made of X-shaped or " Tresca " section, with one transverse 
line engraved at each end on the horizontal transverse portion of the 
bar, which contains the centre of the section. The reason for placing 
the graduations at the centre of the depth of the bar was to reduce 
errors which might arise from flexure of the bar itself. 

The importance of this point was first realised by Captain Kater, 
who published an accoimt of an investigation on the subject in the 
Philosophical Transactions of the Royal Society in 1830. The magnitude 
of the effect depends, of course, on the method of supporting the bar, 
which in consequence has to be carefully specified. A mathematical 
treatment of the subject was given by Sir G. Airy, who gave the formula 
for determining the distance between the supports for any standard bar 
in order to minimise the effect of fiexure. 
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' Length 

Distance between successive supports = .— - — ^ 

vn^— 1 

where " n " is the number of point supports.^ Generally a two-point 

support is adopted, since it removes the uncertainty that exists as to 

the pressure distribution when a bar not ideally straight rests on a series 

of supports not ideally coplaner. 

When a bar is supported on two points, not at its extreme ends, 

there will be two points of inflexion in the bar between the supports, 

and the bar will be concave on the upper side in the centre, and concave 

on the under side at its ends. According to Airy's formula, to obtain the 

maximum projected horizontal length the distance apart of the supports 

must be , 

-;^=:0-5773 I 
V3 . 

where I is the length of the bar. Hence for a bar 38 inches long the 
distance between the supports should be 22 inches. 

French Standard — the Metre. — ^Tallejrrand, in 1790, proposed to the 
Assembly of France that a commission be appointed to consult with a 
similar commission from the English Government to consider the subject 
of a uniform system of metrology. The invitation was not accepted by 
the British Government of that day. The International Commission 
decided to adopt as unit the ten-millionth part of a quadrant of the 
earth's meridian, and the first practical unit on this basis was constructed 
by Borda in 1795, which is now known as the Metre des Archives, 

Mitre des Archives. — ^This was made of platinum, which does not 
tarnish, and being a pure metal is unlikely to change with time. It has, 
however, the serious defect of being soft and exceedingly expensive. 

International Prototype Metre. — ^To overcome the objection of the 
softness of platinum an alloy of platinum, 10 per cent, iridium, was used 
in the construction of the International Prototype Metre in 1887. 

Great care was taken in refining and artificially ageing the material 
so as to reduce as much as possible the inherent defects of alloys. The 
metre was of Tresca cross-section (Fig. 2.) Prototypes of this metre are 
in the possession of all the principal nations. 

Secondary Standards 

The above described are the ultimate standards, and are only referred 
to on rare occasions when extreme precautions are taken to safeguard 

^ In the Imperial bronze yard, Fig. 1, the number of supports is eight, at distances 
apart of 4} inches. 
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the standard from accidental damage or disturbance which might affect 
its permanency. For standardising work in institutions such as the 
National Physical Laboratory, a nickel copy of the International metre is 
employed. This is of H section, with the graduations on the horizontal 
arm. Comparison with the French standard has shown an increase of 
length in the nickel metre of only one part in ten million in ten years. 
The metal has the advantages of hardness, non-tarnishing, takes a high 
polish, and is about as elastic as steel. 

Fused Silica as a Material for Primary Standards 

An interesting experiment was tried at the National Physical Labora- 
tory some time ago in connection with the construction of new length 
standards. Platinum alloys are too costly, and pure nickel has a large 
coefficient of thermal expansion which is objectionable in practical work. 
Fused silica has an exceedingly small coefficient of expansion and being 
a simple chemical compound Si02 should not be liable to change with 
time. In appearance the material closely resembles glass, and its glass- 
like brittleness is its great drawback. Experiment has shown that it 
has a remarkably small hysteresis after annealing. Fused silica is most 
readily obtained in the form of tubing, consequently the design was such 
as to utilise the material in this form. Fig. 1 illustrates the metre as 
constructed in 1910. It consists of a transparent siUca tube about 2 cms. 
in diameter and a metre in length. The tube merges at each end into a 
clear, transparent horizontal slab of silica for taking the reference lines. 
A silica knife-edged trunnion is fused into the rod at one of the correct 
points of support. The other point of support is indicated by a ring 
which has been etched round the tube. The reference lines are cut 
in a film of platinum deposited on the silica. The graduations are cut 
completely through the film and the lines viewed from above through the 
slabs. These end slabs took the form of semi-circular discs which were 
made of specially clear silica, free from bubbles, the upper and lower 
surfaces being parallel and both optically polished. 

It is too early yet to decide whether this tjrpe of standard will meet 
requirements. 

Working Standards of Length 

None of the materials already described are suitable for use in the 
construction of tool-room standards of length, and until recently steel 
was the material in general use. This has the disadvantages of liability 
to rust and of having a relatively high coefficient of expansion. The im- 
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portance of the question of the temperature coefficient of the standard 
is frequently overlooked in engineering work, but in ordnance survey 
work it was, in the past, a most troublesome factor to correct for. For 
example, a steel wire 1 kilometre long would expand in passing from 
0° to 22°C. by 22 mm. Invar wire^ under the same conditions would 
contract by an amount less than 0-4 mm. 

Hence the discovery by Guillaume of the small expansion by heat of 
the nickel-steel alloy known as invar, and the employment of that alloy 
in the form of wires for the measurement of geodetic base lines, has 
revolutionised survey practice in that operation. It is stated that with 
the now obsolete apparatus belonging to the survey of India, base-lines 
could only be measured at a very slow rate, viz. about 500 feet per day, 
whereas a skilled party with modem invar wire apparatus has measured 
as much as five miles in the same time and with a higher accuracy. 

In this connection it is of interest to compare the coefficients of ex- 
pansion of the materials hitherto employed for length standards. 







TABLE I 








Coeflicient of Linear 




Material. 


Density. 


Expansion per cent. 


Used for. 


Bronze, Baily's metal 


8-7 


17-7xlO-« 


British Imperial Standard 


32 Cu., 5 Sn., 2Zn. 






Yard. 


Platinum . 


21-5 


8-9 


Metre des Archives 


Platinum Iridium 


21-6 


8-7 


International Prototype 


90Pt..lOIr. 






Metre 


Nickel 


8-9 


12-8 


N.P.L. Standard 


Fused silica 




0-42 




Nickel Steel (43% 


c8-2 


8-0 


Primary master standard 


Nickel) 






of Japan and Russia 


Steel 


o7-8 


ell 


Generally used for steel 


> 






rules. 



Nickel Steels 

" Invar " is the trade name of a nickel steel containing 36 per cent, 
of nickel, and its distinguishing featm^e is an abnormally low coefficient 
of expansion. This property, combined with the fact that the aUoy 
possesses the usual characteristics of steel, has made this material of the 
utmost practical utility for the construction of secondary length standards, 
pendulum rods, and the balance wheels of watches. Its discovery was the 
culmination of a laborious and accurate scientific investigation following 

1 Coefficient of expansion of (+0-028-0-00232 t)10-« per degree, 
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on the clue of a chance observation of a bar possessing an unusually 
large coefficient of expansion. 

In 1895 Benoit, then director of the International Bureau of Standards 
and Weights, Sevres near Paris, in the course of calibrating a length 
standard of steel containing some 22 per cent, nickel and 3 per cent, 
chromium, discovered that the linear coefficient of thermal expansion at 
ordinary temperatures was more than 18 x 10 — ® per degree C, or about 
as great as that of average bronze — that is to say, considerably greater 
than that of either iron or nickel. 

Somewhat over a year later Guillaume, of the same institution, found 
the expansion of a bar of 30 per cent, nickel steel to be about one-third 
less than that of platinum, which has a coefficient of only 9 x 10 — •. In 
the hope of obtaining alloys of very small expansivity by increasing the 
proportion of nickel Guillaume, in co-operation with the Soci6t6 de Com- 
mentry, Fourchambault, carried out an elaborate investigation of nickel 
steel of varying composition. The result was the discovery of alloys 
having coefficients of linear expansion at ordinary temperatures ranging 
from a smaU negative value ( -0-5 x 10 — •) to a rather large positive value 
of about (20x10 — ®). The linear dimensions of the alloy containing 
about 36 per cent, nickel along with small amounts of manganese, silicon, 
and chromium, in all about 1 per cent, were found to remain almost 
invariable with ordinary atmospheric changes of temperature. This 
alloy is now well known under the name of invar. 

In practice invar as obtained commercially has a coefficient of ex- 
pansion varjdng from -0-3 x 10 — ® to +2-5 x 10 — ®, the smallness of the 
coefficient being the criterion of the quality. Invar possesses the further 
advantages over steel that it does not readily rust and it will take a high 
polish. On the other hand, it is not a permanent alloy, and it is impossible 
to ensure a specified coefficient of expansion, since a very slight variation 
in the composition is sufficient to produce a considerable alteration in the 
expansibiUty. It is, in consequence, very important in the case of a 
long measure, such as a tape, to look for the eflFects of local heterogeneity 
and not assume the expansion coefficient derived from a short sample. 

On account of the instability of invar the modem tendency is to use 
nickel steel containing 43 per cent, of nickel for standards, which has a 
temperature coefficient nearly that of platinum (8 x 10 — ®). In this alloy 
both secular change and thermal hysteresis are extremely small. The 
variation of the coefficient of expansion with the nickel content of the 
steel is shown in Table II and Fig. 3, 
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TABLE II 

Expansion of Nickel Steels — ^Mban Coefficients of Linear Ex- 
pansion Between 0° and t° C ; Applicable Between 0° and 38° 
(Guillaumb) 



Per cent Ni. 


Mean CkMfflcienta of 
Linear Expansion x 10*. 


Per cent Ni. 


Mean Coefficients of 
Linear Expansion x 10>. 


. 

50. 
190. 
26-2 . 
27-9 . 
28-7 . 
30-4, 
31-4 . 
34-6. 
35-6 . 
37-3 , 
39-4 . 
43-6 . 




10-354+0-00523 t 

10-529+0-00580 1 

11-427+0-00362 t 

13103+002123 t 

11-288+0-02889 t 

10-387+0-03004 1 

4-570+0-01194 1 

3-395+0-00886 1 

1-373+0-00237 t 

0-877+0-00127 t 

3-457—0-00647 t 

5-357—0-00448 t 

7-992 0-00273 1 


44-4 
48-7 
50-7 
53-2 
70-3 
100-0 
12-2+1 Cr 
16-8+1 Cr 
16-2+2-5 Cr . 
21-3+3 Cr 
34-8+1-5 Cr . 
35-7+1-7 Cr . 
36-4+0-9 Cr . 


8-508—0-00251 1 

9-901 0-00067 1 

9-824+0-00243 t 

10045+0-00031 1 

11-890+0-00387 t 

12-661+0-005501 

ll-714+0-00508;t 

11-436+0-00170 t 

19-496+000432 t 

18-180+0-00426 t 

3-580—0-00132 t 

3-373+0-00165 t 

4-433—0-00392 t 



The data describe alloys cooled in the air after a simple hot forging. 
In addition to the nickel they contain small portions of manganese, 
silicon, and carbon, amounting in all to about 1 per cent. Guillaume 
states that these additions are necessary to render the alloy workable ; 
in particular about a half per cent, of manganese is essential. Unfor- 
tunately they also produce an appreciable increase in the coefficient of 
expansion, so it is necessary to reduce them to a minimum and also 
subject the alloys to a special thermal and mechanical treatment. 

In Fig. 3 the straight line FN, which joins the expansivity of iron 
with that of nickel, would represent the results to which the law of 
mixtures would lead if it were applicable, and the anomalous behaviour 
of these alloys is most remarkable. 

Fig. 4 shows variation in the coefficient 6 of the formula a +6< for the 
coefficient of expansion of these alloys. The small circles in Figs. 3 and 4 
show results obtained with alloys containing an abnormally large pro- 
portion of manganese, the percentage of which is indicated near each 
circle. The crosses refer to alloys containing chromium. 

Fig. 5 illustrates this point more clearly. With the normal quantities 
of carbon and manganese present it is difficult to reduce the coefficient 
below 1-2 or even 1-5-millionths per degree centigrade, although by the 
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exercise of great care in carrying out the requisite metallurgical treat- 
ment it has been possible to produce alloys with a negative value for the 
coefficient of expansion between 0° and 38° C given by the expression 
( -0-552 +0-00377 t) 10-«. 

It should be noted that the above coefficients are only applicable 
to a hmited range of temperature, and the relatively large variation in 
the coefficient for various temperature ranges is illustrated by the data 
in Table. 

TABLE III 



Expansion of Nickel Steels- 


-True Coefficients of Linear 




Expansion AT t°C (Guillaume) 






Limits of 


IVue CkMfflcients of Linear 




Per cent Ni. 


Application. 


Expansion X 108. 






Degrees. 




30-4 ...... 


0-110 


4-570+0-0235 (<>-0) 






110-164 


7-15 +0-104 (t-110) 






164-220 


12-60 +0-008 (i>-164) 




31-4 . 


0-122 


3-395+0-0150 (i>-0) 






122-182 


5-25 +0-128 (1>-122) 






182-220 


13-00 +0036 (1>-182) 




34-6 ...... 


0-142 


1-373+0-0047 (ir-O) 






142-220 


2-05 +0-065 (t-14) 




o / *«5 ...... 


0-150 


3-457 0-0072 (i>-0) 






150-220 


2-37 +0-011 (1>-150) 




COMPi^ 


IRATORS 







To compare the length of copy with a standard requires elaborate 
appliances if an accuracy of better than one part in a hundred thousand 
is aimed at. Up to the year 1798 all transfers of the Standard yard were 
effected by the use of a beam compass — a method which does not lend 
itself to high accuracy. Troughton at this time introduced optical 
instruments for the intercomparisons, and this step marked a great 
advance in the progress of precision metrology. A modem type of 
comparator is illustrated in Jigs. 6 and 7. This piece of apparatus was 
constructed in 1915 by the Cambridge Scientific Instrument Co., for the 
Indian Ordnance Survey. The essential features of the apparatus are 
indicated in the sketch (Fig. 7), while Fig. 6 gives a general view of the 
complete apparatus. 

This comparator is designed for the standardisation of bars of any 
length up to four metres. The microscopes MM are bolted on to a hollow 
cast-iron girder G. This girder is filled with water, which by convection. 
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and by reason of its high specific heat, tends to maintain the temperature 
of the girder uniform and constant throughout its length. The girder is 
supported geometrically, one end being mounted on two steel balls, one 
of which rests between cones and the other between parallel plates. 
The other end is supported on a 75 mm. steel ball L rolling between V's 
parallel to the girder so that any temperature changes in the length of 
the girder may be taken up without putting any strain on the girder. 
The scales under teat are immersed in tanks of water which are carried 
on a large travelling carriage C. Three pumps are also carried on this 
same carriage for circulating the water in the three separate tanks. The 



tank marked A^A^ is a double tank, that is to say, there is an inner 
tank Ai in which the barM are placed, and this is surrounded by an outer 
tank A^ with a separate water circulation, which acts as a jacket. Conse- 
quently the temperature of the inner tank can be maintained constant 
by conduction from the outer tank at any required value to one-hundredth 
of a degree Centigrade, when the water in the outer tank or jacket is 
heated and controlled as explained below. The third tank B is fixed to 
the carriage on the other side of the three pumps. This tank always 
remains approximately at the air temperature and is placed well away 
from the double tank, so that when the latter is heated it will not cause 
changes in the temperature of the single tank. The inner tank A^ is 
arranged to carry two standard scales side by side of any length up to 
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four metres each. The tank B is arranged to take only one scale. In 
all cases the scales are supported at their Airy points on subsidiary 
girders, which in turn rest on adjusting tables in the tanks. The adjust- 
ments to these tables enable both ends of the standard scale to be brought 
into focus under the microscopes ; also that the scale can be traversed 
in the tank parallel to the microscope girder, and can be adjusted to be 
parallel to this girder. These adjustments are made by gearing from 
outside the tanks. Four adjustments are therefore provided on each 
of the three girders on which the standard scales may be placed. The 
whole of the carriage C supporting the pumps and the tanks can be 
traversed sideways by means of an electric motor, so that any scale in 
either of the tanks may be brought under the microscopes as desired. 

In order to raise and control the temperature of the outer tank A^, 
a heating vessel and a thermostat are included in the water circuit of 
this tank. The heating vessel contains a number of electric heating 
coils. The electric current in these coils is controlled by a sensitive 
mercury thermostat R acting through a relay F. The temperature of 
the water in the two tanks is measured by mercury thermometers which 
are read by microscopes suitably provided with right-angled prisms so 
that readings can be obtained when either tank is below the main micro- 
scope girder. 

Experience has shown that the temperature of the inner tank can be 
maintained constant to 0-01° C over many hours. 

If two bars are brought in succession under the microscopes, com- 
parative readings can be made, which will allow of the length of the one 
being deducted in tei-ms of that of the other. The provision of two tanks, 
in one of which the temperature may be regulated as desired, makes it 
possible to carry out a series of comparisons between two bars, one of 
which is maintained at a constant temperature for the whole duration 
of the observations, while the other is brought to a diflferent temperature 
for each comparison of the series. UtiHsing the length of the one bar 
under constant temperature as a datum, the length of the second bar at 
varied temperatures can be determined and the characteristics concerning 
its thermal expansion investigated. 

It might be remarked that the data concerning the expansion of 
nickel steels, previously described, were obtained by the above procedure. 
In the French comparator the microscopes are fixed on two separate 
pieces of masonry. When it is desired to compare two bars they are 
placed in the same bath so as to ensure equaUty of temperature. In the 
C.S.I, comparator each comparing microscope has a tube of invar 20 
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inches long, fitted with an objective of 120 mm. focal length, for a front 
working distance of 160 mm., and an image distance of 480 mm. from 
objective to the micrometer plate, the aperture being 23-5 mm,, for use 
in the ordinary way, and with an alternative for use immersed in water. 
Each tube has two oculars of focal length 30 mm. and 50 mm. respec- 
tively, producing a magnification of the object of 15 and 25 respectively. 
It was found by observation on a graduated scale of invar that the 
object-glass is capable of resolving lines ruled 100 to the millimetre. 
Each microscope is fitted with a micrometer with a screw of 0-3 mm. 

pitch, threaded for a length of 6-5 mm. 
The female screw has an eflfective length 
of 5 mm. The drum is graduated to 
hundredths, the value of one revolution 
of the screw being about 0-1 mm. on 
the object. The micrometer lines are 
ruled on a glass diaphragm 10 mm. in 
diameter, as shown in Fig. 8. The 
apparatus was designed by a committee 
consisting of Sir David Gill, Sir Richard 
Glazebrook, Mr. Horace Darwin, and MM. Benoit and Guillaume. 
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Mbasubing Machines for Tool Room Use 

When Sir Joseph Whitworth began to develop precision machines and 
tools he was confronted with the serious practical difficulty of transferring 
dimensions from an engraved scale to the machine part and vice versa. 
Engraved scales are well adapted for use as primary standards of length : 
here economy of time and facility of comparison are of secondary import- 
ance to high precision and absolute accuracy. In engineering practice it 
is essential to be able to make measurements with rapidity and reason- 
able ease, and with this object in view Whitworth originated the present 
system of end measurements. 

One of Whitworth's measuring machines is illustrated in Fig. 9. It 
is practically a very large micrometer. The machine has a cast iron 
bed and two headstocks, resembling the loose headstocks of a lathe. 
One headstock is fixed, while the other is movable along the bed by a 
quick-pitched lead-screw, and its centre, or measiuing end, is adjustable 
by a screw within the headstock. The fixed headstock has a measuring 
screw of 20 threads to the inch, and to this screw is attached a wheel 
whose circumference is divided into 500 divisions. So that one division 
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of the latter represents O-OOOl inch in end movement of the spindle. 
In using the machine it is usual to set the heads by placing between them 
a standard gauge as near the required dimensions as is available, and 
then to fix the final position of the measuring faces by moving one end 
through the required difference by means of the divisions on the wheel. 



The usual type of standard gauge length is shown in Fig. 10. The 
steel rod has its ends rounded into spherical forms, the radius of the 
sphere being half the length of the rod. By this means errors due to 
axis of the rod not being x^rpcndicular to the faces of the headstock are 
eliminated. The central part of the rod is encased in ebonite to minimise 
temperature changes whilst handling. 



F16.IO. 

Since the year 1 87 1 , when Whitworth introduced this type of measur- 
ing machine, many improvements have been effected, notably by Pratt 
and Whitney in America, and the Newall Engineering Company in this 
country, A general view of the standard types of machines manufac- 
tured by the latter firm are shown in Figs. U, 12, and 13. These machines 
are made to read to one hundred-thousandth of an inch on the British 
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Bystem, or one ten-tbousandth of a millimetre if graduated on the metric 
system. 

The Measuring Screw bears a' thread of buttress form cut specially 
deep to provide ample wearing surface, and has a range of i inch, or 20 



millimetres, according as It is intended for an Enghsh or a metric machine 
respectively. The threaded portions of the screw and its nut are equal, 
of not less than three times the length of range stated above, and, wear 



being even, accuracy in pitch is maintained. Only a minimum amount 
of wear takes place on the effective portions of the thread, as the screw 
is supported on its plain cylindrical parte at front and rear in hardened 
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Bteel bearings, which relieve the threaded part from weight and main- 
tain the axes of screw and nut identical and invariable. 

A spring device is provided by which a constant pressure is main- 
tained between the screw and the nut. This keeps the effective faces of 
the nut and screw in contact, and abolishes backlash. The importance 



of this feature will be appreciated from the fact that oils of different 
viscosity used for lubricating the screw have varying effects upon the 
readings, and further, fhat a positive adjustment on such a delicate screw 
materially alters the pitch. 

For the rapid movement of the measuring screw there is a knurled 
nut on the end of the spindle : this is used until-a sufficient movement 
has been applied through the piece being measured to bring the indicator 
into motion. For sensitive movement a fine 
adjustment screw, carried on an arm, is clamped 
to the measuring wheel at any point by an 
eccentric, and this screw, thrusting against the 
front horizontal bar, gives the slow motion 
necessary. 

Compensator. — In general, accuracy in pitch 
greater than one-ten-thousandth of an inch, if 
obtained, is quite accidental, for, while a screw 
may appear to be absolutely correct at one 
length, it is practically impossible to secure con- 
sistency in the same length when measured at 
different points in the length and helix of the 

screw. For this unavoidable productive error— minute as it may be- 
in the pitch of the measuring screw, a method of compensating is 
provided by an unique device shown in Fig. 14. 
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It is said that by this means it is possible to make the readings of the 
measuring screws so near to absolute accuracy that it would be extremely 
difficult, if not quite impossible, by any method known, to detect error 
at any point in their length. A secondary screw of the same pitch as 
the measuring screw is cut on the rear end of the spindle : undulations 
made on the crest of this thread impart, through a lever, carrying a roller, 
to the zero line on the vernier, borne on the horizontal scale which is 
supported on the vertical arm, forward or backward movement at 
any point and as may be required to compensate for the ascertained 
inaccuracies in pitch of the measuring screw. 

The TaiUtock carries the anvil, operating the indicator, and, in 
machines so fitted, the microscope for setting to the rule. It is moved 
bodily when setting to an End Rod, or to the rule, to obtain sizes greater 
than are provided by the range of the measuring screws. In machines 
fitted with rule and microscope an arrangement for fine adjustment is 
attached to the tailstock by means of which the necessary delicate 
movement is obtained for setting the microscope to the graduated line 
on the rule. 

The Indicator, — An interesting feature 
of the machine is the application of a 
spirit level to indicate when contact is 
made with the specimen to be measured. 
A magnification of 4000 times the move- 
ment of the anvil is capable of detection. 
This device eliminates the possibility of 
personal error. A defect of the " tilting 
level " type of indicator for rapid work 
is the viscosity of the liquid in the level 
tube. In testing the diameter of cylinders 
by rotating while held between the faces 
it is found that the bubble is very sluggish 
in indicating the slight variations in 
*^\ diameter of the cylinder under-test, or is 
apt to overshoot the mark with rapid 
movement. To overcome this difficulty 
the optical lever illustrated in Fig. 15 is 
used at the National Physical Labora- 
tory. 
The level tube T is tilted through the action of a level by the displace- 
ment of the plunger P of the measuring machine. A small plate-glass 



FiG.15. 
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mirror Jf i is fixed to T, and a convex long-focus lens L is cemented to 
the upper surface of the mirror. Above the machine a wall bracket holds 
the Nemst lamp A which is provided with a condensing lens. The light 
from this lamp falls on a fine cross-wire C and passes through the lens L 
on to the mirror M^, which reflects an image of the wire up to a second 
mirror Jf 2, also attached to the wall, and from this latter mirror it is 
finally reflected on to the horizontal divided screen 5, placed behind the 
machine. 

The lens L is required to give a distinct image / of the cross-wire 
on the screen, this screen being graduated with a scale of which the zero 
is marked X on the diagram. With the arrangement adopted a move- 
ment of 0-36 inch on the screen is produced by a displacement of the 
plunger P amounting to 0-00001 inch, so that a total magnification of 
3500 is obtained by the aid of the lever carrying the level tube and the 
optical system. Thus the roundness and parallelism of a cylinder can 
readily be measured within 0-00001 inch, and as the indicator is quite 
dead-beat, the operations can be performed at a much quicker rate than 
formerly. 

Gauges 

The reader, unless he has had acquaintance with gauge making, may 
naturally wonder why such extreme accuracy of measurement is neces- 
sary for engineering work. The reason will be seen on consideration of 
the modem system of the manufacture of interchangeable parts on a 
quantity basis. In this system the various parts of a machine must be 
capable of being assembled without any fitting and adjustment of the 
components. Take, for example, the manufacture of a number of spindles 
and bearings. If a clearance of but one-thousandth part of an inch is 
permissible between the two parts in operation, then the tolerance per- 
missible on the parts must be only a few ten-thousandths of an inch. 
This result is achieved in practice by the employment of fixed gauges. 
For each piece of work a fixed gauge is made comprising two sizes, one 
smaller and one larger, of which the former, termed the ** minimum," 
represents almost exactly the smallest size that the piece can be made 
to, and the latter, termed the ** maximum," the largest size that the 
piece can have without violating the condition of interchangeabiUty or the 
function of the parts. The difference between these two limits is termed 
the " tolerance," and the value of this tolerance depends upon the par- 
ticular class of work. By this means it is possible to produce an article 
much cheaper and quicker than would be the case if the utmost accuracy 
to a given size was attempted. 
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Figure 16 illustrates a typical fixed gauge. It is obvious that the 
gauges must be very accurate to the specified dimensions, otherwise not 
only will the tolerances be affected but also, if the errors of the two sets 
oi gauges for the respective interchangeable parts happened to be in 
opposite direction and of such magnitude, the parts might not fit together 
at all and consequently the sole obiect of limit gauging would be defeated. 
When only a small number of gauges are in use they are usually set and 



checked in the tool room by means of measuring machines or Johansson 
gauges, but for large production work a complete set of master check 
gauges are made. These check gauges have " go " and " not go " limits 
to check each dimension of the working gauge, and it is evident that they 
must be made to an extremely high order of accuracy. 

As a practical example, take the case of the manufacture of a shaft 
1 inch in diameter to fit into a bearing. The tolerance would be say 
0-005 inches. The snap gauges will therefore have the dimensions 0-995 
inches for the " low " and 1-000 inches for the " high," and these sizes 
must be correct within one-tenth of this amount. The master check will 



therefore have pairs of limits, one pair {0-9949 inch and 0-9950 inch), 
and the other {1-0000 inch and 1-0001 inch). The necessity for accurate 
measurement in making the master check is therefore evident : starting 
with a moderate tolerance of one two-hundredth of an inch for the work 
has culminated in requiring a master check gauge accurate to one 
ten -thousandth of an inch. 

Simple types of gauges. — The most extensive use for gauges is, of course, 
for the production of cylindrical work. Gauges for holes are of the form 



CHAP, i] THE MEASUREMENT OF LENGTH 21 

shown in Fig. 16, and consist of two hardened and ground steel cylinders : 
the longer being the " go " size and the shorter cylinder the " not go." 
An improvement on this simple type was made by Johansson, which 
has the advantages of lightness and economy of maniifacture. The 
construction will be evident on examination of Fig. 17. 



f^ 



Fie.tB. Fig. 19. 

For gauging shafts, etc., external snap gauges are made of the form 
shown in Fig. 18. Sometimes both "go" and "not go" limits are 
combined as a step in a single horse-shoe for the smaller sizes (Fig. 19). 
Fixed gauges of the above forms when sUghtly worn are practically 



worthless, and some manufacturers have in consequence developed 
" adjustable " gai^es, a typical example of which is shown in Fig. 20. 
The anvils or jaws in this case can be accurately set by screw adjustment. 
Adjustable gauges, however, have not come into extensive use owing 
to the liability of the adjustments being tampered with. 
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Johansson Oauges, — ^The Swedish firm of Johansson has developed 
a most ingenious system of end measures by means of which any desired 
length between 0'2 and 10 inches can be obtained in steps of one ten- 
thousandth of an inch. This result is achieved by the aid of a set of 81 
rectangular blocks of steel of varying thickness. These can be used 
separately or combined together. The measuring faces of each block are 
approidmately 0-36 inch by 1'3 inches, and the whole face is almost 
perfectly flat within a hundred-thousandth of an inch, and in addition 
the opposite faces are parallel to about the same degree of accuracy. 

A standard set consists of 81 pieces made up as follows : The set is 
divided into four series ot which the first series goes from 0-1001 to 
0-1009 by increments of 0-0001 inch; the second series from 0-101 to 




0-149 by increments of 0-001 ; the third series from 0-060 to 0-950 by 
increments of 0*05 ; and the fourth series consists of blocks 1, 2, 3 and 4 
inches in length respectively. 

A general view of a box of gauges is shown in Fig. 21. The surfaces 
of the gauges are such perfect planes that when assembling two gauges 
they adhere to each other. This adherence is the fundamental basis of 
the method, and only comes into action when the surfaces axe perfectly 
clean, i.e. that there is nothing between the two gauges when wrung 
together that could influence the size of the combined gauge, such as 
grease, dust, scratches, etc., and, further, the adherence makes the ma- 
nipulation of an assembled series as easy as a single rod. From a con- 
sideration of the units composing the above series it will be seen that the 
blocks in the first series will divide up the spaces between those of the 
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second series, while the third and fourth series can he divided up hy the 

first and second series ; or, in other words, any size can be obtained 

between 0-2 and 10 inches, rising by 00001 inch. 

By various combinations 80,000 different sizes are 

possible, all of which are accurate within ±0-00004 

inch, whether the size ia made up of one or six 

blocks. A typical assembly is shown in Fig, 22. 

The application of these gauges to the verification 

of working gauges such as external limit callipers and 

similar parallel fixed gauges is obvious. Their use in a more complex 

case is illustrated by Fig. 23. 




To extend the use to external measurements " points " are supplied. 
These " points " are double the length of the gauges and have one surface 
lapped to the same degree of accuracy and flatness as the gauges. By 
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wringing them over the end surfaces of a combination or a single gauge 
they adhere and form an exact " snap " gauge. For half the length of 
the opposite sides they are rounded to a certain radius, and by adding 
the thickness of these points where rounded to the size of the gauge 
between the points an accurate " plug " gauge is made up of any desired 
size. A typical gauge is illustrated in Fig. 24, and an application to the 
verification of a plug gauge in Fig. 25. 
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CHAPTER II 

THE MEASUREMENT OF SCREW THREADS 

Although the screw thread is one of the simplest and most widely used 
of mechanical contrivances, geometrically it is an elaborate skew surface 
which presents unique difficulties in the way of rapid and precise measure- 
ment of its elements. Consequently the accurate gauging of screw 
threads has been one of the biggest problems of modem metrology. The 
war gave a great impulse to the precision measurement of screws in con- 
nection with screw gauges, and the advance made in methods of measure- 
ment is largely due to the work of the National Physical Laboratory, 
whose methods and appliances are now being adopted in works manu- 
facturing the highest class of interchangeable parts. The limits per- 
missible to a screw gauge are, of course, very much smaller than that 
allowed for the work it is to check, so that it becomes necessary to 
measure the various elements of a screw gauge to better than three 
ten-thousandth of an inch for work of precision. 

Underlying Principles of the Methods 

From experience with plain ring and plug gauges it was at first thought 
that the simplest method of testing screw gauges would be by an adapta- 
tion of " go " and " not go " gauges of screw thread form, but experience 
demonstrated that such a procedure had serious inherent defects. The 
conclusion which has been arrived at is that the best method of making 
measurements on a complex surface, such as a screw thread, is not by 
attempting to fit another complicated surface on it, but by obtaining a 
magnified image of the cross-section, free from distortion, and then making 
the measurements on this shadowgraph. The method is identical in 
principle with that of the ordinary lantern-slide projector and has been 
highly developed. 

As will be seen later, it is now possible to measure all the elements 
of a screw with facility, and the method has the additional advantage 
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over that of mechanical measurements in so much that it is possible to 
examine the whole of the screw surface in detail by simple inspection. 
The projection method, if employed with due precaution, has great 
possibilities in connexion with workshop measurements, and conceivably 
it might be developed into a form which could be applied to the job 
whilst in the lathe so as to afford guidance during the actual machining. 
On the other hand, the method of mechanical measurement surpasses the 
projection method in absolute accuracy and is the ultimate standard 
of reference in case of doubt. 

Mechanical Measurbmbnt of Screws 

The appliances described below are those in use at the N.P.L. for the 
measurement of screw gauges. It might be remarked that they are 
primarily adapted for '' plug " screws. The internal threads on ring 
gauges cannot be completely measured by mechanical methods; it is 
therefore customary to supplement measurements of core and full 
diameters by making a Plaster of Paris cast of a portion of the thread 
and examining, by means of the projection method, the thread form. 

In a Whitworth thread seven separate elements have to be measured : 

(1) Full (or major) diameter. 

(2) Core (or minor) diameter. 

(3) Effective (or pitch) diameter. 

(4) Pitch. 
(6) Angle. 

(6) Radius at crest. 

(7) Radius at root. 

FuU diameter. — ^The measurement of this quantity is effected by means 
of a micrometer in a similar manner to that adopted for a plain cylinder. 
It is advisable to check the accuracy of the micrometer by measuring a 
cylindrical plug^ of known diameter nearly equal to that of the screw. 
For this purpose a set of Hoffman rollers, illustrated in Fig. 26, are very 
useful. They are made up in sets of fifteen, varying in size from J inch 
to Ij inch for this purpose at the suggestion of the N.P.L. 

Core and Effective Diameter, — The principle involved in the measure- 
ment of core and effective diameters is shown in Figs. 27 and 28. For 
the core diameter two bars of triangular section, the angle at the apex 
being considerably less than that of the screw, axe inserted as shown in 
the thread, and a micrometer reading is taken over these, and secondly, 
a reading is taken with the bars against a cylinder of known diameter, 

^ See N.P.L. Report, p. 89, 1919, for circularity tests on cylinders. 
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For the effective diameter, two small circular cylinders — two selected 
needles of known diameter — are inserted in the thread, and a micrometer 
reading is taken over these ; the mean diameter of the needles is deter- 
mined by measuring them when suspended against a cylinder of known 
dimensions, and from these two readings the effective diameter can be 
calculated. Instead of a plain cylinder, one having a circular V groove, 
with an angle of 55 degrees cut in it to a suitable deptli, may be employed. 
This is tested by means of two accurate cylinders, and its effective diameter 



is found as though it were part of a screw thread. It can then be used 
as a reference bar. 

In choosing cylinders for the measurement of effective diameter it is 
advisable to obtain a size which touches the flanks of the thread about 
half-way down, as then errors in angle have least effect on the result. 
Somewhat smaller cylinders may be used, but the margin is not great, as 
the cylinders will disappear in the thread if too small. Considerably 
larger ones may also be used, and will give accurate results provided the 
thread form ie correct. Varying values obtained for the effective diameter 
by using cylinders of different sizes at once indicate incorrectness of 






Fig. 27. 
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thread form. The diameter of the cylinder which touches the flanks of 
the threads of a screw of Whitworth form at points half-way between 
their theoretical sharp intersections is equal to 0-5637 times the pitch. 

Formvla for calculation of effective diameter. 

Let E be the effective diameter. 

T the dimension under the small cylinders, i.e. micrometer reading 
less diameters of needles (see Fig. 28). 

"p the pitch of the thread. 

c the mean diameter of the needles. 

2a the angle of the Vee thread. 

Then J5=T+coefficient P 

Where 

cos a cot a 



E' 



xC 



P=i cot a p— (cosec a— l)c— ( 

to a high degree of approximation. 
For a Whitworth thread form 

2a=55° 

Thus the above formula reduces to 

P=0-96049xi>-M6668xc-^^^?^x(7 

^ E^ 

The last term in this formula is usually less than 0-0001 inches. For 
screws of moderate rake and pitch this term may be neglected, in which 
case the formula is 

P=0-9605 Xp-1-1657 xC 

The " Best " cylinder diameter, which in the case of a perfect Whit- 
worth thread is the diameter of a cylinder which touches exactly half-way 
down the flank of the thread, is J?=0-5637 x p. 

The values of B are given in the following table : — 



Threads 
per inch 


40 


36 


32 


28 


26 


24 


22 


20 


19 


1 
B inches . 


00141 


00157 


00176 


00201 


00217 


00235 


00256 


00282 


0-0297 


















Threads 
per inch 


18 


16 


14 


12 


11 


10 


9 


8 


7 


B inches 


00313 


00352 


00403 


00470 


00512 


00564 


00626 


00705 


0-0806 
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Commercial Sizes and Approximate Diameters of 

Sewing Needles 



Size . 



Nominal 

Diameter 

inches 



,.} 



8/0 



0072 



2/0 



1/0 



0-056 



0*049 



0-047 0-042 0-038 0-OM O-OSS 0-029 



0-026 



8 


9 


10 


11 


0-023 


0-020 


o-en 


aoi5 



Fig. 29 shows the method of constraining a micrometer so that 
it can only measure at right angles to the axis of the plug screw gauge. 
Unless such a mounting is adopted it is necessary to use three needles — 
two on one side and one on the other — to ensure that the anvils of the 
micrometer are at right angles to the axis of the screw. 

The screw gauge S shown dotted is held between adjustable centres 
which are clamped in V grooves machined in the frame casting C. In 
the base of the frame two other V grooves are machined parallel to the 
line of centres. A saddle B, on which is machined a V groove and a flat, 
slides on the frame, being guided by short cylinders sliding in the grooves. 

On the top of the saddle B are machined two V grooves in which run 
steel balls. These grooves should be straight and approximately at 
right angles to the Une of centres. The micrometer M is mounted on a 
carriage A provided with a V groove and flat which permit it to run 
freely on the balls. The long screw T to one end of which the micrometer 
is bolted provide a means of adjusting the micrometer square to the 
screw gauge. This adjustment is essential. 

In this type of machine it is convenient to suspend the vees and 
cylinders by cotton threads as indicated in the figure. 

The type of machine illustrated in Fig. 29 can be readily modified 
to measure plug screws of larger diameter. The 2-inch micrometer is 
replaced by a micrometer head and an adjustable anvil, suitably mounted 
on a carriage ruiming on balls. 



Measurement of Pitch 

Attention might be drawn to the fact that pitch error may be of two 
kinds : (a) A progressive error, increasing regularly as we go along 
the screw ; and (b) superposed in many cases on this a periodic error, 
depending frequently on some want of adjustment in the leading screw 
of the lathe on which the thread was cut. Examples of these errors will 
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be given later. In measuring the pitch of a screw, it is mounted on 
centres on a stiflf bed which carries a saddle sUding parallel to the line of 
centres. This saddle is moved by a screw which has been carefully 
calibrated, and the motion is read on a large micrometer head. In its 
simplest form the saddle carries a pointer accurately ground to an angle 
of 55 degrees, with its axis at right angles to that of the screw. The 
pointer can slide in the direction of its own length on the saddle. The 
pointer is set by the micrometer with its two edges in contact with the 
sides of a thread and a reading taken. It is then withdrawn, the micro- 
meter is turned until the pointer is opposite the next thread, when it is 
again adjusted, and so on. A series of readings taken thus gives the dis- 
tances between the consecutive roots of the thread, i.e. the pitch, and 
from these the pitch error is calculated. The method is slow and not 
very accurate, and it is difficult to set the pointer. 

An improved form of this apparatus is shown in Fig. 30, and this 
works as follows : 

The screw is mounted as before, but the feeler carried by the saddle 
takes the form of a small spherical ball at the end of a bent lever. The 
ball is held pressed into the threads of the screw by a light spring, and as 
the saddle is traversed along the ball moves to and fro, always remaining 
in contact with the screw. The ball is too large in diameter to reach the 
bottom of the thread. In its motion it slides down one flank of the thread 
until it is arrested by contact with the opposite flank, when it immedi- 
ately begins to move up this flank ; this change of motion is very sharply 
defined. By noting on the micrometer screw the positions of the slider 
at which these changes of motion take place, we have a means of 
measuring the pitch of the screw. To effect this a mirror is attached 
to the arm carrying the small sphere and rotates backwards and forwards 
as the arm moves. A spot of light reflected from the mirror on to a scale 
moves in one direction, then stops and moves back ; after a time its 
motion is again reversed, and so on. The sharp reversals caused by the 
point of contact of the sphere passing from one flank of the screw to the 
opposite flank are clearly defined, and by their means an accurate measure 
of the pitch is obtained. Fig. 31 gives one of the curves actually 
obtained at the N.P.L. in this way. This particular screw gauge had 
18 threads to the inch. 

It will be observed that the curve shows periodic variations of 6 to 
the inch, and the lathe on which the thread was cut had a leading screw 
of 6 threads to the inch. It is generally found that the most pronounced 
periodic error — ^an alternate lengthening and shortening of the pitch of 
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a screw — repeats itself every revolution of the leading screw of the lathe. 
This may be due to one or any combination of the following : — 

(1) Intrinsic error of the leading screw ; being cut incorrectly. 

(2) Incorrect centring of the gear wheel on the lead screw. 

(3) Lead screw not revolving truly about its axis. 

(4) Imperfect adjustment of the bearing which takes the end thrust. 

The last mentioned is the most common source of the error. In the 
case of the screw gauge whose errors are depicted in Pig. 31, the periodic 
errors are not serious but somewhat variable. Another interesting feature 



i< 
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to be noted about this, curve is the existence of a distinct underlying 
period of one per inch which is shown dotted. Such error may be caused 
by rotating parts being out of balance or mounted eccentrically. 

Measurement op Angle 

The apparatus illustrated in Pig. 32 is used for measurement of thread 
angles and for general observation of the form of the thread. The screw 
gauge 8 is held between centres which slide in holes or vees in two blocks 
B^ and B^- The two blocks are clamped on to a length of screwed rod 
i?, so that they move solidly together. The screwed rod also acts as a 
rack and is moved longitudinally by means of a pinion P. This pinion 
is inclined and acts as one support of the moving screw holder. The other 
supports 2/1, 2/2 fl'^e L-shaped grooves which carry the two rods G^ C^ 
holding the screw. Five degrees of freedom are constrained by these 
five point contacts, leaving only one linear motion possible. The trans- 
verse motion is provided by mounting the microscope on a base plate K, 
sliding between bevelled guides. The third motion, that of rotation, is 
obtained by turning the eyepiece of the microscope which carries the 
cross wire W. This rotation is measured on the graduated scale. The 
axis of the microscope is set at right angles to that of the screw, and care 
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must be taken that the light which enters the microscope comes along 
the rake of the thread. 

To make a measurement of the angle, the microscope is first focussed 
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on one of the centres which carry the screw ; it is then moved aside, 
and the screw is put in position and traversed by means of the adjust- 
ments until in the field of view. This method of focussing ensures that 
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an axial section of the screw is under examination. The microscope is 
then rotated about its axis until the cross wire is along the flank of one 
of the threads and a reading is taken ; the tube is turned and the screw 
traversed until the cross wire lies along the opposite flank, and a reading 
is again taken ; the difEerence between these gives the angle of the screw. 
By setting the cross wire to run along the crest of the thread and taking 
a reading, the squareness of the threads to the axis can be verified, while 
the general shape of the thread is obvious to the eye. 

By attaching the part carrying the screw to two slides at right angles, 
one parallel to and the other at right angles to the axis of the screws, fitted 
with accurate micrometers, measurements of the diameters and pitch of a 
small screw may be made. 

Optical Projection Methods 

The optical method of measuring screw threads has the merit of 
simplicity and sufficient accuracy for most purposes. The horizontal 
type of apparatus is a development of the familiar optical lantern, adapted 
for the projection of the outline of a solid object instead of a transparency. 
A magnification of about 50 is generally aimed at, as this has been found 
to be the most convenient value for ordinary screw gauges. The actual 
magnification is determined by the quality of the projection lens and the 
diameter of the screw to be projected. For any lens the definition of the 
image falls off to a marked extent as the diameter of the gauge is increased. 
The lens should have a focal length of between 2 and 4 inches, and those 
of large aperture which have exceptionally good central definition have 
proved most satisfactory. 

The apparatus for horizontal projection (without the screen) is shown 
in Fig. 33. The gauge under test is mounted on centres, so that the 
axis is exactly at right angles to the axis of the lens. 

By means of suitable slides the gauge can be moved in a plane parallel 
to the screen either in the direction of its axis or at right angles to its 
axis. The beam of light has to be " raked " so as to graze either the 
upper or the lower side of the screw, and this can be done by swivelling 
the arm, which carries the arc lamp and condenser, about a vertical 
axis through the lens. The magnification is adjusted by the use of a 
parallel cylinder of known diameter instead of the gauge. Distortion is 
indicated by the width of the image of the cylinder being larger or smaller 
at the centre of the field than at the edges. The whole field may be con- 
sidered free from distortion if the width of the images of a cylinder whose 
diameter covers about two-thirds of the field, and also of a much smaller 
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cylinder, are both free from meaeurable variations across the whole width 
of the field. The accuracy of the adjustment of the beam along the rake 
of the screw is shown when both flanks of the screw thread at the centre 
of the field are equally well defined and both in focus. 

The angle and squareness of the thread may be measured by a pro- 
tractor such aais shown in Fig. 34. Thewhitedisc^, about 8-inch diameter, 
bears a thrcfid-form diagram, 
and is arranged to pivot 
centrally on a board B. The 
disc is recessed into the board 
so that their upper surfaces 
are fiush. The board runs OQ 
a ledge as shown so that the 
dia^am can be adjusted to 
the shadow in a horizontal 
direction. The disc has a line 
aa drawn on it which answers 
,^ J, the same purpose as the cross 

pminuera>, ^e^ r«t me^ttttifT o, *mit ^ire of the microscope (see 

p. 34) when measuring angles. 
To measure the angle and its squareness the line aa is first set to read 
0° on the scale marked on the board B. The screw S {or some equiva- 
lent means), shows diagram matically a means of adjusting the board 
until the hne 66 becomes parallel with the crests of the shadow. The 
shadow has to be moved up or down to bring the crests of the threads 
into coincidence with this line. The disc is then rotated until the line 
aa coincides with the two flanks of the threads in turn, readings being 
made on the angle scale at each setting. In this manner the angle which 
each flank makes with the axis is measured directly. Ihe sum of the 
two angles gives the angle of the thread. 

The machine serves also for testing plate or profile gauges. 

Vertical Projection Apparatus 
An elaboration of the previous apparatus in which micrometer move- 
ments are applied for measuring effective diameter and piteh is shown in 
Figs. 35-46. In this case the gauge is mounted between centres just 
above a horizontal table, the illumination being (approximately) vertical. 
The image is reflected down on to the table from a horizontal mirror 
placed some distance above the gauge. Thus gauge and image are close 
together and both simultaneously under the control of the observer. 
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With this apparatus measurement of the diameter and pitch of screw 
gauges can be made to almost as high a degree of accuracy as can be 
obtained by the mechanical methods. 

Figs. 35 and 36 show the apparatus in elevation and plan, Fig. 37 is 
a vertical section through the vertical post and .the second micrometer, 
and Figs. 38 and 39 are explanatory diagrams of the complicated arrange- 
ment. The arc lamp, to the left of the machine, which supplies the beam 
of light, is of special design. The carbons are adjusted by the observer 
by means of the horizontal rod connected to the bell-crank lever which 
operates the slides carrying the carbons. The reflector above the lamp 
(Fig. 35) which consists of a ground glass and a coloured glass, enables 
the observer to watch the arc itself. I'he beam is rendered parallel by a 
condenser ; the reflecting prism of 45 degrees is placed in the base of the 
machine, as Fig. 35 shows. If we look at Pig. 38 we see on the top the 
reflecting mirror ; lower down the holder of the lens (a kinematograph 
lens) above the centre carrying the gauge under examination. To the 
left will be also seen another centre which is used for holding gauges of 
more than 2-Lnch diameter. Further down will be seen the table (see 
also Fig. 37), the movement of this table being controlled by the handle 
shown best in Figs. 35 and 36. To the right of Fig. 35 will be seen the 
incline for adjusting the beam of light reflected from the prism to the 
rake of the threads of the gauge under examination, a roller bearing on 
the inclined plane being connected to the prism by the lever shown in 
dotted lines. The two micrometers, to which reference will be made 
later on, are shown clearly in Figs. 
35, 36 and 37. 

The body of the machine con- 
sists of a bedplate carrying two 
slides. The lower slide (Fig. 40) 
moves horizontally in a direction 
at right angles to the axis of the 
screw gauge ; this motion is con- 
trolled by the pair of micrometer 
screws whose handles project in 
front. With the help of these 
screws rapid measurements can be 
^"'- '**'■ made on the diameters of the screw 

gauges up to 2 inches in size. In measuring screw diameters the lower 
slide need not be fed right across by rotating the micrometer screws. 
The slide is simply moved across, first to one side, and then to the other, 
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and the sum of the micrometer readings gives a measurement of the 
motion of the slide from one side to the other. The actual movement 
of the slide is accomplished by a ** throw-over " gear, consisting of a 
weight and a set of levers shown to the right of the machine (Figs. 35 
and 36) ; this motion is steadied by an adjustable oil dash-pot at the 
rear of the machine, to prevent any jar on the micrometer spindles when 
they come in contact with the stops. The second upper slide rests on the 
lower slide and can move along it in a direction parallel to the axis of the 
gauge. This movement is controlled by a third micrometer seen on the 
right of the machine in Figs. 35 and 36. It is by this micrometer that 
pitch measurements are made, and the pitch-micrometer screw has to be 
accurately calibrated for the purpose. Errors in the diameter-micrometer 
are of less importance, since the machine is set up on a plain cylindrical 
plug of approximately the same diameter as the gauge to be measured. 




Standard thread-form diagrams, such as Fig. 41 illustrates, are used on 
this machine, and by their aid errors in the form of the thread, as small 
a« 0-0001 inch, can be detected. The magnification used is 50 diameters ; 
this can be adjusted by varying the height of the reflecting mirror. 

The thread-form diagram should be held against the screen and allowed 
to rest on an adjustable straight edge fastened to the latter. A screw 
or an eccentric adjustment is provided at A (Fig. 42), and a pivot or screw 
at B, The screen itself must be adjustable vertically. The thread 
shadow should be made to touch the diagram on the full diameter line 
aa by the aid of the vertical adjustment and of the straight-edge adjust- 
ment A. A simple side shift of the diagram on the straight edge will 
then enable the observer to adjust the diagram as in Fig. 43 ; the variations 
from the standard form can thus be observed. The black portions bb 
indicate an excess of metal, the white urw portions mark where metal 
is missing from the thread ; the overlapping at bb can only be seen in a 
suitably darkened room. As regards actual measurements, it has to be 
borne in mind that, when the thread-form is mounted on a thick board, 
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the magnification of the image of the gauge will be less on the diagram 
than on the screen itself. This error may be corrected by moving the 
mirror further from the screen, one-half the distance of the thickness of 
the diagram used. With 20 feet distance from lens to screen, 0-1 inch 
thickness of the thread-form diagram will reduce the magnification from 
50 to 4998 ; this error would amount to 0004 inch on a 10-inch measure- 
ment on the screen, and is therefore negligible for ordinary screw-thread 
inspection. 

The thread-form diagram enables the observer clearly to discern all 
the variations from the standard form, including crests and roots. When 
only variations in angle, squareness and straightness of flanks are to be 
studied, a " shadow set square " may be used instead of the thread-form 



diagram. The straight edge cc of this set square (Fig. 44) is made to 
coincide with the crests of the screw shadow, and the set square is shifted 
along the adjustable straight edge, until there is only a narrow band of 
light between the shadow of the thread fianks and the shadow of the set 
square edge. To obtain measurements of angles in degrees a " shadow 
protractor " (Fig. 45) is used ; the screw-gauge shadow appears on the 
white opaque celluloid face of the protractor, and also the shadow of 
the straight edge dd and the edge of the protractor arm. In the thread- 
form diagrams unually employed the thread, the full diameter, and the 
core edges are duplicated, making the snake-Uke pattern shown in Figs, 
42 and 43. The second set of edges and the plain band of the top of the 
diagram are used for diameter measurements on the special vertical 
projector for screw gauges and are not required for thread-form examina- 
tion in the horizontal projector. 
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PEOJBonoN Appabatus for the Rapid Compahkon op 

Screws 

An ingenious method has been devised ty Mr. R. P. Wilson* for the 

rapid comparison of screws ; one machine being capable of testing several 

thoosand screws per day. The apparatus as constructed by Messrs, 

Adam Hilger Is illustrated in Figs. 47-60. 



Ve/fTfCAi PROJ£CTtON APPARATUS. 

The principle of the method will be understood from Fig, 49. The 
apparatus essentially consists of two projection lenses which are mounted 
side by side, but are separable by turning a screw, and are set to approxi- 
mately the distance of the mean diameter of the screw-thread under test ; 
images of the two opposite contours of the screw are then projected 
through two prisms so that the images intermesh. The apparatus is 
adjusted by putting the screw gauge in position and adjusting the two 
' M. o( M. 
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]enBeH and priBms until the projected images intermeeh exactly, neither 
overlapping nor leaving free »paees in between ; an overlap of the images 
indicates that the diameter of the screw is too large, and a gap that 
the diameter is too small.' 



The screws to be tested can be placed quickly in position, one after 
the other, and the tests which reveal also defects in the threads can be 
conducted with many times the rapidity of other methods. The two 
lenses mentioned are really the halves of one lens which is cut in a vertical 
diameter ; the two halves are elastically held together by a strip of 
sheet metal bent to an acute angle. 



Fia, 49. 



From a consideration of the diagram showing the paths of the light 
rays (Fig, 49) it will be seen that the two images formed by the projection 
lenses alone would be the right and left profiles of the screw, the images 
being separated by a distance equal to the pitch diameter of the screw. 

The two prisms, however, receive the rays from the projection lenses 

' It should be remarked that the light does not pass along the rake of the thraads, 
which is a defect. But since the miLchine is primarily intended for checking work, not 
gauges, the accuracy is eufEcient. 
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and reverse the images by fine adjustment of these prisms about a vertical 
axis; the two profile images can be got Into "mesh" and the final ad- 
justment during measurement made with the large micrometers shown 
in Fig. 48. Adjustment is first efiected with a standard screw, and it 
can then be ascertained by inspection whether the screws under test 
are of the correct diameter. 

Fig. 50 illustrates the im^es obtained when the machine has been 
set to compare diameter. The first screw is very much undersize ; the 
second is correct, since the root and crest images just touch each other, 
the overlap on the flanks being due to interference caused by the light 
not being projected along the rake ; while the third diagram shows a 
sUghtly oversize screw resulting in overlapped images. 
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CHAPTER III 



MEASUREMENT OP AREA 



The engineer is concerned with the measurement of area in various 
ways, such as estimation of work done in steam engine cylinders from 
the integration of the indicator pressure diagram ; quantity evaluation 
from the area of the charts of recording instruments ; determination of 
the volume of material to be moved in preparing cuttings, embankments 
and railways ; and finding the second and third moments of areas 
y to obtain the centre of gravity and moment of inertia about a 

given axis for structural calculations and ballistics. 

The area of an irregular figure is generally estimated by 
arithmetical calculation, by adding together the areas of a large 

number of strips 
Q into which the 

area has been 
divided. Simple 
rules have been 
devised for effect- 




Y ing this calcula- 
tion. Of these 
Simpson's Rule 
is perhaps the 
best known. This 
rule is based upon 
the fact that arcs 
of parabolas can be drawn, to fit the curve approximately, 
through the tops of a number of equidistant ordinates taken 
three at a time. For example, let A B D E (Fig. 61) be the 
figure whose area is required. Draw ordinates dividing the area into 
an even number of strips of equal width. Thus there will be an odd 
number of ordinates, including the first and last. Numbering the 
ordinates y^, y^, ^3 • • • Add together the first and last ordinates, 

47 
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twice the sum of the other odd ordinates, and four times the sum of 
the even ordinates ; multiply the result by one-third of the distance 
between two adjacent ordinates. The result gives the area of the 
figure thus : 

yi+yn+ 2(2/3 +2/5+ • • •)+%2+y4 . . .) 

where A = distance between the ordinates. 

The above and similar methods are cumbersome and involve a con- 
siderable amount of arithmetic and measurement; mechanical instru- 
ments are therefore almost universally employed when areas have to be 



Area=-4=- 
3 




measured. The best known instrument for this purpose is the Polar 
Planimeter, invented by Dr. Jacob Amsler in the year 1854. This is 
shown in its simplest form in Fig. 52. The deviqe consists of two arms 
A and P, hinged together at H, The tracer arm A carries a small wheel 
L which is mounted with its axis parallel to a line through the tracing 
point and the hinge, and free to roll on the paper. The polar arm P is 
provided with a needle point which is pressed into the paper and the 
instrument swings about this fixed point when in use. 

The following is a simple theory of the action of the instrument. 
Let (Fig. 53) be the fixed point of the polar arm, A P the plani- 
meter, A the joint. 

1. Fix the joint A and move P to Pi on the arc of a circle, centre 0, 
then if OA turned through an angle Q the dial at A would register an 
angle M Q cos <p, if the angle between A P and OA produced was 0, and 
M was some constant. 

2. Fix the arm at the joint O and move Pi to P^ on the arc of a circle, 
centre A ; the wheel will record a reading C say. 

3. Fix the joint Ai and move Ai back to Ay and P^ to P3 ; the wheel 
at H would move back an angle M Q cos <f>^, if </}^ was the angle between 
A P3 and H produced. 

4. Fix the joint again, and move P3 to P on the arc of a circle 
centre A, the dial would move back through an angle C and cancel the 
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reading made in passing from Pj to P^. In completing the circuit of the 
finite area P Pj Pg Ps, the dial therefore has registered an angle M Q (cos 
0— cos <l>^) 

But the area P P^ Pj P8=area P P^QiQ 

=i O(a^+2a6co«0+62_a2_2aJ cos^^-fi^) 
=a6 Q (cos ^— cos ^^) 
if 0^=a,^P=6. 
Then if M=^db, the dial would register the area P P^ Pj Ps- 

Any irregular area must be supposed to be made up of infinitesimal 
elements in the form of P Pj Pg Ps- If a planimeter is made to describe 





Fig 53. 



Fig. 64. 



a circle about the fixed point or pole with the plane of the recording 
wheel along the radius, the motion of the wheel will be entirely sUpping 
and therefore the indication will be zero. This circle (Fig. 54) is termed 
the zero or base circle for that particular length of arm and adjustment 
of the planimeter. It is obvious that if it is contained in the area to be 
measured the reading of the instrument will be the difference between 
the true area and the area of the base circle. The area of the base circle 
must therefore be added, with the correct algebraical sign, to the reading 
of the wheel. 

Polar planimeters are Uable to errors due, first, to the axis of the re- 
cording wheel not being parallel to the line through the tracing point 
and the hinge ; this error can be reduced to a very small amount by 
taking the mean of two sets of readings with the arms reversed, as in 



t 
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Fig. 56. The original form of the Amsler planimeter did not permit of this 
reversal, but modem instruments are designed with this object in view 
and this type of instrument is known as the compensated planimeter.' 
A typical example is shown in Fig. 56, P is the polar arm, 6 is a small 
Weight for pressing the needle into the paper. A the tracer arm, L the 




>«»' 



Fio. 66. 
recording wheel and D the hole into which the ball-ended projection on 
the tracer arm fits. The small screw at C enables the parallelism of the 
wheel axis to be actually corrected if found necessary by reversed reading 
as above. 

The second source of error is due to slipping of the wheel, especially 
on rough or crinkled paper. Special instruments are made in which the 
recording wheel rolls on a smooth disc, as shown in Fig. 67. This disc 
derives its rotation through gearing from a wheel which rolls on the dia- 



gram, and the recording wheel swings around a vertrical axis through the 
same angle as the tracer arm. The wheel therefore rolls on a circle, on 
the disc, whose radius varies with the angular position of the tracer arm. 
The use of these instruments is somewhat limited, and the simple form 
generally suffices for ordinary work. 

' The inodern development of the planimeter is largely due to Conrndi, Switzerland. 
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The accuracy of the result obtained by measuring a' given area 
depends to a large extent on the possible accuracy of reading the wheel, 
and although thia is provided with a vernier it is desirable to make the 
reading of the wheel as big as possible, for small areas, by shortening the 
arm of the planimeter to suit the area being measured and then use a 
multiplying factor. This can be easily effected on the planimeter shown 
in Fig. 56, by sUding the tracer arm in or out, and this adjustment has the 



additional advantage of allowing the arm to be set to such a length that 
the reading is correct in certain alternative units, such as square inches 
or square centimetres. The setting can be quickly verified from time to 
time by the use of a simple accessory provided. I'his consists of a small 
metal strip with a needle point projecting at one end and a series of 
small holes drilled along its length to hold the tracing point of a plani- 
meter, as shown in Fig. 58. By pressing the needle point into the paper 
and inserting the tracing point into one of the holes, the tracing point 
can be made to circumscribe a circle of definite area and the reading on 



the dial of the planimeter can be compared with this known value. A 
series of holes are provided to correspond to different units. Several 
sUghtly modified forms of the polar planimeter are obtainable for special 
purposes. For instance, adjustable planimeters can be fitted with two 
points, one on the tracer arm and the other on the frame for setting the 
length of this arm to the width of indicator diagrams as in Fig. 59 ; in 
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which cose the reading is so arranged as to be equal to the mean height 
of the diagram in fortieths of an inch when the planimeter is taken round 
the diagram. T'he mean pressure during the stroke being thus obtained 
immediately by multiplying by the scale of the spring used in the indicator. 



Fig. 69. 

Another ingenious modification is that used for finding the mean 
ordinate of circular charts, and is shown in Fig. 60. The tracer arm is 
in this case made of inverted U section and sHdes radially on a knoh D 
fixed in the centre of the chart. In this manner the arm is scciu^ly 
guided with regard to the centre of the diagram, if the tracing pin is 
set to the point of commencement of the registered curve, and traces 
the whole curve from left to right. Following the radius to or from the 



4^0 



centre to the same distance as that of the starting-point, the reading 
multiplied by a constant denotes in inches the mean radius of the diagram, 
if the registration is exactly one round of the chart. If it is less or greater, 
the obtained reading of the roller must be reduced to one revolution. 
If, for instance, the time of registration is only sixteen hours, then the 
reading must be multiplied by 24/16. The ordinates may be straight 
or curved provided they have equidistant intervals. 
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The Radial Averaging Instrument possesses a few specially interesting 
features, not only from a practical but also from a theoretical point of 
view. If we denote by r and ^ the polar co-ordinates of the curve traced, 
then the measure of turning, 0, of the circumference of the integrating 
roller is defined by the equations 

e=\rd(t> or d=h 



01 



r, 



With certain algebraic curves, such as straight lines, circles, ellipses, 
etc., the above integrals lead to hyperbolic, cyclometric, and elliptic 
functions which, with the aid of this instrument, may be determined in 
a purely mechanical way. 

The relation between the turning of the roller and the area defined 
by the tracing of the point is somewhat complex, but it can be derived 
in the following manner. We have 

In consequence thereof Q is equal to the sum of quotients of the 
single elements of area df by their relative distances r from the centre 
of measurement, or, put differently, Q is equal to the potential of the 
area enclosed by the curve (the density of mass supposed to be unity) 
about this centre. 

Hatchet or Prytz Planimeter 

Prytz, . of Copenhagen, has designed a planimeter which although 
simpUcity itself in construction has a rather compUcated theory. The 
instrument consists of a metal arm A B, bent at right angles at both 
ends, as in Fig. 61. The end B is 



6-..-.... 

B 



in the form of a knife edge or 

hatchet, while A is the tracer. 

It is clear that B can only move 

freely along the line A B, and 

thus when A is made to describe 

the given curve, the point B 

traces a curve such that A B is 

always tangent to it. The theory 

of the instrument is as follows : If the arm of constant length A B 

(Fig. 62) be always tangent to the curve C, then « is zero for all positions, 

and it is seen that the elementary area swept out by -4 S is ^Pd(f>y and 

thus the total area swept out is given by ^P \ d^=^l^(/> where is the 
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angle turned through by the ami in making a complete circuit of the 
curve. The area swept out by the arm is m^de up of the required tirea 
S of the curve C, and the area (which will be described in the opposite 
sense) between the curve C and the initial and final positions of the , 
arm A B. This latter area can be shown to be approximately J/*^ if the 



Fig. 6i. 

normal to ^ £ at ^, in its initial position, divides the curve into two 
nearly equal portions 

2 *^ 2 
i.e. 8=1^. 
Hence, '^ A B, A B^ he the initial and final positions* oi the arm, the 
required area is equal to the product of I and the length of the arc BB^ 
of the circle whose centre is A and radius /. In Prytz's own theory of 
the instrument he starts the tracer at a point interior to the area to 
be measured, moves it along a radius vector, makes a complete circuit 
of the curve, and returns to the point O by the same radius vector, and 
he shows that if be approximately the centre of gravity of the area, 
the area required is given approximately by /*0 as above. 

Within limits the chord can be measured instead of the arc l<(> 'd 
be near the centre of gravity. 

In Goodman's form of Prytz's instrument a part of the arm is bent 
into a graduated circular are of radius I. This enables the required area 
to be got by measuring the arc 55' by means of this scale, and the 
scale is calibrated so as to give the reading in units of area. Kriloff has 
substituted a sharp edged wheel for the knife edge, and claims greater 
accuracy in the results obtained. 
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Another instrument which, like Prytz's, has the peculiarity of not 
having an integrating wheel, is the planimeter of Petersen. In this the 
arm of constant length is constrained to move, always keeping parallel 
to a fixed direction. A still further modification is to construct the instru- 
ment with the distance A B adjustable, then if ^ £ is set to the width of 
the diagram the distance between the initial and final position of the 
knife edge gives at once the mean ordinate. This is specially applicable 
to indicator diagrams, but the accuracy is questionable, as Prytz states 
in his original description that A B should be about twice the width of 
the area. 

Linear Planimeters 

In a large class of planimeter, especially the more complicated double 
integrator type, the radius arm is replaced by a straight guide bar or 
rollers forming the equivalent of this bar. 

The theory of these instruments is simpler than that of the polar 
type and can be developed from that already given by considering the 
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X 

Fig. 63. 

polar arm as infinite in length, or more readily by considering the above 
diagram. 

Let the shaded portion (Fig. 63) represent the figure P Pj P^ P^ the 
area of which is obviously equal to a 6. 

The planimeter arm of length I is constrained to move along the 
line X X. If the tracing point is taken round the diagram, clockwise, 
the reading from P to Pi will be equal to A; a sin a ; where k is some 
constant 

From Pi to P =C say. 

From Pg to P3=zero (the motion of the wheel being entirely 

sUpping). 
From P3 to P=—C which cancels out the reading from Pj to P. 

Thus the only reading indicated is A; a sin a. 
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Now sin a=- 




therefore the area=-a 6. 





1 any appropriate system of units the 

recording wheel will read area directly. 

An example of a very simple hnear planimeter is shown in Fig. 64 ; 



this is known as the " Coffin " planimet«r and is specially adapted for 
indicator diagrams. 

Fig. 65 shows s more generally useful form fitted with a roller A 
milled at each end to prevent sUpping. This roller is pivoted in the 



frame B to which the tracer arm F is hinged. The recording wheel is of 
the usual form, as shown at M. 

A more elaborate instrument of the same type is shown in Fig. 66, 
which also rolls on the diagram, but has a disc on which the recording wheel 



CHAP. Ill] MEASUREMENT OF AREA 57 

works. The rollers R^ R^ are rigidly connected through the spindle A 
and rotate the disc S by means of gears. The recording wheel R is carried 
in a frame M which is hinged at d in the horizontal plane, but constrained 
to turn about a vertical axis with the frame H which carries the tracer 
arm E. A great advantage of this type of instrument is the fact that 



it is capable of evaluating a long narrow area. By a complicated arrange- 
ment of mechanism the area of a diagram with curved ordinatea such as 
continuous instrument charts can be obtained, and also mean ordinatea 
of these charts with non-uniform scale of deflection, but these appliances 
are only used in very special cases and are too expensive for general work. 

Moment Plahimbtbrs 

The moment of an area, and its moment of inertia about a given line 
may be obtained mechanicaUy upon similar principles to those by which 
a simple axea is obtained. 

li A B C D E, Fig. 51, be the figure whose moment of area and 
moment of inertia are required about any line X, then, taking any 
element of area ^ B, if y=height of upper portion SB, then the moment 
of area of the element S B about X ia 

m=area of S By.- 
2 

Similarly the moment of inert<ia of the element is 

■ 1 3A 
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The sum of an infinite number of such expressions as these, when A^*^ 
becomes infinitely small, gives respectively the moment of area and 
moment of inertia of the whole figure according to the expressions 



Moment of area 



Moment of inertia=/ =- 1 yHx. 



Now it is possible to obtain these results mechanically by causing 
the measuring roller to be directly turned at a rate which is made to vary, 
not as in the simple planimeter with the value of the ordinate (y), but 
with its second or third power. Though no method of directly doing this 



\ Cu>p£ 








Fig. 67. 



has apparently yet been suggested, yet the same result is practically 
effected by the very simple application of a mathematical principle in 
the Amsler "Moment Integrator." 

Let the pole arm CB (Fig. 67) be attached to a toothed segment Z^ 
which gears with a toothed wheel Z^ ; the effective radius being as 
1 is to 2.1 

Let the centre C of Z^ be carried along X. 

Let m^ be a recording drum, acting in every way as the measuring 
roller of the Amsler planimeter, whose axis is carried in the plane of the 
wheel Zj. 

When the pole arm coincides with X, let the plane of rotation of the 

* By this ingenious arrangement of mechanical parts the same result is obtained by 
the use of two equal wheels as if the pole arm CB carried a quadrant of twice the radius 
of the wheel Z, and Z^ turned about an axis fixed to the frame ^ 
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roller m, be parallel to X and its axis parallel to Y. When the pole 
arm is turned through an angle 8C B—a, the angular motion of the 
wheel Zg is twice that of the arm ; thus the roller m^ takes the position 

shown in figure. 

^,. . , < r motion of Z« radius of Z. 2 

This IS so because n^— — ^ r^=~' 

< r motion of Z^ radius of Z^ 1 

.'. < fa;2^=2a. 

Suppose the tracing point p to move through the width of the element 
SB bX B, height=y, and with it Z^ and Zj, the roller m^ being in contact 
with the diagram surface. 

,p. Turning of mg _27rni2_ &2 

Motion of translation of m^ A^ Cji 

Where r=radius of roller and r2=reading 
=cos 2a 
= l-2sin2a 
, . SB t/i 

(where CB=B^ 
.*. ?=1— 2 sin *a 



2 



27rr/ \27rri?i 

When the perimeter of the curve has been traversed, the sum of a 
series of quantities similar to the first becomes zero ; so that by making 

the constant ( — — - ) equal to - the reading of the roller gives the value 

\7CTBi/ 2 



M 



=\ ] ydx 



or the moment of area of the figure B D E A, about X from which 
the centre of gravity can easily be obtained. 

Fig. 68 gives an illustration of the instrument as generally constructed, 
the pole arm being provided with an additional recording drum to measure 
areas in the same way as the linear planimeter. The instrument moves 
along the guide bar on two wheels, and a counter balance weight is fitted 
to reduce the pressure on the recording wheels. For determining the 
moment of inertia of an area a similar instrument, shown in Fig. 69, is 
used. This has a segment of C, the radius of which is three times that of 
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another wheel Z3, with which it gears. The action of the roller m^, carried 
by the wheel Z3, is exactly the same as that of mg (Fig. 67), except that 
its angular motion is three times as great as the pole arm CB instead of 
twice as great as in the case of the other roller. 




Fig. 68. 



By reasoning similar to that akeady adopted, and taking the plane 
of rotation of m^ perpendicular to Z in its initial position, instead of 
parallel to it, as in the former case. 



Then 



Turning of m. 



Motion of translation of m 



2Tvrn^_2W 



8 



but 



Therefore 



or 



n. 



3 Aa? C^K 
=sin 3a 
=3 sin a— 4 sin *a. 

^^=3 sm a — 4 sm® a 

Ax 

_3y^_^4y3 

4 



l/iAx— 



y^Ax 



27rri?i/ "'" \27rri?i3 

which, when the pointer is taken round the curve, gives, with suitable 
values of the constants 



n3=J ydx -- j tjHx. 



or 



=area ol BDEA —moment of inertia olBDEA. 
=A^I 



The instrument has an area planimeter roller on the pole arm, and by 
reading the rollers m^ and m^ and subtracting the results, the moment of 
inertia is obtained about the axis OX, 
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The complete instrument is shown in Fig. 70. I'he instrument also 
serves as a moment of area planimeter, and as already stated an area 
planimeter. The addition of another segment and wheel having a ratio 




of 4 to 1 will provide a means of measming moments of the fourth order 
and the construction of an instrument to measure area, moment of area, 
moment of inertia, and fourth moment about an axis is shown in Fig. 7 1 . 



In all designs of planimeters employing recording wheels rolling on 
the diagram, the motion of the wheel consists partly of slipping and 
partly of rolling. Consider the wheel in Fig. 72. The motion of this wheel 
in going from A to B can be regarded as entirely slipping perpendicular 
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to its own plane along the line A C, and then rolling from C to B ; the 
slipping must always take place to a more or less extent and eventually 
wears slight flats on the wheel which affect the accuracy. Attempts 
have therefore been made to render the motion entirely rolling without 




Fig. 71. 



slipping, and the disc types abeady shown partly effect this purpose. 
Another. scheme is to employ spheres and arrange the recording wheel 
to swing around on a generating line. The velocity ratio of the sphere 
and wheel in Fig. 73 will vary in proportion to r, the diameter of the 



ie- 



e 



- ^ ^0 



*- 




-X 



Fig. 73. 
The only slipping is that 



Fig. 72. 

measuring roller being fixed or fits i? sin a. 
which occurs during the change in a. This could be eliminated by using 
a cylinder which rolled on a generating line during the change in a, as 
suggested by Amsler, but the instrument is too complicated liiechanically 
to justify its construction. 
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A very neat example of an integrator using spheres has been designed 
by Prof. Hele Shaw, and is shown in Fig. 74, The three glass spheres 
derive their angular rotation from the rollers resting on the diagram, 
and each sphere is supported by small wheels, as shown. I'he recording 
rollers are attached to the upper framework and rotate about a vertical 



Fro. 74. 
axis. The recording wheels measure, under A area, under M moment oi 
area, and under J moment of inertia of the area. Three traeing points 
are provided along the pole arm for various scales to suit small or large 
diagrams. 

Accuracy of Planimeters 

Very extensive aeries of experiments have been carried out by different 
observers on the errors of various types of planimeters. Amsler found 
that with a disc type instrument, after making successive series of 8 
revolutions of the disc corresponding to 13<) revolutions of the measuring 
roller the difference in the ratio of the readings of the disc and roller in the 
second 8 revolutions in the worst case amounted to — U-ddd.t and generally 
was less than +0 000001. 

For the case of the polar planimeter, he found the maximum error 
occurred when the axis of the wheel was at about 45° to direction of 
motion, and was then about 1 in 1000 of the reading calculated, but in 
general the error was much less than this. 

Prof. Tinter formtd the conclusion by examining nine different plani- 
meters, that the angle of the measuring roller had very little effect, but 
agreed with the previous paragraph in estimating the error as from 
0-00075 to 00013 dependent upon the fact as to whether the centre of 
rotation was within or without the area. Finally, Prof. ],orber, from 
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very elaborate and extensive experiments, concludes that the error in 
the reading is represented by 

dn=K+uVny 
rfn=the error in the reading. K and u being constants 

and n= reading the measuring roller. 
Or 

dFn=Kf+uVFf 
where F = actual area to be measured 

dFn =the error in the result in terms of F the area. 

The following are some of his results. 

Polar planimeter rfi^=000126/+0-00022 v^/ 
Linear planimeter . =00081/ +0-00087 Vi^/ 
Rolling planimeter =00009/ +0-0006 VFf 

It is evident that under the best conditions the accuracy of the 
planimeter is very high, probably greater than the accuracy of the 
diagram. But it must be borne in mind that friction at the pivots and 
maladjustment will very materially influence the accuracy under ordinary 
conditions of working. 
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CHAPTER IV 

THE MEASUREMENT OF VOLUME 

Owing to the great practical importance of volume measurements in 
the sale of commodities such as coal gas, and water, as well as for the 
control of industrial operations, much thought and labour has been 
expended on the development of appliances to meet the most diverse 
requirements. Whilst the various meters c ifler fundamentally in mechani- 
cal details, it is possible to group them into three distinct classes, 
according to the basic principle of operation. 

1. The displacement or positive type in which a chamber is charged 

and discharged alternately. 

2. The continuous-flow type which involves the measurement of 

the velocity of the stream and a mechanism for integrating 
the flow over a time interval. 

3. Miscellaneous instruments, utilising some thermal property of 

the fluid and suitable electrical devices for recording such 
changes. 

SECTION I 

(a) Piston Type Water Meters 

The vast majority of liquid meters are designed for the measurement 
of water ; but as the term ** water " is fairly elastic and embraces liquids 
vai-ying from nearly chemically pure H^O to a mixture of sand and 
water, it will be realised that any one form of meter will not be equally 
adapted for all requirements. For the measurement of domestic water 
supply the chief requirement is automatic action and reliability. The 
meter must be capable of insertion in the pipe-Une under pressure and 
not absorb much head for its operation. Positive type meters are in 
very general use for this class of work. 

The Kennedy Meter. — One of the oldest of this class is the Kennedy 

F 65 
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meter, invented by Thomas Kennedy, in 1852, and shown in Fig. 75. 
In the cold-water meter the vertical meaHuring cylinder is provided 
with a piston kei)t tight by a rubber ring, which rolls between the surface 
of the cylinder and the bottom of the wi<le grove hi the piston, so avoid- 
ing sliding friction.' The upper end of the piston rod is provided with 
a rack which rotates a pinion connected with the counter, and also 
oiwrates the valve gear. 
The pinion carries an arm 
which catches the haft of 
a swinging hammer ; the 
Coun/er arm lifts the hammer 
until it has passed its 
dead centre, when the 
hammer falls over by 
gravity and strikes a 
finger connected with the 
valve gear and so reverses 
the motion of the piston, 
and similarly on the re- 
turn stroke. The swinging 
hammer prevents the 
valve from stopping in 
its mid position. A buffer 
is provided which absorbs 
any suri>lus energy in the 
hammer whicli comes to 
rest with a thud. 

It will be observed that 

the indicating mechanism 

measures the length of 

the stroke, and not the 

f/^. 7S J^cthnofCMIV^r/erM^er ^^^^^ ^, ^ip„„»ti„„,. 

This is important, because the travel of the piston is subject to accidental 
variations, due to speed of working, friction, etc. By means of a double 
ratchet, operating through the Uttle bevels, the length of the stroke is 
measured continuously during both the up and down motions of the 
pistons. If it is desired to record the rate of flow with the piston and 
cylinder type of meter, which is essentially an integrating meter, it 
becomes necessary to introduce a clock and drum, by means of which 
' In the Bamo way bh tliat t-mployeJ in (lie uir brake of railwuy carrirtKi's. 
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the number of operations in unit time are recorded or shown. This 
is effected in the Kennedy meter as follows: The recording arrange- 
ment (Fig. 76) consists of a crank A, driven from the index gearing, 
and connected by means of a connecting rod fi to a vertical sliding bar 
C. The gearing is so arranged tliat the crank, and therefore the sliding 
bar, makes one complete up and down motion for, say, 200 gallons, 
and a line is thus drawn on the 
diagram E, which is wound round 
the drum of the clock, a pencil 
being mounted on the lower end 
of the sliding bar. 

The Frost Mfter. — Another 
form of piston and cylinder meter. 
which is in extensive use, is 
shown in Fig. 77. 1 hiw meter 
was patented by Messrs. C hadwick 
and Frost in 1857. It consists cf 
a vertical cylinder, fitted with a 
cup-leather piston. The piston 
rod extends upward into a valve 
chest and is provided with two 
tappets for moving the valve gear, 
and also with a pawl for rotating 
the counter. The valve gear con- 
sists of two horizontal slide valves 
one above the other. The upper 
or auxiliary valve is moved by the 
tappets on the piston rod through 
a bell-crank lever and lets water > 
to and from two small cylinders Ri»:on 

that contain pistons attached to "* I"'""**"'" 
the lower or main slide valve, which thus distributes the water to the 
large measuring cylinder below. 

Worthington Piston Meter. — ^Another meter of the same class, but 
differing radically in mechanical details, is the Worthington Piston Meter. 
This meter haa been designed primarily for use in connection with 
boiler plants — the feed-water supply being an indication of the stream 
generating capacity of the boiler at any time. The illustration below 
{Fig. 78) shows the detailed construction which in general design is 
similar to that of the ordinarj' duplex double-acting pump. 



r Mbtkr(K>hhei 



68 THE MEASUREMENT OF VOLUME [chap, tv 

There are two cylinders, in each of which a plunger moves backward 
and forward through bronze linings, carrying a slide valve over ports 
in the bottom of the meter. Through these ports the chambers at either 
end of the plungers are alternately placed in communication with the 
inlet and discharge openings. Each of the plungers imparts a recipro- 
cating motion to the lever, shown near the top of the main casing, which 



Bg.77 




in turn operates the counter movement through the spindle and ratchet, 
as shown. Thus it will be seen that the counter is arranged to move the 
dial pointers once for every four strokes of the plungers. 

The counter is read in the same way as the counter of an ordinary 
gas meter. When a pointer is between two figures the smaller must be 
taken, as it is obvious that the pointer is travelling towards the larger 
figure and has not reached it. 
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Fig.78 Oup/ex P/sfon Meter 



70 



THE MEASUREMENT OF VOLUME 



[CHAP. IV 



Nutating Piston Meter. — This displacement meter is of novel mechani- 
cal construction and has the advantage of extreme simplicity. Conse- 
quently it is frequently used for metering the water supply to small 
consumers. The complete meter is illustrated in Fig. 79, whilst Fig. 80 
is an enlarged view of the disc and casing. The disc of vulcanite is mounted 
on a ball working in sockets at the top and bottom of the chamber and 
just touches the sides of the chamber all the way round, dividing it into 
an upper and lower compartment. On one side is a thin partition extend- 
ing half-way across and passing through a slot in the disc. The disc 
does not rotate, but has a motion similar to that of a coin which has been 

spun on edge and is coming 
to rest, tilting around its 
edge. 

In the position shown in 
Fig. 79 the water will enter 
from above, as indicated by 
arrow at one side of the 
partition (shown at the right 
in Fig. 79), flow under the 
disc, tilting the back edge of 
the disc upward as it moves 
around and the opposite edge 
downward, forcing water out 
through the lower opening 
at the rear side of the par- 
tition, as shown by the 
arrow. Water entt^rs above the disc in a similar manner : while one 
compartnient is filling another is emptying, making the flow con- 
tinuous. The end of the spindle projecting upward from the disc is 
given a circular motion. In revolving it pushes around a little lever 
attached to the spindle of the gears in the middle compartment, which 
in turn move the hands on the register dial. Each complete move- 
ment corresponds to filling the measuring chamber once. The number 
of times this is done is recorded by the dials. 

Disadvantages of the Piston Type Meter. — Although the displacement 
type meters are theoretically the most accurate there are serious practical 
disadvantages if the water is not free from solid matter, such as sand, 
etc., on account of the friction and wear of the closely fitting ports, 
and this defect is especially noticeable with the nutating piston form, 
which has no packing on the piston, 




/'^/S 
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Testing of Piston Type Water Meters. — Any meter used in connection 
with a steam plant or other installation where accuracy is desired, should 
have a complete by-pass arrangement so that it can be periodically 
t^ted and quickly cut out in case of emergency. It is most desirable 
to arrange the meter so that it can be tested for accuracy without much 
trouble. Bearing in mind the liability to error of all types of water 
meters it is of little use regarding them as instruments of precision, 
and having no method of checking their accuracy. 

With the meter in the circuit under pressure the most convenient 
arrangement for testing is to 
have a special by-pass arrange- 
ment connected to a calibrated 
tank of 500 to 1000 gallons 
capacity, which has been cali- 
brated by weighing and corrected 
for temperature. It ia advisable 
in the case of pressure meters 
to install a back-pressure valve 
to equalise the action of the 
boiler feed pump. When cali- 
brating a meter of large size on 
a small quantity of water it is 
to be rememljcreti that in some 
forms the counter moves only 

oneeforeach complete revolution --• . a^ 

of the plungers ; that ia, the ^ 

plunger must make one stroke forward and one stroke back before the 
counter moves once. Hence it is easential that the plungers should 
be started and stopped in the same relative position. 

Avtomatic Volume Measvring itfe( era.— Besides tlie above deacribed 
piston meters there are others of the {iisj)lacement tyiw in which the water 
is metered by charging and discharging a tank of known volume auto- 
matically. In the Tippler meter there are a pair of tiinks each fitted 
with a float and valve. The water is directed into cither tank by a light 
shoot mounted on knife edges. 

The mode of working of the meter may be briefly described a-s follows : 
The shoot directs the water to be measured into one tank and when tlie 
level has risen to a certain height the float comes into operation and 
rises. This throws over a weight, tips the shoot so that the water ia 
now discharged into the other tank, opens the outlet valve and drains 
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the full tank. The same set of operations is repeated by similar 
mechanism in the other tank. 

In the working of thei:,e meters care has to be taken to keep the 
valves in good order, and for accurate work it is advisable to fit a 
gauge-glass and scale to check the volume at the instant of tipping. 

Automatic Weighing Meters, — Meters in which the water is weighed 
are also in use. The general scheme of one form is to mount the tank 
on trunnions so arranged that the tank overbalances when it contains a 
certain weight of water. The overturning is utilised to bring another 
tank into action while the former is emptying. 

In the Avery automatic liquid weigher the principle of an equal 
armed beam is adopted, with the weight suspended at one end, and 
the weigh hopper at the other. A quantity of liquid determined by the 
weights in the weigh box is allowed to enter the weigh hopper and when 
the correct amount has accumulated the supply is automatically cut off. 
The cutting off is done gradually, so as to bring the weight of liquid 
to the exact amount necessary for balance. Account is taken of the liquid 
in the air between the valve and the hopper. Immediately after receiving 
its load the weigh hopper overturns and discharges its contents. The 
empty hopper then returns to the weighing position again, and the same 
cycle of operations takes place. No external power is required to work 
the scale and a mechanical counter is fitted which automatically counts 
every weighing made. The weigh hopper is so designed that it completely 
discharges itself without shock, and a draining compartment prevents 
any residue remaining. The size of the outlet can be varied to allow 
thick or thin liquids to completely drain before the hopper tips back. 
The machine can be tested at any time without difiBculty, as in the case 
of any ordinary weighing machine. 

The essential features and method of operation of the machine will 
be understood from a study of Figs. 275, 276, page 2C5, which illustrate 
the automatic grain weigher, which works on the same principle. 

Neither the automatic volume measuring nor the automatic weighing 
machines are adapted for use in circuits under pressure, but are of 
course of considerable service in experimental work, and automatic 
weighing machines are available for capacities of 20 lbs. per discharge to 
2i tons. 

(h) Petrol Measuring Pumps 

Measuring pumps for the retailing of petrol have found extensive 
application in America where the liquid is usually stored in large tanks 
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buried below, ground level. A typical installation with measuring pump 
is shown diagrammatically in Fig. SI. 

Piston Pumps. — The pumps for this purpose are generally hand 
operated, and are identical in principle with the ordinary piston pump. 



Typical pUion-iyPt meastinng pump irulallalion,-. 
ihoicing anangtmtnt of tank, piping, valvts, tU. 

Their distinctive features are the methods adopted for defining the 
length of the stroke and the mechanism for ensuring that each stroke of 
the piston will discharge a volume of liquid equal to the volume generated 
by the piston in its travel. Hence it is essential in this case that there 
should not be any leak past the valves and packing. 

The pumps vary in mechanical detail, but the one shown in Fig. 82 
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is typical of the class. In the case of the measurement of petrol, accuracy 
is the primary consideration, and as the quantities dealt with are 
relatively small the pumj)s are rarely made automatic in action. 

Overflow Type Pum'ps. — Owing to the difficulty of preventing leakage 
in the previous type of measuring pump another system is frequently 




Pump Piston 



SKtional ilevalion of lyj>k.ii Section of piston, ihou-tng 

pislo.i.tyl>c i».:isu-i«^ pitmfi ntp-leailu-r. cxpa»dt,->prinq, and 

lift vihc 

used. In this, the function of the pump is merely to fill a vessel to 
overflowing, then adjusting to a definite level in the measuring vessel. 

The liquid may be supplied to the chamber by air pressure ; by 
evacuating the chamber with a vacuum pump ; or by direct mechanical 
pumping from a supply tank. 

The abstraction of excess may bo |>erformed either by gravity through 
an overflow pipe, or by siphoning, the height of the liquid remaining 
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being determined by the vertical height of the face of the orifice of such 
pipes above the bottom of the measuring chamber. Fig. 83 illustrates 
this system, while Fig. 84 is a section of a pump working on the vacuum 
principle. 



d«ll>rery oook 

OT«rflo« pip* 
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Visible measurement system, discharging excess through over/low f>if>c 

in center 



The question of the correct method of installation and inspection 
of petrol measuring pumps has received careful attention at the Bureau 
of Standards, and Figs. 81 to 84 are reproduced from a technological 
paper issued by the Bureau. 

(r) Continuous Flow Type 

In a very large class of meters the volume of the liquid flowing in a 
measured interval of time is obtained by passing the stream through 
the meter, which consists essentially either of a turbine and revolution- 
counting mechanism or a disc displaced by the flow and a clock-work 
recorder. 

This type of meter is cheaper to construct than the piston and cylinder 
type, and is especially suitable for metering under conditions when the 
water is generally drawn oflf at full bore and then shut off entirely. 
Owing to leakage these meters are not very accurate, but sufficiently so 
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for moat commercial requirements. Meters of this type are made in a 
variety of forms and it will suffice to describe a few of the meters in use 
at the present time. 

Kelvin's Integraling Meter. — The 
meter (Fig. 85) is a development of 
that invented by Mr. G. F. Dea«on 
for detecting and recording waste. 
In it a weighted di.sc lies in the 
Bmaller end of an inverted cone ; 
this disc is moved vertically by the 
flow of water, which causes increase 
of the annular area between the disc 
and the cone, proportionate to the 
increase of water passing ; the vertical 
displacement of the disc is therefore 
a measure of the amount of water 
XjOf^j passing through the meter. The 

motion of the disc is conveyed by an 
attached wire to a pen which records 
the position on a time-driven chart. 
Each position is calibrated in gallons 
per hour and the quantity shown on 
the diagram. 

The Integrating Mechanism. — The 
method adopted by Lord Kelvin is 
a direct and extremely simple device 
(Fig. 86). He causes the meter disc 
to draw a counter mounted with a 
small vernier wheel across a centre 
line of a horizontal time-driven disc 
/ or plate. In the actual centre of 

this time-driven disc there is obviously 
no motion, and if the vernier wheel 
of the counter is resting on this centre, 
then no movement is transmitted to 
the counter. At the zero position 
of the meter the counter wheel is 
motionless and the disc is resting 
at the small end of the cone. When 
the maximum flow occurs the counter 



Overflow type, pumping by 
vacuum.— 7"Ae liquid is forced into 
the measuring chamber from a con- 
venient supply tank by exhaustion 
of the air in the chamber. The float 
rises and shuts off the valve. Admis- 
sion of air IhrouKh a two-way cock 
(not sAown) allows the liquid in the 
ehantbrr to drain hack to the level 
of the valvr seal. The central tube 
is adfiistahle to various heights bv 
rnnaeemtnl with slop.'i, allowing for 

capacity of the chamber. 
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is drawn from the centre to the periphery of the time plate, so that the 
maximum motion of the plate ia transmitted to the counter. By thia 
inter-connection of the disc and vernier wheel the distance of the latter 
from zero is proportional at any point to the amount of water passing 
through the meter at that position. The vernier wheel is thus enabled 



to run on the time disc and totalise the amount of water which has 
passed through the meter for any required period. The disc movement 
ia communicated to the vernier wheel tiirough an ordinary fusee device, 
of form common in English lever and verge watches. This fusee is 
corrected by calibration to give the proper movement of the vernier 
wheel. The chief friction in the meter is between the disc wire and the 
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gland, which it is stated never exceeds 2{ ozs. Added to this is the friction 
of flexible conls in the fuwce due to bending, making another ounce- 
total 3J ounces ; and it ia important that this should remain constant. 
The makers claim an accuracy of better than 1 per cent for this meter, 
Siementi and Aduvison'a Meter. — This form of inferential meter was 
invented by McRsrs, Siemens and Adamson in 1858. The measurement 
is performed by a reaction wheel or Barker's mill, the revolutions of which 
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are practically proportional to the velocity of the water through the 
orifice. This instrument has been extensively adopted and is commonly 
known as the Siemens' meter. 

In the sectional example shown (Fig. 87), the water before entering 
the casing passes through a strainer, it then reaches a fixed central pipe, 
down which it passes into the hollow centre of the revolving wheel, 
which in the example discharges it in one jet {Fig. 88). The axle of the 
wheel is hollow below, and rests on a pivot, while the upper end is pro- 
vided with a worm which gears into the counting mechanism above. 
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The counter has two atepa of worm gearing, as well as a differential 
arrangement involving a moving dial ; tliere are two indicating fingers 
and a stationary pointer. 

WorthingU)ti Turbine Meier. — The Worthiiigton Turbine Meter is a 
development of the Worthington Turbine Pump. It is designed primarily 



to handle large volumes of water with minimiim loss of liead. From the 
sectional illustration (Fig. Sfl), it will l>e soon that the water enters 
the main casing through a slide strainer. The column then divides, 
flowing to both sides of the double wheel, which carries two sets of vanes ; 
thus an absolute water balance is secured, and the end thrust and conse- 
quent wear which would occur if by employing only one set of vanes 
on the wheel is eHminated. 




F/g8Q /mpe> 

The wheel is surrounded by a chamber of the volute pattern, providing 
at all points of the circumference the exact cross-sectional area necessary 
to handle the amount of water discharged by the wheel, at the same time 
conserving the speed of the water column. The wheel is of hard rubber 
composition, of practically the specific gravity water, and ia carried on 
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a vertical shaft of 'lobin bronze which turns on a jewelled bearing. 
Owing to the water balance mentioned, the friction at this point is alight, 
being only that due to the small excess weight of the wheel and shaft 
over that of the water displaced ; the only parts which are subject to wear 
are the counter, gearing, and the bearing points. 

The Leeds Meter. — Another form of rotary meter employed with small 
mains is that shown in Fig. 90 and made by the Leeds Meter Co. The 
interior chamber has tangential openings through which water passes 
in separate streams, acting on the rotary vane equally from all sides. 



Worfh/n^hn Turbine Meter 




"jr "" 

The vanes are made of celluloid, which is light and unaffected by im- 
purities in the water. In this meter the rotating vane has radial blades, 
and is mounted on an agate pivot ; it revolves in a vertical chamber, and 
the water, after pa.ssing through a strainer, flows through the chamber 
in the form of a vortex. Ihe speed is regulated by four adjustable 
vanes placed above the wheel, which act by producing eddies. The fan 
bearings are protected from the wearing action of the water by metal 
shells surrounding them. The meter has a wet dial — that is, all its mechan- 
ism is in the water ; a stuffing box on the spindle, with its attendant 
friction, is obviated, thus making the meter more sensitive. The dial 
is of the transparent type invented by Mr. C. Meinecke in 1903, This 
consists of a thick glass plate, having the dial circles and figures formed 
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on its lower surface ; these are covered with white enamel, in which 
small circular oiieninga are'Ieft, and through these the pointers helow are 
seen. The figures on a dial of this form cannot be obscured by dirt 
in the water. This meter is used for domestic and small trade aupphes 
on mains up to about one and a half inches in diameter. 




f/g.90 leec/j /Notary Meter 



Hdix Meter. — For large supply mains a Helix type meter is frequently 
used, and its simple construction will be evident from Fig. 91. 

Accuracy of Water Meters used on Domestic Supply Mains. — Water 
meters are commercially accurate instruments. Cases of meters which 
register correctly when installed and over-register after being in service 
are very rare. Any derangement of the meter from dirt entering the 
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working parts or from other causes is likely to slow the meter down and 
cause it to under-regist«r. There is a small amount of unavoidable 
leakage througli tlie meter which causes it to under-register when very 
small quantities of water are pass- 
ing. Meters for measuring water for 
domestic use are usually graduated 
in cubic feet^ — sometimes in gallons. 

(rf) The Venturi Meter 

One of the simplest forms of 

meters is the Venturi tube, and it 

is one which has a sound theoretical 

basis. Its operation is dependent 

on the fact that if a stream of water 

flows through a frictionless and 

horizontal pipe of varying section 

which it completely fills, the pres- 

f^/a.Si Hef'X Meter. sure of the water is smaller in the 

narrower sections and greater where 

the pipe is of large diameter. Since the same quantity of water flows 

through each cross section of the pipe, its velocity must vary inversely 

as the area of the pipe, and its kenetic energy will therefore be greater 

at these sections. As by hypothesis its total energy is unaltered during 

the flow, it follows that what it gains in kinetic energy it must lose in 

pressure enei^y, the sum of these two remaining constant from one end 

of the pipe to the other. 

Or, putting the above ai^ument into mathematical form : — 
If p be the pressure intensity in lbs. per sq. ft. 
Vf the weight per cubic foot 
and y the velocity then 

. ^+^%Z-=Constant. 
Where ^ is the pressure energy per lb. 



And Z is the potential energy per lb., Z being a height above some 
datum to be fixed for any particular case. The equation neglects the 
effect of viscosity and the magnitude of the effect of this will be seen 
later. 
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Taking the case of the Venturi tube shown in Fig. 93. 
If A and a be the areas of main pipe and of throat, then assuming 
the pipe is horizontal 

W 2g W 2g 

For continuity of flow 

Va=V 



A 



A 
a 



a'- 



P —P V 2 
W 2g 

Or F,= vA-?lP-L-^«) 

Hence the difference of pressure is proportional to the square of the 
velocity. Owing to viscosity, the actual velocity is less, but in large 
pipes it reaches 99-5 per cent of the calculated value. Unfortunately 
the variation from the theoretical value varies with the size, and 
considerably with the velocity, so a check calibration is necessary. 

The experimental laws governing the flow of liquids through ex- 
panding ajutages were worked out by an Italian named Venturi, who 
lived in Paris during the French Revolution. He observed that suction 
was produced at the throat of the ajutage and proposed to use such 
suction as a pump to lift water. 

A striking illustration of the " Venturi " law can be obtained by 
repeating the experiment of the late Mr. W. Froude, in which two small 
glass reservoirs are provided, each being fitted with a horizontal conical 
delivery pipe. The apertures of these truncated cones are placed in line 
with one another, but about half an inch apart. The left-hand container 
is then supplied with water, which, upon being allowed to flow through 
the conical outlet, jumps across the intervening space, enters the orifice 
of the right-hand container, and rises in it until the level is within an 
inch or two of the level of the left-hand container (Fig. 92). 

The application of the principle for the purposes of a water meter was 
made about 1881 by Mr. Clemens Herschel, in Massachusetts, U.S.A., 
who gave it the name Venturi meter in honour of the Italian investigator. 
This type of meter has come into very general use for the measurement 
of large supplies. It is recorded that some of the meters in use measure 
five himdred million gallons per day, passing through a 210-inch conduit. 



84 THE MEASUREMENT OF VOLUME [chap, iv 

The general method of construction is illustrated in the diagram 
(Fig. 93), Ihe inlet converges sharply to the throat while the outlet 
expands more gradually ; an angle of divergence of 5° 6' gives the best 
results in the reconversion of kinetic to pressure energy. In practice a 
hollow belt is cast around the pipe at the up-stream side, where the 



pressure is observed, and the interior of the belt communicates with the 
interior of the pipe by four small holes. These holes are bushed with 
vulcanite to prevent incrustation. The throat is lined with a gun-metal 
casting, having an annular space round its centre which communicates 
with the interior by tour small holes. By careful smoothing of the curves 
it is possible to recover about six-sevenths of the differential pressure 




Kg-SS 



obtained at the throat and also ensure that the square root law is almost 
exactly obeyed. The actual velocity corresponding to a given fall of 
pressure is less than the calculated from the formula owing to the surface 
roughness of the pipe. Herschel found that the formula required a 
coefficient varying from -94 to nearly unity, being generally between 
-96 and -99. 
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The ratio of convergence - is generally 9 to 1 , but of course is adjusted 

to meet the requirements of each case. Too high a ratio of convergence 
is generally inadmissible owing to the loss of head in passing the meter. 
Friction Loss. — ^The friction los& depends upon the viscosity of , the 
liquid and the roughness of the pipe, but taking the case of water flowing 
through a smooth 6" pipe tests have shown that with a velocity in the 
main of two feet per second the " Venturi head " would be 5-16 feet 
and the '' friction head " 0-79 feet for the case of a meter having a throat 
area of one-ninth of the main. At the speed of three feet per second 
in a main, which is generally regarded as the maximum advisable, the 
" Venturi head " would be 12-7 feet and the '* friction loss " 1-9 feet. 

Recording Meter for Venturi. — In practice it is desirable to have a 
record of the quantity passing at any instant. In one form of meter 

this is effected by means of the 
following device: At the base 
of the instrument are arranged 
a couple of cylinders filled with 
water. From the bottom of 
each cylinder a pipe leads off to 
the Venturi, one being coupled 
to the up-stream and the other 
at the throat ; hence the height 
of the water column is the head 
at the point of the Venturi to 
which it is coupled. As a con- 
sequence, when water is flow- 
ing through the meter, the water 
stands at different levels in the 
two tubes. In each tube is a 
float resting on the surface of 
the water and moving with the 
latter. A pen connected with 
one of these floats can trace, 
therefore, on a suitable clock- 
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driven drum, a diagram which shows the rate of flow through the 

meter at every hour of the clay, and from this record it is possible to 

find the total quantity discharged in any time. The instrument (Fig. 94) 

is, however, arranged so that it automatically registers on a dial the total 

quantity passed, so eliminating the trouble of integrating the diagrams. 

For this purpose a drum is employed, which is driven on a vertical axis 

by the clock at a fairly rapid rate, say six revolutions per hour. A small 

wheel mountt'd on a rod connected to the floats in the water tul>es is 

pressed against this drum by a spring. 

To the surface of the drum is fastened 

a sheet of metal cut in the form of 

a parabola (Fig. 95), so that the 

surface of the drum is on two levels, 

and as the parabolic sheet comes 

round, the small wheel rises up on to 

it against the tension of its spring. 

This motion of the wheel in and out 

from the axis of the dmm throws a 

small pinion in and out of gear with 

f,^.9S P,o„a,c««fs^,r«^o/dru^ a wheel driven by the clock. If, tor 

is ciihured black r.'prescHis iiic recessed through the throat of the Venturi, 

pnrtioti and Ihe other the raised. , i a i ■ ^ i_ 'n i i 

the float m one tube will have sunk 
almost to the full extent of its possible travel, and as a consequence the 
wheel will have been carried nearly to the bottom of the cam drum, at 
which point the parabolic sheet is very narrow ; hence the pinion will be 
in gear for almost the whole of each revolution. On the other hand, if 
the rate of flow is small, the surface of the water will rise and the wheel 
be lifted to a level near the top of the drum, where the parabolic sheet is 
very wide, and as a consequence the pinion will be held out of gear for 
most of each revolution. The counter being driven by this pinion records 
therefore the actual quantity passed, although the difference in level of 
the water in the tubes varies as the square of this quantity. An equalising 
pipe connects the two vertical tubes at the bottom, and by opening the 
cock, when there is no flow through the Venturi, the water level in the 
two tubes can be adjusted. This equalising pipe is, however, always 
closed when the water is passing the meter. As a consequence, the water 
level in one tube is raised, and in the other lowered, and this displace- 
ment of the water levels ia transferred through a differential gear to the 
recorder and integrator, This differential gear ia necessary since the 
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static level of the water varies considerably. It is therefore essential 
that the recording device shall be operated only by a diflFerence .in the 
level of the two floats, and unaffected by a simultaneous rise or fall of 
both. 

Advantages and Disadvantages of the Venturi Meter, — ^The disadvan- 
tages of the Venturi tube are (1) high initial cost and installation; (2) 
great length ; (3) impossibility of altering the range of differential 
pressures without replacing the meter. On the other hand, it possesses 
the great advantages that the flow through Venturi tubes of large diameter 
can be predicted from theoretical consideration with a reasonable degree 
of certainty, when it would be exceedingly difficult to calibrate them 
directly owing to large volumes which would be involved. 

It might be remarked that this type of meter is also used for the 
measurement of gas and steam flow, and is further dealt with on pages 
109, 131. 

(e) Notch Meters 

Liquid meters in which the volume discharged is determined by the 
height of the liquid in a notch differ in principle from those previously 
described. They are strictly flow meters, giving at any instant the 
volume flowing per unit time over the notch. When it is desired to ascer- 
tain the total volume which has passed in a certain time it is necessary 
to add a clockwork integrating mechanism. It will be observed that the 
function of the clockwork in the meter illustrated in Fig. 76 (page 67) 
was to perform the converse operation, i.e. indicate the rate of flow 
when the meter proper was an integrator. 

Notch meters are of considerable service when the liquid to be metered 
contain gritty material which would cause serious wear and tear if passed 
through the piston pumps meters. The best known notch meter is the 
V form. In 1861 Professor James Thomson (brother of Lord Kelvin) 
showed that the rate of flow over a V notch was governed by a very 
simple formula. For a right-angled notch 

Q= 2-536 H^ cubic feet per second. 

This formula was found to hold to better than 1 per cent with the re- 
sults obtained, with heads varying from two inches to seven inches. The 
formula presupposes the notch being placed in the side of an infinite 
reservoir, and it is not strictly valid when the stream has initial velocity. 
Table IV gives the flow for various depths of stream in the case of a 
90° V notch. 
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TABLE IV 
Flow through 90° V Notches 



1 inch 

2 inches 



Gallons. Pounds. 



64S 
1,783 
3,661 
6,394 

10,086 
14,823 
20,706 



1, 140 ' 

6,480 , 
17,830 ■ 
36,610 
63,940 , 
100,860 
148,290 1 
207,060 



Gallons. Pounds. 



27,796 
36,174 
45,9 3 

56,872 
69,471 

83,611 



277,960 ' 
361,740 . 
459,030 , 
568,720 I 
694,710 
836,110 
993,510 



The formula for the flow in cases where the angle differs from 90° 
are not so simple, but this is a point of secondary importance when the 
meters are empirically calibrated. Fig. 96 is a photograph showing the 
ideal form of the rtream over a V notch. In practice the height of the 
stream in the notch is shown by means of 
a float connected to a spindle. The immer- 
sion of the float being proportional to the 
density of the water, compensation for 
change of temperature is automatic. 

The Lea Recorder. — ^The Lea Recorder 

has an ingenious arrangement to convert 

the movement of the spindle which varies 

as // , into a movement varying a.s HI for 

the pen which accordingly has a deflection 

proportional to the rate of flow over the 

notch. This is effected as follows: The 

float spindle is provided with a rack which 

gears into a small pinion upon the axis 

^'yf 0/\ °^ * drum, which drum has a screwed 

^' thread upon its periphery. The contour 

of the thread is the curve of flow for the notch, and just as the 

flow through a notch increases rapidly with its depth, so the pitch 

of the screw increases -pro rata (Fig. 97). Above the spiral drum is 

a horizontal slider bar, supported upon pivoted rollers and carryii^ 

an arm, which is provided with a pen point in contact with a 

chart upon a clock-driven recording drum. As the float rises, the 
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movement of the spiral drum is imparted to the pen-arm by the 
saddle-arm, which engages at its lower end with the screwed thread. It 
will be noted from the foregoing that the depth of water in the not«h 
can be observed at any time, and that the recording pen, which moves 
in direct proportion to the flow, produces a diagram whose area is a 
measure of the total flow ; and as each square inch of area represents 
ao many pounds of water, the addition of a clock turning a cylinder 
having a scroll cut-in toothed wheel enables an integrating mechanism to 



Fig. 98. COMBINED fiEOORDER AND INTEGRATOR 

bo operated on a step-by-step method (Fig. 98). Readers acquainted 
with the arithmometer calculating machine will recognise the principle 
involved. 

The toothed drum rotates at a uniform rate, and the small pinion 
engages for a definite angular interval during each rotation, dependent 
upon its longitudinal displacement. The counter is thus actuated for a 
varying time interval which is a function of the height of the water 
fibove the notch. 
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The GUnfield and Kennedy Meter. — The Glenfield and Kennedy is 
another well-known form of notch meter in which a cam is employed 
to convert a n"' power law into a linear function of the quantity. Thia 
cam is a profiled plate, as shown in Fig. 99, which illustrates the complete 
instrument. The float rotates the cam by means of a cord and gears ; 
a small wheel bears on the cam and slides up and down vertical guides, 
carrying with it a wire which operates the pen recording on a clockwork- 




driven drum. No automatic integration device is provided in this meter. 
Yorke Meter. — In yet another type of meter, known as the Yorke, 
the weir is so shaped that the rate of flow is strictly proportional to the 
distance measured between the bottom edge of the weir and the surface 
of the water. The shape of this notch is such that the submerged 
area above the sill is proportional to the square root of the head, but as 
the discharge is also proportional to the same factor, it follows that the 
height of water in the meter, above the weir sill, is directly proportional 
to the rate of flow (Fig. 100), A pointer attached to a float moves ove? 
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a unifonn scale which is graduated to read pounds per hour ; the flow 
ie also continuously recorded on a moving chart, and the area of the 
diagram so formed gives the quantity that has passed during any period 
in the usual manner. The meter consists of a rectangular tank having 
the water inlet at one end and the outlet at the other ; the weir is a 



92 THE MEASUREMENT OF VOLUME [chap, iv 

sharp-edged brass plate fixed to a partition near the outlet end, and the 
float to which the indicator is attached, works inside a vertical cylindrical 
chamber placed near the inlet, and behind a transverse baffle-plate 
that reaches nearly to the bottom of 
the tank. An integrator is employed 
which is practically an automatic 
planimeter, as already described in 
the case of the Kelvin meter (Fig. 
101). This consists of an index carry- 
ing a trailing wheel, which is moved 
across the surface of a circular plate 
rotated by a powerful recorder clock 
movement. Aa the flow increases, 
the index is moved towards the peri- 
phery of the revolving disc, and the 
speed at which the trailing wheel is 
driven is proportionally greater. The 
motion of this plate, of course, corre- 
sponds to the escapement of the clock, 
and is therefore in ordinary t«rms 
continuous. 

The chief difficulty in the opera- 
tion of this integrator mechanism is 
fi'ff, /OO ^he fact that the zero is somewhat 

uncertain and the wheel does not 
always record accurately when near the centre of the disc. One possible 
method of overcoming this difficulty, which has been used in another 
connection in America, would be to employ two wheels on the opposite 
sides of a diameter, and gear 
both to a differential wheel, so 
that the rotation of the record- 
ing wheel becomes zero at a 
finite radius. 

Disadvantages of the Notch 
type Meter. — I twill be observe. I ■■; 

that notch meters cannot be --^ 

operated under pressure, con- ' '-^ 

sequently when employed for measuring the feed-water supply to boilers 
they have to be inserted on the inlet side of the feed pumps. If the 
pumps leak appreciably, it introduces a source of error in the readings 
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unless allowed for. It is therefore more usual to measure the condensate 
with this type of meter, which procedure has the advantage that the 
indication varies more closely with the variations of the load on the 
plant. 

SECTION II 

[a] Meter-s for the Measurements op Coal Gas and Air 

The measurement of gases is effected by meters, which differ very 

considerably in mechanical detail from those employed in the case of 

liquids, although these meters may be based on the same fundamental 

principles. Of the various types, the dry gas meter is probably the 

INLET /^ /(7^ OUTUT 



most famihar on account of its general use for the measurement of 
coal gas in domestic service. 

Dry Gas Meter. — This meter is of the displacement type and does 
not require the presence of water for sealing the compartments. Essenti- 
ally the meter consists of foiu- chambers, which are filled and emptied 
of gas by the action of the meter mechanism. The number of times 
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this filling and emptying of the measuring chambers is repeated is 
indicated on a dial, graduated to read cubic feet. 

A sketch of the mechanism of a typical meter is shown in Fig. 102. 
The casing is subdivided into four compartments by a central partition 
and two diaphragms. The diaphragms are of special leather fixed to 
circular steel plates, one of which will be seen in the sketch. Two only 
of the measuring chambers are shown in the figure. One is the space 
between the disc with attached leather diaphragm and the middle 
partition (the plate just behind the diaphragm) of the meter. The other 
is the space between this same disc and diaphragm and the outside 
walls of the meter. The other two measuring chambers are like the 
two described, and are situated symmetrically to them on the opposite 
side of the middle partition. Ihe filling and emptying of the measuring 
chambers is effected by the backward and forward movement of the 
discs, which are restrained by the rods and hinges shown to move parallel 
to themselves. These discs operate in conjunction with the two slide 
valves and recording mechanism above the measuring chambers. Each 
set of two measuring chambers thus constitutes a kind of double-acting 
bellows, the number of times these are filled and emptied being a measure 
of the amount of gas passed through the meter. 

This type of meter is simple and reliable, and creates very slight 
back pressure. The accuracy required is not high and the change in 
mass passed with changes in temperature is usually neglected. 

Wet Meter. — These are generally built in large sizes for use at gas- 
works, and consequently are sometimes termed station meters, although 

small sizes are also made for scientific work, 
/v^ /as A ' where a greater degree of accuracy is required 

than can be obtained with the dry type of 
meter. 

Their construction is essentially that of a 
drum revolving within a cylindrical tank, which 
is approximately two-thirds filled with water. 
The revolving drum consists of a shaft carry- 
ing three or four partitions arranged in a spiral 
form. 1 hese partitions emerge in turn from 
the water as the shaft revolves, and each 
forms with the water a water-sealed com- 
partment, which alternately receives and delivers gas. The drum 
receives its motion from the pressure of the gas itself exerted upon its 
surface. Fig. 103 represents diagrammatically the principle involved 
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in this type of meter. Actually the meter has the compartments arranged 
spirally, and the inlet pipe projects into a lenticidar chamber at the 
back of the drum. A gauge-ghass with horizontal datum line is also 
provided, since variations in the water level inside the meter, occurring 
as they do at the area of maximum cross-section of each chamber, in- 
fluence to a considerable extent its indications. 

Station meters are usually fitted with complex syphon overflows to 
ensure a constant level. The drum operates the pointer through a stuffing 
gland and this must be reasonably frictionless, otherwise the pressure 
drop in the met^r is considerable and this affects the capacity. Any 
stiffness at the gland usually manifests itself by a surging motion of the 
water in the gauge-glass during the rotation of the drum. For laboratorj' 
work the meter should always be started and stopj)ed at the same point, 
as these meters rarely indicate accurately over fractions of a complete 
rotation of the drum. The instrument must also be levelled off before 
use. 

(b) The Pitot Tube 

The other type of gas meters are based on a measurement of the 
velocity of the stream and the area of cross-section of the pipe through 
which it flows. The standard method of measuring the velocity at any 
point in a stream is by the use of a Pitot tube, an exceedingly simple 
device named after its originator, Pitot, who described it before the 
Academy of Science in 1732. A Pitot tube consists of two elements : 
(1) a dynamic tube pointing up-stream, which determines the dynamic 
pressure due to the momentum of the stream, and (2) a static tube, 
which determines the static pressure at the 
same point in the stream, diagramatically 
shown in Fig. 104. 

Theory of the Pilot Tube. — Let X Y 
(Fig. 104) be a portion of a pipe . carrying a 
current of gas in the direction X to Y. Let /y^/a^ 
C D he SL small tube bent at right angles so 

that its open end C faces the stream of gas. It is required to find a 
relation between the velocity and density of the gas stream on the one 
hand, and the pressure set up by this stream in C D on the other. 
Consider two parallel planes A and B (Fig. 105) drawn at right angles 
to the direction of the flow, such that /; v are the pressure and velocity 
over A, and pdp and vdv the corresponding pressure and velocity over 
B, Then, dealing with the fluid crossing imit area of these planes, 
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the gain of momentum per unit time is pv dv, where p is the density 
and the force producing this is —dp. 

Hence we have the equation pv dv+dp=o 

where integating 

^pv^+p=B, constant. 

Taking, then, this equation from a position in the 
fluid at which the pressure and velocity are Pq and Vq 
to one in which they are pi and Vi, we have 

And if we suppose in the second position corre- 
sponding to the mouth of the gauge the velocity Vi is zero, one obtains 
the result Pi—po=^pVQ^, 

A static pressure hole in the wall measures Pq, so that the pressure 
read in the gauge is IpVq^, The National Physical Laboratory has ex- 
perimentally investigated the above equation by means of a whirling arm, 
and found that it held within one-tenth per cent up to fifty miles per hour 
for air. Moreover, further experiments in air and water have shown that 
it is probably mathematically correct for velocity up to that of sound 
in the particular fluid considered. The pres- 
sure obtained is independent of the dimensions OyniiiiMC^ 
or shape of the dynamic head. Comparisons 
have been made between a tube 2 mms. bore by 
1 cm. external diameter and a cup 5 cms. in 
diameter, reducing to 1-3 cms. ; both gave exactly 
the same dynamic pressure. The shape of the 
static holes is extremely important. It is a neces- 
sary condition for the measurement of static 
pressure that the lines of flow of the fluid be 
straight and parallel to the solid boundary in 
which the static pressure hole or holes are drilled. 

The type of Pitot tube illustrated in Fig. 106 
has been developed as the result of a long series of 
experiments. Two brass tubes are arranged con- 
centrically. The inner or dynamic tube has a thin- 
lipped orifice facing the air current. The outer or 
static tube has a conical stopped end, and the 
small holes are drilled perpendicular to the axis beyond the cone. 
These holes must be of small diameter and situated far along the 
parallel portion of the tube. This distance cannot, however, be made 
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very great, since in practice there is usually a gradient of pressure 
along the stream being measured. All burrs thrown up must be care- 
fully removed. Any departure from these conditions usually results 
in an indefinite amount of suction being obtained at the static tube. 
The pressure difference is, of course, small, as the table below shows : 



Velocity of 

air stream. 

Feet per second. 


Pressure in 
* inches of water. 


1 Velocity of 
1 air stream. 
Feet per second. 


Pressure in 
inches of water. 


10 
20 
30 
40 
50 


002 1 

009 

0-20 

0-36 

0-57 


1 

1 60 

70 

80 

90 

100 


0-82 
Ml 
1-45 
1-84 
2-27 



Effect of inclining a Pilot Tube. — It is, of course, assumed that the 
orifice measuring the dynamic pressure is at right angles to the stream 
and the static orifices parallel to the stream. The influence of any 
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EFFECT OF iNCUNING A PITOT TUBE 

P 'Vabu oT 'i py* when, Axis of PUot ts 
along ihemndb 

P ^VbJua oT pre$s$Lr^ differ t-nee when Axis 
< afPUctisDu^UneA'atAngUd to0i£Winob. 

error in setting the direction of the Pitot tube may be gauged from 
the curve shown in Fig. 107, and it will be observed that any small 

H 
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errors in setting the angle have no appreciable influence. It is probable 
that the static holes are influenced first by inclinations, but the marked 
suction due to the open end of the dynamic tube being along the stream 
will also be observed. The reason that this suction effect does not make 
itself evident in the case of the static holes, which are, of course, holes 
perpendicular to the stream of gas, is primarily due to the fact that 
they are small holes in a continuous surface, and the stream lines are 
undisturbed by the presence of these holes. The necessity for extreme 
care, removing burrs, etc., from the edge of the holes, is therefore evident. 
Another interesting point about this curve is the effect of having the 
tube facing down-stream ; the static holes are, of course, unaffected, and 
this negative value of the pressure indicates the increased pressure 
difference which might be expected by substituting a suction tube facing 
down-stream for the ordinary static holes of the Pitot tube, as is done 
in practice for some meterg. The slope of the curve is considerable at 
this point, and therefore this particular pressure head would be much 
more susceptible to errors in setting in the direction of the stream of 
gas or the proximity of bends in pipe line into which the pressure head 
is inserted. 

Measurement of the Pressure Difference, — Several types of mano- 
meter have been devised for the measurement of the small pressure 
differences obtained from Pitot tubes, and the difficulty of obtaining at 
the same time a robust and accurate gauge is one of the chief drawbacks 
of the Pitot tube in practice. For laboratory work, however, several 
types of differential gauges are available, and the fact that they are 
only suitable for skilled observers is not a serious disadvantage. 

The simplest instrument in use is the micromanometer tube designed 
by Threfall. The device is shown in Fig. 108 and consists essentially 
of two air-tight vessels containing water or oil joined together at the 
base to form a U-tube, and connected respectively to the pressure and 
static tube of the Pitot head, a^ indicated in figure. I'he left-hand vessel 
is made of glass and is provided with a micrometer, whose point may 
be adjusted to touch the liquid surface. The two vessels being of the 
same cross-sectional area, the micrometer reads one-half the pressure 
difference between the two sides of the U-tube. The micrometer screw 
is J mm. pitch and the head is sub-divided to 0-005 mm. A total pres- 
sure difference of 10 cms. can be measured. The graduations are arranged 
to read actual pressure differences direct. 

This method of measuring has the great advantage that its calibration 
can be predicted from the pitch of the screw, but, on the other hand, it 
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is somewhat slow in operation and unsuitable for pulsating flow. The 
smallest pressure difference which can be directly read is one-hundredth 
of a millimetre head of the liquid em- 
ployed. 

A simple type of gauge for small 
pressures is the incUned tube manometer. 
This instrument is a U-tube so arranged 
that one limb is inclined and the meniscus 
movement obtained is approximately 
equal to the change in vertical height 
divided by the sine of the angle of in- 
chnation — the smaller the angle the 
greater the movement of the column for 
a given change in height or pressure 
difference. In practice the minimum in- 
clination is governed by the capillary 
action of the liquid. The general arrange- 
ment of this instrument is shown in 
Fig. 109. The inclination of the tube 
can be adjusted to suit any particular 
requirement. The other Umb of the 
U-tube is made very large in comparison 
with the cross-section of the inclined tube 
to reduce the effect of changes in level i.at..iM.m.rH:K^i,™..ni,.mi,..,..«.> 

in this limb. The liquid usually employed is alcohol, with a little colour- 
ing matter added. The instrument is convenient and simple, although 
care must be taken to read the meniscus always with the same direction 
of motion ; either with a falling or rising preasurfe for accurate work, 
also the base must be levelled off carefully. The device has found ex- 
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tensive use in conjunction with wind channels in the United States, 
and has also been used in commercial steam meters in a modified form. 
Another simple and more portable gauge which was at one i'jme 
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largely used in measuring the speed of aircraft, is the two liquid U-tube. 
The action of this gauge depends upon the fact that if two links of a 
large capacity U-tube are joined by a fine bore tube there is considerable 
motion of any cross-section plane in this fine tube for a small change in 
level of the U-tube, this being due to the fact that a large quantity 
of liquid must be transferred through the fine tube for any change in level 
in the Umbs. It remains, therefore, to find some means of rendering a 
definite plane in the hquid in 
the connecting tube visible, and 
this can easily be effected by 
filUng the tube with equal parts 
of two Uquids of slightly differ- 
ent densities, one of the Uquids 
being dyed. Two suitable 
Uquids are a saturated solution 
of phenol in water and a 
saturated solution of water in 
phenol ; these two Uquids do 
not mix very readily, and the 
plane of demarcation is quite 
a distinct meniscus. 

The magnification obtained 
depends on the ratio of the 
cross -section of the Umbs to 
that of the connecting tube 
and can be made quite large 
(about 50 to 1), but the con- 
necting tube -must not be too 
fine in practice; there is also 
a tendency to leave some Uquid 
cUnging to the waUs of this 
tube after rapid changes in level. The form of the gauge used in 
aircraft is the concentric tube, due to Short {Fig, 110). The principle 
is identical with the above, but the concentric arrangement eliminates 
the eifect of slight tilting and also equalises the temperature changes 
in the two Umbs. This instrument has now been universaUy replaced 
for aircraft by mechanical diaphragm instruments actuating a pointer. 
These will be referred to later. 

The tilting micromanometer is the most generally used form of 
gsoije-for accurate work. This form of tilting water gauge was designed 
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by Professor A. P. Chattock. The principle of the gauge is that of a 
U-tuhe in which the difference of pressure on the surfaces of the water 
in the two limbs of the tube is measured by tilting the gauge through a 
very small angle, so that there is no displacement of the water along the 
tube. By this means errors due to capillarity and viscosity are avoided. 
The glass U-tube is of somewhat unusual form and is mounted on a 
metal tilting frame as shown in Fig. 111. The left limb of the U-tube 



is continued upwards into, and is concentric with, the central vessel, 
to which the right limb is connected. This central vessel is filled with 
oil and water and communicates through a tap at its upper extremity 
with an oil reservoir for filling. This oil plug indicates any tendency of 
movement of the water in the connecting tube in a similar manner to 
the two-liquid gauge already described. 

The surface of separation of the oil and the water is formed at the 
upper extremity of the left limb inside the central vessel. The surface 
is illuminated by the small mirror shown, and its position observed by 
means of the microscope attached to the frame. 7 his frame consists of 
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two parts. The upper part which carries the glass work rests upon three 
hardened steel points in the lower part. One of these points forms the 
extremity of the axis of the spindle and wheel by means of which the 
tilt is measured. The whole frame is supported on three levelling 
screws. A difiEerence of pressure in the two vessels forming the extremities 
of the U-tube causes a displacement of the separation surface which is 
kept in coincidence with the cross-wire of the microscope by rotating 
the hand wheel. The movement of the gauge is read off on the hand wheel 
and the pressure head is thus determined. 

The dimensions of the gauge are usually such that one revolution of 
the hand wheel corresponds to a difference of pressure of 0-65 mm. of 
water, and the graduations on the rim subdivide this into one hundred 
parts or -0065 mm. If the pressures are reasonably steady one-fifth or 
even one-tenth of this fine division can be estimated or a pressure differ- 
ence of less than 0*001 mm. detected. The maximum pressure difference 
is 0*8 inches (0-03 lbs. per square inch) and from the above this can be 
read to 0-000002 lbs. per square inch. For higher pressures a glass 
portion with greater distances between the vessels, usually twice that 
of the standard gauge, can be made. The density of the oil used in the 
central tube has no effect on the calibration and in practice castor oil 
is the substance which gives the most satisfactory results. This oil, 
however, has a tendency to intermix, or form some chemical composite 
while in contact with water, rendering the oil opaque. For this reason a 
solution of salt (sodium chloride) of 1-07 density is used in the U-tube 
in preference to pure water, as the gauge then remains clean and service- 
able for months and even years. This density correction must, of course, 
be allowed for in calculating the pressure difference from the dimensions. 
Care must be observed in practice to avoid sudden changes in pressure 
which may cause liquid to bubble across through the oil, as the zero of 
the gauge does not recover for some minutes after this treatment. It 
is also desirable to use a capillary tube in the circuits if the pressure is 
unknown, as this damping will allow the adjustment of the gauge to be 
made before the meniscus is broken. Any damping of this nature 
should be inserted in both tubes, pressure and static, otherwise the 
liquid will surge from one vessel to the other with a long period. 

A form of gauge which has met with some success in commercial 
meters and one which depends upon a rather novel principle, is shown 
diagramatically in Fig. 112. Consider a circular tube which is mounted 
in stable equilibrum on knife edges and contains a quantity of mercury. 
The centre of gravity of this mercury will be normally vertically below 



CHAP. IV] THE MEASUREMENT OF VOLUME 103 

the knife edge. If now a small pressure be applied to one side of the tube 
the mercury will move down in this tube and up in the other side, this 
movement will move the centre of gravity of the mercury out of the 
vertical plane containing the knife edge and the whole tube will swing 
around on the knife edge until the moment of the mass M is sufficient 





to counteract the change in the position of the centre of gravity of the 
mercury. A considerable magnification can thus be obtained, and also 
a large operating force. The chief difficulty is the limited flexibility of 
the connecting pipes, and these are in practice placed in line with the 
knife edge in the form of packing glands. 

(c) Distribution op Velocity over the Section op the Pipe 

The Pitot tube gives the velocity at one point in the stream, hence 
to obtain the total volume passing through the pipe it is necessary to 
know the distribution of velocity across the section of the pipe. When 
the motion of the fluid is of stream line form it has been proved mathe- 
matically that the velocity distribution is a parabolic curve and that 
the average velocity over the section is half the velocity at the axis. 
In the majority of the cases encountered in practice the motion is 
turbulent, and the distribution of velocity is a function of the roughness 
of the pipe surface and the viscosity of the fluid. When turbulent motion 
is present the relation between the maximum velocity (at the axis of 
the pipe) and the mean velocity over the cross-section varies with the 
velocity, pipe diameter, and kinematical viscosity of the fluid flowing. 
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The kinematical viscosity is defined as the ratio of the viscosity to the 

density of the fluid, i.e. 17=- 

P 
Where tj is the kinematical viscosity 

fjL the usual coefficient of viscosity, 

and p the density of the fluid. 

Although it was long realised that there was some connexion between 
the physical properties of the fluid and the relation between maximum 
and mean velocities of flow, it was only when the bearing of the general 
principle of dynamical similarity on the problem was appreciated 
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that it became possible to predict the value of the coefficient giving 
the ratio of the mean velocity to the maximum velocity for any 
particular case. Theory and experiments have shown that the curve 

V mean V D 
giving the relation between ratio of and the quantity is the 

V max. V 

same for all fluids ; D being the diameter of the pipe. 

Stanton and Pannell determined the form of this curve, taking two 
fluids, air and water, and pipes of various diameters. The form of the 
curve is shown in Fig. 113, while Table V gives a selection of the 
experimental date on which the curve is based. 
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Table V. 



Mean velocities. 
Centimetres 
per second. 



167-5 

129-9 

105-7 

94-5 

62-8 

42-4 

37 

153-4 

217-2 



194-6 
l'45-9 
104-4 
65-20 



22-25 
612-9 
7330 
872-0 
1028 



573-9 
115-5 
648-8 
471-6 
893-6 



240-7 
283-6 
207-7 



604-5 
364-0 
256-2 



Observed velocity 

at axis 

(maximum). 



246-7 
187-0 
135-6 

87-07 



43-28 
642-4 
906-8 

1076 

1264 



757-2 
149-0 
863-0 
631-3 
116-1 



317-4 
372-3 

281-8 



8400 
712-2 
505-7 



Ratio of mean 

velocity to 

maximum velocity. 



208-8 


0-803 


162-0 


0-802 


132-4 


0-789 


118-6 


0-798 


79-0 


0-795 


63-7 


0-789 


471 


0-786 


191-4 


0-802 


269-4 


0-807 



0-789 
0-780 
0-770 
0-748 



0-514 
0-799 
0-808 
0-810 
0-813 



0-768 
0-775 
0-761 
0-747 
0-770 



0-758 
0-762 
0-745 



0-611 
0-511 
0-505 



Nature of flow. 



Water in pipe 
2-865 cm. diameter 



Water in pipe 
0-7125 cm. diameter 



Water in pipe 
0-7126 cm. diameter 



Water in pipe 
1-256 cm. diameter 



Water in pipe 
2-866 cm. diameter 



Water in diameter 
0-7125 cm. diameter 



The velocity at the axis V (maximum) was determined by means of 
the Pitot tube, and V (mean) is calculated from the quantity discharged. 

Values of the log V max. — are plotted as obscissae, the logarithm 

being used for convenience in graphical representation. It will be 

observed that the value of the ratio varies from 0-6 at the lowest value 

V D V D 

of the speed, i.e. =2600 to 0-81 at the value - — =70,000. 
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Stanton also demonstrated experimentally the identity of the dis- 
tribution curves for two pipes when the conditions of dynamical similarity 
were fulfilled. This curve is plotted in Fig. 114. It should be observed 
that the similarity must extend to the condition of the surface of the 

pipe, and the results shown in 
Fig. 114 were obtained with pipes 
of geometrically similar roughness. 
In the case of ordinary smooth 
pipes of commercial solid drawn 
brass the distribution of velocity 
was not the same as the curves 
in Fig. 115 show. 

Under these circumstances the 
Principle of Dynamical Similarity 
is not sufficient to enable the 
mean velocity, and hence the 
discharge through the pipe to be 
determined from a single obser- 
vation of the velocity of flow as 
the axis. It will be observed that 
for a region extending from the 
axis up to a value of the radius 
a<.diu.i^ie^.^o^suur^di^.^Pi^r ^j approximately 08 i?, the dis- 

tributions are identical, but that beyond this radius the curves separate, 
indicating apparently a region of viscous flow near the walls in which 
the slope of the velocity curves necessarily increases at a greater rate 
than the centre filament velocity, since the resistance varies as a power 
of the speed greater than unity. It is evident that in the case of smooth 
pipes the region of viscous flow is of considerably greater area than in 
the case of the roughened pipe, in which it appears to be almost com- 
pletely destroyed. The experiments proved that the central portions 
of the velocity distribution curves up to a radius of 0-8 i? were parabolic 

V D 
in form. The general form of the curve (Fig. 113) at once indicates 

the importance of using a fairly high velocity of flow in the pipe when 
a Pitot tube is employed in small pipes, since the distribution curve 

varies quite rapidly when is small and the same coefficient of dis- 

n 

charge will not apply even to a moderate range of velocity at this stage. 
This Principle of Dynamical Similarity is one of fundamental im- 
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portance in modern research. By its aid it is possible to predict the 
performance of full-sized aircraft from small scale experiments on models. 
The discovery of the Principle in its widest application to all fluids and 
conditions of flow is the culmination of the researches of large number 
of scientific workers. The exis- 
tence of such relationship for 
some aspects of the problem 
were predicted by Stokes as 
early as 1850 ; later Helmholtz, 
Osborne Reynolds, Lord Ray- 
leigh, have all contributed 
to the establishment of the ^ 
generalisation in its final form. 
The work of Osborne Rey- 
nolds is particularly of interest, 
since it refers to the conditions 

of fluid flow in pipes. He 

J- 

studied the nature of the flow 

of water in pipes, and showed 

by introducing colouring matter 

into the water flowing through 

glass tubes that the motion 

was stream line or lamellar in 

character at low values of the 

velocity of flow ; and eddying or sinuous at high velocities. The charge 

from lamellar motion to eddjdng motion took place suddenly at a 

definite value of the velocity ; this value of the velocity was inversely 

proportional to the diameter of the tube and directly proportional to 

the kinematical viscosity. 

The experimental work of Stanton fully established the pioneer 
investigations of Reynolds, but the significance of the Principle of 
Dynamical Similarity in its application to fluid flow is not yet fully 
realised by engineers. Further reference to it will be found in the section 
dealing with the calibration of air and steam meters. 
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(d) The Venturi Air Meter 

Theoretically the Venturi tube meter is one of the most satisfactory 
forms of flow meters. 1 he smooth curves of the up-stream and throat- 
sections ensure that the square root law is almost exactly obeyed, and 
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the loss of head due to the insertion of the meter in the pipe line is 
exceedingly small. When used for gases the pressure difEerence for the 
majority of practical cases does not exceed one pound per square inch. 
Consequently it is desirable to have a precision manometer to measure 
these pressures. Mr. J. L. Hodgson, of Messrs. G. Kent & Co., haa de- 
veloped one convenient form of the U-tube, as shown in Fig. 116. 

In this instrument practically the whole change of level takes place 
in one limb, so that it is only 
necessary to read the change of 
level in this limb and make a 
correction which depends upon the 
ratio of its cross -sectional area to 
that of the reservoir into which 
the up-stream pressure is intro- 
duced. The diameter of this 
reservoir is large, so that any 
slight variation in the internal 
diameter of the gauge-glasses fitted 
involves no appreciable change in 
the constant by which the readings 
of the instrument have to be multi- 
plied. The change of level of the 
hquid in the gauge-glass is measured 
'■'/"'""' by means of a travelbng microscope 
""^'"s which is moved by a guide-screw 

having ten threads per inch. A 
graduated dial is fitted in connec- 
tion with the handle by which this 
screw is rotated, so that readings 
/^ff/ accurate to less than one thou- 

sandth part of an inch can be 
taken. One of the difficulties met with in designing an instrument that 
would enable a change of liquid level to be read to anything like 
this degree of accuracy waa the difficulty of obtaining a definite and 
consistent reading on the meniscus. It was overcome by using a 
microscope of about thirty diameters magnifying power and a gauge- 
glass of five-sixteenths part of an inch internal diameter, and illuminat- 
ing the meniscus always in the same direction. It will be seen {Fig. 116) 
that the gauge-glass passes through a tube which slides on the end 
of the microscope. The inside of this tube is blackened to prevent 
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cross-reflection. High accuracy can be obtained only by using oil or 
alcohol as the manometer liquid, since, even with the cleanest possible 
gauge-glass, a water meniscus is apt to be sluggish. The accuracy of 
the guide-screw, by means of which the microscope is traversed, nfed 
not be of very high order, as great precision in the measurement is only 
essential at the low heads. 

VeTituri Meter Compeii^ited for Variations in the Specific Gravity of 
the Oas. — When the density or pressure of the gas whose volume is to 
be measured is not constant, it becomes necessary to arrange that this 
variation be automatically compensated for. For example, in the meter- 
ing of coal gas the density of the gas viiries with the quality of the coal 
and the conditions of manufacture. A recording Venturi gas meter was 
designed by Hodgson for gas works use to register the actual volume 



passing independently of variations in specific gravity of the gas. It is 
shown diagrammatically in Fig. 117. 

The Venturi head is measured by a water-sealed bell whose motion 
ia transmitted by suitable means to a cam E. This is so shaped that the 
feeler H which comes into contact with it adds on to the counter-reading 
an amount proportional to the square root of the Venturi head at each 
revolution of the heart-shaped cam G which actuates it. If this heart- 
shaped cam were rotated at a uniform speed by F the rate of registration 
for a given flow in the main would be proportional to the square root 
of the density of the gas passing, and the meter would therefore only 
read correctly for gas of a particular density. The correction for varia- 
tions in the density of the gas is obtained by making the speed of rotation 
of the heart-shaped cam depend upon the density by driving it by 
means of a small wet gas meter F, which Ih rotated continuously by gas 
escaping from the main through a small orifice A to the atmosphere. 
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the pressure across this orifice being maintained constant by a specially 
sensitive regulating- valve. Since the rate of flow through this orifice, 
across which the difference of pressure is maintained constant, is in- 
versely proportional to the square root of the density of the gas, the 
variation in speed of the wet meter gives the exact compensation required, 
and the counter registers the actual volume passing. It will be observed 
from Fig. 117 that the regulating-valve is compensated for changes of 
level of the liquid seal by means of the displacer Z), and for variations 
in the inclination of the balance-arm by the weight C 1 he ratio of the 
area of the bell to the area of the controlled orifice is made large enough 
to prevent variations in the pressure from affecting the accuracy of 
working. In practice the valve maintains the head across the orifice O 
correct to within ±0002 inch of water. 

Mathematical Theory of this Oas Meter, — I'he gaseous discharge in 
cubic feet per minute through a Venturi tube is given by the relation 



D,=K, 



(1) 



A Vi 
Where T^ is the absolute temperature and p^ the absolute pressure at 

the Venturi up-stream, p^ ^hc absolute pressure at the Venturi throat, 
K a numerical constant, and A the specific gravity of the gas relative 
to air. I'he distance between the zero position of the point of the feeler 
H and the surface of the cam E is made proportional to (j>\—p^\ for 
each position which the cam is caused to take up by the bell B, Each 
time the feeler is raised from the surface of the cam, an amount propor- 
tional to this distance is added on to the counter-train Z by means of a 
pawl and ratchet. The counter thus registers an amount proportional to 

[Pi-7>2]*xif (2) 

Where M is the number of revolutions per minute of the meter F, 

The rate of rotation of this meter depends upon the discharge through 
the orifice O, which is given by the relation 

z),=xI(piz:Mj1 (3) 



Where p^ and p^ are the pressures on the up-stream and down-stream 
sides of the orifice respectively and T^ the up-stream temperature. 

If Dj is the number of cubic feet per minute passing through the 
meter F at temperature T^ and pressure p^, 



^^ riPizPi). rj. ^ Ui — (4) 

L A- Pi A Tt p3 
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I'- ^'* (5) 



Quantity registered Ki= 



-(6) 



Putting Ji =^3 2)3 

Quantity registered = K[pi — p,^^ x K^ D^ 

L A-p5 

Now if (p^—Ps) is kept constant by means of the regulating valve M, 
and if, by suitably arranging the apparatus, the temperatures ^3 and T^ 
are made sensibly equal to Ti and the pressures p^, p^ and ^5 to P2 
equation (5) becomes 

_ A. P2 _ 
which is identical with equation (1). 

A meter of the above type was tested against a drum type station 
meter for a period of two years and the indications of the two meters 
always agreed within + 1 per cent. 

The disadvantage of the meter is the liability of the. Venturi tube 
to become clogged with naphthalene, tar, etc. In order to reduce such 
to a minimum, the tube should be installed vertically in a by-pass with 
the. gas entering from above so that any liquid carried by the gas will 
drop right through the tube. The throat and the up-stream sections 
are generally steam heated, a precaution which practically eliminates 
deposit ; also it is sometimes arranged that the throat may be cleansed 
with water jets without opening up the main. 

Large Venturi Meters for Air Supply Lines with Pressure and Tern- 
perature Compensation. — ^In the Band mines power is distributed in the 
form of compressed air to the mines from large central stations fitted 
with turbo compressors. The power is charged for on the basis of the 
electrical energy required to compress each pound of air to the pressure 
and temperature of delivery. For the metering of the compressed air, 
supply meters based on the same principle as described above were 
devised by Hodgson, but of different mechanical construction. The 
compensation for pressure variation is automatic, but that for temperature 
is done by hand periodically, the temperature being less liable to sudden 
alterations. Since the number of air units delivered in any interval of 
time is a function of the product of the differential pressure in the Ven- 
turi, and the actual pressure and temperature of the air, some multiplying 
device has to be employed to take account of these quantities. Hodgson 
employs logarithmic cams operating on to a differential gear, each cam 
being so geared that its angular displacement is proportional to the 
quantity it represents. 

These movements are then added together on a differential gear 
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(Fig. 118), which communicates to the central spindle, on which it is 

carried, the algebraic sum of the motions transmitted to it. '] he motion 

of this spindle is therefore proportional to the logarithm of the product 
of these functions, and, by 
''P^f3 finrj-iii.i a«-^^^^^^^ means of an anti -logarithmic 

cam and feeler, it is transformed 
I I \ \ into one proportional to the 

' "* ""^ — ' product itself. In this way an 

angular displacement propor- 
tional to the rate of flow in air 
units per hour is obtained. 
Amounts proportional to this 

angular displacement are added to the counter-reading at equal intervals 

of time by means of a clutch, one member of which is rotated continuously 

at a uniform rate by a small air-turbine controlled by a centrifugal 

escapement. 

Fig. 119 is a section through the Venturi recorder, which shows the 

arrangement whereby the differential pressure obtained from the Venturi 

tulw iH measured. It 

consists of a light in- 
verted bell immersed 

in an oil seal, the throat 

pressure acting on the 

inside of the bell, and 

the up-stream pressure 

on the outside. An 

increase of the flow 

thus causes the bell to 

descend. Ihe weight 

of the bell is taken by 

a carrying float which 

is always totally im- 
mersed in mercury. The 

displacement of the bell 

is made proportional 

to the logarithm of 

the volume passed by 

means of a shaped float, 

the bell descending ^_,„ ^ ..ct,.. 

until the increase in ^, 
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the difference in pressure is balanced by the increase in buoyancy. The 
carrying float is built up of slate and vulcanite in the ratio of 1 to 2*46, 
in order to compensate for changes of temperature, and so prevent 
error in the zero flotation-level. The arrangement is sensitive to a 
Venturi head of less than la.Joo lb. per 
square inch and will measure Venturi heads 
up to 0-86 lbs. per square inch, an accurate 
range of flow measurement down to one- 
twentieth of the maximum flow being 
obtained. A valve is provided whereby the 
pressure on both sides of the ball may 
be equalized and its zero checked. The 
pressure of delivery is measured by a 
battery of steel diaphragms, which are 
shown in Fig. 120. The required angular 
motion is obtained by means of a cam, 
whose profile is determined by calculation. 
The diaphragms used are made of un- 
tempered steel and are arranged so as to 
give a small movement of considerable 
power. 




Ffg. /so 



(e) The Diaphragm Method 

A simple device for measuring the flow of gases in pipes which is 
coming into extended use is a diaphragm inserted in the pipe line with 
appropriate means of measuring the drop of pressure across it. The 




//^ /2/ /?faphra^in /mertetf 



toptpe /in€ 



\ 



method, in general principle, is similar to the Venturi tube, but has 
the advantages both of cheapness and of not requiring considerable 
alterations in the pipe line. The construction generally takes the form 
of a thin plate {^placed symmetrically in the pipe line) (Fig. 121), in which 
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a square-edged hole is bored. The differential pressure is obtained at 
the two holes drilled as shown in the diagram. This pressure is measured 
by the usual types of manometers such as those described above for use 
with Venturi tubes. A great advantage of the diaphragm method 
over the Venturi tube lies in the fact that a diaphragm can be easily 
changed for another, which gives the most suitable pressure drop for the 
particular recorder available. It is essential that the edges should be 
square, since it has been found that round-edged orifices give inconsistent 
results. 

The diaphragm orifice must be regarded in the light of a submerged 
weir notch and as such it sets up a converging stream which reaches 
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itB maximum contraction some distance down-stream of the orifice. 
The greatest pressure drop will therefore be at this point of greatest 
contraction, and Fig. 122 shows the form of this variation curve. Hodg- 
son insists upon the necessity of placing the pressure holes as close to 
the plate as possible on both sides. Davis and Jordan claim, however, 
that the best position for the pressure holes is at the section at which 
normal fiow is discontinued and the stream begins to converge as it 
approaches the orifice on the up-stream side and the section of greatest 
contraction of the jet after it leaves the orifice on the down-stream 
side. The positions are stated to be eight-tenths the diameter of the 
pipe up-stream and four-tenths the diameter of the pipe down-stream 
for all sizes of pipe. This position is said to give the steadiest reading 
of the pressure difference and of course gives the highest value ; but 



CHAP, iv] THE MEASUREMENT OF VOLUME 115 

the advantage incurred hardly appears to justify the care necessary in 
the installation of the pressure holes. The effect of rounding or bevelling 
the edge of the orifiee is at once evident when the idea of a contracted 
jet ie considered, as the area of the stream at its maximum contraction 
must vary and discharge coefficients obtained by the use of sharp-edged 
orifices cannot apply. The actual pressure drop is greater than the head 
lost by the insertion of the diaphragm, and Fig. 122 shows the pressure 
recovery of the stream. The values here shown are plotted for one 
particular velocity and various values of d^fdi, where d^ is the diameter 
of the pipe. The recovery is greatest for large values of djd,, and point 
of maximum recovery of pressure travels farther down-stream as the 
ratio djd^ is reduced. It is worthy of note that in cases where 
djdi is large, more than half the differential pressure is recovered 
without any special means being taken, such as the fitting of a 
diverging cone, to effect such recovery. In the figure the ratio of 
djd^ is denoted by r. 

Ihe laws of flow through orifices have been investigated experiment- 
ally by a number of observers, Mr. J. L. Hodgson, in particular, has 
devoted much time to the development of commercial meters based on 
this device. In thecourse of extensive experiment he found that when 
the diameter of the orifice was more than about three-quarters that of 
the main, the coefficient of discharge became very dependent upon accur- 
ate centring and the smoothness of the pipe surface on the up-stream 
side of the orifice. This difficulty could be partially overcome by fitting 
two or more sets of pressure holes. In a further development of this 
type of meter Hodgson replaced the concentric disc constriction by a 
plate projecting into the pipe, the whole e-,^ ,sr 
area of tlie obstruction being concentrated 
around the pressure holes in the form of 
a segment of a circle bounded by a chord. 
In places where high velocities of flow had 
to be measured it was found more satis- 
factory to replace the straight chord by the 
arc of a circle of which the centre was at 
the pressure holes, as shown in Fig, 123. 

The law of flow past a constriction may be expreaaed by the formula : 
Q=S4,A[{P,~P.)W,]i (1) 

Where Q is the discharge in pounds per second, o is defined a,s the 
" discharge intensity coefficient " for the particular type of constriction. 
This coefficient includes the discharge coefficient j~t ; and the ratios 
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of the area of the main to the area left by the constriction n ; the 
actual value of 8 is S\|^/n^ — \ (2) 

^ is a term which allows for the compressibility of the fluid. Its 
value for various values of n and PJPy is shown graphically in Fig. 124. 

A is the area of the pipe at the up-stream pressure hole in square feet. 

Py and Pg *re the pressures at the up-stream and down-stream 
pressure holes respectively in pounds per square inch. 

JTi is the density of the fluid in pounds per cubic foot at the up- 
stream pressure hole. 

For pure dry air Jfi= 2-6998 PJT^ 



asft 







/7^ 
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Where T^ is the absolute temperature in degrees Fahrenheit. 

For a square-edged orifice having a diameter less than three-quarters 
of that of the main, and pressure holes in the plane of the orifice, and 
for ^=1 (nearly) the equation for the flow reduces to 



(2=0-668 



V 



n 



2 



J(P,-P,)^ 



TA 



lbs. per second (3) 



Variation of the Discharge Coefficient, JTL, with the diameter of the 
Orifice and the Head producing Discharge. — Hodgson investigated the 
laws of discharge for a range of diameters varying from one-sixteenth 
of an inch to nine inches. In these experiments water was used on 
account of the ease with which it could be metered. As will be shown 
later in the section on the calibration of air and steam meters, the value 
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of the discharge coefficient is the same for air and water under certain 
conditions. 

In his experiments, the orifices were in all cases geometrically similar 
with the pressure holes in the plane of the orifice as shown in Fig. 121. 
Great care was taken in the preparation of these smaller orifices. They 
were made in hardened steel to ensure that their edges were exactly 
square and without the least trace of " wire edge." Their diameters 
were measured in four directions at 45° to one another by means of a 
travelling microscope, and these instruments were checked to the nearest 
ten-thousandth of an inch by means of specially made plug gauges. 
The orifices were fitted in a length of bored pipe. His results show 
that, for all values of dg within these limits, and for all values of d^jd^ 
less than 0-7, after the critical head has been reached the coeflicient 
of discharge for any orifice will not differ by more than ±1 per cent 
from the value 0-608. Below the critical head the water discharge 
varies as (Pj— Pg)"** where m is about 0-488. 

The experimental values of the discharge coeflScient, and approxi- 
mate^ values for the critical head, are given for the smaller orifices in 
the following table : — 



Diameter of 
up-stream, d^ 


Diameter of 
orifice, d^ 


sjd, 
(approximate) 


s\ 


Critical head of 
inches of water 


1-5 
1-5 
1-5 
1-5 


Inch 
0-0660 
01256 
0-2412 
0-3539 


0-04 
002 
0-02 
0-02 


0-612 
0-605 
0-607 
0-606 


340 
250 
154 

87 



S= Thickness of orifice plate in inches. 



Hence for values of dg/^i which lie between zero and 0-7 the coefficient 
of discharge does not differ materially from 0-608. These tests on very 
small orifices are of importance, as they help to show that similar orifices 
similarly installed may be expected to have the same coefficient of 
discharge, whatever the diameter. 

For values of d^jd^ which are greater than this, the discharge co- 
efficient gradually diminishes and is so sensitive to minute variations in 
the conditions under which the orifice is installed, owing to the rapid 
variations in the pressure immediately up-stream and down-stream of 
the orifice, that it is preferable to calibrate each individual orifice in situ, 

^ The critical head does not occur at any very weU-marked point. 
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It is important that the pressure holes should be in the plane of the 
orifice, especially when dg/^i is large. 

In some other experiments in which the flow of air was studied it 
was found that the discharge coefficients for these square-edged orifices 
are identical with the water values only in the limit when P^lPi is unity. 
As P2IP1 diminishes, the discharge coefficient increases according to 
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what is apparently a straight line law, which, if assumed to hold beyond 
the limits of the experiiment which Hodgson was able to make would 
seem .to indicate a value of 0-914 when the ratios P2IP1 is zero. The 
values of the discharge coefficient for various values of P^jPi is given 
with fair accuracy by the relation /^ =0-914— 0-306 P^jPi, as shown 
graphically in Fig. 125, which represents experimental results for the 
following series of values of d^ : — 



d. 


d. 


5-995' 


0-670' 


}} 


1001 


>> 


1-568 



The same relation holds approximately (within ±1 per cent) for 
steam flows. The investigation of the value of the discharge coefficient 
for square-edged orifices is interesting from a laboratory point of view 
only, as the sharpness of the square-edge is very apt to be damaged by 
handling or by erosion due to the flow. The value of the discharge 
coefficient then increases, and the discharge through the orifice can no 
longer be inferred with certainty from previous tests. For this reason, 
Hodgson, although recommending the use of square-edged orifices for 
standard work on account of the ease with which they may be repro- 
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duced accurately, and the exactness with which the coeflScient is known, 
uses in commercial work orifices which have slightly rounded edges. 
The value of the discharge coeflScient for such orifices, though it must 
be determined in each case by actual calibration, changes far less with 
erosion. 

SECTION III 

(a) Steam Meters 

It is only within comparatively recent years that the question of 
measuring the steam output of a boiler has received the consideration 
of engineers. This is the more surprising when one refiects that the 
generator side of the modern power plant is equipped with every type 
of electrical instrument needful for the eflScient distribution of power. 
The maximum thermal eflSciency of a boiler is only obtained for a par- 
ticular rating, and it is obvious that this can only be found with certainty 
when the boiler attendant has some means of knowing what the plant 
is doing. The entire equipment of the past has generally been limited 
to a pressure gauge and water column, but the tendency at the present 
day is to make the control and operation of the boiler plant more exact 
by providing for each unit a thermometer, draught gauge, CO2 recorder, 
automatic coal weigher and steam flow meter. 

At the present time the steam flow meter finds its greatest field of 
usefulness on individual boiler units. Various designs of the instrument 
have been tried, most of which have failed from one cause or another, 
so here it will suflSce to describe three types which have met with a 
certain measure of success under normal working conditions. It must, 
however, be admitted that the design of a robust meter for the practical 
measurement of steam flow is an exceedingly diflficult problem, owing 
to the various factors which have to be taken into consideration. 

The Hodgson Kent Steam Meter, — ^This meter is the outcome of the 
investigations carried out by Mr. Hodgson in perfecting air meters 
already described. The meters depend for their action on the law govern- 
ing the volume of a steam which will pass through an orifice in a plate 
when impelled by a known difference in the pressures on opposite sides 
of the plate. The rate of flow of the steam varies as the square of the 
difference in pressure, and the simplest form of meter gives a direct 
indication of this rate of flow. If the pressure of the steam supply were 
to be kept constant, this indication would be a measure of the total 
energy of the steam passing. In practice, however, it is necessary to 
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make allowance for variations in the steam pressure, as with a higher 
pressure a greater amount of energy in the form of steam will naturally 
be passed through the orifice at a given difference of pressure. The 
meter described below automatically makes this correction, and an 
elaboration of this meter includes an integrator, which shows the total 
amount passed in a given period of time. 

Description of Meier. — DeaUng first with the orifice. This may take 
the form of a square-edged hole in the centre of a plate inserted in the 
pipe line, aa shown in Fig. 121, or may be a plate projecting in, as in 
Fig. 126. Experience has shown that the most suitable pressure differ- 
ence on opposite sides of the orifice is equivalent to a head of about 




/"i^./ze 



50 in. of water. In order to provide this difEerenee of pressure, the size 
of the orifice opening must depend on the maximum velocity of the 
steam in the pipe which has to be measured. This velocity may vary 
over wide limits, say from 85 ft. to 260 ft. per second. At the higher 
speed only a slight reduction in the area of the pipe is necessary to bring 
about the desired difEerenee in pressure, and with a circular orifice the 
plate would be a mere ring protruding only very slightly into the bore 
of the pipe. Supposing that in these circumstances the plate were not 
very carefully positioned, or the jointing material not cut very nicely, 
the effects of the orifice on the flow of steam could not be relied upon. 
For these reasons the circular form of orifice is only adopted when a 
considerable restriction in the pipe is required. When the necessary 
restriction is less than half the cross-area of the pipe the orifice is arranged 
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08 ahown in Fig. 123, and as further reductions in the area of the plate 
are required the forms shown by the dotted linea adopted. The holes 
which communicate the steam pressures from opposite sides of the orifice 
plate to the meter are both brought as close to the plate as possible, 
for the reasons stated on page 114. It is assumed that the steam in the 
comer between the plate and its carrier has practically no movement, 
and that in consequence the exact form of the pressure holes is immaterial 
so long as they are in the proper position. 

The restriction generally causes a drop in pressure of about 2 lbs. per 
sq. inch. Should the range of flow be greater than could be eflBciently 
dealt with by one orifice plate, the device shown in Fig. 127 is used to 
avoid the necessity of changing the plates. It consists essentially of a 
short length of pipe containing a carefully constructed butterfly valve, 
which may b« locked in various positions by means of an external sector. 



The overall range of accurate measurement which can be obtained by 
the use of this device goes down to one-thirtieth of the maximum flow, 
as compared with a range down to one-quarter of the maximum which 
is all that can be accurately measured by a fixed orifice plate. 

The two pressure passages in the orifice carrier communicate with a 
pair of condensing columns which are bracketed off the main pipe, as 
shown in Fig. 126. These columns ensure that the pipes leading to the 
metering instrument are kept absolutely full of water at all times, so 
that the readings shall not be affected by movements of the water surface 
in transmitting the pressure to the measuring apparatus. 

Indicator Non-compensated Type. — The rate-of-flow indicator referred 
to already as the simplest form of meter depends for its action on the 
movement of a rubber diaphragm under the influence of variations in 
the difference of pressure on its opposite faces. The spaces on opposite 
aides of the diaphragm (Fig. 128) are in communication with the two 
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sides of the orifice plate in the ateam pipe. A set of three coiled springs 
controls the movement of the diaphragm, which is communicated to a 
spindle D, through rods and a bell crank C. 1 his spindle carries a power- 
ful permanent magnet E. Outside the case and in line with D, there is 
another spindle C, carried in jewelled bearings, to which is attached an 
iron armature H, and the pointer J. In this way the movement of the 
diaphragm is transmitted to the pointer without it being necessary to 

make a water-tight sliding 
joint, and a very exact 
register of the most minute 
movements is thus ob- 
tained. The graduations 
on the dial over which 
the pointer works can, of 
course, be made to show 
the energy of steam pass- 
ing at any predetermined 
pressure and temperature. 
At the bottom of the in- 
strument there is a plug 
cock, by means of which 
the two sides of the dia- 
phragm can be put in 
direct communication tor 
the purpose of setting the 
pointer to zero, while air 
cocks are provided at the 
top to ensure that the 
diaphragm chamber is full 

/n^ratAn- fbiijltfa/^ nf water. 

*'" Recorder Non-compen- 

sated Type. — When it is 
desired to make a per- 
manent record of the steam flow, a modified form of instrument (Fig. 1 29) 
is used, although the orifice plate remains the same. Inside a cylindrical 
casing there is arranged a series of diaphragms similar to those of an 
aneroid barometer. The inside of these diaphragms is subjected to the 
lower steam pressure from the orifice, while the space outside the dia- 
phrams is under the higher pressure. There is thus a tendency to collapse 
the diaphragms which is opposed by a helical spring attached to the 
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diaphragm spindle. The movements of this spindle are transmitted by 
a simple system of links to the pivot of the pen arm. Ihe spindle which 
passes out through the wall of the pressure easing is kept tight by a 
leather-packed gland. A simple adjustment is provided on the arm 
operating the pen pivot. In the front elevation of the instrument (Fig. 
129) it will be noticed that this arm is bent back on itself. The two 
legs of the U thus formed can be spread apart or drawn together by a 
pair of set screws, and the working length of the arm correspondingly 
regulated. The clockwork rotating the drum is of standard form, and 
the graduations of the paper 
are proportioned to give a direct 
reading of the quantity of steam 
flowing. The makers have de- 
vised a special planimeter in the 
construction of which a cam is 
incorporated in such a manner 
that by tracing round a record 
taken by one of these meters, 
the total quantity of steam 
measured during a given period 
can be given off direct. 

Recorder with Pressure Com- 
pensating Device. — The meters 
referred to so far do not take 
into consideration variations in 
the steam pressure. In cases 
where the pressure is Uable to 
vary a correction must be made 

in the readings of the pressure "y^y 

,,— ,, .„ ,, fiecorc^r non-cotnptraaMfapt 

difference across the orince ; if 

the amount of energy in the steam is to be metered, the arrangement 
illustrated in F automatically makes this correction over a range in 
pressure of about two to one. 

Fig. 130 is a general view of the instrument, whilst Fig. 131 shows 
the essential parts of the pressure correcting mechanism. The spindle 
which is operated by the aneroid diaphragms used to measure the 
pressure difference over the orifice is indicated at .^4 . A crank and link 
connect A with the pointer B which pivots about C. The steam pressure 
in the main pipe is measured by a series of diaphragms — shown separ- 
ately on the right, and is opposed by a helical spring. The rod D trans- 
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mita the movement of the diaphragms to the pointer E and the lever f. 
We thus have two pointers, one indicating the rate of flow through the 
orifice and the other the actual ateam preaaure. The movements are 
combined and transmitted to 
a pen arm C, which conse- 
quently makes a graph re- 
pressing the energy value of 
the steam being metered. The 
combination of the two move- 
meota ia affected by the link 
K and quadrant J . 

In the positions shown in 
the aketch (Fig. 131) both the 
pointers fi and B are at zero 
and the end of the link H is 
over the pivot C. The result 
is that the individual move- 
ment of neither of the pointers 
E and B will affect the pen 
arm Q. If, however, the flow pointer B and quadrant J move round 
the pivot C an increase in the steam pressure will force down F 
and R and produce a movement in Q which will vary in proportion 
to the movements of E and B. The various links are, of course, so 
proportioned that the resultant movement of the pen arm G is a true 
measure of the weight of steam passing the orifice, and consequently, 
assuming that the steam is 
saturated shows the energy being 
delivered. Even if the steam is 
super-heated, the instrument can 
be arranged to give a direct 
reading, but with a variable 
superheat a mathematical cor- 
rection must be made. An 
accuracy within two per cent is 
claimed tor the meter at full 
load, and four per cent at one-sixth load. 

(6) The B.T.H. Steam Meter 
In this steam meter a peculiar form of pressure head is employed 
for determining the velocity of steam in the pipe line. This consists 
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of a specially shaped pipe with its two openings in the path of the strain. 
The leading opening faces against the direction of flow, and the trailing 
opening faces in the direction of the flow of 



steam {Fig 132), The two openings are con- /) /;Vi %^D.'«t-ofr 
nected by a vertical U-shaped tube containing ^■'»iiip''-"5JII Lwdn^ opens 
merciirv. It will he observed that this is not '""^'^ff^^^'^^"'!''-'' 






mercury. It will be observed that this is not 

a true form of Pilot tube, since a suction head 

is obtained at the trailing orifice and not the 

true static pressure at the point, consequently /y^./32 

the velocity of flow is less than that given by 

the expression : , ^^ 

The form of the equation cannot be predicted from theoretical con- 
siderations. But its advantage lies in the fact that the pressure 
difference obtained for a given flow is higher than that for the usual 
Pitot form. In practice the pressure head takes the tonn shown in 
Fig. 133, and is referred to as a nozzle plug. This nozzle plug is com- 
posed of a double conduit tube extending across the pipe diameter, each 
conduit having a separate set of openings. The leading set of openings 
extends the whole length of the tube across the pipe diameter, and faces 
against the direction of flow. T he trailing opening is located midway 
between the ends of the tube at the centre of the pipe diameter, and 
faces in the direction of flow. The leading and trailing openings in the 
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normal velocity nozzle plug correspond to the single leading and trailing 
openings respectively in the elementary pressure head tube (Fig. 132). 

It is said that since the leading set of openings in the nozzle plug 
extend approximately across the diameter of the pipe, the pressure 
transmitted to the meter is the mean of tliat due to the flow of steam 
across the section. It is diflicult to see how this can be so, especially 
when the shape of a typical distribution curve (Fig. 114) is considered. 
Moreover, on the auction side there is only one hole, and this suction 



126 THE MEASXJREMENT OF VOLUME [chap, iv 

pressure contributes an important amount to the indication. Individual 

calibration of each installation is desirable for accurate results. 

The flow nozzle has drawbacks when the feed water supply to the 

boilers is dirty and the steam liable to cause scaling. Ihen the small 

passages or openings in the nozzle after a time become partially or totally 
closed up. Under these conditions the nozzle method 
is abandoned in favour of a constriction ; this may be 
of the Venturi form or a shaped nozzle. When the 
velocity of the stream in the pipe line is too low to 
give sufKcient head, a constriction is inserted in the pipe 
line to amplify the velocity at this point (Fig. 134). 

The Recorder. —The recorder (Fig. 135) consists of 
an iron easting, so designed as to form the limbs and 
well of a U-tube system and contains mercury. A by- 
pass valve is provided at the top of the meter to 
equalise the pressure at any time upon the U-tube 
system. A small iron float attached to the circular rack 
rests on the surface of the mercury in the small limb of 
the U-tube. The back engages a pinion mounted on 

a shaft carrying a horseshoe magnet, which 

has its pole faces near and parallel to the 

inside surface of a copper plug fastened in 

the body of the meter (see Figs. 136 and 

137). The bracket supporting the rack and 
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pinion is made of copper, and all pivots, bearings, pinions and guide 
pulleys of a non-magnetic metal. Another horse-ahoe magnet is mounted 
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on pivot bearings, with its poles near and parallel to the copper plug 
previously referred to, and with its axis of rotation in alignment with 
the shaft carrying the horse-shoe magnet inside the body of the meter. 
This element of the meter ia shown diagrammatically in 
Fig. 136. This arrangement eliminates the use of a 
packing gland with its attendant friction. I'hc indicating 
needle is attached directly to this outside magnet. 

In a simpler form of indicator the rack and pinion 
is replaced by a thread wound round a pulley, the 
magnetic transmission being otherwise identical. A 
difference of pressure in the nozzle plug is transmitted 
to the U-tube system of the meter and causes the 
mercury in the well to rise into the limb of the U-tube 
which contains the float. The instrument is made record- 
ing by adding a pinion to the shaft carrying the outside 
magnet, and this pinion engages a quadrant, the shaft 
of which carries the recording pen. The recording chart 
ia concentric with the indicator dial and rotated by rm 

clock-work. _ , » - 

Fic.156 

(c) The Karco Steam Meter 
This meter utilises the pressure drop through a throttle disc and 
has a novel tyyie of indicator invented by 
Gehre in 1907. The throttle disc (Fig. 138) 
has a round-edged orifice to which, as stated 
on page 115, there are theoretical objections. 
The indicator is illustrated in Fig, 139 and 
consists es.sentially of a cast-iron reservoir 
filled with mercury and water and having at 
one end a branch from which swings a hollow 
cone suspended on two springs. The high 
pressure side of the throttle disc is led into a 
mercury reservoir, which connects through a 
trunnion and tube, with the lower end of the 
hollow conical vessel, while the lower pressure 
is led through a similar trunnion and tube to 
the upper end of the cone. The cone is sus- 
pended by helical springs and with its tubes 
turns about the trunnions. The higher pressure, acting through the 
water in the connecting tubes upon the surface of the mercury in 
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the box, will tend to drive this out into the lower end of the cone, thus 
causing it to sink. On the other hand, the lower pressure will act on the 
mercury in the cone and tend to force it back into the reservoir, so that 
the difference between the two pressures will determine the position of 
the cone. The shape of the cone and its position are such that its fall 
is proportional to the square root of the pressure difference. 

Since the weight of steam passing per unit time is proportional to 
the square root of the product of the pressure drop and the density of 
the steam, the scale of the indicator is a uniform one. The movement 
of the cone is transmitted to the recording pen by a lever mounted on a 
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Throttle Disc in position 



Recording Steam Meter 
wittiout Pressure Compensator 



fulcrum, which is free to slide in a slot cut in a fixed arm. The pen is 
placed at the top of an adjustable spring arm fixed to a vertical rod, 
the lower end of which is pivoted to the end of the lever, while the upper 
end is guided in a tube, so that the pen moves in a curved path. A 
vertical clock-driven drum is mounted behind the pen, and this carries 
the chart. 

When it is necessary to take the account of variations of pressure 
in the steam main a modification of the instrument is employed in 
which the fulcrum of the pen lever is made to move so that the pen 
reading increases with the density of the steam. The high pressure 
side of the throttle disc is connected with an oil cylinder in which a piston 
moves against the resistance of a spring. The piston-rod is connected 
with one arm of a lever, the other arm of which carries a curved slot 
that engages with the fulcrum block of the pen lever ; this slot is so 
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formed that the pen movements due to the moving fulcrum are pro- 
portional to the square root of the density of the steam, so that both 
factors in the formula are intro- 
duced. I'he proportions of the 
throttle, levers, and scale are 
arranged so as to give the correct 
readings. A photograph of this 
form is shown in Fig. 140. 



SECTION IV 

The Caubeation op Aib and 
Steam Meters 
The direct calibration of the 
large sizes of industrial meters by 
volume measurement in the case of 
air, and weighing the condensate 
in the case of steam, is necessarily 
an expensive and troubleeome under- 
taking. Consequently indirect methods of calibration are much favoured. 
It has already been expUuned (page 104) that for the turbulent flow 

V 
of any two fluids in a given channel or pipe if is kept constant 

1 
where V is the mean velocity, ij the kinematical viscosity^ then the 
coefficient of discharge for any 
given pipe or channel is the same 
for these corresponding rates of 
flow for the different fluids. 

g For example, air and water ; 

the kinematical viscosity of air is 

about thirteen tinges the value of 

that for water at the same temper- 

ature. Consequently the coeffi- 



/yf./4/ t^luej ^j- cient of discharge in a meter with 

water flowing at the rate of one 

foot per second would be the same as that found for air flowing 

at thirteen feet per second in the same meter. Hence this theoretical 



viscosity 
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relationship affords an extremely convenient method of calibrating very 
large meters. The general form of the curve connecting coefficient of 
discharge with variations of velocity, density, and viscosity is shown 
in Fig. 141, the coefficient of discharge being plotted as ordinate 

and — as alscissae. 

The importance of making comparisons at identical values of — was 

pointed out by Dr. Stanton, and it will be evident from a consideration 
of Pig. 141, that since the coefficient of discharge varies with the value 

F . . 

of — in making comparisons between two fluids of kinematical viscosities 

'^ . . V V 

fli and 1/2, it is essential that — = _ ? 

It is possible, however, at high velocities, for the coefficient of dis- 
charge to remain constant for a considerable range of V, as shown by 




Fr^./4a 



n? (HPi^u^J 



Mmo^ 



the horizontal A B oi the curve, when one or two values of the coefficient 
will suffice for the range employed. It is essential when calibrating 
with water to employ a range of velocities for the water which corre- 
spond (on the V basis) with those which will be encountered in practice 
when the meter is employed for gas, i.e. the water velocities must be 
one-thirteenth those of the air. Experimental results confirming this 
generalisation are shown in Fig. 142.^ 

^ Fig. 142. It wiU be observed that Hodgson's symbol — -- corresponds to velocity 

divided by the kinematical viscosity of the air or water on the up-stream side of the 
orifice : Vi being the velocity in ft. per sec., Wi the weight of fluid in lbs. per cu. ft., and 
/A the coefficient of viscosity. 
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In the above expression it wiU be observed that density enters into 
the value of the kinematical viscosity and Hodgson has pointed out that 
in the case of orifice meters, when there is a considerable pressure drop 
across an orifice the density on the two sides will not be the same and 
consequently there will be a deviation for big pressure difference. 
This has been experimentally demonstrated by him, the result being 
shown graphically in Fig. 143. It might be remarked, however, that a 
large pressure drop through the meter is very unusual and implies 
inefficient design. 

The above described method of calibrating large meters for air and 
steam by means of experiments with water flow is very generally em- 
ployed in practice. Hodgson giveg the following comparative data for 
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the cost of calibrating a 6-inch meter. It wiU be observed from the 
table that the cost for power when using water as the calibrating fluid 
is only ^\z part of the cost when super-heated steam is used. In addi- 
tion there is the economy on the capital outlay for plant. When meters 
have to be constructed for the measurement of chemically active gases, 
such as chlorine, the advantages of a water calibration are obvious. 



Comparison of Power required for Various Types of 

Calibration Plants. 

The following Table gives, according to the type of calibration 
plant used, the approximate power in kilowatts required for testing a 
6-inch meter, which has a capacity of 6 lbs. of air per second at 80 lbs. 
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per square inch (abs.) and 60° F., and which causes a friction drop of 
1 lb. per square inch in the main. 

The Table has been calculated on the following assumptions : — 

(a) That where the meter is calibrated in a closed circuit, there is 
an additional fall of pressure of 1 lb. per square inch due to 
friction in the circuit ; 

(6) That the efficiency of the compressing or circulating plant is 0-64 ; 

(c) That 20 lbs. of steam, if used for the purpose of producing power 
instead of for the purpose of caUbrating meters, would pro- 
duce 1 kilowatt-hour. 



II 

III 

IV 

V 

VI 



Discharging steam at 80 lbs. per square 
inch (abs.) and 100° superheat through 
the meter and a valve into a condenser 

Discharging air at 80 lbs. per square inch 
(abs.) through the meter and a valve to 
atmosphere ..... 

Discharging .steam at 20 lbs. per square 
inch (abs.) and 100° superheat through 
the meter and a valve into a condenser 

Circulating air at 14-7 lbs. per square inch 
(abs.) in a closed circuit 

Circulating air at 80 lbs. per square inch 
(abs.) in a closed circuit 

Circulating water in a closed circuit 



Killowatts. 



Relative 
Figures. 



666 

598 

348 

20-63 

8-82 
0-721 



925 



830 



483 



28-6 



12-2 
1 



Calibration Apparatus of the Displacement Type. — The Band mines, 
South Africa, have the most comprehensive system of air metering 
appliances in the world, and owing to the magnitude of the total changes 
— a difiference of one per cent on the total registration is equiva- 
lent to £3000 annually — ^for power based on the indications of the 
various meters it was deemed advisable to instal an elaborate caUbra- 
tion plant of the displacement type. This plant is now the standard 
air calibration plant for South Africa. The air to be measured is passed 
through a large displacement meter (see Fig. 144), which is built some- 
what on the Unes of a steam engine. It has three vertical double-acting 
cylinders 36 inches in diameter, and the stroke is 27 inches. The 
admission and discharge of the air to the cylinders are controlled by 
means of piston values which are set to cut ofif exactly at the top and 
bottom of the stroke. It has two piston rods per cylinder. The con- 



CHAP. IV] THE MEASUREMENT OF VOLUME 



133 



necting rods are inverted and a three-throw crankshaft is mounted close 
to the cylinder cover, as in the old type of marine engines. The valves 
are operated by simple link motion, since it does not require the usual 
cut off and reversing gear. The stroke volume is 95-156 cubic feet and 
the meter passes roughly one ton per minute of air at the maximum 
speed at which it is designed to run. 



This displacement meter forms part of a closed air circuit, wherein 
the air is circulated by a Rateau fan producing a pressure difference of 
about 2-5 lbs. per square inch when the air is at a pressure of 100 lbs. 
per square inch. The pressure in the circuit is maintained by a small 
" make up " compressor connected a.s shown in Fig, 145. 

The air is parsed through a cooler so as to obtain a steady tempera- 
ture, and then through the meter under test and the displacement meter. 
The displacement meter operates in precisely the same manner as a 
reciprocating engine with a small pressure drop of less than 2J lbs. to 
overcome the friction of the mechanism. 



/^/^y 
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SECTION IV 

Electrical Types of Gas Meters 

Besides the above-mentioned mechanical types of gas meters a 
number of novel forms based on electrical measurement have been 
developed in recent years, and one at least of these has been made on a 
commercial scale. 

The Thomas Oaa Meter. — ^This meter was invented by Professor 
Carl C. Thomas, of the University of Wisconsin. It is based on the 
measurement of the heat required to raise the temperature of the gas 
through a known range of temperature. 

The electrical energy required to produce the change in temperature 
is measured, and, as is shown later, is proportional to the weight of gas 
flowing. 

Electrical resistance thermometers are used to regulate the tempera- 
ture range through which the gas is heated, because with thermometers 
of such type very small diflEerences of temperature can be accurately 
determined. 

If E is the amount of energy required to raise the temperature of 
Q units of weight of gas through i degrees, and if ^ is the specific heat of 
the unit of weight at constant pressure, then 

ts 

In this meter the heater unit has its resistance material distributed 
over the section of the passage so that all of the gas is heated. The 
resistance thermometer screens are likewise distributed over the passage, 
so that the average temperatures of the gas is obtained. 

The arrangement of the circuits of this meter are shown diagram- 
matically in Fig. 146. 

Within the pipe is an electric heater unit between two electric ther- 
mometer units Ti and T^. The heater consists of spiral turns of bare 
resistance wire wound around a conical supporting frame so that heat is 
dissipated over the section of the pipe. In the heater circuit is a rheostat 
for regulating the electrical energy supplied to the heater and the 
instruments for measuring this energy. 

The thermometer units form two arms of a Wheatstone bridge, the 
Qther two arms being fixed coils of wire that have a zero temperature 
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coefficient. Across the Wheatstone bridge is a galvanometer, and in 
series with one thermometer is a small rheostat for balancing the bridge. 
In series with the entrance thermometer is also a small resistance 
Rji equal in value to the increase in resistance in the exit thermometer 
for a rise in temperature of about 2° Fahr. (in this particular case 2-024°). 



wttiftnnftr 
^IRELCXtON OF 




Water 
Rmcosxat 



1 r 

Diagram of electric meter connections. 
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This temperature difference resistance is arranged so that it can be 
conveniently short-circuited. 

The operation of this meter is as follows : With gas flowing through 
the meter, but with no energy in the heater, and with the temperature 
difference resistance Rj, shorted out, the two thermometers are brought 
to exact balance by means of the balancing rheostat and the galva- 
nometer. Then the resistance B,^ is cut in and sufficient electrical energy 
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is supplied to the heater to bring the galvanometer to a balance again ; 
that is, sufficient electrical energy is supplied to bring the exit air or gas 
to a temperature two degrees higher than that of the entering gas, regard- 
less -of the absolute temperature of the entering gas. The electrical 
measuring instruments in the heater circuit then indicate the energy 
required to raise the temperature of the gas through a known range. 

It will be observed that this meter measures the rate of flow in weight 
units and not volumetric units. So long as the specific heat is constant 
the meter is independent of pressure and temperature changes in the 
gas. 

CoJiditions which affect Sjyecific Heat, — It is well known that the 
specific heats at constant pressure of the permanent gases such as air, 
nitrogen, hydrogen, are independent of the pressure within ordinary 
working limits. 

Variation in chemical composition of the gas will, however, affect the 
specific heat. For the small variations in composition encountered in 
normal working the effect on the specific heat is small and can be allowed 
for if the composition of the gas is ascertained. The percentage of water 
vapour present has also an appreciable influence since the specific heat 
of water vapour is approximately twice that of air. 

In any case, each particular installation requires a calibration since 
distribution of velocity over the cross -section of the pipe is dependent 
on local conditions, such as proximity to bends, etc., and it is only under 
certain ideal conditions that it is possible to obtain the coefficient of the 
meter by calculation. 

Commercial Form of Thomas' Meter, — ^In its original form the meter 
worked on the principle of supplying a known constant energy to the gas 
and of graphically recording the resultant rise in temperature. In its 
later commercial form it automatically maintains a constant temperature 
increase in the gas and measures the energy required to produce this 
increase. Temperature difference on the two sides of the heater can be 
maintained constant to a sufficient accuracy by a simple device in con- 
nection with resistance thermometers which regulates the electric energy 
in the heater. Since the specific heat of a unit weight of the gas remains 
constant for small variations of temperatures and pressure, and since the 
temperature rise is maintained constant, the weight of gas flowing must 
be directly proportional to the electrical energy dissipated in the heater. 
Thus with this meter the only quantity necessary to be measured is 
electrical energy, and this can be done by means of well-developed 
commercial wattmeters of either the graphical or integrating type. Also, 
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since the weight of gas is directly proportional to this electrical energy, 
the wattmeter dials may be made to read directly in standard cubic feet 
at any desired pressure and temperature. 

Thus this method lends itself easily to a commercial design that gives 
continuous results in either graphical or integrated form, directly in 
standard units, and without the necessity of calculation. 

Fig. 147 is a diagrammatic sketch of the commercial form of the 
meter. It differs from the manually controlled meter only in that it is 
provided with an automatic device for maintaining a constant temper- 
ature difference in the gas on opposite sides of the heater unit. An 
increase in rate of flow of gas through the meter will cause the ther- 
mometer 2^2 to become less than its normal two degrees warmer than 
thermometer T^. This decreases the resistance of Tg with respect to Tj, 
and causes a deflection of the galvanometer needle N to the right, the 
amount of the deflection depending upon the amount of change that has 
occurred in the rate of flow. On the shaft S of the rheostat Rh, which is 
in series with the heater, is a toothed wheel W. At the right and left edge 
of this toothed wheel two pawls, P and Pi, move with a continuous 
reciprocating motion through an arc having the length of three teeth on 
the edge of the wheel. A one-eight horse-power motor on the front of the 
panel runs continuously at constant speed and drives the bell-cranks 
carrying these pawls. It also drives a contact drum D and a crank C, 
which causes a bar B to clamp the galvanometer needle N at intervals of 
a few seconds between a series of metallic contacts. If the change in gas 
flow has deflected the galvanometer needle so that it is clamped between 
the right-hand upper and the lower contact, the pawl P^ will engage the 
toothed wheel when segment No. 3 on the revolving drum engages with 
its contact finger and energises the magnet on Pi. This contact will 
occur when the pawl is at the bottom of its stroke, and the drum segment 
will keep the pawl engaged until it reaches the top of its stroke. Thus 
the deflection of the needle three divisions to the right has caused the 
rheostat arm to be moved so that the heater energy has been increased 
three steps. Had the flow of gas decreased, the deflection of the needle 
would have been to the left and the heater energy would have been 
decreased. Had the deflection of the needle been only two divisions, the 
heater energy would have been changed two steps, etc. So long as the 
gas flow remains constant the galvanometer needle remains balanced 
and the heater energy remains unchanged. Thus the energy in the 
heater is automatically regulated to maintain a constant temperature 
difference of about 2° Fahr. in the gas. This accomplished, it only 
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remains to measure the electrical energy in the heater, which is done by 
an integrating wattmeter, as shown in the diagram, or by a graphical 
wattmeter which traces on a record roll a continuous curve showing the 
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Diagrammatic sketch of automatic electric meter. 

rate of flow of gas at any time. Since the weight of gas flowing through 

the meter is directly proportional to the watts dissipated in the heater, 

the wattmeters can be made to read directly in any standard weight units. 

Fig. 148 is a sketch of a typical installation, in which the resistance 
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wire is wound on a double-ended cone, while the thermometers are in the 
form of two screens distributed over the area of the pipe. The ther- 
mometer and heater units are assembled in an inner casing, around which 
is a gas-jacket to reduce loss of heat. 

Cost of Opem(ion.— With this electric meter about one kilowatt-hour 
of energy is required to measure 75,000 cubic feet of free gas. Assuming 
that one kilowatt-hour can be obtained from 50 cubic feet of gas, the cost 
of operation of the meter is equivalent to less than one-tenth of 1 per cent 
of the gas that it will measure. As this percentage ia well within the limit 
of the possible accuracy of measurement, the coat of operation is seen to 
be moderate. 



THEIMWienR T; HtAnNteOll TBEWUMETEB I, 

The King Meter. — A totally different type of electrical meter is that 
proposed by Professor L. V. King, of McGill University, Montreal. This 
meter is based on the use of the Unear hot wire anemometer. 

It has been proved that the heat loss from a wire maintained at 
constant temperature in a gas stream depends upon the product (density 
and square root of the velocity) and on the specific heat, thermal conduc- 
tivity, and to a small extent viscosity of the gas. 

Now the specific heat is practically independent of pressure and 
temperature for a gas of constant composition, while the thermal conduc- 
tivity and viscosity are independent of the pressure and only vary com- 
paratively slowly with temperature over such a range aa would probably 
be met with in practice. 

Consequently, for most practical conditions the indications of the 
anemometer will depend upon the product of the density and the velocity 
as in the case of the Thomas meter above-described. 

Essentially the hot wire anemometer consists of a platinum wire 
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heated electrically to a certain excess temperature above the surrounding 
gas. The experiment shows that the heat loss from the wire is pro- 
portional to the square root of the velocity of the sfteam past the wire 
or expressed mathematically, 

W=BVV+C 

where W is the heat loss per unit length. 

B and C are constants for a given wire and temperature excess. 

In practice the procedure is to maintain the wire at a definite resistance, 
and hence a constant temperature by varying the electrical current 
through it. The value of the current is then an indication of the stream 
velocity. 

When applied to measure the velocity of the stream of gas passing 




FigJ^S 




along a pipe it is desirable to employ an automatic arrangement for 
varying the circuit so as to obtain a continuous record of the current 
easily inter pretable in terms of gas velocity. 

One method of efiEecting this is shown diagrammatically in Pig. 149. 

A brass plug (Fig. 150) is inserted into the pipe and carries a block of 
insulating material. Fastened to this insulating portion is a stiflE frame- 
work of narrow, thin steel strips, bent in the form of a U, serving both to 
protect the wire from injury as well as to carry the current to the 
anemometer wire from one of the terminals Cj. The other current 
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terminal Cg, and the potential terminals Pj and P^y are disposed as 
shown in the diagram. 

In order to make the readings of the flow as given by the recording 
apparatus independent of temperature fluctuations in the gas, it is only 
necessary to construct the ratio-coils a and a of the Kelvin double bridge 
of a wire or a combination of wires having the same temperature co- 
eflScient as the anemometer wire, and arrange to have these coils exposed 
to the gas whose flow it is desired to measure. 




Description of Recording Meter, — ^The resistance 8 of the adjustable 
rheostat may be automatically adjusted so that the galvanometer O is 
always balanced, while the current i through the anemometer-wire is 
registered on a recording ammeter /, giving a record easily interpretable 
in terms of wind- velocity. The moving contact of the rheostat, 8^, is 
attached to an arm which can be caused to rotate in either direction by 
means of a worm-gear W connected to the shaft of a small direct-current 
motor M, whose field F^F^ is permanently connected across the line 
terminals T^T^- Across the terminals TiT^ are inserted in series two 
equal high resistances L^L and LL^ : one of the brushes is connected to L 
and the other to the movable pointer 12 of a sensitive galvanometer- 
relay O ; the terminals L^ and L^ are connected to the contacts R^ and R^. 
The remainder of the apparatus corresponds to the connections shown in 
small figure on the right, the galvanometer O being replaced by a 
galvanometer-relay and the ammeter by a recording instrument. The 
mode of operation of the recording anemometer can be easily followed 
from Fig. 149 : when the anemometer-wire undergoes a change of 
temperature, and therefore of resistance, due to a change of gas-velocity, 
the galvanometer is thrown out of balance and contact is made with one 
or other of the terminals R^ or iJj ; current is allowed to pass through 
the armature of the motor M in one or the other direction, thus causing 
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s corresponding rotation of the shaft and worm. The direction of rota- 
tion is 8o arranged that the resistance SjS^ is altered in such a way that 
the movable contact R of the relay-galvanometer is brought back to the 
position of no contact. 

SECTION V 

Liquid Level Indicators 
The time-honoured method of indicating the level of liquid in tanks 
is of course the gauge-glass. This consists simply of a glass tube com- 
municating at its upper and its lower end with the top and the 
bottom of the tank. The method is universal in the case of 
steam boilers, and has been tried on the fuel tanks of aircraft 
and motor vehicles, but owing to the varying inclination of the 
tanks, particularly in the case of aeroplanes, the indicator rarely 
gives an accurate estimation of the contents. Moreover, the 
fragile nature of glass is a serious consideration where inflam- 
mable liquids are concerned. 

Float and Rod Gauge. — Level gauges based on the use of 
floats have been devised in a variety of forms. Probably the 
simplest example is that shown in Fig. 151. The vertical tube 
contains a rod free to move up and down with a pointer at the 
upper end, and a float at the lower. Changes in level are 
transmitted directly to the pointer. This device is of course 
only applicable to shallow tanks, and would become very 
cumbersome if applied to deep tanks. 

Float and Siring System. — Another method which is almost 
as elementary in principle is the float and string instruments. 
This was a standard fitting on enemy aircraft during the War. 

The float of the gauge was suspended by means of a silk 
cord, which winds on the pulley of the gauge proper. The 
pulley is under such a tension as to nearly balance the weight 
of the float in air. Therefore, as the surface of the liquid rises 
or falls, the pointer will show the position of the float in the 
tank. The float is guided by an upright cylinder which keeps it 
^■, ^ cy from swinging about in the tank. The pointer is connected to 
the pulley through cog-wheels. Since the effective force pro- 
ducing the motion of the pointer is very small, the slightest binding of 
the gears may cause error. A sketch of the arrangement is shown in 



CHAP. IV] THE MEASUREMENT OF VOLUME U3 

Fig. 152. The capacity of the float used for short tranamisaiona is 

about 3 cubic inches, and for long transmiasioriH, of 1(1 feet or more, 

the float is made larger and 

about 8 cubic inches. For j 

deep tanks the pointer of 

the indicator is arranged in 

a novel manner to travel 

through several complete 

revolutions and a spiral curve 

by means of a small rack 

and pinion. 

A photograph of the dial 
is shown in Fig. 153, whilst ' 

Fig. 154 is a diagram of — 

the spiral mechanism. The 

pointer is free to slide radially 

in the boss of the pulley, but '■'' 

rotates with it. Fixed to the back of the case and projecting through 

the pulley is a small pinion which engages with a rack fixed to the 

pointer. 

As the string coils or uncoils on the pulley the rack rolls round the 
fixed pinion, thus moving the pointer in or out radially a distance pro- 
portional to the pitch circle 
of the pinion for each revolu- 
tion. 

The float and string system , 
although very simple in theory, 
becomes elaborate and com- 
plicated in practice, since 
pulleys must be arranged at 
each bend, and both the tube 
and instrument must be air- 
tight. 

Float and Eccentric Rod.— 
Fi6 1 Si Gauges depending upon simple 

mechanical arrangements for 
converting the movement of a float into indications on a dial fixed 
to the tank are also largely used. One form of this class of instru- 
ment is shown in Fig. 155. The rod A is free to rotate, through an are 
about the pin C at the bottom, and carries the pointer or a cog-wheel 
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at its upper end. The movement of the float F under the influence of the 
liquid causes the rod to turn since the float forms a connecting link 
between the rod A and the fixed rod B, The angular rotation of the 
rod A is, of course, limited to less than 180°, but the 
pointer is sometimes geared to give a longer scale. 
This instrument is light and fairly satisfactory in use. 
Float and Twisted Strip. — A more elaborate form 
of instrument is shown in Fig. 156. The float is 
guided by two rods. A twisted pinion wire, passing 
through a nut in the float, converts the linear 
motion of the float to angular rotation of the pointer. 
The pointer can in this case turn through a complete 
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circle without the use of gears. When the instrument is used in 
pressure tanks, where air is employed to force the liquid out, the glass 
front of the indicator has to be made air -tight. 

To avoid this necessity, the gauge may be worked magnetically- as 
follows : The twisted rod carries at its upper end a magnet which rotates 
with the rod, and actuates a magnetised steel pointer pivoted on the 
other side of a thin metal partition forming the wall of the tank. This 
avoids all glass to metal pressure joints, but detracts from the accuracy 
of the indication. This magnetic device was first used by Miiller in 1886, 
and has since found considerable application, such as in the steam meters 
already described (pages 122 and 127). 
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Float on Pivoted Arm. — A novel gauge differing slightly from the 
above and employing the magnetic pointer is shown in Fig. 157. This 
conaiatB simply of a small float moving through a 
circular arc at the end of a rod. The scale is not 
uniform, and the float and arm require a considerable 
amount of space. The same disadvantage is met 
with to some extent to all float methods, and is par- 
ticularly felt in the case of aircraft tanks which are 
elaborately stayed and stiffened internally. In fact, 
the tanks have generally to be specially designed with 
a view to accommodating the gauge to be used. 
These appliances are rarely regarded as accurate 
quantity measuring devices owing to the back-lash, 
friction, and variable immersion of the float. Generally, 
they are classifled as indicators graduated in fractions 
such as {, J, and full. The last few gallons of liquid 
cannot usually be observed. 
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Pneumatic Gauges 

Quite a number of instruments have been devised 
to transmit indications of depth by the aid of air 
pressure. 

Air Pump Method. — One type of instrument em- 
ploys a small pressure pump to force air through the 
liquid by means of a pipe dipping to the bottom of the tank. The 
head required to effect this measured on a pressure gauge. A 
sketch of the method is shown in Fig. 158. Each time a reading ia 
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required the hand pump is operated until the liquid is blown out of the 
vertical pipe in the tank, and the reading on the gauge taken im- 
mediately afterwards. The defect of this method is the inconvenience 
of pumping up for each reading, and the fact that the leakage back 
through the pump valve, etc., causes the pressure to fall rapidly. The 
reading has usually to be taken within a few seconds. 
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Tide Oauge. — An mtereating application of the above principle la the 
tide recoMer of Field and Gust developed by the Cambridge Scientific 
InBtmment Company. In this instrument the height and frequency of 
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the tide at a station on the coast is continuously recorded on a chart. 
The recording portion of the instrument is placed at a sheltered spot 
inshore, and a pipe laid out and anchored in the sea where the tide record 
is required. A small but continuous stream of air escapes from the open 



end of the pipe, and the instrument on shore graphically records the 
pressure in the pipe, which pressure is equal to the hydrostatic head over 
the open end of the pipe. 

A general view of the instrument is shown in Fig. 159. Below the 
recording apparatus, and forming a stand for it, is a reservoir of air 
compressed to about 160 lb. per square inch. This air is allowed to 
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escape through a reducing valve into a pipe, one end of which leads to 
the top of a vessel A, containing mercury (see Fig. 160), whilst the other 
end is anchored on the bottom of the sea, at the point where the varia- 
tions of tide are to be recorded. Air is allowed slowly to escape from the 
open and anchored end of the tube, a single charge of compressed air 
sufficing to run the apparatus for fifteen days. 

As the tide rises and falls the head of water over the open end of the 
pipe varies. The pressure of the air in the pipe and the veesel A varies 
correspondii^ly, and forces more or less mercury into the float-chamber B, 
thus rising or lowering the float C. From this float a thin steel band 
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passes over and is attached to a pulley mounted on a horizontal shaft. 
A second pulley on the same shaft supports by a similar band a pen 
carriage D and a counter-weight to the float. 

This arrangement of two pulleys facilitates the adjustment of the 
motion of the recorder pen to the scale of the chart on wixich it works. 
This chart is carried by the clock -driven drum E. 

All the air passing to the immersed end of the pipe has flrst to bubble 
through water contained in the horizontal glass cylinder F visible in the 
front of Fig. 169. This at once renders evident any accidental clogging-up 
of the under-water escape. The apparatus described above traces the 
long-period tide. 

Superimposed on this, however, may be short period oscillations of 
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secondary tidal waves. A separate record of these on an enlarged scale 
is obtained by means of the apparatus shown to the right of Fig. 159. 
The vessel F (Fig. 160) is also in communication with the air supply. 

The varying air pressures are accompanied by corresponding altera- 
tions in the level of the oil floating on the top of the mercury in the float- 
chamber 0. The bottom of the float J in this chamber is provided with 
an adjustable orifice H, through which oil can flow into or out of the 
interior of the float, which is balanced so that it always tends to maintain 
its mean position. 

In the case of the ordinary 12J-hour tide, the alteration of the level 
of the oil takes place so slowly that the liquid flows in and out of the float 
at a rate suflScient to enable the float to maintain its mean position. The 
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variations of level due to the secondary tides being much more rapid, the 
oil is unable to pass with sufficient freedom through the orifice to keep 
its level the same both inside and outside the float. The latter, therefore, 
rises or falls in conformity with the secondary tides, and its motion is 
transferred by a multiplying lever to a pen which makes a record of this 
secondary tide on the upper portion of the chart borne by the drum of 
the recorder. 

Fig. 161, which was obtained at Christmas Island, Polynesia, with 
the double recorder, brings out the type of record for the secondary 
tide. This record was taken during a storm, and although the maximum 
movement recorded on the primary tide was only 10 inches (25-4 cm.), 
yet the secondary tide record shows a movement of 5 inches (12-7 cm.), 
the waves having a wave length of about half a mile. 
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Tide records provide valuable data for use in the accurate prediction 
of tides. It is well known that the fluctuations of the sea may be ex- 
pressed by a series of tidal harmonic components due to the action of the 
sun and moon, ellipticity of the lunar orbit, the moon's motion out of the 
Equator, and so on. The constants of all these tidal constituents can be 
determined by the harmonic analysis of the tide gauge records for the 
port in question. That is to say, the amplitude of each harmonic con- 
stituent and its phase relationship with all the others can be found. 

The information thus obtained can then be utilised in what is termed 
a tide predicting machine to predict the tides for the port, and the well- 
known tide-tables are based upon these predictions. 

Air Vessel Method. — Another form of pneumatic instrument, which 
has been tried on motor vehicles, consists of a large air vessel fixed to the 
base of the tank, and connected 
to a pressure gauge. The changes 
of hydrostatic pressure due to 
variations in liquid level are trans- 
mitted by the air column to the 
gauge. A sketch of the method 
is shown in Fig. 162. The air 
vessel must have a large diameter 
to minimise the changes of level 
due to the compressibility of the 
air. In the case of pressure tanks 
the gauge is arranged dififerenti- 
ally, so as to indicate the differ- 
ence of pressure between the top and the bottom of the tank. The 
gauge and its connecting tubes must be absolutely airtight, but even 
then the air will slowly disappear by solution in the liquid, etc. 

An additional source of trouble is condensation of the vapour with 
the formation of air-locks in the pipe. 

The design of a suitable pressure gauge for any pneumatic level 
indicator presents practical difficulties. The maximum pressure-head 
in the case of the general run of tanks is only a pound or two per square 
inch at full scale. Bourdon tube gauges cannot be made with sufficient 
sensitivity, whilst silk diaphragm gauges invariably leak slightly. Well- 
made metal diaphragm gauges are probably the most satisfactory. 

A typical form of low pressure gauge is shown in Fig. 163. A battery 
of aneroid capsules is connected to the pressure pipe leading to the 
bottom of the tank, whUe the interior of the case containing the capsules 
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is in communication with the static pipe to the top of the tank. The 
motion of the diaphragm, under the presBure difEerence, is transmitted 
by means of a quadrant and gear-wheel to the pointer. A peculiar 
feature of the instrument is the control spring ; this is soldered to the 
edge of each capsule. The tendency of the capsules under pressure is to 
open out fan-wise, curving rather than elongating the spring, and by 
this device greater sensitivity is obtained. 

The average accuracy of the instrument itself is not great, owing to 
the small pressure available and the friction in the mechanism. More- 
over, when the gauge is allowed to remain under pressure for a period of 
several hours the reading tends to increase, due to elastic fatigue of the 
diaphr^ms. It will be observed that the glass front of the case has to 



be made pressure-tight when such gauges are used differentially. To 
avoid the necessity for this joint two diaphragm capsules connected 
differentially have been tried. It was found, however, that the sensi- 
tivity of the gauge was a function of the static pressure in the system, 
the variation being due to the initial distortion of the diaphragms. 

GRiPFrrHs' Liquid Depth Gacob 

In 1917 the writer designed the gauge illustrated diagrammatically 
in Fig. 164 for use on aircraft, etc. It is so arranged that the indicator 
can be attached to the dash-board and connection made to the gauge tube 
fixed in the fuel tank by means of a pair of insulated wires. 

This type of depth indicator is based on the principle that the heat 
loss from a wire is greater when it is immersed in a liquid than when in 
air. 

In this liquid depth gauge a thin wire of platinum (or other metal) is 
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electrically heated to a temperature of about 20° C. above the surround- 
ing air. The wire is insulated and suitably protected by a tube projecting 
to the full depth of the tank. The portion of the wire immersed in the 
liquid is cooled down to practically 



the same temperature as the 
liquid, whilst the part above the 
surface is at an excess temperature 
of say 20° C. 

Since the resistance of metals, 
such as platinum, nickel, and 
copper vary with the temperature, 
the change being of the order of 
0-4 per cent per degree centigrade, 
it follows that the average tem- 
perature, and hence the resistance 
of the wire, will depend upon its 
depth of immersion in the liquid. 
Now the most convenient method 
of measuring changes of electrical 
resistance is by means of the 
Wheatstone bridge, and in this 
gauge the wire forms one arm of 
the bridge, as shown in the dia- 
gram (Fig. 164). The influence 
of changes in the temperatures of 
the liquid and the atmosphere are ^ 
completely eliminated by arrang- ^ 
ing alongside a similar wire, __ 

totally sealed oflE from the liquid 

and electrically connected in the 
other arm of the bridge. 

The changes of resistance of _ 
the partially immersed wire, with 

variations of liquid level, is in- 

dicated by the deflection of the _ 
galvanometer pointer. The sen- 
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sitivity of the method is such that a very small elevation of tempera- 
ture of the wire suffices, and in practice a robust form of pivoted type 
of moving coil instrument is employed as indicator. 

Since the sensitivity of any bridge arrangement is a function of the 
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current, it is necessary to keep this constant. The customary procedure 
is to have an adjustable series resistance in the battery circuit, and by 
means of a throw-over switch employ the same indicator as an ammeter 
when it is desired to adjust the battery current. 

The necessity for this periodical adjustment is avoided in the present 
case by arranging an iron ballast resistance in series with the battery. 
The iron wires are sealed in a bulb similar to an electric lamp, with 

an atmosphere of hydrogen. Now the 
E.M.F. current of such resisters have 
the characteristic shown in Fig. 165. 

A change of voltage from 2 to 4 
volts at the ends of the iron wire has 
no appreciable effect on the current 
through the wire. This is due to the 
fact that pure iron has a very large 
temperature coeflScient of resistance at 
a temperature of just visible red heat. 
Hence the insertion of such a 
ballast resistance in the circuit ab- 
sorbs the increase of voltage above a 
certain minimum, and so maintains 
a practically constant current in the 
bridge.^ 

Photographs of the indicator and 
of the tube containing the wires, which 
is projected into the tank, are shown 
in Figs. 166 and 167. 

The ratio arms of manganin and 
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ballast resistance are contained in the same case as the indicator. 



SECTION VI 



Volume Measurement of Solids 

A novel application of the notch method of measuring volumes has 
been made by Mr. Lea, who has adopted it to the metering of the coal 
consumption of a boiler plant. 

When the coal is supplied to a boiler by means of a mechanical stoker 
of the endless band or chain-grate type, the amount passing under the 

^ Calculation shows that a coastant current gives equal sensitivity at all temperatures. 
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fire-door may be regarded as s stream whose width is constant, but 
whose depth and velocity are subject to variation from time to time. 

If W is the width of the stream in feet, T the thickness or depth in feet 
of the Btream, and V the velocity in feet per hour. 

Then cubic feet per hour = TFT" F. ^ 



^ig.'es 
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Unfortunately, slack or small coal are not by any means perfectly homo- 
geneous substances. Consequently it is not possible to convert the 
measured volume into weight units with accuracy. 

If the coal were composed of spherical particles all of the same dia- 
meter and specific gravity, then the weight of unit volume would be a 
definite and calculable quantity. Moreover, this would be independent 
of the diameter, since it can be proved by calculation that the percentage 
of interstices is quite independent of the diameter of the individual 
spheres, provided that the size of the containing vessel is reasonably large 
as compared with the diameters of the 
spheres. 

The packing in the ideal cases is 
illustrated by diagram (Fig. 168). 

Whilst small coal is not supplied in ^'^^ 
the form of perfect spheres, it has, however, been found by experiment 
that a load of " nuts " of uniform grade weighs approximately the 
same as a load of coal in " bean " or " pea " form. 
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Of course, if the coal is mixed — say lumps mixed with nut or alack — 
the weight per cubic foot will be proportionately higher on account of 
the finer particles filling up the interstices between the larger lumps, but 
such coal is rarely used with mechanical stokers. 

When this method is employed in practice it is necessary to determine, 
from time to time, the weight of a cubic yard or so of the particular grade 
of coal used and employ this factor for the conversion of the volume 
measurements to actual weights. 

The specific gravity of coal is not a constant quantity but varies by 
as much as 20 per cent, and an Idea of the influence of this on the weight 
of a cubio foot of sofid and small coal may be obtained from consideration 
of the data in the table below : — 



■ 

Specific Gravity. 


Weight ot 
1 solid cubic foot. 


Weight of 
1 cubio foot of amall coal. 


1-20 
1-25 
1-30 
1-36 
1-40 
1-46 


75-00 Ibe. 
78-12 „ 
81-25 „ 
84-37 „ 
87-50 „ 
90-62 „ 


40-60 lbs. 
42-18 „ 
43-87 „ 
45-66 „ 
47-26 „ 
48-93 „ 



The Lea Coal Meter. — The Lea coal meter is shown dia^ammatically, 
(Fig. 169) and the recorder is identical with that employed in the case of 
the water meter. 



The spirally toothed drum is geared to the grate so that its rate of 
rotation is proportional to the velocity of the stream, assuming there is 
no slip of the coal on the chain gate. A toothed counting wheel gearing 
with the spiral drum below and a counting box above is mounted upon 
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a rod or draw-bar directly connected with the fire-door, and as the fire- 
door is open or closed, the counting wheel is moved to and fro — ^laterally 
the spiral drum which revolves it, more or less, according to its lateral 
position. 

It is thus obvious that for all variations in the thickness of the stream 
or the speed of the grate, the total number of revolutions of the counting 
wheel will be proportional to the total cubic feet of coal pe^sed. 

The makers guarantee an accuracy within 5 per cent by volume, under 
ordinary working conditions for the meter. 
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CHAPTER V 

MEASUREMENT OF VELOCITY 

Tachometers, Speedometers and Miscellaneous 
Speed-indicating Devices 
One of the most important quantities of ordimiry engineering practice 
is the rate of revolution of rotating parts. For instance, it is necessary 
to know the R.P.M. of machinery accurately in order to maintain the 
frequency of electrical alternating supply, to fix the most economical 
speed of machine tools, and for safeguarding machinery parts from 
excessive loads due to over-running. The angular velocity is an essential 
factor in the measurement of power output by dynamometer tests. 

In addition to the above applications tachometers are often used to 
deduce the linear speed of motor vehicles and locomotives from the 
speed of rotation of their wheels. The simplest workshop method of 
estimating R.P.M. ia by the use of a geared counter in conjunction with 
a watch. Such counters are made in various forms ; one familiar type is 



f(euotut/on Counfer 
shown in Fig. 170. The point A with an appropriate adaptor is pressed 
firmly into contact with the centre of the rotating part or shaft and the 
number of turns of the disc B, which is geared 100 to 1, by worm and 
wheel, counted over a definite interval of time. The top disc C is carried 
around one notch by friction with the wheel B each time the spring 
finger is raised by the projection on the disc B, thus counting the hundreds 
of turns. If a su fRciently long interval of time is taken the value obtained 
1G7 
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should be a fairly accurate average of the speed. In passing it migfit 
be remarked that care is neceBsary in the use of this type of instrument 
in the case of light machinery ; the end thrust due to pressing the counter 
often materially reduces the speed. 

A developinent of the counter principle in a convenient form is found 
in the Hasler instrument. In this device the watch and counter are 
combined and the operation of pressing one button winds the watch, 
automatically connects the counting train to the driving shaft for a 
definite period of seconds, and then disconnects it. The graduation on 



the scale is arranged to read revolutions per minute directly. A dia- 
grammatic sketch of the mechanism employed is shown in Fig. 171. 
The downward movement of the button depresses a rack against the 
pull of a small spring, when the button is released the spring drives the 
escapement wheel at a definite rate under the control of the balance 
wheel and lever. The shaft of the escapement wheel carries a cam, 
which after a rotation corresponding to one second releases the large 
ratchet wheel connected to the pointer. The wheel and pointer are then 
carried around by friction with the counter train for three seconds, 
after which interval the cam has rotated to a position in which the pawl 
is pressed up to arrest the motion of the ratchet wheel. The zeroising 
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button returns the pointer to zero after use in the same manner as a 
stop watch. A simple gearing in the counter train causes the pointer to 
rotate in a clock-wise direction for either hand rotation of the driving 
shaft. The instrument is very convenient and accurate in practice. It 
has the advantage of only needing a short interval of time for a deter- 
mination of the speed. 

Other combinations of watch and counter are in common use, but 
the two units are usually kept more distinct than the above-described 
instrument. 

SECTION I 

For the continuous indication of speed the tachometers employed may 
be broadly classified into five groups, according to the principle upon 
which their action is based, which may be : — 

(a) Centrifugal force. 
(6) Chronometric action. 

(c) Magnetic drag. 

(d) Electrical similar to dynamo. 

(e) Viscous drag. 

In the following description no differentiation is made between 
tachometers and speedometers, since the only point of variation is 
usually the addition of an oddometer or totaliser to the mechanism of the 
tachometer to convert it into a speedometer. 

Mechanical Centrifugal Instruments. — Centrifugal tachometers depend 
upon the variation of the centrifugal force exerted by small masses 
rotating in a circle. The force tending to move each mass outward is 
proportional to the square of the angular velocity, multiplied by the radius 
of the circle on which it rotates. The masses are usually restrained by a 
spring, and the outward movement magnified by levers and gears. 

The relation between displacement and speed varies for each particular 
design of instrument depending upon the configuration of the lever- 
system and type of spring control. The calibration cannot usually be 
predicted d priori. The chief endeavour of the designer is to make the 
lever arrangement such that the graduations on the scale are as nearly 
equidistant at all parts as possible. A typical example of a tachometer 
designed somewhat after the form of a Watts governor, is shown in Fig. 
172. Three equal discs are arranged on short connecting levers at equal 
angles around the central spindle. These discs are thrown outward by 
the centrifugal force against the influence of the helical spring, and the 
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movement is transmitted through the collar to the geared quadrant 
which actuates the iwintcr wheel. The scale obtained is fairly uniform 
over an angular range of about three hundred degrees. The governor 
type of instrument is not much favoured owing to the comparatively 
large number of joints in the levers 
which are apt to wear and cause back- 
lash. GJenerally the centrifugal masses 
take the form of a ring pendulum or a 
crossbar free to swing about an axis 
traverse to the rotating spindle. 

A typical example of a ring pendulum 
mechanism ia shown in Fig. 173, and ia 
largely used for stationary machinery. 
This instrument was invented as far 
back ae 1884 by Schaffer and Budenberg. 
The driving shaft carries a circular disc 
of metal B, the position of which when the shaft is at rest is rendered 
oblique to the shaft by means of a coil-spring contained in the barrel C. 
When the shaft rotates the centrifugal force tends to turn the ring, so 
that its plane is at right angles to the axis of the shaft. The move- 
ment of the ring is communicated by the rods D to the sleeve E, and 
thence through the ball joint F to the crank arm which actuates the 
quadrant and gear on the pointer sjilndle. The scale obtained is 
fairly uniform, but widens out somewhat at the middle of its range. 




A lightly constructed modification of the above instrument is used 
on motor vehicles and aero engines. The ring is replaced by a crossbar, 
to which is fixed a pair of weights and a sliding muff, which gives a very 
simple form of construction, as shown in Fig. 174. Ihe control spring is 
a fiat coiled strip, and the motion is communicated by the connecting 
links to the sliding muff or collar. The groove in this collar engages with a 



CHAP. V] MEASUREMENT OF VELOCITY 161 

cranked pin on the gear quadrant, which in turn actuates the gear wheel 
on the pointer spindle. A small sprii^ is fitted to the pointer spindle to 
take up back-lash. The pointer rotates through nearly one complete 
turn for the full range and in some eases, — 

in order to give a still more open scale the 
graduation is arranged to start at, say, one 
quarter the full scale reading by putting 
an initial tension on the spring. Three- 
quarters of the scale is thus spread out to I 
occupy the full length. Instruments of the 
tyi»e shown in Fig. 173 and Fig. 174 are not 
dynamically balanced at all speeds, and the 
couple at right angles to the driving spindle 
often causes the entire instrument to vibrate 
slightly if it is not rigidly mounted. Com- 
plete balance can be obtained by using two 

weighted bars disposed symmetrically on either side of the shaft, as shown 
in Fig. 175. 

This centrifugal mechanism consists of four cylindrical weights A, 
mounted on two rectangular frames which are fixed cross-wise on pivots 
B formed on the revolving spindle. The frames with the weights are 
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free to rotate to a certain extent on these pivots, and the frames are 
connected by two steel spiral springs C. When the spindle revolves the 
centrifugal force tends to move the weights outwards, acting against 
the force of the springs, and this movement is communicated by two 
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links Z> to a sleeve inside the spindle. By means of a ball-joint and the 
connecting rod E the motion is transmitted to the quadrant of the in- 
dicating mechanism. A " damping " movement is provided in the 
mechanism to steady the pointer when subjected to sudden speed varia- 
tions. This consists of a vane F, which is actuated from the pointer 
spindle by means of the gear wheel (?. In the tachometer with internal 
gear, as shown in the above illustration, the main spindle is divided, a 
gear wheel on the end of the spindle by means of back-gear L, transmitting 
the drive to the inner spindle D on which the centrifugal mechanism is 
fixed. The sizes of the wheels of the gear are varied according to the 
ratio of drive that is required. The damping vane introduces consider- 
able forces in the transmitting mechanism, and these parts need be 
substantially constructed unless some form of elastic buffer is inserted. 
The number of moving parts is, of course, greater than in the case of 
the ring pendulum. 

All centrifugal instruments indicate the same for either direction of 
rotation. A few general considerations with regard to the design of 
centrifugal instruments might be mentioned here. The number of 
joints and levers should be kept as small as possible to avoid friction 
and slack due to wear. A hairspring should always be fitted to the 
pointer spindle to take up back lash as a little play is inevitable, parti- 
cularly at the groove in the sliding collar. All the moving parts, including 
the gear quadrant, should be statically balanced to eliminate the effect 
of accelerations when the instrument is used on vehicles. The inertia of 
the moving parts should be as small as is consistent with sufficient power 
to actuate satisfactorily, especially if the instrument is to be used on 
machinery subject to sudden fluctuations of speed. Otherwise the driving 
shaft, if of the flexible type, is liable to be over-stressed by the inertia 
forces when the speed varies rapidly. The accuracy can be within ±1 
per cent under ordinary conditions, although the author has found 
commercial instruments of the speedometer class to be in error often 
by as much as 6 per cent at full scale. The temperature coefficient is 
almost negligible for ordinary work. 

Chronometric Instruments, — ^The name chronometric is generally 
applied to a class of instruments in which the number of revolutions 
made by the driving shaft is automatically and repeatedly counted for 
small equal intervals of time. The mechanism consists of a small clock 
escapement frictionally driven from the driving shaft, and some device 
operated by the clock which connects the driving shaft to the counting 
train for a definite time interval. 
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A3 a typical example, one of the least complicated of this class made 
by Van Sicklen will be described. This instrument counts the revolutions 
for repeated periods of one second, the pointer remaining steady at the 
reading for the average speed during the previous count. The meohanism 
is shown diagramaticaUy in Fig. 176 ; the trains of wheels are of course 
omitted for cleamesa. The rotation of the driving shaft winds up by 
friction a watch spring which drives the escapement wheel. The spring 
barrel is fixed to the shaft which carries three cams. The escapement 
allows the cam shaft to make one thirty-second of a revolution suddenly 
every half-second. One of the cam followers moves the fine-toothed 



wheel on the driving shaft in or out of engagement with another wheel 
which is loose on the pointer spindle. The cam allows the wheels to 
engage for exactly one second. A similar fine-toothed wheel is fixed to 
the pointer, both of the wheels being controlled by hiursprings tending 
to return them to a zero stop. The other two cams actuate pawls workiI^; 
on the two wheels. The pawl on the loose wheel allows it to return to 
zero after each operation, so that the angle through which it is turned 
when thrown into gear with the driving shaft for one second is a measure 
of the R.P.M. of the latter. A projection on the loose wheel catches 
against a spring arm fixed to the pointer wheel and carries this wheel 
around with it. While the loose wheel is released to return to zero the 
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first wheel is held by the pawl. Should the speed vary the sprmg attached 
to the pointer wheel is pushed forward and the wheel takes up a new 
position when released by its pawl. When a decrease in speed occurs 
the wheel falls back until the spring reaches the projection. Thus the 
pointer does not return to zero after every count, but remains indicating 
the speed for the previous second. 

Other instruments of this class have more elaborate mechanism ; 
for example, the " Tell " instrument has three vertical parallel shafts. 
The first carries three sets of cams, and its speed of rotation is governed 
and kept constant by the escapement. These cams, of which there are 
six, act through six levers on to three double crown wheels mounted 
loosely on the second shaft. Three levers have ratchet ends which engage 
with the teeth on one side of the crown wheels, and lock them, whilst 
the other levers actually lift the crown wheels and bring them alternately 
in and out of mesh with pawls which are carried round by the second 
shaft, which is driven from the main driving spindle of the indicator, 
the speed of which is required to be known. Each double crown wheel 
drives one of three fairly large diameter wheels on which a pin projects 
which carries forward a bar fixed on two arms and rotating on the same 
axis. The second and third double crown wheels act in a similar way 
at equal intervals of time, in such a way that the preceding wheel is not 
** unlocked " until the next one has been urged forward and locked in 
the position to which it has been wound in the interval during which it 
is driven from the main spindle. 

The action is as follows : The cams throw a double crown wheel into 
mesh with the driving spindle for a definite period of time, and at the 
instant of being thrown out of mesh they are locked in position. During 
this time the bar has been carried forward against a spring which tends 
to return it to a zero position. Before the first wheel is unlocked a second 
has gone through the same cycle and subsequently maintains the position 
of the bar unless the speed has altered in the interval, in which case it 
pushes it farther forward for an increasing speed and lets it back if the 
speed has decreased. The large wheels gearing with the double crown 
wheels are also returned to a zero position by means of a spring. The 
movement of the bar is recorded by the pointer through a special form of 
rack and pinion gearing. There are, of course, several other well-known 
chronometrio tachometers, such as the Jaeger and Isochronous, but they 
do not diflfer sufficiently from the foregoing to need special description 
here. 

Chronometric instruments have a perfectly uniform scale over the 
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entire range of speed indicated, and, moreover, the scale is fixed by the 
dimensions of cams and wheels and can only be changed by the wearing 
down of the cams or changing the wheels in the counting train. The 
accuracy of the best class of commercial instrument is within ±| p^r 
cent of full scale reading. The attainable accuracy is, however, governed 
by the size of the teeth on the wheels, since in some instruments the 
width of a tooth may be equal to several R.P.M. divisions on the scale. 
The temperature coefficient is practically that of the time element in 
the mechanism and negligibly small. If a flexible driving shaft is used 
this should be arranged to run very steadily, otherwise a movement of 
the pointer occurs up and down in small jerks, rendering a true average 
difficult of estimation. 

Centrifugal Fluid Tachometers, — Tachometers depending upon the 
centrifugal forces brought into play by the whirling of fluids are char- 
acterised by the simplicity of their construction and by the fact that 
the calibration can usually be calculated from the dimensions of the 
instrument without reference to a standard for comparison, which, of 
course, is a considerable advantage. The most elementary example of 
the fluid type is the rotating cup used as a rough indicator on centrifugal 
cream-separators, etc. When a body of liquid is rotated in an open 
vessel the free surface of the liquid takes the form of a paraboloid with 
its apex on the axis of rotation and pointing down- 
wards. Pig. 177 is a sketch of the form of the liquid 
surface. 

The depression can be shown mathematically to 
be equal to 

h= or h= 

2g 30g 

where r= radius of free surface 

n= speed in revolutions per minute 

^= acceleration due to gravity. 

The value of h therefore depends on the square of 
the speed and the device is thus most suitable for 
high speeds. Since the depression is also proportional 
to the square of the radius of the free surface, it is 
evident that if the shape of the cup is other than parallel the calibration 
can be made to vary from the square law, and shaped cups are some- 
times used in practice. 

An interesting ca^e of whirling liquids is that in which the liquid is 
contained in a closed cylinder, and the edge of the parabola touches the 
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top of the veaBel after a certain speed, as shown in Fig. 178. It can be 
proved theoretically that the depth A, of the parabola after this critical 
value becomes a linear function of the speed. 

That is A,=tw»/ — 




V 2i, 



= 2-nnr, 

where A, is the depth from the top of vessel, h is the 
depth of paraboloid just as it touches the top. 
r is radius of cylinder. 

The calibration will therefore vary as the square 
of the speed up to a certain value determined by 
the point where the liquid edge just touches the top, 
and above this value of the speed the depth of the 
apex will vary directly as the speed. This par- 
ticular form of cup is the one generally used in 

?/asfe/ci^p facAo^e/e/- tachometers. 

Centrifugal Pump and 

Pressure Oauge Instrument. — ^Tachometers 

which utilize the dynamic head or suc- 
tion created by an elementary centrifugal 

pump are a well - known class of speed 

measuring instruments. This principle was 

first used by Stroudley in 1879, One form 

of self-contained tachometer is shown in 

Fig. 179, and in section in Fig. 180. A 

small impeller with radial vanes rotates in 

a chamber containing liquid, and the head 

due to centrifugal force on the rotating 

fluid is transmitted to the column above 

the body of the ii^trument. A small 

reservoir surrounds the bottom of the tube 

to indicate the zero or datum line of 
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pressure, and it is a very important point 
that this should not change due to leakage, 
etc., as any variations in level affect the 
height of the pressure column by an equal 
amount. 

The calibration of the scale is very nearly 
proportional to the square of the speed, and 
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the inBtrumeiit is well suited for fairly constant speed machinery, since 
the indication can be arrat^ed to occur at the 
upper or open part of the scale by the use 
of the appropriate gear ratio. The square 
law scale is not a convenient one for a 
standardising instrument, since the divisions are 
very close at one end of the scale and it ia 
difficult to read the meniscus. The accuracy 
of fluid types of tachometers depends very 
largely on the construction and the conditions 
under which they are used. 

All the above instruments are of course in- 
dependent of the density, as this factor enters 
directly into the dynamic head produced by the 
pump and the hydraulic head of the measuring 
column. Also for the same reason they have a 
very small temperature coefficient, provided all 
the liquid is at a uniform temperature. Which 
condition demands that self-heating in the pump 
should be negUgible. 

Aerodynamic Tachometers. — Instruments de- 
pending Itpon the centrifugal force exerted by 

Fla 180 —Section of Cantn- ^°- *^ column when rotated, have found some 

fugal pump tachometer shght application. Thoir chief merit* Ues in 

their simphcity. 

The usual arrangement is shown in 

Fig. 181, The tube A rotates about a vL/ 

vertical axis, and the centrifugal force 

on the particles of air contained in the 

tube creates a radial pressure gradient. 

The pressure at the open end of the 

tube beit^ equal to that of the atmo- 
sphere, a suction is set up at the centre, 

and this suction is measured by a U-tube, 

or a sensitive vacuum gauge fixed at any 

convenient point. The joint between | 

the rotating tube and the stationary tube 

ia effected by a simple mercury seal. The suction obtained varies as 

the square of the speed and is, of course, very small even when the 

instrument runs at a high speed. 
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One of the disadvantages of this type of instrument is the influence 
of the variability in the atmospheric density due to changes in the 
barometer and the temperature. An error amoimting to several per 
cent is possible from day to day due to these causes. 

Another aerodynamic instrument which does not, however, depend 
upon centrifugal force, might be mentioned in passing, and that is the 
Air- Vane type. The principle of this device is the use of two small air 
vanes mounted in close proximity, one rotated by the driving shaft 
and the other pivoted and free to rotate under the control of a spring. 
The torque on the pivoted vane depends approximately upon the 
square of speed of the driven vane and directly upon the density of 
the surrounding medium (air). The spring is so arranged that the 
controlling force increases with the deflection to counteract the in- 
creased torque, and this gives a fairly uniform scale. The dis- 
advantage of variable density, already mentioned, limits the accuracy 
obtainable. Moreover, the rotation of the vane itself tends to heat 
up the air inside the case which results in a change of density. This 
inaccuracy could be eliminated by hermetically sealing the case, but 
the expedient would give rise to serious practical difficulties in the 
construction. 

Magnetic Tachometer, — It is a weU-known fact that if a magnet is 
rotated near a sheet of electrically conducting material, the sheet will 

experience a couple about the axis of 
rotation of the magnet due to the eddy 
»«oN currents induced in it by the motion of 
the magnet. This principle has been used 
in a damping device in electrical instru- 
ments. Tachometers designed on this 
simple principle have found extensive 
application. The two best known instru- 
ments of the class are the ** Warner " 
and the ** Stewart. '* 

The Warner instrument (Fig. 182) has 
a metal drum A mounted on the axis B, 
so that its rim cuts the field due to the 
magnet C The magnet is rotated by a 
shaft connected to the machine, whose R.P.M. is being measured. The 
eddy currents induced in the drum drag it around against the action of 
the spring E, The edge of the drum is graduated and viewed through 
a small window at the side. The divisions are equidistant at all points 
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of the scale. The adjustment for calibrating the instrument is made by 

simply Hcrewing the bearing in or out to decrease 

or increase the air-gap in the magnetic path and 

thus vary the deflection. 

The Stewart inBtrument is simpler, the E 

magnet beii^ circular, as shown in A (Fig. 183). 

The eddy current disc, as in the Warner, is made 

in the form of a drum B, fitting over the magnet 

with one long pivot C in the axis of the magnet. 

In order to reduce friction no bearing is fitted 

at the top, where the control spring C is fastened. 

The graduations in the simplest form are printed fl"H 

directly on the edge of the drum, but a pointer 

may be fitted if desired. A simple method is 

employed to set the calibration. The magnet A 

is provided with a small soft iron plate, fitting 

t^htly on the axis, and by rotating this plate 

by a very small amount relative to the magnet, with which it turns, 
more or less of the magnetic 
field can be short-circuited. 
The magnetic field in which 
the drum moves can therefore 
be changed and the calibration 
set, or corrected at any time, 
provided the magnet is not too 




A complete instrument with 
the mileage counter suitable for 
motor-car work as a speed- 
ometer, is shown in Fig. 184. 
The temperature coefficient of 
this type of tachometer is 
usually very large, being of 
this order of J per cent per 
degree centigrade. To obtain 
as great torque as possible on 
the disc for a given speed the magnetic field should be strong and the 
disc of low electrical resistance. The first factor i& limited by the 
size of the magnet, which must not be cumbersome or possess a large 
moment of inertia. The second factor, low electrical resistance, demands 
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the use of a pure metal, such as silver, copper, or aluminium. Aluminium 
is the one in general use on account of its low density. These metaU 
have temperature coefRcients of resistance of the order of 0-4 per cent 
per degree, and to completely eliminate this factor would necessitate the 
use of some alloy, such as manganin, which has the attendant disadvan- 
tage of high specific resistance. If a drum of this alloy were used the 
torque would be reduced in the inverse ratio of the electrical resistance, 
i.e. 1 to 30 approximately. It would not, of course, be difficult to devise 
automatic compensation for the temperature coefficient, but in commercial 
practice very little attention is paid to the point, cheapness of construction 
being a vital consideration. Some models of the Warner instrument 
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have a bimetallic strip compensator, and this is very efEective, but there 
is a tendency to over compensate in practice. 

Electrical Tachometers, Magneto Oenerator Instrument. — This type of 
tachometer is widely used under conditions where the indicator has to 
be placed at a considerable distance from the machine whose speed is 
required, as, for example, on board ship. The essential parts of the 
device are a small generator generating continuous or alternating current ; 
this generally takes the form of a permanent magnet dynamo and a 
suitable voltmeter with a scale graduated in R.P.M. A generator of the con- 
tinuous current type is shown in Fig. 185. The armature may have from 
six to eighteen slots, according to circumstances, and it is desirable that 
the maximum number of turnS should be wound to obtain a high voltage. 
This armature rotates in a tunnel in the soft iron shoes fitted to a per- 
manent magnet or alternately in a tunnel ground in the ends of the magnet 
itself. The clearances between the rotating parts should be made very 
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small, as this is advantageous in two ways. It helps to maintain the 
strength of the magnet constant, and also gives a stronger magnetic field. 
This small clearance is by no means as universal as it should be. The 
commutator and brushes both require careful design and skilled work- 
manship. Carbon brushes need a considerable pressure, and are liable to 
chatter under vibration. They are, moreover, susceptible to any re- 
adjustment, and must be run in before the calibration becomes con- 
sistent. 

The modern tendency is towards brushes made from narrow strips 
or fingers, both brushes and commutator being made of silver or gold 
to avoid oxidation. The current taken from these generators is so 
small that armature reaction does not enter into consideration, and the 
vottt^e generated is almost exactly a 
linear function of the speed. The in- 
dicator is a standard electrical instru- 
ment of moving coil pattern, as shown . 
in Fig. 186. This instrument is con-' 
nected by a pair of insulated wires to 
the terminals of the generator, and the 
distance between the two units is quite 
immaterial, provided the electrical re- 
sistance of these leads does not become 
comparable with that of the instru- 
ment. The current in the circuit is 
usually not - more than about one- 
hundredth of an ampere at full scale, 
and as the magneto generates at least 

five volts per thousand revolutions, a largo awamp resistance is employed 
in the circuit. 

The object of generating a comparatively high voltage and then using 
a high resistance in the circuit is twofold. In the first place it renders 
the variations in the resistance of the connecting wires unimportant, 
and, secondly, it enables the effects of changes in temperature to be 
rendered small. The temperature coefficient is the most serious difficulty 
in connection with the design of electrical tachometers. Temperature 
changes affect {a) the magnetic strength of the magnets in both instru- 
ment and generator ; (6) the strength of the control spring in the instru- 
ment ; and (c) the resistance of the windings of both indicator and gener- 
ator. The temperatiu^ coefficients of the magnet and the spring in the 
indicator may, to some extent, counteract one another ; but the tempera- 
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ture effect on the magnet of the generator is still uncompensated 
for. 

The resistance of the copper winding can be made small in value in 
comparison with total resistance. This artifice, however, only affords 
a partial solution of the difficulty, and it would be preferable to eliminate 
copper entirely from the windings of both the indicator coil and the 
generator armature and use an alloy of negligible temperature coefficient 
such as manganin. The writer has tried this and found it successful, 
the only practical difficulty being the stiffness of the manganin when 
winding the moving coil former. It would of course be possible to use 
very fine wire under these conditions, since the " swamp " resistance is 
not now required and need only be retained for the purposes of adjust- 
ment to secure correct range and interchangeability. 

The temperature coefficient of a well -designed electric speed measuring 
set can be made of lesa than 0-1 per cent per degree C, but the average 
instrument is found to have a temperature coefficient of more than 
twice thia amount. It is advisable to shield the instruments, both 
generator and indicator, in soft iron cases to eliminate the effect of stray 
fields and the proximity of magnetic material. 

Alternating current tachometers were at one time used to a consider- 
able extent on motor vehicles and were very simple in construction. 
The generator was of the simple inductor type with a stationary winding, 
and without either brushes or 
slip rings. The indicator was 
a miniature hot wire instru- 
ment, the indication depending 
on the expansion of the wire 

Idue to the heating effect of the 
electric current. A sketch of 
the complete instrument is 
showninFig. 187, Thearrange- 
ment was cheap to construct 
and compact in form, but no attempt was made to attain great 
accuracy or to reduce the temperature coefficient. 

Squirrel Gage Speed Indicator. — An interesting instrument, which 
depends upon the angular position of the resultant of two magnetic fields 
in the interior of a squirrel cage winding, haa been invented by Mr. E. B, 
Brown, of Melbourne. The instrument consists of a cyUndrical soft iron 
armature core, which can be rotated on its axis between pole-pieces 
attached to a permanent magnet. This armature is provided with slots 
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or tunnels carrying a number of insulated conductors short-ciremted by 
rings at both ends of the armature in a manner similar to the well-known 
squirrel cage winding used in A.C. motors. At one end of the armature 
the squirrel-cage projects conBiderably beyond the armature core, as 
shown in Fig. 188, in which A is the armature core (which may be lamin- 
ated), C are the conductors which may be any number from three up- 



wards ; and if, and R^ are the short-circuitii^ rings. The conductors 
C are insulated in the slots from the core, but the ring R^ need not be 
insulated and may be sweated or screwed on to the core. When the 
armature ia rotated between the pole-pieces of a permanent magnet, 
E.M.F.'s are set up in the conductors. If the rotation round the axis 
(assumed vertical) be in the direction of the arrow (Fig, 189), the E.M.F.'8 
will be upwards on the left-hand side of the armature, and downwards 
on the right-hand side. There will consequently be a belt of currents 
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flowing up one side of the armature and down the other. The direction 
of the currents in the conductors is indicated in Fig. 189, and also the 
forward displacement of the line of zero current, which results from the 
self-induction of the armature winding. 

As is well known, the currents flowing in the 

conductors of the projecting squirrel cage winding 

produce a cross magnetic field in the space within 

it, indicated by £ in Fig. 189. In this plane 

■>*' there is already a magnetic field due to leakage 

^ ^ from the magnet poles, which is called " the 

initial field " and indicated by O F. The field O E, due to rotation of 

the armature, is called "the deflecting field" and combines with F, 

the " initial field " to produce R, " the resultant field." The direction 

of O R, " the resultant field," depends on the speed of rotation of the 

armature, and it is only necessary to add a small pivoted vane of soft 

iron attached to a pointer and some form of damping mechanism, to 

make the apparatus a practical speed indicator. The soft iron is 

enclosed in a fixed tube to prevent the action of air currents (this is 

omitted from the diagram for clearness), and is attached to a vertical 

pivoted axis, which also carries an air-damping vane and a pointer 

moving over a graduated scale. 

As is usual in imtrumenta of this type, the moving element is balanced 
about its axis by balance weights (not shown in Fig. 188), so that the 
instrument can be used in an inclined position. It may be remarked 
that no control spring is necessary, because the plate of soft iron takes 
up the direction of the resultant field, and also that moderate variations 
in the moment of the magnet will not afiect the indications of the in- 
strument, since they aSect both initial and defiecting fields in the same 
ratio, and thus the direction of the resultant is unchanged. 

The calibration curve of one of the instruments used in Melbourne 
University ia given in Fig. 190, which shows the form of scale obtained. 
It is stated that the instrument can be used close to dynamos and 
motors when provided with a cast-iron case to diminish stray field errors. 
The upper ring of the rotor is made of an alloy with a low temperature 
coefiicient of electrical resistance, in order to diminish errors due to 
change of rotor resistance with temperature. Under the conditions in 
which it is used the instrument is claimed to give readii^ which may be 
relied on within ±J per cent. 

Viscoaity Instruments. — Tachometers making use of the variations 
in the viscous dra^ on a sohd immersed in a whirling fiuid have been 
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developed in a variety of forms, such as shown in Fig. 191. Tn this type, 
which is used on tkircraft, the arrangement consists essentially of a 
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perforated circular disc fixed to the driving shaft and rotating close to 
a small cross-arm fixed to the pointer spindle, as shown in the sketch 
{Fig, 192). The disc and arm are contained in a cavity full of mercury. 




The merciu-y, being carried around by the disc, tends to drag the cross-arm 
with it against the pull of the spiral spring. The torque exerted upon the 
arm depends approximately upon the square of the speed and the scale 
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opens out, as shown in Fig. 1 91 , in the middle, but closes in suddenly near 
the top, due presumably to aUp between the mercury and the plate. The 
device is very simple and compact, the mercury chamber being only 
about one inch in diameter in the instrument sketched. The instrument 
is fairly reliable ; its chief disadvantage lies in the fact that the spindle 



Mercer rtf w'scosify /acAomtier 



of the pointer has to pass through a hole and be made mercury-tight. 
The friction here must necessarily be more than if the spindle were 
pivoted. The temperature coefficient of viscosity is small. In the case 
of a well-made instrument the temperature coefficient was found to be 
0-03 per cent per degree C, and this includes the temperature coefficient 
of the control spring. 

A slightly different type of mercury viscosity instrument to the above 
has been made for use on motor vehicles. This particular instrument 
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employs a rotatii^ cup containing mercury immersed in which is a small 
drum, as shown in Fig. 193. The drum is fixed to the pointer spindle 
and controlled by spiral springs. This spring control is of a novel type 
in so much that an attempt has been made to equalise the spacing of 
the graduation by the use of three control springs of different strengths ; 
these springs are not rigidly fixed to the spindle carryii^ the pointer, 
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but come into action on contact with a atop on the spindle at a definite 
angular position. The controlling force is thus due to one spring only 
at the beginning of the scale and to the sum of three springs at the top 
end when the torque due to viscosity is greatest. 

Viscosity of Air Tachometers. — The advantages of using air as the 
viscous medium in a tachometer are obviously considerable, since the 
apindle need not pass through a liquid-t^ht joint. But, on the other 
hand, the forces obtained are very much smaller than those available 
with liquids, such as mercury, and consequently the workmanship must 
be very good to produce a satisfactory instrument. 

A speedometer has been introduced recently by 
the Waltham Watch Co., in which the viscous drag 
between concentric cups is utilized. The device 
consists of two brass cups fixed to the driving 
shaft, telescoping into which are two inverted 
aluminium cups pivoted and controlled by a spiral 
spring. The arrangement is shown in sketch (Fig. 
194). The air-gap between the adjacent walls of 
the rotating and stationary cups is only half a 
millimetre. The aluminium cups are very light, 
the wall being only 0-08 of a millimetre in thick- 
ness. The spindle is mounted in jewel bearii^s : ,4/r{//xo^u 
the method of mounting is shown in sketch Fig. 105. facAameia- 

The scale is marked on the outer surface of the aluminium cups and 
the general appearance of instrument (Fig. 196), resembles a magnetic 
eddy current type of instrument. The graduation of the scale is uniform. 




P 



the deflection bein^ proportional to the speed. It can be showiv by 

experiment that the general law of viscosity for this type of arrangement 

Va 
is of the form torque x- 
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Where F=relative linear speed of the surfaces, 

S=a,rea, of surface, 
and d= distance between them. 

This law holds up to a critical velocity, after which the index of V 
increases to approximately the second power. The fluid instruments 
already considered work over a range of velocities above this critical 
velocity, since its value is very low for liquids. The air viscosity instru- 
ment, however, is arranged to run at low speed (about 1000 R.P.M. at 
full scale), and the greater torque incidental to high speeds of rotation 
are sacrificed to retain the linear calibration. An arrangement is provided 
to cause frictional damping when fluctuating speeds are measured. This 
consists of a small disc at the top of the drum spindle, on the surface of 
which bears a jewel on the end of a spring, so that by varying the pressure 
more or less friction is introduced ; such damping is of course obtained 
at the expense of sensitivity. The damping of the motion of the moving 
systems oi instruments is considered in detail on page 201. 

Resonance Tachometers. — Resonance instruments of the reed type 
are often used in electric generating stations where machinery runs at 
a fairly constant predetermined speed. It is a weU-known fact that if a 
flexible bar or reed is rigidly connected to a support which is vibrating 
or subject to impulses of definite frequency, the bar will vibrate in reso- 
nance with a considerably greater amplitude than that of the support if 
the period of the impressed oscillation is equal to, or is a definite multiple 
of, the natural period of vibration of the bar. Generally a piece of 
rotating machinery possesses a slight out of balance effect which sets 
the entire machine and bed-plate in vibration, and usually the oscilla- 
tions set have the same period as the speed of rotation. Agreed of the 
appropriate period will therefore resonate if fixed to any part of the 
machine. In practice an instrument is made up of a series of reeds of 
uniformly decreasing period and mounted in a case, as shown in Fig. 
197. The reeds usually take the form of steel strips of varying lengths 
loaded at the end (Fig. 198), the period being initially adjusted by 
filing down the weight. The weight of the white paint on the tips has 
an appreciable effect on the natural period of the reed and consequently 
must not be liable to flake off or absorb moisture. 

If the number of reeds cover a wide range of speed, then more than 
one reed will respond to a given vibration, since the reeds whose periods 
are multiples of the particular frequency will be set oscillating. The 
primary frequency can, however, be recognized as that of the reed 
having greatest amplitude. The case of the instrument is usually mounted 
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direct on the machine. The ampHtude of the reed is normally as shown 
in Fig. 199, but if foimd to be insufficient for easy observation, use 
can be made of a springy support, such as a steel arm, for the case ; on 




r/ffjff7. 



the other hand, if the amplitude is too great, then a pad of soft material, 
such as felt, is interposed between the case and its support. 

This type of tachometer is sometimes used as a transmitting instru- 
ment by the addition of an electro-magnet to excite the reeds and a 
make and break contact on the rotating shaft ; the instrument then being 
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identical with the electrical frequency meter used on alternating current 
circuits. 

Miacellanecme Tachometers — Boyer Recorder. — ^The indication of this 
tachometer depends upon the pressure generated by a pump delivering 
oil through a variable orifice. The instrument is designed primarily aa a 
recorder for railway work. The pump is of the well-known type, employ- 
ing two meshed cog-wheels driven in opposite directions from the driving 
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shaft. This forces oil into a cylinder, displacing a piston against the pull 
of a spring ; the oil escapes through an adjustable slot in the side of 
the cylinder. Since the quantity of oil delivered by the pump varies 
directly as the speed, the piston must move upwards to increase the size 
of the slot and the pressure to a sufficient extent to permit the increased 
quantity to pass. The piston rod carries a pen recording on a drum, 
and also transmits the indications to a dial gauge by means of a chain 
and pulley arrangement similar in form to the simple string type of 
level gauge described on page 143. The instrument's great merit is its 
robustness, which fits it for the somewhat trying conditions prevailing 
on locomotives. The temperature coefficient cannot be made small, 
since the discharge of this type of pump, and the flow through the orifice, 
will be influenced by changes in viscosity, etc. 

Inertia Wheel Tachometer. — A novel principle has been utilized by 




Cowey in the design of an instrument intended primarily for motor 
vehicles. This instrument takes the form of a milled edge wheel (Fig. 
200), which is rotated by impulses from a pawl mounted on a crank on 
the driving shaft. The wheel is drawn back in the direction of the 
zero stop by the control spring, but owing to its inertia the wheel only 
travels a certain distance in the interval of time intervening between 
two successive impulses. When a steady state has been attained the 
backward motion between the impulses must equal the forward move- 
ment caused by an impulse. If the speed of the shaft increases then the 
impulses occur at more frequent intervals and the forward motion by 
an impulse is not entirely wiped out by the backward movement in the 
interval before the next impulse, so that there is a progressive forward 
motion of the wheel until a position is reached such that the increased 
torque due to the control spring is just sufficient to cause the wheel 
to slip back by an amount exactly equal to the forward movement caused 
by an impulse. There is therefore a definite mean angular position for 
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each speed, and the pointer is arranged with sufficient play to eliminate 
the oscillation of the wheel, whilst indicating this mean reading. The 
instrument is somewhat sensitive to fluctuations in the drive if this is of 
the flexible type, hence this should be made very stiflE to avoid torsional 
oscillations. 

Calibration of- Tachometers. — The caUbration, or checking of tacho- 
meters, can be effected by two methods : (1) counter and watch, or (2) 
stroboscopic observation. The counter method needs no explanation, 
except to point out that the calibration gear must run very steadily over 
definite periods to allow of sufficient time for counting. Stroboscopic 
methods are very convenient and accurate, since they depend essentially 
on the constancy of a tuning fork. The time of vibration of a steel fork 
can be approximately determined from the following formula, regarding 
each prong as a bar fixed at one end. 

A^= 84,690 a//2. 
Where N = number of vibrations per second of the prime tone, 
a = thickness in cms. 
/=length in cms. 

The approximate nature of the formula is due to the assumption 
that the bar is rigidly fixed at one end, whereas in practice the bar is bent 
into U, thus making the equivalent value of I uncertain. Forks can 
easily be tested and adjusted by comparison by ear with a standard 
fork. The beats in the sound become distinct when the forks are very 
nearly in unison. Forks can, however, be obtained commercially within 
about one-tenth per cent of a specified frequency. When it is desired 
to verify a fork in the laboratory, the usual method is to use a dropping 
plate. In this method a very Ught quill of paper is stuck on the tip of 
one prong and the fork supported in a position such that the quill traces 
a line on a sheet of smoked glass which is allowed to fall freely in front 
of it. The number of vibrations in a given distance can be counted and 
the time interval found by calculation from the known value of accelera- 
tion due to gravity. The temperature coefficient of a steel fork amounts 
to 0-01 per cent per degree centigrade. 

Stroboscopic Method of Measuring Speed with Slits, — The slit fork 
method utiUses the persistence of vision when an object is viewed 
intermittently. A tuning fork is ^fitted with two plates at the 
ends of the prongs, which are perforated with narrow slits, as shown 
in Fig. 201. The vision through the slits will be interrupted twice every 
complete vibration of the fork. Consequently, if any rotating regular 
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figure or circle of equidistant dots are viewed through the slits when the 
fork ia vibratii^, the first momentary view will give an impression of a 
stationary disc, and if the speed of rotation 
has certain definite values, a comer or dot 
will have moved forward to the position 
occupied by the one previously obaerved, 
when the next coincidence of the slits occurs 
the disc will appear to remain quite 
stationary. The series of speeds at which 
this effect is apparent is given by the 
expression 

n=l20//G 
where n=8peed of disc in R.P.M. 

/=frequency of fork (complete 

vibrations per second). 
a=number of comers or dots. 
The figures repeat themeelves for mul- 
tiples of the speed, and with the elemen- 
tary types of figures it is somewhat 
difficult to determine which multiple of 
the speed is under observation. For this 
reason it is usual to employ a standard 
disc (with a 50 D.V. fork), on which is 
[^ printed a thirty point star, a hexagon, a 
I)entagon, and a square. The figures 
which will appear to be motionless at any 
particular speed are given in Table VI. All other figures at this speed 
will, of course, be blurred. 
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TABLE VI 
Table of Speeds fob 60 D.V. Tuning-Fobk in Revs. Feb Mijsutb 



With 
Neon 
tube 


With 
Shutters 


30-point 

Star 


Other figures 


60 


100 


Double 






100 


200 


Single 






160 


300 


Double 






166-7 


333-3 




Triple Hexagon 




200 


400 


Single 


Triple Pentagon 




260 


500 


Double 


Double Hexagon — ^Triple Square 




300 


600 


Single 


Double Pentagon 




333-3 


666-7 




Triple Hexagon 




360 


700 


Double 






376 


760 




Double Square 




400 


800 


Single 


Triple Pentagon 




460 


900 


Double 






600 


1000 


Single 


Single Hexagon — ^Triple Square 




660 


1100 


Double 






600 


1200 


Single 


Single Pentagon 




660 


1300 


Double 






666-7 


1333-3 




Triple Hexagon 




700 


1400 


Single 






760 


1600 


Double 


Single Squajre — ^Double Hexagon 




800 


1600 


Single 


Triple Pentagon 




833-3 


1666-7 




Triple Hexagon 




860 


1700 


Double 






900 


1800 


Single 


Double Pentagon 




960 


1900 


Double 






1000 


2000 


Single 


Single Hexagon — Triple Square — ^Triple 


Pentagon 


1060 


2100 


Double 






1100 


2200 


Single 






1126 


2260 




Double Square 




1160 


2300 


Double 






1166-7 


2333-3 




Triple Hexagon 




1200 


2400 


Single 


Single Pentagon 




1260 


2500 


Double 


Double Hexagon — ^Triple Square 




1300 


2600 


Single 






1333-3 


2666-7 




Triple Hexagon 




1360 


2700 


Double 






1400 


2800 


Single 


Triple Pentagon 




1460 


2900 


Double 






1600 


3000 


Single 


Single Square — Single Hexagon — Double Pentagon 


1560 


3100 


Double 






1600 


3200 


Single 


Triple Pentagon 




1650 


3300 


Double 






1666-7 


3333-3 




Triple Hexagon 




1700 


3400 


Single 






1750 


3500 


Double 


Double Hexagon — ^Triple Square 




1800 


3600 


Single 


Single Pentagon 
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TABLE Yl— continued. 



With 
Neon 
tube 

1833-3 

1850 

1875 

1900 

1950 

2000 

2060 

2100 

2150 

2166-7 

2200 

2250 

2300 

2333-3 

2350 

2400 

2450 

2500 

2625 

2700 

2760 

3000 



With 
Shutters 



3666-7 

3700 

3750 

3800 

3900 

4000 

4100 

4200 

4300 

4333-3 

4400 

4500 

4600 

4666-7 

4700 

4800 

4900 

5000 

5250 

5400 

5500 

6000 



30-point 

Star 



Double 

Single 

Double 

Single 

Double 

Single 

Double 

Single 

Double 

Single 

Double 
Single 
Double 
Single 

Single 

Double 

Single 



Other figures 



Triple Hexagon 
Double Square 



Single Hexagon— Triple Square— Triple Pentagon 

Double Pentagon 

Triple Hexagon 
Triple Pentagon 
Single Square — Double Hexagon 

Triple Hexagon 

Single Pentagon 

Single Hexagon — ^Triple Square 

Double Square 

Double Pentagon 

Double Hexagon — ^Triple Square 

Single Square— Single Pentagon— Single Hexagon 



It will be observed that the apparatus is especially adapted for giving 
points at intervals over the range for calibration purposes. Intermediate 
speeds cannot be measured, although slightly different speeds from the 
fixed values can be estimated from the apparent backward or forward 
creep of the disc in a measured interval of time. 

Tuning-forks for stroboscopic methods are usually maintained 
electrically by a small electro-magnet between the prongs with a make 
and break contact on the side of the prong. A two- volt battery and less 
than a fifth of an ampere current is usually sufficient to maintain the 
vibration. The weight of the shutters on the end of the prongs affect 
the frequency of the fork, and they should therefore be fitted before 
the fork is adjusted. 

Harrison and Abbot have devised a very convenient arrangement 
of the stroboscopic method in which the disc is observed by intermittent 
illumination. The fork is electrically maintained, as above described, 
while a contact operated by the fork is used to make and break the 
primary of an induction coil operating a neon discharge tube. The 
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complete arrangement is shown in Fig. 202. The illumination obtained 
is a faint red glow, but is quite sufficient if the disc and tube are placed 
in a box with an inspection hole. The advantages over the slit fork are 
considerable, since both the tachometer under test and the rotating 
disc are under observation simiiltaaeously. The same diagram on the 
disc now corresponds to half the speed for the same frequency of fork, 
since the flashes of Ught only occur once for each complete vibration, 
whereas the slits will register twice in each vibration. 
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Mr. Mason, of the Cambridge Scientific Inst. Co., has designed a 
stroboseopic method which is portable and simple to use. He employs 
a source of light such as a Nernst lamp, projecting a beam of light on to 
the rotatii^ part or disc, and interrupts the light by a rotating shutter 
fixed traverse to the path of the beam. The shutter is rotated by a 
simple form of sychronous motor controDed by a tuning-fork which is 
electrically maintained. A photograph of the fork and motor is shown 
in Fig. 203, the piotor being shown enlarged in Fig. 204. The light is 
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intense and can be directed on to the object from a short distance. The 
stroboBCopic method is an extremely accurate one and can be uaed for 
other purposes besides calibrating, such as, for instance, for observing 
the variation in speed during one revolution due to crank effort, etc. 

Synchronizing J'ori: .-^Messrs. Leeds and Northrup, of Philadelphia, 
have devised a method of obtaining constant and definite speeds for the 
calibration of tachometers without the necessity of manual adjustment. 
The instruments under test are driven through a series of gears, giving 
the approximate ratios off the shaft of a rotary converter. It is well 
known that an alternating current generator and synchronous motor 
will react upon each other and keep in step. In the Northrup device 



the rotating converter supplies alternating current to a synchronous toad 
in the form of a tuning-fork and Lncandeacent lamp. The fork holds the 
generator to a constant speed such that the frequency of the altematii^ 
current is equal to the frequency of the make and break on the prong 
as determined by the natural period of the fork. The scheme of con- 
nections is shown in Fig. 205. 

The standard fork is arranged to operate at from fifty to seventy-five 
vibrations per second. In order to procure this range of rate of vibra- 
tion, sliding weights are provided which are mounted upon the prongs 
of the fork. Slight variations in the rate of vibration of the fork can be 
accomplished by moving heavy springs along the prongs of the fork. 
These springs are moved by means of a screw, and the adjustment can 
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be made while the fork is in operation. This spring device is shown in 
the illustration (Fig. 206). 

Flat brass plates are shown mounted upon the movable weights on 
the prongs of the fork. Shts are provided 
in these plates in order that it may be 
stroboBoopically determined when the con- 
verter is runnii^ at the proper speed. It 
will be noticed that there is a vibrating 
contact device on each prong of the fork. 
One of these makes contact only at one end 
of its travel, and is in the circuit of the 
electro - m^net which actuates the fork. 
The other contact interrupts a circuit from 
the A.C. end of the rotary converter through 
an incandescent lamp shown mounted upon 
the base of the fork. The load which la thus 
thrown upon the converter is used in hold- 
ing the converter in synchronism with the 
fork. The operation is as follows : 

The fork is caused to vibrate at a rate 
corresponding to the frequency of the A.C. 
current delivered by the rotary converter 
when running at the desired speed. This 
is a comparatively simple operation made 
by means of a telephone. Assuming that 

the fork and converter are in synchronism, the function of the device 
ia to maintain this synchronism despite changes of the D.C. voltage 
and of the load upon the converter, either of which would tend to 
change the speed of the converter. 
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It will be seen from an inspection of Fig. 205 that a circuit is taken 
from the A.C. end of the converter through an incandescent lamp and 
through the double contacting device on one prong of the fork. A 
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transformer is interposed in this circuit for two reasons. First, were it 
not for this transformer there would be a cross-connexion of circuitB in 
the fork, as both the A.C. current from the converter and the D.C. drivii^ 
current pass through the fork and also through the same windings in 
the armature of the converter. Second, the transformer raises the A.C- 
voltf^eto 110 volts, or a multiple of 110, in order that lamps of a standard 
voltage may be used for the regulating load. Assumii^, now, that 
the converter and fork are in synchronism, for every cycle of the A.C. 
voltage curve two contacts will be made at the fork, and two impulses 
will be sent through the lamp. These contacts may take place at any 
point on the voltage curve, but so long as there is no tendency to alter 
the speed of the converter, they will always take place at the same point. 
Thus a certain voltage is impressed across the lamp durii^ a brief interval 
twice in each cycle. This lamp is thus a load upon the converter, the 



magnitude of this load depending upon the voltage impressed upon the 
lamp. 

Now assume that either a change of D.C. voltage or a change of load 
upon the converter should occur. The speed of the machine would tend 
to change. This would tend to throw the A.C. current out of synchronism 
with the fork. Ihe result would be that the voltage impressed across 
the lamp would he different, because the contacts would be made at 
different points on the voltage curve. If the speed were tendiI^[ to 
increase, the contacts would occur nearer the top of the voltage curve, 
impressing a greater voltage across the lamp load, and thus putting a 
greater load upon the machine and slowing it down. Should the speed 
be tending to become less, a reverse result would occur, both results 
acting to keep the A.C. current in rigid synchronism with the fork. Thus 
the speed regulation takes place automatically, until the forees tending 
to change the speed of the converter become excessive. 

An absolutely steady source of E.M.F. is not necessary for the success- 
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ful operation of the converter. Fluctuations in the D.C. voltage amount- 
ing to 5 to 7 per cent from the nominal value can be very well cared for. 

While one lamp is shown only mounted on the fork base, it is some- 
times necessary to use more than one lamp. In this case, the several 
lamps are generally connected in parallel. The number of lamps which 
it is necessary to use depends upon the amount of change of the load, 
either electrical or mechanical, which is put upon the machine. For 
example, a machine with a normal rating of 500 watts was controlled 
with a load of 40 watts, when the useful load varied between 330 and 
270 watts. A regulating load of about 340 watts was required, when 
the useful load upon the same machine varied between 360 and 60 
watts. The speed regulation claimed is within the accuracy of the fork, 
that is CI per cent, provided the load put on to the shaft is not sufficient 
to break svnchronism. 

The frequency of the fork when once set can be found by stroboscopic 
comparison with a standard, and all the changes for calibration purposes 
are made by means of gears. 

SECTION II 

Velocity of Trains 

The linear velocity of any moving object is somewhat difficult to 
determine by direct measurement of time and distance, and is only 
attempted in special circumstances, such as test runs on trains, motor- 
car races, etc. 

The Le Boulenge method, devised about 1877, depends upon the 
action of the locomotive wheel depressing two triggers at a known 
distance apart, usually about forty- 
four metres. These triggers are 
arranged at the side of the rail, as 
shown in sketch (Fig. 207). The 

depression of the trigger releases ^'^ ^^^- ^^1^^^ ^^^^^^ 

a projection holding the end of a wire which communicates with the 
recorder. 

Boulenge Recorder. — The principle of this recorder is illustrated by 
the diagram in Fig. 208. It consists of a disc pivoted freely on an hori- 
zontal axis, which can be rotated by the weight suspended from a string 
passing over a pulley fixed to the shaft. The disc is initially wound up 
to a stop and held in this position by a lever connected to the wire from 
the first trigger. When this wire is released the disc starts to rotate 
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and continues to turn until the second trigger is depressed by the train. 

This lever arm then comes into contact with the edge of the disc and 

instantly arrests its motion. The time interval 

can be calculated from the angle turned through 

as observed by a pointer. This method of timing 

is somewhat primitive and rarely used at the 

present day. 

Siemens Speed Recorder. — Siemens and Halske 
introduced an electrical method in conjunction 
with a clock-driven tape chronograph. In this 
speed recorder the two contact makers (Fig. 209), 
are clamped to the underside of the rail, and the 
deflection of the rail between the two clamps due 
to the weight of the wheel depresses a diaphragm forcing mercury 
into a contact chamber. A section of the device is shown in Fig. 210. 








The mercury escapes through a small hole in the contact chamber, 
and this gives a longer duration of contact. The chronograph is of 
the usual clock-driven type recording on a paper ribbon. 

If a dynamometer car is used on 
a train it is usual to employ for sim- 
plicity a tachometer driven by a special 
wheel of known diameter fixed to the 
car, and to calibrate the tachometer to 
indicate speed directly. The tacho- 
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the previously described types. 



meter, of course, may be any one of 



SECTION III 

Velocity of Aircbapt 

Instruments for indicating the speed of aircraft relative to the earth 

have not yet been devised, and the velocity must be determined either 

by optical observations of the ground or assumed to be the speed relative 
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to the air. The methods of measuring air speed are identical in principle 
with those already described for measuring the velocity of fluid flow 
in pipes with pressure indicators adapted to be portable. 

Pitot Tube, — The Pitot tube air-speed indicator is very extensively 
used in this country. The pressure indicated obeys the law 

where p=pressure differences 

p= density 
F= velocity 

provided that the static tube complies with simple conditions already 
specified on page 96. 

This method of air-speed measurement has the great advantage of 
not requiring individual calibration for each tube and the instruments 
are therefore absolutely interchangeable. The Pitot head is manufac- 
tured in several convenient forms to facilitate fitting, and one well- 
known type is illustrated in Fig. 211. This fitting is arranged for attach- 
ment to a strut. The tube must not, of course, be placed in any dis- 
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turbed region such as that due to propeller wash or to the air flow 
over the wings. The usual position in the case of a biplane for minimum 
disturbance is about one-third of the way down a strut. The tube 
should always be placed well in front of any structural part of the 
machine, since experiment shows that the disturbed region may extend 
ahead as well as astern of wings, etc. 

As previously pointed out, the pressure diflEerence is comparatively 
small even at the high speeds at which modern machines fly. In Table VII 
is given some figures for the head obtained over the usual range of velocities. 
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TABLE VII 



Air Speed in 


Pressure. 


Air Speed in 


Pressure. 


Air Speed in 


Pressure. 


M.P.H. 


Ins. of water 


M.P.H. 


Ins. of water. 


M.P.H. 
120 


Ins. of water. 


30 


•44 


75 


2-75 


7-05 


35 


•60 


80 


313 


125 


7-65 


40 


•78 


85 


3-54 


130 


8-28 


45 


•99 


90 


3 97 


135 


8-92 


50 


1^22 


95 


4-42 


140 


9-60 


55 


1^48 


100 


4-90 


145 


10-30 


60 


176 


105 


5-40 


150 


1102 


65 


£•07 


110 


5-93 


155 


11-76 


70 


2-40 


115 


6-48 


160 


12-54 



For this reason the pressure indicator must be very sensitive, and rubber 

or silk diaphragms are generally used in the differential pressure gauges. 

The simplest and oldest gauge is the Ogilvie ; this is shown in Fig. 212. 

It consists of a thin rubber diaphragm about four inches in diameter, 

to the centre of which is fastened a silk thread. This thread passes over 

a pulley and is wound around the pointer spindle, pressure is admitted 

POINTER. DIAL. ^u top of the diaphragm, the 

■■y :. ^^,—^, ^l.^^^i^ glass front of the instrument 

being made air-tight for this pur- 
pose ; the static tube communi- 
_ cates with the under-side of the 

//£i2/2 DIAPHRAGM diaphragm. The movement of 

the diaphragm uncoils the thread against the pull of a hairspring, which 
keeps the string taut. The controlling force is due to the elasticity 
of the rubber diaphragm, and no spring is fitted except that on the 
pointer spindle. Rubber diaphragms are liable to perish when subject 
to extreme temperature variations, consequently leather, or thin metal 
diaphragm instruments are sometimes used. 
Clift Differential Indicator. — 




PRESSURE 
STATIC . 




This instrument is more elaborate 
than the above described, and a 
section is shown in Fig. 213. The 
diaphragm presses against a canti- 
lever spring, the deflection of this 
spring is magnified by a bell-crank lever and slotted quadrant geared to 
the pointer. The quadrant and gear are shown separately in Fig. 214. 
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The diaphragm exerts a controlling force when deflected, and in 
addition the magnification of the lever eyatem is not constant, hence 
each Indicator must be graduated for the known square law of the Pitot 
tube. Recalibration is also desirable E(jp op levER 
at frequent intervals in accurate 
work. 

Veniuri Air-speed Indicatora. — 
The small pressure difference ob- 
tained with the Pitot tube has 
directed attention to the various 
means of obtainii^ increased suction 
instead of static pressure, as an 
increased pressiu'e difference would 
enable a more robust ini^cator to 

be used. COIL'SPRrNC '~~" "^ fife^/4 

Clift and others employed a suction head many years ago, but the 

modem tendency is towards Venturi tubes, since by this means a very 

considerable suction can then be obtained in a simple manner. The 

single Venturi consists of two frustrums of cones joined at their smallest 

diameter, as shown in sketch 

(Fig. 215). 

A typical calibration curve 
for a well -designed form of 
Venturi tube, used by the 
Air Force, is shown in Fig. 216. 
calibration curve is not strictly 
d by duplicate tubes of the 
ign, even when made by die 
I each outfit requires individual 
I for accurate work, Inter- 
lity of the parts is not readily 
The indicator generally used 
i^enturi ia similar in construction 
own in Fig. 163. Two batteries 
hpsules are connected to opposite 
ends of the quadrant arm (to eliminate acceleration effects). A stop 
eI^;ageB with a projection on the edge of one of the capsules cutting 
out a certain number at a definite deflection, thus making the gauge 
less sensitive at high speeds and the scale more uniform. This instru- 
ment does not appear to be more accurate than those used for the Pitot 
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tubes previously described. The Venturi tube of the above form is 
more sensitive to angles of yaw than the Pitot, and Fig. 217 is a 

60 




4 20 ^ 90 so too 

typical curve for eflfect of yaw for a tube with a throat ratio of 6 to 
1 in area. The pressures are expressed in terms of the pressure obtained 
when the tube is along the wind. An error of 6 per cent will be observed 
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at an angle of — 10®. The assymmetry of the curve is quite usual for 
a Venturi, although the design of the tube is practically symmetrical. 
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Veaturi tubes with double throat have been developed, but the same 
objections as to lack of reproducibility apply also to double tubes. Such 
Venturis are of use in special investigations, where low speeds must be 
measured, and special calibration is a matter of course for whatever type 
of instrument is employed in such work. 

Double Venturi, — ^It has long been realised that if two Venturis of 
appropriate dimensions are arranged with the diverging cone of one 
in the zone of greatest suction of the other the suction obtained in the 
second tube is greatly amplified. This mode of construction has been 
used for petrol lift and air-driven gjrroscopes on aircraft. The air-speed 
Venturi is a miniature form of this double Venturi, and the form adopted 
by the German Air Service is shown in section in Fig. 218. The two 
tubes have an area ratio of approximately 2^ to 1. The suction obtained 
is considerably greater than that of a single throat Venturi, and a typical 
curve for this type is shown in Fig.- 219. 




F^.2/8 /?(?uMe M/oa^ ye/?furi 



In this form the Pitot head on the impact side has been abandoned, 
as the additional pressure due to the Pitot is negligible in comparison 
with the suction. It wiQ be observed that the calibration curve does not 
agree with the square law. The indicator has only one capsule, about 
three inches in diameter, which is connected directly to a quadrant 
operating the pointer by a gear wheel. 

Hooded Venturi, — ^The American Naval Air Service has conducted 
a research into the design of a Venturi which would minimise the errors 
due to yaw and the eflfect of rain getting into the Venturi head. They 
utilised the well-known fact that the suction at the back of a cylinder 
moving through the air is almost independent of its orientation for 
small angles of rotation and of yaw. The divergent cone of the Venturi, 
which is of the double throat tjrpe, is therefore communicated to a 
short cylinder in the down wind side of which two slits have been cut. 
The inlet side of the Venturi is taken from an oblong box, which has a 
narrow slot in front, a gauge screen being placed just within this opening 
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to prevent rain reaching the throat. The complete instrument is shown 
in Fig. 220. The effect of yaw has been reduced to a negligible amount 
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for angles up to 10°, as shown in Fig. 221, and the error due to pitching 
is only 3 per cent for 10° of downward angle, this being largely due to 
shadowing of the slot, and even this could, no doubt, be reduced by 
slight modifications. The calibrations of this Venturi is said to be strictly 

5 l> proportional to the square of the velocity and to 
have the value 

P--0-0053 F2. 

F is in miles per hour. 

y differential pressure in inches of water. 

A serious consideration with modern aircraft 
ff^. 220 W I of high " ceiling " is the dependence of all 

//oodec/ i^enfur/^ of the above described instruments upon the 

density of the air. The calibration is affected to the extent shown in 

Table VIII. 




CHAP. V] 



MEASUREMENT OF VELOCITY 



197 



TABLE VIII 





PERCENTAGE CORRECTION TO BE ADDED TO A.S.I. 


Isothermal 
Ht 


READINGS AT GROUND TEMPERATURE 


• 


XJLv, 

(feet) 


. .- - 


— 1 


— 


— 




- 10°C. 


o°c. 


10°C. 
-M 


20°C. 

+ -7 


30°C. 





4-6 


-2-8 


+ 2-4 


1,000 


3-2 


-1-3 


+ -5 


2-2 


3-9 


2,000 


1-7 


+ -2 


2 


3-8 


5-6 


3,000 


- -1 


1-7 


3-6 


5-4 


7-2 


4,000 


+ 1-4 


3-3 


5-2 


7 


8-8 


5,000 


2-9 


4-9 


6-8 


8-6 


10-5 


6,000 


4-5 


6-5 


8-4 


10-3 


12-2 


7,000 


61 


8-1 


101 


120 


13-9 


8,000 


7-7 


9-8 


11-8 


13-7 


15-6 


9,000 


9-4 


11-4 


13-5 


15-4 


17-4 


10,000 


110 


131 


16-2 


17-2 


19-2 


11,000 


12-7 


14-8 


16-9 


190 


210 


12,000 


i:-4 


16-6 


18-7 


20-8 


22-8 


13,000 


16-2 


18-4 


20-5 


22-6 


24-7 


14,000 


17-9 


20-2 


22-4 


24-5 


26-6 


15,000 


19-7 


22 


24-2 


26-4 


28-5 


16,000 


21-5 


23-8 


261 


28-3 


30-4 


17,000 


23-4 


25-7 


28-0 


30-2 


32-4 


18,000 


25-2 


27-6 


29-9 


32-2 


34-4 


19,000 


271 


29-5 


31-8 


34-2 


36-4 


20,000 


29 


31-4 


33-8 


36-2 


38-5 


21,000 


30-9 


33-4 


35-8 


38-2 


40-5 


22,000 


32-9 


35-4 


37-9 


40-3 


42-6 


23,000 


34-9 


37-4 


39-9 


42-4 


44*8 


24,000 


36-9 


• 39-5 


42 


44-5 


46-9 


25,000 


38-9 


41-5 


44-1 


46-6 


49-1 



The error at twenty-thousand feet amounts to 35 per cent at ordinary 
temperature. It might be mentioned that since the aeroplane speed is also 
dependent upon density the stalling speed always has the same numerical 
value on the indicator. This advantage is, however, very trivial, since 
stalling on any stable machine is not a source of danger at the heights 
when density effect is appreciable. 

Robinson Cup Air-speed Indicator. — ^The density connection due to 
altitude with Pitot tube air-speed indicators is a very inconvenient 
correction to apply, especially in flight. Calculators have been devised 
for simplifying the operation, but these devices have to presuppose in 
their design a definite temperature lapse rate with altitude. The correct 
value of air speed is then obtained by the use of a factor applied to the 
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apparent speed calculated from the altimeter reading. Two other 
methods of reducing the error are possible : (1) automatic compensation 
of the pressure gauge used with 
the Pitot tube by the use of 
variable magnification controlled 
by a capsule full of air ; (2) the 0-9 
use of vane type air-speed indi- 
cators whose indications can be 
made almost independent of the 
density. The German Air Service 
has employed in addition to the 
Pitot and Venturi tubes already 
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described, an instrument of this ^{f^Z/^^/frc^of/i/fchanc/^awonho^e^i^enfurf 
type coiisisting of a Robinson cup anemometer driving a centrifugal 
tachometer. A section of the instrument is shown in Fig. 222. The 
four small cups are carried on arms fixed to the vertical spindle. A 
crossed pendulum on the spindle operates the pointer through a train 

of wheels ; the mechanical arrangement 
being similar to that commonly employed 
in continental forms of tachometers. 

Dr. W. Wilke has investigated the 
operation of this instrument, both experi- 
mentally and theoretically, and although 
the assumptions upon which the theory 
is based are scarcely vaUd his experi- 
mental data are' of considerable interest. 
It has long been known that Robinson 
cup anemometers show a variation of the 
ratio coefficient of cup speed to wind 
speed with the velocity of rotation, and 
that the coefficient approximates to a 
constant value with increase in speed. 
Wilke also finds this variation in the co- 
efficient, as shown in Table IX. 

The variation, although of considerable 
moment to metrologists employing inte- 
grating instruments, is of but slight importance in aircraft work, since 
the calibration of the tachometer takes account of the actual coefficient 
at each' speed. It serves, however, to show the influence of friction, 
fivnd^from an [analysis of the data the effect of density is deduced by 
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Wilke to be extremely smaU at high speeds. Direct experiments are, 
however, required to finally establish the negligible effect assigned to 
the change in density. 

TABLE IX 



Air Speed 


Speed of cups 


Ooeffici Gnii 


(metres per eecond) 


(metres per second) 




14-4 


4-40 


3-27 


17-7 


5-57 


3-18 


20-6 


6-64 


3-10 


23-4 V 


7-48 


3-00 


261 


8-43 


310 


28-7 


9-35 


3-07 


31-5 


10-22 


3-08 


34-2 


11-27 


3-04 


37-3 


12-22 


3 04 


401 


13-23 


3 03 


43-4 


14-49 


3-00 



A determination of the variation of friction with temperature of the 
tachometer portion was made experimentally, and the coefficient was 
found to vary, as shown in Table X. 



TABLE X 



Temperature. 


+ 18° 


-10° 


-15° 

2-58 
0-071 


-50° 


Moment of friction (in gram 

centimetres) . 
Calculated coefficient of 

friction .... 


0-855 
0024 


0-888 
0025 


510 
0141 



This variation is largely due to the increase in viscosity of the oil. 
It appears unnecessarily great and could probably be reduced by the 
use of solid lubricants, such as graphite bushes, etc. The indication 
of the instrument for the same values of the speed and density of the 
air, but with the temperature of the tachometers^ at +18° C and —50° C 
only varied by 6 per cent. This experiment certainly lends support to 
the theoretical conclusion that the effect of density is small. 

^ Enclosed in gold box with cups projecting. 
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It may be remarked that this application of the Robinson cup to an 
air-speed indicator is not new, and the arrangement has long been used 
by the British Navy for wind correction in gunnery. The tachometer 
in this instrument is of the magnetic type, which is probably superior 
to the other on account of less frictional resistance. 

Hot Wire Anemometers. — ^The principle that the heat loss from a 
wire is dependent on the velocity of the gas stream past it has been 
utilised by several investigators as the basis of a method for measuring 
wind velocity. In the simplest type of instrument the hot wire forms 
one arm of a Wheatstone bridge, the other three arms of which are 
made of heavy section wire of negligible temperature coefficient. The 
temperature, and hence the resistance of the wire, is maintained constant 
at all values of the wind speed by varying the watts dissipated in the 
wire to maintain balance or the watts are kept constant and the tempera- 
ture allowed to vary. In the former case the watts supplied is a measure 
of the wind velocity, in the latter the out of balance deflection of the 
galvanometer in the bridge circuit. For precision work it is preferable 
to employ a Kelvin double bridge, as this permits of a robust platinum 
wire of comparatively low resistance. 

The researches of King and others have shown that the heat loss \& 
related to the velocity, etc., by the following equsftions : — 

For low velocities 

H=27rKe^/log^ 

For high velocities 



H=Ke^+2V7rKs8a VhB^ 
Where H is the heat loss per unit length of the wire, 
,, ii is the thermal conductivity of the gas, 
8 „ density, 

s „ specific heat of unit mass, 

^0 is the temperature difference between the cylindrical wire 
radius a and the unheated fluid, b is given hy K p '^-y/(sS V), in which 
y is Euler's constant 0-5771. 

The particular ranges over which the above formulae are applicable 
is determined by the values of Vd, where V is the wind velocity and d 
the diameter of the wire. 

When the product Vd is less than 0-01 87 measured in cms. and seconds 
the equation for low velocities is applicable, and for values of Vd above 
this the equation for high velocities. 

It will be observed that the heat loss varies roughly as the square 
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root of the product of velocity and the density for high velocities. Conse- 
quently the Instrument is most sensitive for low wind velocities, and 
here it finds its most promising field of application. It must, however, 
be remembered that the hot wire sets up convection currents, and this 
is a complication when extremely low velocities have to be measured. 

The hot wire anemometer has been tried on aircraft, but here the 
wind velocities are so high that the instrument at present does not show 
sufiicient advantages over the other methods to justify the complication 
that it entails. In its simplest form the anemometer is not compensated 
for temperature changes of the air, and consequently some observers 
have effected this compensation by making all the arms of the same 
material, but shielding the two opposite arms from the wind stream. 
This arrangement admits of a simple deflectional instrument by keeping 
the watts dissipated in the bridge constant. 

The rapid contraction of the scale of a hot wire anenometer with 
increasing velocities of flow is frequently a disadvantage. The writer 
partially overcame this defect by utilising the fact that the pressure 
depression at the throat of a Venturi varies as the square of the stream 
velocity. 

If then a smaU bore branch circuit is connected across between the 
normal section and the throat the flow through this parallel circuit will 
vary as the square of the velocity of the main stream (being proportional 
to the pressure difference at the ends of the tube). 

The hot wire was inserted in the branch circuit, so its indications 
varied almost proportionally to the velocity of the main stream and not 
the square root of this velocity. 

The hot wire anemometer has been tested for use in the measurement 
of liquid flow, but it was found applicable over only a limited range of 
velocities. The author has tried various forms of hot wire anemometer 
and has come to the conclusion that although admirable as an instrument 
of research, it has not yet reached the stage of a direct reading appliance 
available for general use. 

SECTION IV 

Methods of Damping the Oscillations of the Moving 

System of an Instrument 

If an instrument is to perform its function properly it must be able 
to give a definite indication at all times independent of whether the 
quantity measured is fluctuating or the instrument subject to vibration 
from external sources. Trouble due to oscillations of the indicator 
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pointer is a frequent one in engineering work, and particularly so with 
aeronautical instruments. When the period of vibration to which the 
instrument is subject happens to coincide with the natural rate of the 
moving part the oscillations become very large, and it is usually impos- 
sible to read the instrument. Damping is also required in cases where 
the fluctuations in the quantity to be measured are rapid, it may be 
difficult to read the instrument, and the excursions of the hand may 
indicate a much greater amount of variation of the quantity than really 
takes place. If the mean reading is required the instrument • must be 
damped and the damping should be of a particular kind, as Sir Horace 
Darwin pointed out in the first Wilbur Wright Memorial Lecture. 

The essential features of satisfactory damping are that no force should 
be applied to the moving part whilst it is at rest, but as soon as it moves 
a force should act opposing the movement. Friction at the joints damps 
the instrument, but it does not fulfil the above conditions and is bad. 
The force should be ^maU when the movement is slow, and it should be 
increased when the movement becomes more rapid. The most usual 

!^ method is to immerse the moving part, 

V ■ jy . I or a paddle fixed to it, in a liquid more 

jtWr — nf ""^-^ or less viscous, or the paddle can be 
V^ - -^ replaced by a fan in the air. Another 

*r I method is to damp by the movement of 

^f^'223 It a copper plate between the poles of a 

MaSTf^e^c hamper ^^^^^^ ^^.^ ^gS). If a Pitot tube is 

used, the flow of air through the connecting tubes damps the instrument. 
Mr. A. Mallock has proved that in order to obtain a true mean reading 
with an instrument the damping force should be proportional to the 
velocity of its index. When the damping force varies as the square of 
the velocity there may be no error or there may be a considerable error. 
Taking a particular case, suppose that the quantity to be measured 
remains at eighty for two-tenths of a second, and then suddenly 
increases to one hundred and forty and remains at that amount for 
one-tenth of a second, and then it goes back to eighty and remains at 
that amount for two-tenths of a second, and that this rapid oscillation 
goes on indefinitely. Suppose, also, that the instrument is damped by a 
force which varies as the square of the velocity of the index, and that 
it is so much damped that the hand appears to remain at rest. The 
reading of the instrument will be ninety-two and the true mean in 
reality is one hundred, hence an error amounting to 8 per cent is pro- 
duced — by no means a small error. The diagram (Fig. 224) gives the 
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supposed variations of the quantity as it would be recorded on a 
moving sheet of paper, and gives the true mean and the instrument 
reading. 

The mathematical equation for the general case can be readily cal- 
culated : — 

Suppose that the divisions on the scale are equally spaced and that 
each space corresponds to an equal increment in the quantity to be 
measured ; also that the quantity to be measured is given by a reading a 
on the scale and that it suddenly changes to 6. The hand will begin to 
move from reading a to reading 6 with a velocity v, and we will assume 
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that the damping force varies as v^. This damping foice must be equal 
to the force acting on the moving parts of the instrument whijch tend 
to move the hand from scale reading a to 6. This force in an instrument 
with a uniform scale will generally be proportional to the difference of 
a and 6, and it wiU be assumed that this is the case. Hence the force 
on the hand varies as 6— a, and this is balanced by the damping force. 
That is 



6— a=iv2 



(1) 



where fc is a constant. 

Now consider what the amount of movement wiU be for a time t 
which is so short that v may be supposed to remain constant. Let 8 
be the space moved through by the hand. Then — 



8=Vt 



t\/b—a 



(2). 



Now take a case similar to that indicated in Fig. 224, so that the 
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quantity to be measured remains at a for the short time t and at b for 
the short time t'. The true mean 

t+v 

Let m be the mean reading with the square law damping. Then in order 
that the hand should appear to remain at rest at this point, or rather 
that it should have a small and equal oscillation on both sides of it, 
the amount it moves up during t must equal the amount it moves down 
during t\ From equation (2) we get : — 

y/m—a t=Vb^in V (4). 

so that 

It follows that m can only equal M when t and t' are equal. 

If the damping force varies as v and not as v^ equation (2) becomes 

8=- and equation (4) becomes m—at=b—mt' m= ==M for 

k ^ t+t' 

all values of t, t\ a, and b. 

In the magnetic method of damping, the force varies as the velocity 
and the true mean is obtained. With liquid and air damping the force 
varies as the square of the velocity, unless the movement is extremely 
slow, when it varies nearly as the velocity. 

Probably the simplest instrument mechanically used on aircraft is 
the Pitot tube and manometer. Now it frequently happens that the 
tubes transmitting the pressure have to be carried a considerable distance 
so as to permit the manometer to be placed in a convenient position for 
reading, and the dimensions of the tubing have a considerable influence 
on the damping obtained. If it is found advisable to have a large amount 
of damping in the manometer it is best to have long tubes of large 
diameter. This gives the correct form of damping. Short tubes of small 
diameter will also give a large amount of damping, but in this case the 
damping force will vary as the square of the velocity of the air in the 
tube and the reading will not necessarily be the true mean. For the 
same reason it is inadvisable to cause damping by throttling the passage 
of the air by closing a valve, or by means of letting it pass through a 
small hole in a plate. 

Engineering instruments in general are more complicated, and it 
frequently happens that the damping obtained is due to the sum -total 
effects of (a) solid friction force due to the friction between pivots and 
jewels ; (b) fluid frictional force due to the retarding action of the medium 
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in which the system swings ; and (c) electro-magnetic retarding force due 
to the production of electrical eddy currents. With moving coil instru- 
ments and permanent magnets it is a comparatively simple matter to 
obtain electro-magnetic damping by having the former, upon which the 
coil is wound, of metal. For galvanometers in which an aperiodic motion 
is frequently desired the former is sawn through at one place and the 
gap bridged by a fine wire of the requisite electrical resistance. When 
the instrument is of such a type that the presence of a powerful electro- 
magnet is inadmissible, air or liquid damping is employed. An air- 
damper requires accurate construction if it is to be eflfective, as it depends 
for its action upon the compression of air on the advancing side of a 
vane and the rarefaction on the' receding side. The effect is negligible 
n open air and very slight in a chamber unless the leakage around the 
vane is very smaU. 

A type of air damper commonly used in electrical instruments is 
that shown in Fig. 225. It consists of two very 
light symmetrically disposed vanes, which are en- 
closed in chambers made as nearly air-tight as 
possible. These vanes are formed of very thin 
metal stiffened with ribs stamped into them and 
by the edges which are bent over to conform to the 
surface of the side walls of the chambers. The one 
form of damping which has to be rigorously avoided 
in any instrument is that of solid friction at the 
pivots. If present it produces an uncertainty in 
the readings which invariably increases with pro- 
longed use of the instrument, and it has the j^^^ 
disadvantages of being independent of the velocity C^«a. 

of the moving system and of its displacement. 

But little quantitative data are available as to the magnitude of the 
damping effects existing in standard types of instruments. The case of 
the prismatic compass, an instrument with the most elementary moving 
system, has been worked out by Mr. F. E. Smith, F.R.S., whose con- 
clusions as regards the various forms of damping obtained in this 
instrument are quoted below. He investigated the amplitude of swing of 
a compass needle under various conditions, and two of the curves obtained 
are shown in Fig. 226. The first set of curves A are typical of those 
obtainable with a good compass, i.e. one with negligible friction error 
at the pivot ; while the set B refer to one with big frictional error. These 
results were obtaiiw^d as follows : — 
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The moving system of the compasses were set oscillating in the usual 
manner, and the amplitude of each swing was noted until the systems 
came nearly to rest. For a maximum initial amplitude of 5° 
compass A made five complete oscLUations before the amplitude was 
reduced to 0-2°, while compass B made only two complete swings. The 
amplitude and number of swings have been plotted in the curve indicated 



by the points marked 
in the diagrams. The 
electro- magnetic damping 
was next ehminated by 
removing the swinging 
systems from the metal 
cases and enclosing in 
cardboard boxes covered 
with mica. Repeating the 
r/f, Z2o pxperiment, compass A 
I 2 3 * ^ made eight complete 

w-^a*-* o^ swi^ci swings, and compass B 

three complete swings. Ihe results are plotted and may be identified by 
the points marked x in the diagrams. The systems M'ere then placed in a 
glass jar and the aur exhausted, the pressure being reduced to 0-01 mm. 
Similar sets of observations starting with the same initial amplitude 
gave for compass A at least one hundred complete swings, and for com- 
pass B four complete swings. The results may be identified by the 
mark • in the diagram. 
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It will be observed that when the systems swing in vacuo, the plotted 
readings are on two straight converging lines. It will presently be shown 
that when solid friction alone has to be considered its effect on the 
final reading, i.e. the extent to which it makes the final reading uncer- 
tain, is equal to one-quarter of the diminution of amplitude of succes- 
sive swings. Thus for 

Compass A angle of uncertainty is about 0*06°. 
Compass B angle of uncertainty is 0'3°. 

Of course, compasses are not tested in this way to determine the 
angle of uncertainty or error due to solid friction. The method used is 
described later. It will be seen, from a study of the above curves, that 
the rapid reduction or damping of the oscillations caused by air friction 
and electro-magnetic action is very considerable. In the instance of 
compass A an oscillation of 5° amplitude (10° of swing) would, after 
one minute (the period was 4-5 seconds), be reduced to 4-3° by solid 
friction only,, but the air friction and electro-magnetic damping reduce 
the amplitude to a fifth of a degree in less than half a minute. And 
these forces produce no uncertainty in the readings. If the compass 
case had been of copper the electro-magnetic damping would have been 
much greater. By properly shaping the moving system it is possible 
also to increase the air friction. Indeed during the testing of compasses 
at the National Physical Laboratory numerous instances were met of 
qaarked air damping in ordinary prismatic compasses. 

In liquid compasses this damping may be made " aperiodic," so that 
the system when displaced from its position of equilibrium will not 
oscillate, but wiU return in a single movement to its position of rest. 
When the damping is excessive the time occupied in the return is much 
greater than the time of a complete swing when the system is only 
slightly damped. When the system is aperiodic and returns after dis- 
placement to its equilibrium position in the minimum time, it is said 
to be " dead beat " or critically aperiodic. Most liquid compasses are 
not quite dead beat but make at least one complete swing. If it is 
desired to determine the period of such a liquid compass difficulties arise. 
For instance, suppose the system to be displaced 10° and that it swings 
2° on the opposite side of the equilibrium position before it comes to rest. 
The time occupied in swinging from 10° to the equilibrium position is 
different from that taken from the latter position to a displacement of 
2° in the opposite direction. The half-period may be taken as the time 
occupied in passing from the 10° displacement to that of 2°, but it is 
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well known that the errors of such a measurement are considerable. If 
the period is desired it is best to displace the system, say 10°, by a magnetic 
field due to an electric current. Then switch off the current and note 
the time T taken by the system to first pass its position of equilibrium, 
and note the maximum displacement on the opposite side. Then the 
half period is given by the expression 

T/j 1— J where cot a=l-5 (log. d^ — log. rfg). 

rfj and dg are two successive displacements on opposite sides of the 
equilibrium position. 

Smith has given the theory by which it is proved that if an oscillating 
system is affected by solid friction only, the angle of uncertainty is given 
by one-quarter of the diminution of amplitude of successive swings. 

When there is no solid or fluid friction and no electro-magnetic forces 
tending to stop the oscillations, the time of swing of the system is given 
by the equation 

where T is the time in seconds of a complete swing, / is the moment of 
inertia of the system, M is the magnetic moment, and H the horizontal 
intensity of the earth's magnetic field. In England the value of H may 
be taken as 0-18 C.G.S. unit. Such a system will oscillate for ever, and 
the oscillations may be represented by a curve ABC, etc. {Fig. 227). 

A 




F/^ 227 



Let there be now a retarding couple due to solid friction. According 
to our knowledge this solid friction is independent of the velocity. Let 
the restoring couple due to solid friction be Z). When the magnet is 
displaced through a small angle d from its position of equilibrium, the 
restoring couple due to the action of the earth's magnetic field is M H 6, 
The ordinates of Fig. 227 may, therefore, be taken as measures of the 
amplitude and also of the magnetic restoring couple. The dotted lines 
O'P' and O^'P" are situated at a distance a from P, such that M Ha=D, 
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When the system moves outwards from to -4 the total retarding 
couple is M H d +Z), and varies continuously. When moving inwards 
from -4 to ^ the accelerating couple is M H d —D, and is a maximum 
at A and zero at E, After passing E the couple changes sign, i.e. D is 
greater than MHO, The passage from ^ to i^ is, therefore, dependent 
on the momentum of the system, and it is apparent that as the oscilla- 
tions diminish in amplitude the sj^tem may come to rest anywhere 
between the lines O'P' and 0"P'^. The rate of diminution of amplitude 
is easily found. Thus, when the system moves from A to O the acceler- 
ating couple at any point on A O a,t a, distance d from P is M H d—D, 
the sign of being changed on crossing P. This accelerating couple 
may be written as M H (d—a). If, therefore, we reckon angular dis- 
placements from the line O'P' we get symmetry of the curve A O about 
this line. Hence it follows that the part of the curve -4 ^ is similar to 
the part E O. Also the time taken for the system to move from -4 to ^ 
is identical to that taken for it to pass from E to 0. The decrease in 
amplitude in the half period is therefore 2a, and on each complete swing 
there is a loss in amplitude of 4a. The form of curve resulting is shown 
in Fig. 227 (curve A H K), 

The angle a is a measure of the frictional error, and is called the angle 
of uncertainty. If the system be set oscillating the final reading for 
bearing is uncertain, because of solid friction, by the amount a. 

It is apparent that if in a prismatic compass there is negligible air 
friction and negligible electro-magnetic opposing forces, the solid frictional 
error is readily measured by reading successive ampUtudes in the same 
direction and dividing the difference between them by four. But it has 
already been shown that in prismatic compasses the fluid frictional 
force and the electro-magnetic opposing force are by no means negligible, 
and because of these forces the oscillating system comes to rest much 
sooner than it otherwise would. 

It is evident that in practice the oscillating system will come to 
rest with an error averaging about J a, and if, therefore, a system is set 
oscillating a number of times in such a manner that the initial displace- 
ments are equal but opposite in direction for successive experiments, 
the average difference between two successive readings may be taken as 
a fair measure of the frictional error. 
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Velocity of Projectiles 



The highest speeds which have to be measured in practice are those 
of projectiles. The velocity of a shell of course varies from an initial 
maximum value attained shortly after leaving the muzzle of the gun 
to a low value at the end of its flight. The velocity usually measured 
is the jnaximum and is of the order of two thousand feet per second, 
although some of the modem guns are capable of propelling shells at 
the rate of nearly a mile a second. 

' The initial velocity of a projectile is an essential factor in ballistic 
calculations, consequently appropriate methods for determining this 
velocity have received much study diuing the past fifty years. The oldest 
method of determining the velocity is very 
simple, and consists of two electric circuits 
fixed at a distance apart. The shell breaks 
these circuits in succession, and the time 
interval between the rupture is measured. 

The chronograph employed in this work 

is known as that of Le Bouleng6. This 

chronograph {Fig. 228) is formed of two 

electro -magnets, joined in series with the 

batteries and the corresponding wire framer; 

which the shell ruptures. One magnet 

attracts a tubular bar of the chronometer 

which terminates at the top in a soft iron 

point and is enlarged at the bottom ; another 

magnet attracts a rod known as the register. 

The chronometer is encased in a thin zinc 

or copper tube. The register is of soft iron, 

has the same weight as the chronometer, and 

is pointed at the top and enlarged at the 

bottom. When the projectile traverses the 

f/g 328 first frame it interrupts the current of the 

/« Sou/enge c/ironograp/i electro - magnet and the chronometer bar 

begins to fall freely. When the shell traverses the second frame it 

interrupts the current of the second electro-magnet and the register 

then fails and releases a hook which liberates a horizontal spring 
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pointer, thus immediately striking the falling chronometer bar. The 
mark on this bar will be the higher the lower the initial velocity of the 
projectile. 

A test is first made in which the chronometer bar and the register 
fall simultaneously. The height A at which the former is struck corre- 
sponds with a time t which must always be allowed for in the subsequent 
measurement, as it represents the time required by the register to release 
the spring. According to the well-known laws of dynamics 

so that i—\J — 

in practice when a time T elapses during the passage of the projectile 
from frame to frame the mark on the chronometer bar corresponds with 
a time 

The difference between these two measurements gives the time required : 
the velocity being given by the formula 

Z) 



i 



./Z(V H-vh) 
^ 9 

The distance D is usually twenty to fifty metres and the time T Ues 
between 0-05 and 0-15 seconds. The chronograph above described is 
only capable of moderate accuracy, and in recent years has been super- 
seded to some extent by other appliances, such as the Aberdeen chrono- 
graph and the Einthoven galvanometer. 

The Aberdeen Chronograph. — ^This differs fundamentally from the 
Bouleng6 chronograph. It consists of a rotating drum maintained at a 
constant speed of revolution of an electric motor fitted with a centrifugal 
governor. Besides giving greater accuracy it has the advantage that 
the scale is direct reading, so that the velocity of the projectile can be 
obtained within ten seconds of firing the sheU. Instead of wire screens 
in the path of the projectile, screens of lead foil and paper are employed : 
the passage of the shot causes electrical connection between the two 
metallic sheets fixed on either side of a sheet of stout paraffined paper. 
Each time a screen is ruptured by a projectile the completion of the 
circuit causes a spark to puncture a record strip on the rotating drum. The 
chronograph drum consists of a hollow aluminium drum about twenty 
inches in circumference, mounted on a vertical shaft and rotating at a 
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conBtant speed of twenty-five revolutions per second. Within this drum 
is placed a record strip of prepared wax paper, which is held against the 
interior circumference by centrifugal force. The record atrip is of blue 
p&per coated white on one side with paraffin on which a spark produces 
a bright blue spot. When the motor is running at normal speed the 
linear velocity of the rim is forty-one feet per second. The record strip 
is spun into the drum while the latter is rotating, and is held there very 
smoothly and firmly due to the centrifugal force. As the projectile in 
its flight pierces the first screen the circuit of the primary of an induction 
coil is completed, the secondary sparking through the paper on the drum 




fig. Z2g - Sparff cJtren&gmp/f 

similarly for each screen in succeBsion. The motor is then stopped 
and the distance between the two punctures measured, and knowing 
the speed of the drum the time interval can be calculated. 

Tests show that velocities can be measured to an accuracy of 0*34 
per cent. The chronograph is calibrated by a ballistic instrument known 
as the " Fall." This consists of a vertical standard with an electric 
release permitting a ball to drop a standard distance. For convenience 
in use it is arranged that the interval is one-fifth of a second, so that 
there are five revolutions of the drum during the interval and the second 
spark should be directly under the first one on the strip when running 
at normal speed. The motor governor consists of a centrifugal device 
situated on the motor shaft, and rotatii^ with the armature. A weight 
acting against a coil spring moves with any variation in speed, cutting 
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in or out resistance in the motor circuit, and thus maintains the normal 
speed constant within a margin of 0-2 per cent. It will be observed 
that practically all methods in which minute intervals of time have to 
be recorded are based on the use of electrical impulses. The inertia of 
a purely mechanical system of recording is too great to permit of its use, 
and the problem resolves itself to devising means of rendering successive 
electrical impulses visible. The sparking method is generally the simplest, 
but it has the disadvantage of not giving a well-defined mark. If a current 
indicator is employed it must have an exceedingly short period to ensure 
that the deflection due to the first impulse has completely died away 
before the second impulse is received. At the present time two types 
of galvanometers or current indicators exist which meet these require- 
ments. The Einthoven galvanometer, originally devised by Professor 
Einthoven, of I^yden, for physiological investigations is a current indicator 
with a period of about a hundredth of a second. It is essentially of the 
** moving coil " type, the coil being reduced to a single wire or silvered 
fibre of about 0-003 mms. diameter stretched in a very narrow air gap 
between the poles of a powerful electro-magnet. So that when a current 
is passed along the fibre it is deflected in a direction at right angles to 
its length and to that of the magnet. The small movement produced is 
recorded by throwing an enlarged image on to a screen by means of a 
projector lantern and arc lamp, or on to a photographic plate. The light 
is directed past the fibre through two holes bored in the pole shoes of 
the electro-magnet. By the use of silvered glass for the fibre a period of 
as low as one three-hundredth of a second can be obtained. The tension 
is so adjusted in ppactice that the motion is aperiodic, i.e. imder an 
impulse the fibre makes one excursion and returns to zero. 

A general view of the instrument is shown in Fig. 230, in which the 
electro-magnet can be clearly seen, together with the horizontal tubes 
containing the lens system for projecting light on to the fibre. The 
fibre is enclo'sed in the vertical frame between the poles. In recent years 
the Boulenge method has been largely superseded by the Einthoven 
galvanometer and recorder for ballastic work and for gun calibration. 
It is used in conjunction with the usual form of wire screen. A current 
of a few milliamperes is sent through the circuit in series with the string 
of the galvanometer, and on rupture of the circuit the galvanometer string 
returns to zero. 

Messrs. F. E. Smith and D. W. Dye have devised a novel method 
of measuring the velocities of projectiles in which the usual wire or foil 
screens are replaced by several large coils of insulated wire connected 
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in series and in circuit with the primary of a transformer, the secondary 
of which is in circuit with the string of an Einthoven galvanometer. 
When a projectile passes through the coils a current is induced in the 
circuit, and this results in a momentary deflection of the galvanometer 



string. The photograph of the deflection as obtained on a fast-running 
cinematograph paper is in the form approximating to that of a complete 
sine wave {Fig. 231), The coils are set at a distance apart of a hundred 
feet or so, and the interval of time between the successive surges can be 
measured to an accuracy of about one fifty-thousandth of a second. A 
diagrammatic view of the arrangement is given in Fig. 232, 

The advantage of the method liesin the fact that no screens have to 
be replaced after each shot, and the experiment can be repeated as rapidly 



as desired. It is also free from the inherent defect of the wire screen 
method due to the projectile not always strikii^; the wires at the same 
point of its length. Time is marked on the tape by means of an electric- 
ally driven tuning-fork having a frequency of one thousand per second. 
Another specialised form of moving coil galvanometer possessing an 
exceedingly short period of vibration is the oscillograph, originally 
devised by Blonde], in France, the practical details of which were 
thoroughly worked out by Duddel in this country. The principle of the 
instrument will be understood from the diagrammatic sketch (Fig. 233). 
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In the narrow gap between the poles N S of a, powerful magnet 
are stretched two parallel conductors 8 s formed by bending a thin 
strip of phosphor bronze back on itself over an ivory pulley P. A spiral 
spring attached to this pulley serves to keep a uniform tension on the 
strips, and a guide piece L limits the length of the vibrating portion to 
the part actually in the magnetic field. 

A smaU mirror M bridges across the two strips as shown in Fig. 233. 
The effect of passing a current through such a ** vibrator " is to cause 
one of the strips to advance whilst the other recedes, and the mirror is 
thus turned about a vertical axis. 

In the Buddell oscillograph each strip of the loop passes through a 










separate gap (not shown in the figure). The whole of the *' vibrator," 
as this part of the instrument is called, is immersed in an oil-bath, the 
object of the oil being to damp the movement of the strips and make 
the instrument dead-beat. It also has the additional advantage of 
increasing by refraction the movement of the spot of light reflected from 
the vibrating mirrors. 

The beam of light reflected from the mirror M is received on a screen 
or photographic plate, the instantaneous value of the current being 
proportional to the linear displacement of the spot of light so formed. 
With alternating currents the spot of light oscillates to and fro as the 
current varies and would thus trace a straight line. To obtain an image 
of the wave form, it is necessary to traverse the photographic plate or 
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film in a direction at right angles to the direction of the movement of 

the spot of light. 

The period of an oscillograph can be made very high by increasing 

the tension on the strips and instruments with a natural period of vibra- 
tion of only one ten-thousandth of a second have 
been constructed. They are considerably less 
sensitive as current indicators than the Einthoven 
type instruments, and consequently cannot be 
used in experiments where only minute impulses 
are obtainable, as in the last-described method. 

The instantaneous response of the instrument 
to variation of the electric current passing through 
the strip is well illustrated by the curve below 
(Fig. 234), obtained by connecting the oscillograph 
in circuit with an electric lamp. It shows the 
rush of current through the filament of the lamp 
at the instant of switching on, owing to the low 

resistance of the filament when cold compared with the resistance 

when incandescent. 

The rapid decrease in the current during the first hundredth of a 

second due to the heating up of the wire is very striking. The curve 

was obtained by Mr. J. T. Morris for a ** Just Wolfram " lamp. 

Recently Messrs. Curtis and Duncan have employed the oscillograph 

for recording the motion of a gun during the period of discharging a 

shell. They arranged a system of contacts with a resistance connected 
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between each of them. A battery was connected in series with the 
oscillograph element, the sliding contactor, and this series of contacts. 
The motion of the gun caused the sliding contactor to move along the 
series of contacts, thus changing the current step by step in the oscillo- 
graph circuit. The apparatus was calibrated in advance, so that the 
amount of motion required to produce a certain definite step in the 
current value was known. As the timing lines were ruled on the same 
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film, this record furnished sufficient data to a distance-time curve of the 
motion of the gun during the firing of a shell. For timing they arranged 
a system whereby flashes of light fell across the film at regular intervals, 
thus ruling it in time units. These units could be made either one- 
hundredth or one-thousandth of a second. 
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CHAPTER VI 

MEASUREMENT OF FORCE AND THE COMPARISON 

OF MASSES 

Appliances for the measurement of force are generally known as balances, 
and one of their most extensive fields of application is in the comparison 
of masses, which operation is usually referred to as ** weighing." 



Standard of Mass 

In scientific work the metric system of weights is almost invariably 
employed, but for engineering work the pound is retained as the unit 
of mass and force. The merits and defects of this system of units 
cannot be discussed here, and the reader will find adequate discussion 
in standard treaties on mechanics. 

British Standard of Mass. — ^It is interesting to note that the oldest 
surviving British standards of weight date from the time of Queen 
•Elizabeth and consist of three distinct sets. The first set are beU-shaped 
standards of bronze for the heavier weights, and range from 56 lb. to 
1 lb. inclusive. From 1688 (the time of their construction) until 1824 
they were the standards of the kingdom. The second set is a series of 
flat circular avoirdupois weights, from 8 lb. to one-sixteenth of an ounce, 
and the third set a series of cup-shaped troy 
weights, which, with the exception of the very 
small weights, fitted into each other. These are 
based on still older standards. 

In 1844 a new standard, termed the Imperial 
Standard Pound, was constructed. This was made 
of platinum, 1-35 inches high, 1-16 inches in 
diameter, and of a density of 21 1572. It has a 
slight groove near its upper surface by which it 
may be moved with an ivory fork. Fig. 236 repre- 
sents a full-size view of the standard, which bears 
on its upper surface " P.S, 1844, 1 lb." : the letters 
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being an abbreviation for " Parliamentary Standard." It is, of course, 
the primary standard of this country at the present day, and its value 
is accurately known in terms of the International Kilogram. 

SECTION I 
Balances 

Balances may be broadly divided into three types : — 

I. The Suspended Pan Balance, which in its equal-arm form is used 
for all precision weighing, and to some extent for light commercial work. 

II. Spring Balances employed for domestic purposes, and sometimes 
in engineering work, for the measurement of force. 

III. Platform Balances. 

The Equal-arm Balance. — ^The equal-arm balance is universally 
adopted for scientific and analytical work on account of its great sensi- 
tivity and accuracy. This system of levers has the minimum number 
of parts and centres, consequently the least possible sources of error. 
^With a well-made balance it is possible to weigh a load of one thousand 
grams to one milligram — an accuracy of one in a million, which certainly 
cannot be attained with the same ease in the case of the majority of 
other physical measurements. 

The elements of a precision balance are well known and need no 
detailed description. 

Before passing on to an account of the modern appliances employed 
for accurate weighing in technical practice, a brief description will be 
given of the balances which have been developed for work demanding 
the highest possible precision, namely, the comparision of national 
standards of mass. This work is carried out at the International Bureau 
of Standards and Weights located at Sevres, near Paris. Xhe Bureau is 
maintained from subscription made by the various countries in the 
convention. 

Precision Balance for Verification of Fundamental Normal Weights. — 
For this comparison work of the ultimate standards with their copies, 
the balances employed are designed especially for the comparisons of 
very nearly equal masses. Such balances necessarily embody all the 
refinements which experience and scientific knowledge can suggest. 
The International Bureau possesses, for this work, probably two of the 
best balances that have yet been constructed. 

It was proved by Jolly and Crookes, half a century ago, that the 
greatest source of difficulty in precision weighing was the variations of 
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temperature and humidity of the air in the balance case. This renders 
the correction for air displacement somewhat uncertain ; besides, non- 
uniformity of temperature causes unequal expansion of the arms of the 
beam, and sets up convection currents. Hence a balance was constructed 
which could be operated in vacuo. 

f/i?.^ 236 Msfcuu^ 6alance eo/fA opsfaf/zf^ /77ec/}a/?fS/n 




The Vacuum Balance. — The balance was constructed by Bunge, and 
is so arranged that all the adjustments can be made from outside. More- 
over the control gear is at a distance of several metres from the balance 
to avoid temijcrature changes due to the presence of the observers. 



Fig. 236 shows the external arrangement of the balance and control 
pillar, while Fig. 237 is a sectional view showing tlie various part;; of 
the mechanism. The beam d swings on agate tables in the rigid frame c. 
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which frame also projects downwards in c^ ^ to carry the lower part of 
the structure. The relieving gear 6 has a vertical movement through 
the tube 6 from the cams g at the base, and is guided by roUers at its 
ends bearing on vertical rails inside the case. The relieving frame takes 
the weight of the hangers p off the knife edges as well as Ufting the beam. 
The weights under comparison are placed in position and interchanged 
for double weighing by a ** transporter," a rotating about a tube a. 

This arrangement has a vertical and rotating movement from g and / 
respectively. The vertical movement lifts the arms a, which are cut 
away to allow the pan supports to pass through them. The plates a lift 
the two kilogram weights, and rise sufficiently high to pass over the 
pan supports when the ** transporter " has to be rotated. The weights 
can then be carried around through 180 degrees and deposited on the 
pan supports in the alternative position. The pan hangers have com- 
plete freedom to swing by the use of three sets of knife edges. ^ 

Provision is made for arresting the oscillation, this mechanism being 
in the form of two small arms m bearing on a ring dF^ on the transporter. 
The vertical motion of the transporter causes a small cone on m to rise into 
contact with a cup on p, thus damping out any swinging motion. The 
levers are so arranged that the point m is depressed out of contact with 
the cup just before the weight is placed on the pan arm. The transporter 
gear serves the additional function of placing in position and interchanging 
the small weights necessary for counterpoise. For this purpose the upper 
end of the tube a^ carries an arm a^", this arm rotates around the axis 
and can take up, by virtue of the vertical motion it shares with the 
transporter, any one of a series of small weights in a rack (see Fig. 237) 
at the back of the case. These weights can be deposited in the U-shaped 
projections at the top of the pan hanger p. The operation of thfe arm a^" 
is arranged to take place with only a partial lift of the transporter, so 
that the main weights on the pan arms' are not disturbed. The deflec- 
tion of the beam is observed optically by the use of a mirror and prism 
in the usual way. The curious arrangement of balance weights for keeping 
the cover glasses down on the windows will be understood from a study 
of Fig. 236. 

The other balance, also capable of being operated from a distance, is 
shown in Fig. 238. This was designed for ordinary comparison work, 
in which the highest attainable order of acciu-acy was not desired. Read- 
ings are taken by means of a telescope and scale from a distance of 

* Some particulars concerning the compensated pan svuspensions will be found on 
page 233. 
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three to four metres, but balances of a similar type have been made 
without the transmitting gear. 

On examination of Fig. 238 it will be observed that a horizont*! 
mirror is attached to the beam of the balance, the light rays being re- 
flected to and from it by another fixed mirror just above, set at an angle 
of forty-five degrees. 1 he weights are interchanged in the two pans by 



an automatic device operated by levers different from the one previously 
described. In the first movement each weight is Hfted off its pan, they 
are then placed on the adjacent platforms attached to the vertical pillar, 
these rotate about the pillar, and in the next operation the weights are 
transferred on to the scale pans. The small weights required to produce 
exact equilibrium can also be applied from a distance and automatically 
register themselves on the scale of a separate apparatus fixed in the 
balance. Balance operation from a distance ia not favoured in routine 



CHAP. VTj AND THE COMPARISON OF MASSES 225 

work even when precision weighing has to be done, owing to the costly 
and cumbersome gear that it involves. 

The Bureau discovered another minor disadvantage of the systt^m 
on one occasion, tor it ia related that the 
balance (Fig. 238) behaved in a most erratic 
manner during the course of some com- 
parisons. Careful examination of the balance 
at close quarters proved that the disturb- 
ances were due to the presence of a minute 
insect promenading along the beam ! 

Disturbances due to Temperature Fluctua- 
tions. — As already stated, one of the greatest 
practical difficulties encountered in accurate 
weighing is the - influence of temperature 
fluctuations. I'he expedient of evacuating 
the case cannot be employed for ordinary 
work, but experiments have shown that a 
very substantial improvement in the steadi- 
ness of a balance can be effected by enclos- 
ing it in a metallic case with a perforated 
base to allow the suspension wires of tlio 

pan to swing freely. The 
I author has not been able 
' to trace the origin of this 
idea, but it ia recorded that 
a balance of this tyjie was 
constructed in 1893 .for the 
Russian chemist Mendeieef , 
by Oertling. A modern 
form of i)rotected beam 
balance is shown in Fig. 
239. The balance is fitted 
with a double front slide, 
and the beam is jirotected 
with a mahogany ba.ie 
covered ^vith magnalium or 

I copper. In some balances 
bafile-plates are secured to 
the pan suspension wires 
and pointer immediately 
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below the base-plate of the inner case. These baffle-plates intercept 
and deflect any convection currents from the operator's hand, and so 
prevent them from obtaining access to the beam through the openings 
in the base-plate. 

Manley has published some data on the variations in temperature 
within a balance case in the neighbourhood of the beam. The tempera- 
ture was measured by means of a large resistance thermometer so dis- 
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posed as to give the mean temperature. The order of the variations 
can be seen from a study of diagram (Fig. 240), the ordinate scale of which 
is ^0 0° C. per division. Curve A represents the oscillation when not in 
use ; Curve B the violent oscillation of temperature caused by the 
presence of the observer loading and unloading the pans, both curves 
referring to an unprotected beam. Curve C was obtained with a protected 
beam during loading and unloading, and the improvement effected is 
marked. An additional advantage of the protecting case is that it 
protects the beam from dust. 

Factors Governing the Sensitivity of a Balance. — ^It can be shown by 
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a consideration of the statics of the problem that the sensitivity /S of a 
balance is given by the equation : 

jg__ { /j\ 

S=sensitivity, is defined as the ratio — 

dw 

Where d = deflection, dt/;= increment of weight added. 
And Z=length of the beam, 

pr=total load on both knife-edges, including pans, 
t/;i=weight of beam, 
A = distance of centre of gravity of beam below plane of the 

end knife-edges, 
A ^= distance of central knife-edge above the plane of end 
knife-edges. 

It will be observed that the sensitivity decreases if A ^ is appreciable. 
The period of vibration of the beam can be expressed as 

T^^J'^'^^' —,2) 

Where ir=radius of gyration of the beam about the central knife-edge, 
gf= acceleration due to gravity. 

The above equations indicate the two incompatible conditions which 
confront the designer of a balance. High sensitivity is obtained by 
making the beam long, while, on the other hand, a quick period for 
rapid weighing requires the beam to be short and its radius of gyration 
small. There is a tendency to obtain the required sensitivity by greater 
magnification of the deflection and to keep the beam short. The short 
beam has the advantage of reducing the radius of gyration, the weight 
of the beam and increasing the stiffness, thus tending to maintain the 
knife-edges co-linear. 

The Balance Beam : its Design and Adjustment. — ^The beam is the 
principal element in all appliances designed for the measurement of force 
or the comparison of masses. Hence its design and construction merits 
careful study, since it is often the limiting factor in fixing the accuracy 
attainable in the measurements. In practically all balances for scientific 
work the arms of the beam are made equal to facilitate verification of 
the adjustment by merely interchanging the loads in the two pans. A 
typical form of heavy beam is shown in Fig. 238. This is constructed in 
the form of a triangle so as to obtain the minimum mass. The design of 
the beam varies considerably according to the predilection of the manu- 
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facturer. Some modem designs are shown in Figs. 241, 242, and 243. 

In the form shown in Fig. 241 an endeavour is made to utilise the rider 

bar as a structural element in the beam. 
Fig. 243 illustrates a balance beam con- 
structed of a double triangulated plate 
of aluminum alloy. This gives great 
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load - carrjdng capacity 
without distortion. In 
all cases the central or 
main knife-edge is de- 
signed to carry the load 
distributed along its en- 
tire length. 

These beams are made 
of cast metal, and it is 
important in the manu- 
facture that a thick layer 
of the surface should be 
machined away to elim- 
inate casting strains and 
distortion. Bunge, of 
Hamburg, endeavoured 
to overcome the inherent 
trouble due to casting 
strains by constructing a beam entirely 
from copper-nickel alloy rods and sheet 
metal. This mode of construction has the 
incidental advantage of making the coplanar 
adjustment of the knife-edges a very simple 
matter by merely shortening or lengthening 
one or other of the rods constituting the 
structure. 

A modem improvement in design is to 
arrange the end knife-edges within the trellis 
work, as it has been found that if the knife-edges are attached to short 
extensions of the beam outside the trellis configuration there is a 
marked flexure in these extensions. This results in a variable sensitivity 
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due to the lowering of the end knife-edges. This defect is avoided in 
the design of beam shown in Fig. 241, in which it will be observed the 
end knife-edges are fixed within 
the triangular structure. 

Material for the Construction of 
the Beam, — ^The chief requirements 
in the properties of the material 
for making a balance beam are 
rigidity, non-oxidisability, and low 
specific gravity. Brass is now re- 
placed to a large extent by the 
well-known aluminum alloy mag- 
nalium, consisting of 86 per cent 
aluminum, 13 per cent magnesium, with silicon iron and copper as 
impurities. For trade balances iron is almost exclusively used, and 
there is not much advantage in making the beams of trellis form, 
since ample sensitivity for the purpose is obtainable with the cheaper 
construction. 

When a beam is made of oxidisable metal it is, of course, necessary 
to protect it, and at one time a coating of lacquer was universally used. 
Warburg and Ihmori condemn the use of lacquer owing to its hygroscopic 
properties. The alternative is gilding, and this has to be done with great 
care, since the presence of traces of cyanide salt in the pores and inter- 
stices leads to the formation of alkali carbonate, resulting in fissures. 
Moreover, the salt produced is strongly hygroscopic. Nickel plating or 
platinising seems to be the most stable covering. 

Adjustment of Steel Knife-edges by Grinding. — Cheaper balances 
have their knife-edges, usually of steel, dove-tailed into the beam. The 
methods employed for adjusting such knife-edges vary with different 
manufactures and is usually effected by distorting the beam by hammer- 
ing. The grinding method devised by Hasemaun, twenty-five years ago, 
has the merit of being based on sound mechanical principles, so a brief 
description of it may be of interest. 

The central knife is ground true and finished before insertion, while 
the end knife-edges are ground in position as follows : 

The beam is set in a jig (Fig. 244) consisting of an accurate plane 
surface D and the facing E, The inner face of the knife-edge E is then 
ground by the rotating grinding disc F, whose plane is accurately parallel 
to the line of intersection of E and A. Hence the ground face is parallel 
to that of the central knife-edge. The beam is then turned length-wise, 
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about an horizontal axis, to the position indicated by the dotted knife- 
edges. The outer surface of the knife-edge B is then caught by the upper 
surface of the grinding disc F. Since the grinding surfaces of the disc F 
are separated by the thickness of the wheel for the new position, the 
beam must be moved up or down, or laterally, to make room for the 

Gr/nc/i/yg y/g fcpr ac^/i^sf/rye/?/- cf jfee/ 




grinding disc between the two positions. Hence a second vee is pro- 
vided for the central knife-edge, against which it is held from below and 
indicated by D^ E"" in Fig. 244. 

The second ground face on the knife-edge B will obviously be also 
parallel with the central knife-edge, so the line of intersection of both, 
i.e. the knife-edge will be parallel with the central axes. Similarly the 
knife-edge B is ground parallel to the central axes. A further condition 
which has to be complied with is that the knife-edges B and B^ be equi- 
distant from A and lie in the same plane as A . Both these requirements 
are met by fixing accurately adjusted stops Pi Pi so that after the com- 
pletion of each grinding operation any one of the planes of the balance 
beam becomes exactly parallel to its original position. The stops prevent 
further grinding when the normal position is reached. By a slight modi- 
fication and elaboration of the method it is possible to arrange a jig 
such that the beam is always laid in the bed from above. 

Knife-edges. — The knife-edges of accurate balances are always made 
of agate or rock crystal, on account of the necessity for a hard, non- 

4 

rusting surface. The use of these materials has the incidental disad- 
vantage of liability to chip, and, moreover, 
agate appears to be strongly hygroscopic. 
Means of adjusting the end knife-edges to 
/^tX P4r5 obtain equal arm length and parallelism 

• of the three knife-edges are usually pro- P-^ £4^ 

vided. Although in the cheaper types of chemical balances 
the knife-edges are fastened in triangular blocks of steel, dovetailed in, as 
shown in Fig. 245, and consequently no fine adjustment is possible. 






fig.^247 A 
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A better method of attachment is shown in Fig. 246. Here the 
knife-edge block is held down by a screw passing through a slotted hole, 
and traverse motion is obtained by the aid of the screw bearing against 
the side of the block. For the best class of balance»< more elaborate 
methods of attachment are employed. Two forms used by Sartorius 
are shown in Fig. 247, A and B. , , , , ^ 

The agate kmfe-edge is fixed ^^^^^^^, ^ ,f,, ^,^^ 
in a casing, which is pushed 
into position on the end of the 
beam. The casing rests either 
as shown in type A with a cylin- 
drical arch upon a wedge, or 
upon a plate or face-spring, in 
type B. Through the sides and 
bottom of the casing are tapped 
five screws, so that the screws 
1, 2 lie in an horizontal and the 
screws 2, 3 in a vertical plane. 
Just according as to whether 
one is working with each set of 
screws the knife-edge is turned 
about vertically or horizontally. 
The correct position of he^ht, 
according to type A, is attained 
through the wedge by means of the screw 6, whilst the first adjustment, 
that of arm length, is attained through 7. For the accurate setting of 
the equality of arms the screws 4 and 6 are used ; through these a turn 
of the knife-e(%© about the middle point of the cylindrical arch can be 
effected. In type B the correct position in height of the knife-edge is 
attained by moving the pressure screw 6, which presses against the 
spring face, as also by the screws 5 and 4. The task of adjustment is 
exceedingly laborious. Only by numerous weighings can existing errors 
be detected and rectified, and it is assumed that only slight adjustment 
is necessary, since the methods of construction employed ensure, in the 
first instance, a reasonable degree of accuracy. 

Walker states that the following procedure is employed by the 
makers :— 

The central knife-edge is first set at right aisles to the plane of the 
beam, by means of a square ; the three knife-edges are now adjusted to 
be in the same plane by means of a carefully made straight metal bed, 
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The beam is rested on this by its central knife^-edge, and one of the 
terminal knife-edges having been brought to the level of the bed by a 
straight-edge placed along it, the other knife-edge is then adjusted till 
it is in this plane : this is tested by placing a second straight-edge across 
the bed over first one end and then over the other end of the knife-edge. 
This adjusted knife-edge is then used in the same way for adjusting the 
first to touch the straight-edge along its whole length. Large adjustments 
have to be made by packing or filing, but the knife-edge can be slightly 
raised or lowered by tapping with a flat hammer the lower or upper part of 
the vertical side of the beam near the knife-edge. The arms are then made 
equal and the knife-edges are set parallel by direct measurement, the final 
adjustment for the equality of the arms being made with the balance 
itself. It is a most important matter to test whether the adjustments 
made in this way are free from errors which can be detected by the use 
of the balance. The first test is for the parallelism of the knife-edges : 
an error in this may occur in two ways, either in a horizontal or in a 
vertical direction, causing respectively a change in the position of equili- 
brium and in the sensitivity when there is a shift of the point, in which 
the vertical through the centre of mass of the pan and its contents cuts 
the knife-edge. To test for the first of these errors a mass P is suspended 
from one end of the knife-edge and counterpoised by a mass suspended 
in the other pan : P is then shifted to the other end of the knife- 
edge ; any change in the position of the equilibrium will indicate that 
that end of the knife-edge at which P appears lightest is nearest the 
vertical plane through the central knife-edge. 

The error in the vertical plane is tested for in a similar manner : the 
sensitivity is determined when the mass P is in the two positions, and 
that end will be lowest at which the sensitivity is least. The accuracy 
of the positions of the knife-edges is next tested : to test whether the 
three knife-edges are in the same plane the sensitivity of the balance is 
determined for different loads ; if this remains constant the adjustment 
is correct. Only in the highest class of balances, such as the Bunge and 
Sartorius, are means provided for altering this adjustment, but in cases 
in which adjustment is possible the procedure is as follows : 

The beam is poised without the pans and the position of equilibrium 
noted : the sensitivity corresponding to the same position of equilibrium 
is determined when a mass P is suspended from the knife-edge A : the 
masses suspended from the knife-edges are then doubled and the gravity 
bob adjusted until the sensitivity is the same as in the former case : the 
bob is moved back through double the distance moved and the knife- 
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edge A then adjusted until the same sensitivity is obtained. It is assumed, 
of course, that the gravity bob moves in a vertical direction. The 
correctness of this method may be proved by working out the statics of 
the problem. 

The equality of the arms of the balance is shown by there being no 
change in the position of equilibrium when equal masses are placed in 
the pans : if they are unequal, one knife-edge must be adjusted till this 
condition is satisfied. 

Method of Pan Suspension from Beam, — ^Theoretically the three 
knife-edges of a balance should be perfectly parallel and the two end ones 
in the same plane. These conditions can only be approximately realised 
in practice in spite of all the adjusting contrivances on the knife-edge 
carriers. It is, of course, obvious that for most purposes the accuracy 
obtainable with such adjustments will be suflBcient, but in the balances 
of the highest precision it is usual to provide means of compensating out 
the small residual errors. Hence it is definitely assumed that the knife- 
edges are warped in both the horizontal and the vertical plane. The 
consequence of such warping is that the beam is of an indefinite length, 
varying according to the point at which the resultant of the load on 
the pan intersects the knife-edge. So it is necessary to insert in the 
pan suspension a joint which ensures that the load is always applied to 
the knife-edge in exactly the same line whatever may be its position in 
the scale pan. The arrangement of 
plan and knife-edges to satisfy this is 
shown diagrammatically in Fig. 248. 

.On the end knife-edge X X rests a 
plane surface which carries a frame- 
work. The framework rests on the top 
of the plane surface along the axis Y Y 
at right angles to X X, The pan is sup- x /y^ £48 

ported on the knife-edge Z Z parallel /^/aryra/n/7?af/c j/re/cA ^ c^/77/?efTjafeef 
to X X and perpendicular to Y 7. ^^^^ -^(^jpe^jio^ 

It will be observed that freedom in two planes is obtained by the 
axes X X and Y 7, and it would appear as if the axis Z Z were redundant. 
It is, however, essential, since the knife-edge X X cannot be regarded 
as a line of no width, but rather as a cylinder of small radius. Any rolling 
of the table on this cylinder would necessarily alter the effective length 
of the balance arm, so this possibility is eliminated by allowing the pan 
support to roll on Z Z. 

In the vacuum balance already described (page 221), this device is 
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incorporated with an inversion in the knife-edge and table Y Y, as 
shown in Fig. 249. Hence, in this balance, there are a total of seven 
knife-edges, and in addition the precaution is taken of centring the load 
by repeatedly arresting and lifting the load off the 
pan by the automatic devices already described. 

Quick - loading Devices. — It is a curious fact 
that in spite of the considerable time absorbed in 
changing weights during a weighing operation the 
various devices which have been brought out to 
expedite, the work have met with but Umited 
favour, owing, presumably, to the initial extra 
cost. One of the earliest devices to facilitate 
weighing, and the only one which has come into 
general use was the movable rider which is 
familiar to every one who has had occasion to use 
a modem balance. One of the troubles with the 
early forms of balances so fitted was the frequent 
loss of the rider when the carrier was brought too 
quickly up against the stop. This defect has now been largely eliminated 
by the use of the mechanical contrivance shown in Fig. 250. From a 




Fig. 249. 
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study of the illustrati()n it will be seen that the forked end of the rod 
clamps the rider as soon as it is hfted clear of the beam. 

Another very simple device for clianging the fractional weights is 




shown in Fig. 251. Each arm carries a small weight in the form of a 
bent wire. These weights are of such values that they produce equal 
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moments about the central knife-edge when lowered into their appro- 
priate notches. The ten arms are of uniformly graduated ler^h, so the 
weights are deposited in Successive notches by the rotation of the arm. 

Another device to effect the same result for weights from one gram 
upwards consists of a special form of balance pan with a series of cups 
in the form of a vertical tier (see Fig. 252). Bods project in from the side 
of the case and cany the weights at 
their ends. When a rod is pushed in 
the weight is placed over the appro- ^ 
priate cup and the balance pan when 
released takes the load. The cups are 
slotted out to clear the arm. With 
this system subdivisions of the gram 
are obtained by the use of a rider 
arm in the usual manner. 

In the Heusser Balance the weight- 
changing mechanism represents the 
lever motion seen on typewriters, and 
the balance has been developed with 
the special object of facilitating the 
weighings necessary in analytical work. 
A general view of the balance is shown 
in fig. 253, while Fig. 254 illustrates 
the weight - changing mechanism in 

greater detail. The pan-hanger on the right carries a perforated plate or 
grid. Behind this pan-hanger a short column is solidly mounted on the 
base-plate carrying nine movable levers. The front end of each of these 
levers carries an upright conicaUy-tipi>ed staff which moves centrally and 
vertically through the perforations of the grid. The levers are operated 
from the outside by means of depressible push-keys, and located in front 
of the balance. Illustration shows seven levers in their uppermost position 
with the weight at rest and two levers in their lowermost position with 
the weights deposited upon the grid. The weights are in the form of 
discs, each disc having a central perforation. At rest they arc supported 
by means of the conically tipped staffs which extend partly into the per- 
forations ; whenin use they are deposited in counter-sunk holes in the grid. 
These weights may be deposited and again picked up independently of 
each other and while the balance beam is free to swing by simply pushing 
the depressible keys up and down. The value of each weight is marked 
upon an index plate placed above the keyboard. The capacity of th? 
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weights is 221 miUigrams for Assay Balances, and divided &s follows : 
1, 2, 3, 5, 20, 30, 50 and 100 milligrams. For extremely delicate weighings, 
where the i milligram rider is used, the capacity is only 121 milligrams, 
and for Analytical Balances the weights are ten times heavier, or 2220 
milligrams in all. 

Another novel feature of this halance is the mechanical pan extractor 
seen on the left-hand pan in Fig. 253, which enables the operator to set 



Fig. SSS.^The Heuaser Balance. 

the assay " button " on the pan and get it out again without opening 
the balance door. 1 he balance pan is supported in the centre of the 
hanger frame. Behind this frame a vertical post protrudes from under- 
neath the balance sub-base. This post is actuated through the knob 
located in front of the balance and has an alternative vertical and 
horizontal motion. At the top of this post is clamped a horizontal arm, 
which reaches forward into the hanger frame. The forwr,rd end of this 
horizontal arm has three centrally projecting prongs, into which the 
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balance pan fits. A round hole, Ij inch diameter, is drilled into the 
glass panel of the balance door, through which the pan is brought outside 
of the balance casing. This hole is covered by a glass shutter, which is 
automatically opened and closed through the operation of the front 
knob. 

Operation. — When the vertical post with the horizontal arm is in its 
lowermost position, then the balance pan has been placed upon the 



Fig. 264.— Detail of the multiple weight attaehment. 

In tlie configuration shown two of the keys outside tho 
balance-case have been deprpsEted, and the correnponding 
weights are depoailed on the (jrid. 

hanger and the balance is ready for operation. In order to extract the 
pan, the knob in front is turned one-half turn in a clock-wise direction, 
which brings the post with the arm and the pan back into their upper- 
most position. PuUing the knob forward opens the shutter automatically 
and brings the pan outside of the casing. In order to replace the pan 
upon the hanger the order of all motions is reversed. The knob is pushed 
back to the stop which allows the shutter to close automatically. Turning 
the knob in the counter clockwise direction places the pan again upon 
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the hanger. All motions are limited by stops. The possibility of up- 
setting the pan and hanger through false movement is eliminated by 
means of automatic locking devices. The door may of course be raised 
or lowered in the same manner as in an ordinary balance, provided that 
the pan extractor is pushed back. 

Novel Types of Balances for Special Purposes. 

The preceding types of balances are designed for the routine weighing 
operations encountered in scientific work. In addition to these there 
are a number of appliances belonging to the same general category which 
have been developed to meet special requirements, such as the accurate 
measurement of the force on aircraft models due to wind velocity ; the 
determination of the specific gravity of gases ; the measurement of 
electric currents ; and the weighing microscopic quantities of material. 

Balance for the Measurement of Forces on Models. — In the develop- 
ment of aeronautics experiments on scale models have proved to be of 
immense value in settling points of design and in enabling a prediction 
to be made beforehand of the stability of new types of machines. With 
the aid of an appropriate form of balance -it is possible to measure the 
various forces on a model placed in a definite wind-stream with consider- 
able exactitude. 

Before passing on to a description of the balance it might be remarked 
that a wind-channel consists essentially of a long rectangular box through 
which air is drawn at a steady velocity by means of a fan fixed at one 
end. Uniformity of flow over the greater portion of the cross-section 
of the channel is obtained by two honeycombs, one at each end ; the 
first being at the mouth and the second in front of the airscrew. For all 
practical purposes the velocity may be taken as uniform to within six 
inches of the sides, where it falls off' rapidly. The velocity of the wind 
stream is usually obtained by means of the Pitot tube and tilting gauge 
described in the last chapter. About midway down the channel tie 
model under test is placed fixed to the vertical arm of the balance, as 
shown in Figs. 266 and 266. 

This balance was designed by Bairstow and the staff of the National 
Physical Laboratory for the experimental investigation of the stability 
of aeroplanes. The main part of the balance consists of two arms at 
right angles, each arm being coimter-balanced. The central lines of these 
arms meet in a point at which a steel centre is fixed. The weight of the 
balance is taken on this point, which rests in a hollow cone in a column 
from the floor. The vertical arm of the balance passes through the under- 
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side of the chaimel and supports the model under test. The horizontal 
arms are very carefully set parallel and at right angles to the wind direc- 
tion. This ^st arrangement of the balance allows of the measurement 



of the forces on the model &long two fixed rectangular axes, the cross 
wind, C, and down wind, D, the balance being prevented from rotating 
by the use of a spring clip and strut, on one arm. The model may be set 
relative to these axes by means of a graduated circle on the upper part 
of the balance. 
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The forces on the model due to the wind are measured by weights 
hung on the ends of the arms and a sliding jockey, oscillations being 
damped out by an oil dash-pot at the lower end. This dash-pot is divided 
into four compartments to admit of greater or lesser damping indepen- 
dently on either axis. In the estimation of the moments M, about 
the vertical axis, a cup is brought up into contact with the lower end of 
the balance, and the balance released to turn about the vertical axis. 
The moment is measured by means of a cantilever spring displaced by 
micrometer, a microscope and cross-wire being used to adjust the balance 
to. its zero position. 

Still another arrangement is employed to measure the vertical lift L, 
This is effected by Ufting the entire balance parallel to itself by means of 
two levers, a heavy counterpoise being used on one lever while the other 
is utilised for measurement of the variation in the force due to the wind. 
This measurement involves a troublesome correction due to decreased 
pressure in the channel tending to lift the oil seal at the point where the 
vertical arm of the balance enters the channel. Enclosing the entire 
balance and observer in a chamber in pressure equilibrium with the 
channel would probably ehminate this and other practical difficulties. 
In measuring the forces on wing sections and certaiA other stream line 
components, it is possible to have a ratio as high as 18 to 1 between the 
forces on two arms, and it is therefore extremely important that the 
axis of one arm should be along the wind in order to avoid a component 
of this force coming into the measurement of the other. Great care is 
therefore necessary in setting up the balance to verify by actual experi- 
ment that this adjustment is correct. 

Four balance weights are provided at the base of the vertical arm of 
the balance, by means of which the centre of gravity of the rotating part 
of the vertical arm and the model attached to it can be arranged to lie 
in the axis of rotation when the angle setting of the model is varied. 
On the lower part of the balance, weights can be placed which permit 
changes to be quickly made in the sensitivity. The normal sensitivity of 
the balance is about one-thousandth of a pound, and a single steel point 
has been found capable of carrying a load over 120 lb. dead weight. 

Extrapolation of Data for Models to Full Scale. — ^The conversion of scale 
model results to data for the full-sized machine is based on the Principle 
of Dynamical Similarity already referred to in connexion with the flow 
of fluids in pipes. As we are considering bodies of identical shapes, but 
different in size, the length I of one part will determine the size of the 
body. 
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On consideration it will be seen that the forces acting on a body 
t)laced in a wind -stream can only depend on the size of the body, its shape, 
the density and viscosity of the air. Hence the expression for the resist- 
ance of the body must contain these quantities and these quantities only, 

aiid, fiirther, it must be of the dimensions of a force, i.e. - i,^ - 

M denoting mass. 
Li „ length. 

T „ time. 

So if the quantities / the length ; p the density ; t] the kinematical 
viscosity, and F the velocity are grouped together in an expression which 
has the dimensions of a force, this will be the function for the resistance 
of the body. Now the dimensions of these quantities in terms of length, 
mass and time are : — 



Density 
Velocity 



M 
L 

Kinematical viscosity*— 

Since these quantities alone enter into the expression for the resist- 
ance of the body it follows that the general form p^ VH ^ tf, or a series of 
such terms, must be capable of expressing the resistance provided that 
the values of the indices x, y, z and Wy are chosen to give it the dimensions 
of a' force to the expression. By substituting the dimensions of p, F, 
etc., it can be shown that expression reduces to 

Vl\w 



pVH^{y}) 



VI 
In which 5 cannot be determined, since the quantity — has no dimen- 

sions. Hence the law of resistance must take the form 

R=pVH^f(JS\ 

/Vl\ 
the exact form of the function /( — \ being mathematically indeterminate 

and can only be found by experiment. 

♦ As previously explained, the kinematical viscosity is the (viscosity /density) and 
since the coefficient of viscosity of any fluid is defined as the tangential force on unit area 
over one face of a plate of a fluid which is required to keep up unit distortion between the 

faces, it follows that it has the dimensions — so that the kinematical viscosity wiU be 
of the dimensions ~, 
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So that two geometrically similar bodies of two sizes moving at different 
speeds will have the same form of expression for the function, but the 
values of VI will be different in the two cases. 

If, however, comparisons are made in one medium, for example, air, 
p and rj are identical for the two cases, and if the appropriate values of 
V are chosen so as to make FjZi equal to Vg/g the resistance coefficient 
wiU be the same. 

The general formula 

serves as the basis for correlating experiments with different-sized models 

and comparisons with full scale, since it is clear that the form of the 

/Vl\ 
function / ( - ) can be determined if a series of values of the resistance 

B VI 

coefficient ^^ are plotted against the corresponding values of - • 

Prom such a curve the value of the resistance coeflScient can be obtained 
for any particular values of VL 

It is found by experiment for most stream-line bodies the value of 

the fi — \ approximates to a constant for high values of VI, and the re- 
sistance then varies as F^, as shown by the above formula for -8. Assum- 
ing this constancy in the value of /( - ) to hold up the values met with 

in fuU Bcale machines, it is obviously possible to predict its performance. 

Owing to practical difficulties the values of VI used in model experi- 
ments are relatively small compared with those for a full-sized machine, 
their usual magnitude rarely exceeding one-tenth — also the function 
varies somewhat rapidly over the experimental range, and in view of 
the instability of the flow in the vicinity of the model several resistance 
curves may be obtained for the same body. So it is essential that the 
correct curve for extrapolation is foui\d by using sufficiently high values 
of VL 

In predicting the performance of full-scale machine from models it 
must ako be remembered that no account is at present taken of the 
propeller wash which is an important factor. As an extreme example of 
this effect it might be mentioned that it is necessary to multiply the 
values found for the control forces on the tail plane and elevator from 
model experiments by an empirical factor which is approximately two. 

Wind channel experiments are capable of affording useful information 
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and comparative data as to the design of parts such as wing sections, but 
an accurate and comprehensive series of experiments on full-scale machines 
are required to estabUsh definitely the form of the VI curve at the actual 
values relating to aircraft. Such experiments can only be carried when 
accurate instruments become available for the measurement of speed, 
engine thrust, true horizontal and vertical axes. 

Balance for the Determination of the Specific Gravity of Gases. — The 
specific gravity of a sample of gas is a physical constant which is fre- 
quently required. The standard method of weighing a container full of 
gas, then exhausting and weighing again, is a tedious operation, since the 
weighings must be done with a high degree of accuracy to obtain the 
small difference due to the weight of the gas. 

Another method which has been used successfully by Gray, Aston, 
Ramsay, Edwards, and Hans Pettersson, is based upon the fact that the 
buoyancy effect of a gas is directly proportional to its density. Since 
the density is proportional to the pressure by varjTng the pressure of 
the gas it is possible to adjust the buoyancy force upon an object weighed 
in it within certain limits. Hence the ratio of the densities of two gases 
may be calculated from the values of the pressures at which they pro- 
duce the same buoyancy effect under the same conditions. This method 
was found to be particularly convenient in the determination of the densi- 
ties of the rare gases owing to 
the fact that minute quantities 
of the gases sufficed for the ex- 
periment. The essential com- 
ri ponents of the balance employed 
will be seen from Fig. 257. ■ 
n f1 Ihe balance beam B carries 

^ £j^ at one end a sealed globe G and 

/i/a0f^m ^fa. a counterpoise at the other. In 

vacuo the moment of the globe 
about the knife-edge exceeds that of the counterpoise, and equiUbrium 
is obtained by varying the gas pressure in the enclosure until the 
buoyancy effect on the globe is sufficient to counteract this. Then the 
value of this pressure is proportional to the specific gravity of the gas. 

The most recent type of micro balance is that described by T. S. 
Taylor in the Physical Review, 1917. He found that balances having 
knife-edge and plane supports did not possess an entirely reliable zero 
position, and was led to try a quartz fibre instead of the knife-edge 
support. His method of construction was as follows : — 
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The balance without its case is shown in Fig. 258. It consists essenti- 
ally of two parts : a framework of small quartz rods having a bulb 
and counterpoise, and a large quartz rod bent up in the shape of a 
flattened U between the legs of which the framework was suspended by 
quartz fibre. The framework or beam was made of quartz rods about 




M/crO'6a/ance 
for afe/;s/fi/ of^a^es 

three-fourths of a millimetre in diameter. A hollow bulb H^ about one 
centimetre in diameter, was attached at one end of the longer diagonal of 
this framework, and a solid mass of quartz / was attached at the opposite 
end of the same diagonal as a counterpoise. Such a framework is readily 
made by placing the quartz rods, bulb, and counterpoise in a form of 
the desired dimensions previously cut in a flat slab of graphite and then 
fusing the rods together by means of the oxy coal-gas flame. The entire 
mass of framework, including the bulb and counterpoise, was sUghtly under 
one gram. From the ends of the rod L N, which was perpendicular to 
the plane of the framework at its mid point, fine quartz fibres were 
drawn out and, being stretched taut, their ends were fused at F and E 
to the legs of the flattened U made of a heavy quartz rod. Thus the 
framework upon which the bulb H and the counterpoise / were attached 
was supported by the quartz fibres F L and N E with its plane of figure 
vertical and at right angles to the line joining F and E, 

The balance was adjusted so that its centre of gravity was very 
slightly below the line L N, This is readily done by adding small quan- 
tities of quartz to the ends of the rods X, Z, or those attached to / and H. 
The final adjustment is obtained by holding the desired end of a rod 
for a few seconds in the oxy -gas flame, thus volatilising a very small 
quantity of quartz. Quartz rods were fused at right angles to the mid 
point of the support rod and to these were attached the forked supports 
near / and H, as shown in Fig. 258. These supports prevented the balance 
from producing too great a torsion on the supporting fibres when a con- 
siderable difference in the buoyancy upon counterpoise and bulb existed, 
and also permitted the balance to move but slightly from what might be 



246 MEASUREMENT OF FORCE [chap, vi 

called the equilibrium position. The equilibrium position is that for 
which the line drawn through the centre of the bulb H and the counter- 
poise / is horizontal. 

The case in which the balance was placed was a bronze casting having 
its internal cavity in the form of a cross, the same as that of the balance 
and of such size as to allow the balance to be slipped readily into it. 
The case being made in this shape made it possible to use a relatively 
small volume of gas. It was so constructed that it could be evacuated 
or withstand considerable internal pressure and remain gas-tight. 

The balance was adjusted in the manner mentioned above, so that 
when it was placed in air at a pressure of about one-sixth of an atmosphere, 
it was in equilibrium position. This position could be observed by 
looking through a window in the case at the small tip of quartz below the 
counterpoise /. This was done by means of a low-power micrometer 
microscope. The reading of the microscope which corresponded to- 
equilibrium position was 26-00. The balance thus adjusted was cleaned 
by boiling in nitric acid and washing in distilled water. It was thoroughly 
dried in an oven and placed in the case. The case was then made tight 
by waxing and screwing down its cover. 

Balances based on the same principle have been long used for the 
determination of variations in the specific gravity of coal gas, and recently 
the design has received careful study at the Bureau of Standards by 
Mr. J. D. Edwards with a view to developing a form suitable for field 
use in the determination of the density of " natural '' gas. Sectional 
and end views of Edwards' balance are given in Fig. 259, and the following 
is the method of construction : — 

The balance case and its water jacket are made up of brass tubing 
and cast metal end pieces, or may be cast in one piece, as shown in the 
figure. Aluminum may be used in the construction in order to make the 
apparatus as light as possible if this is desired, but a heavier form has the 
advantage of greater stability. Lining the casting with a thin piece of 
drawn metal tubing may be necessary in order to eliminate any leakage 
due to microscopic holes in the case casting. The ends of the gas chamber 
are closed by brass screw caps which have glass windows fastened in 
with Khotinsky cement. A small, soft rubber washer set in an annular 
ring in the cap enables one to screw it on to form a gas-tight joint without 
the use of tools. The water jacket is filled or drained through the openings 
in the top or bottom, which are closed by screw plugs. The glass stop- 
cock (shown at the left end of Fig. 259), cemented into a metal union, 
provides means for introducing gas and air, A small drying tube can be 
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attached to this by means of a rubber tubing. At the other end of the 
balance is shown a needle valve which is used for the fine adjustment of 
pressures. With this needle valve any gas in excess of the required 
pressure can be let out gradually. This eUminates the use of a bulky 
and inconvenient levelling bottle. Adjacent to the valve is shown a 
connecter to which is attached by means of a union a small copi)er tube 
leading to the U-gauge. The beam and globe are made entirely of metal 
in order to give them the strength desirable for field worlj. The globe, 






c/e^erm/na/^ron of /he €/ens/f(/ 





which is made of spun brass, is soldered to a bronze tube, the other end 
of which is threaded to carry the lock nuts used as counterweights. 
The cross-arm is carried on a vertical pillar which is rigidly attached 
to the beam. A pair of lock nuts hold it rigidly to the pillar and permit 
changing the centre of gravity (and therefore the sensibility) of the beam 
by raising or lowering the needle points. Any turning of the beam on 
the pillar is prevented by a strip of metal fastened to both cross-arm 
and beam, which keeps the needles in a plane at right angles with the 
axis of the beam. 

The needles forming the ** knife-edge " of the beam are carried on a 
small metal cross-arm and rest in a half cylinder of glass which serves as a 
bearing surface. The use of a small glass hemisphere as the bearing 
support for one of the needles was not entirely satisfactory in practice. 
Although it kept the beam centred in the case, there was a tendency for 
the needle to bear on the side of the hemisphere unless the bearing support 
was exactly horizontal, and any imperfection in the bearing surface 
tended to increase in effect since the needles continually bore on the same 
small area. With the cylindrical bearing on both sides, no difficulty was 
experienced in keeping the beam centred except where there was excessive 
vibration from machinery, in which case it might be necessary, for the 
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Bake of expediency, to use the hemiBpherical bearing. The needles can 
be removed or their length adjusted by loosening the set screws near the 
ends of the cross-arm. Any sewing needle with a fine sharp point can be 
used. Phonograph needles are not satisfactory for this purpose unless 
they are first sharpened by polishing them in a lathe with an oil stone. 

The bearings are cemented into a support, which is held rigidly in 
place by means of a rod attached to a split ring which fits tightly into 
the end of the case, as shown on the right. This ring carries at its centre 
a small glass window across which a line is ruled to serve as a reference 
line in balancing the beam. A nut on the end of the beam is faced with 
celluloid and bears a pair of cross-lines. A small magnifying gla«s is 
mounted in the vertical arm, shown at the end of the apparatus in the 
side view, but not shown in the end view. The glass can be focussed on 
the reference line and the crossed lines on the end of the beam, making 
their adjustment to coincidence accurate and convenient. 

The accessory apparatus required with the balance are a U-tube 
manometer, barometer, vacuum pump, and means for drying the gases. 

The Arndt Gaa Balance.— An ii^enious application of the fact that a 



given volume of carbon dioxide weighs about one and a half times 
as much as an equal volume of air has been made by Amdt. He has 
developed a method of estimating carbon dioxide in flue gases by using 
a balance of the equal arm type (Fig. 260). The method of operation of 
the instrument is as follows : — 

The gases are drawn continuously from the flue at E, by means of 
the steam jet D. On their way through the apparatus they pass first 
through the filter A and drying tubes B, and then through the weighing 
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bulb C, The scale of the balance is graduated so that the percentage 
of C Oj ^^^ ^^ TGdbA off directly. The balance has to be of a fairly sensi- 
tive type, since the weight of a litre of pure C O^ is only 1-97 gms. as 
compared with 1-29 gms. for an equal volume of air, and for maximum 
eflSciency in the boiler plant the C Og content in the flue gas must lie 
between 12 and 14 per cent. So the density effects which have 
to be measured are relatively small. The instrument is made in a form 
suitable for erection in the boiler house. 

Recording Densimeter for Liquids. — A well-known method for deter- 
mining the density of a liquid is to observe the apparent decrease in 
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weight of a solid of known volume when immersed in the liquid. The 
Cambridge Scientific Instrument Company have devised a simple record- 
ing instrument based on this principle, which is shown diagrammatically 
in Fig. 261. 

The float F of quartz is totally immersed in the solution under test, 
a sample of which is passed through the tank T. The float rises or falls 
with the variations in density of the solution. It is connected by means 
of a vertical thread or fine wire to the bell-crank lever M, which further 
transmits the movements to the boom /. This boom is attached to the 
vertical steel wire J, and counterpoised by means of a weight. The 
movements of the boom are adjusted by the resistance to torsion of the 
)8teel wire, and also by the helical spring K, The boom / swings above 
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the drum D of the recorder. This drum is rotated by clockwork at a 
definite speed of one revolution in twenty-five hours, or two hours five 
minutes, whichever is required. The drum carries the recording paper, 
and between the pointer and the drum an inked thread is drawn in a 
direction parallel to the axis of the drum. A clock-driven cam operates 
the cam wheel C, which allows the presser bar A to depress the pointer 
at half-minute or one-minute intervals, which in its turn depresses the 
inked thread on the surface of the recording paper. A visible record of 
the instantaneous positions of the pointer is thus produced as a series of 
dots which practically form a continuous line. Id the intervals between 
the depression of the bar, the pointer is free to take up another position, 
and thus errors due to mechanical friction are eliminated. The tank is 
placed below the recorder, underneath the hole in the bottom of its case. 
The walls of the tank are of wood, lined with fused lead to permit of its 
use with acid and alkaline solutions. A full scale deflection of 80 mm. 
usually corresponds to a 2-5 per cent chaise in the density of the 
solution. 

Toraion Balances. — Balances in which a force is measured by utilising 
the torsion of a wire have been devised in a variety of forme to meet 
special requirements. In Fig. 262 
is illustrated a surface tension ap- 
paratus devised by Dr. du Nouy of 
the Carrel Mission, and made by 
the Central Scientific Company. 
The arm carries a wire ring resting 
on the surface of the liquid and 
the force required to pull it away 
against surface tension is measured 
by the torsion of the supporting 
wire. One end of the wire is fixed, 
while the other is attached to a 
worm and wheel which can be 
rotated slowly and the deflection observed by the position of the pointer. 
Torsion balances have also been devised for weighing. A balance for 
the weighing of quantities of material from one-thousandth of a milligram 
to two milligrams is shown in Fig. 263. 

Micro Balance. — Hertz, in 1882, suggested a form of balance in which 
the torsion of a silver wire was utilised, and in the hands of Nemst the 
torsion balance became an instrument of precision. The chief improve- 
ment effected by Nemst was the substitution of a quartz fibre for the 
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metallic wire. Quartz fibre has the unique property of being practically 
free from elastic fatigue. 

Nemat's Micro Balance (Fig. 263). — A very fine quartz thread about 
5 centimetres long is placed horizontally between the prongs of a brass 
fork, supported vertically on a pillar 18 centimetres high. Crosswise on 
it rests the capillary glass, 30 centimetres long, 0-5 millimetres diameter, 
which constitutes the balance beam ; this is fixed, by means of sodium 
sUicate, to the quartz thread. On the shorter arm of lever, which is 
about 9 centimetres long, a platinum hook is fused : on this the pan can 
be suspended. The long arm of lever is bent downwards at right angles, 
and tapers into a very fine 
thread over a graduated glass 
scale, which is divided into 
0-5 millimetres. By observing 
through a telescope under a 
good light one-twentieth of 
each division Is discernible. A 
brass fork is fitted to act as 
a support. On the left arm 
of the balance a platinum 
cursor is attached by means 
of Kodium sificate ; this is 
to counterpoise the scale pan. 
This form of cursor has been 
devised to afford the required 
stability to the balance, with- 
out reducing deficacy more than is desirable for the measurement to 
be effected. The small platinum pan weighs, including the suspension 
thread, about 20 milligrammes. For weighing small crystals, or for 
weights, a disc is supplied ; this is made of platinum foil 0-8 centimetres 
diameter by 0-015 millimetres thick; for decimal weighings, a small 
capsule is used of the same thickness as the round-plate. The balance 
is mounted on slate base-plate, fitted with three levelling screws. 
By turning these one can adjust the balance on the zero point. The 
balance is designed to weigh up to 2 milligrammes, sensitiveness one- 
thousandth of a milligramme. The method of suspending the beam 
by a horizontal fibre has the defect that the stress on the fibre is much 
greater than the actual weight of the beam. 

Hans Pettersson has recently described an improved type of micro 
balance capable of weighing to one-millionth of a miUigram. This balance 
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in general arrangement is similar to that of Gray and Ramsay, but is 
suspended by two vertical fibres on the same lines as the Kelvin ampere 
balance. The balance is enclosed in an air-tight case, and changes of 
weight are balanced by varying the pressure, a quartz counterpoise 
being suspended from one arm of the beam. An alternate method is to 
hang a steel needle from the end of the beam and apply an attractive 
force by means of a solenoid wound around the containing tube. The 
beam is relieved off its stops by the operation of a magnet outside the case. 

Current Balance. — Probably the most frequently measured quantity 
in electrical engineering is that of electric current, since with a constant 
voltage circuit it gives a direct indication of the power being consumed 
at any instant. Ordinary ammeters operate on the principle of balancing 
the force due to the current by the torsion of a spring somewhat similar 
to the hair-spring of a watch. For absolute measurements and work 
of the highest precision the permanency of the ordinary type of instru- 
ment cannot be relied upon, and recourse is made to the current balance. 
In this instrument the force exerted between two coils, carrying the current 
to be measured, is balanced against a known weight, and the magnitude 
of the current is then calculated from the weight required and previously 
determined constants of the coils. 

In the standard current balance installed at the National Physical 
Laboratory, which is illustrated in Fig. 264, there are two moving coils and 
four fixed coils, the latter being wound in pairs on two marble cylinders. 
The scale-pans of an ordinary type precision balance are replaced by 
two circular coils of wire wound on marble cylinders whose axes are 
vertical. Considering one side of the balance only, the movable coil is 
adjusted to hang freely within the large marble cylinder upon which the 
two fixed coils are wound and with its plane midway between the two 
and coaxial. The three coils are so connected that an electrical current 
may be passed through them in series — through the movable and the 
lower fixed coil in one direction, and through the upper fixed coil in the 
opposite direction. Thus when the electrical current is flowing through 
the coils, the movable one is attracted towards the lower, and repulsed 
by the upper fixed coil. The current circulates in the opposite sense in 
the set of coils on the other side of the balance with the result that there 
is a resultant downward force. This force is balanced by the addition 
of appropriate weights to the pans. The constant of the balance is 
obtained from direct measurement of the linear dimensions of the coils. 
The four coils are wound with a single layer on marble forms to facilitate 
measurement. 
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In Fig. 264 the fixed coils are lowered so as to expose the smaller 
moving coils suspended from the balance arms. The current is led to 
and from the moving coils by festoons of very fine wire to reduce to a 
minimum any constraint on the motion of the beam. The balance beam 
and subsidiary parts are identical in construction with those met with 
in the usual type of precision balance. The pans are replaced by the 
moving coils and suspensions, while provision is made for the addition 
or removal of a weight from either side. In practice the procedure is to 
adjust the current so that on reversal of the current the transfer of a 



certain weight from one pan to the other will restore equihbrium. A 
current of one ampere is balanced by a mas.s of about eight grams. The 
entire instrument is carried on a massive phosphor bronze stand tested 
for magnetic impurities. When in adjustment, each moving coil is 
situated so that its end planes coincide with the mean planes of two 
fixed coils of the same length, wound upon opposite ends of the same 
hollow marble cylinder. Ihe axes of the moving coils are vertical and 
coincide with the axes of the fixed coils. 

It should be noted that the above balance is really a double instru- 
ment, symmetrical with reference to the plane through the central knife- 
edge and tiormal to the beam. Each pair of coils would fuQction as a 
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current balance and, as a matter of fact, the Board of Trade balance is 

equipped with one such set of coils only. The symmetrical arrangement 

has advantages when the highest degree of accuracy is desired, since the 

influence of the earth's magnetic field is eUminated as well as any effect 

due to inequality in the arms. Instruments on the same principle, but 

differing radically in detail of construction, have been largely used for 

current measurement in technical practice and are known as Kelvin's 

ampere balances. A small balance of the same type as the standard 

current balance was used by Anderson in an investigation in which it 

was necessary to observe the change of a material in vacuo. Here the 

weight of the material was deduced from the value of the current required 

to produce equilibrium, and two pairs of solenoids were arranged so as to 

release and arrest the beam. A vacuum micro balance, depending on 

the same principle, but of quite a different design, has been described 

by Urbain. 

Determination of the Earth's Mean Density. — Probably the most 

diflScult weighing operation ever performed with the equal-arm type 

balance was the determination of the gravitational constant, or as it is 

sometimes referred to in the popular press " weighing the earth." As is 

well known, the weight of a body is the force with which it is attracted 

to the earth. Newton first enunciated the law of gravitation, and 

indicated its universal application. Expressed mathematically the law 

states that the mutual attraction between two particles Mi M^ at a 

M^M^ 
distance d apart is proportional to — -^ 

Hence, if the force of attraction between two known masses can be 
measured it is possible to calculate the mass of the earth from a know- 
ledge of the weight of one of the masses, and assuming the value of the 
earth's radius from survey and astronomical observations. In an experi- 
ment by Poynting a spherical mass of 20 kilograms was suspended from 
the arm of a large balance. When another mass of 150 kilograms was 
brought near (the distance between centres of two masses was 30 cms.) 
an attraction equivalent to a weight of \ milligram was observed. It 
can be proved theoretically that the force between two spheres of finite 
radius is exactly the same as if their masses were concentrated at their 
centres. Now the earth's pull on the 20 kilograms is 20,000 g. dynes, 
while the pull due to 150 kilograms is 0-00025 g. 

Hence the ratio of the two forces is eighty million to one. Now the force 
varies inv^tsely as the square of the distance. Hence, neglecting the 
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distance of the mass of 20 kilos above the earth's mean surface and taking 
the value of 6 x 10® cms. for the earth's radius, we have : 

Mass of Earth 1 50 ,000 



(Radius) 2 



30 



2 



= 1 



1 

80,000,000 



So that the mass of the earth is approximately 5 x 10^^ grams. 

V. Jolly, in 1878, first used the common balance for this experiment, 
and the method was considerably improved in detail by Poynting in 
1899. The balance he employed is identical with the ordinary precision 
balance in detail but on a much larger scale, the beam being 4 ft. in length. 
A diagrammatic view of the 







arrangement of the apparatus 
is given in Pig. 265. The 
balance was contained in . a 
closed room on very firm 
foundations. From the arms 
of the balance two lead spheres, 
each of 20 kilograms, were 
suspended, while the attract- 
ing mass ibf of 150 kilograms 
was fixed on a turn-table 
capable of being brought under 
each suspended mass in suc- 
cession. The effect on the 
balance was thus doubled. 
The small mass m was half 
that of the big mass M and 
was placed at twice the dis- 
tance from the centre of turn- 
table to counter-balance the weight, otherwise a tilt of the floor was 
produced by the transfer of the 150 kilos from one side to the other. 
To eliminate the effect due to the attraction of the big mass on the 
balance beam and suspensions the experiment was repeated with the 
20 kilograms masses in the position A^ and B^, In both experiments 
the attraction on the beam would be the same, so the difference observed 
would be solely due to difference in the distance between the attracting 
masses. The motion of the beam was observed with a telescope and 
mirror. This mirror was suspended from two parallel fibres, one of 
which was attached to a fixed support, while the other was fastened 
to the pointer of the balance. Thus any movement of the pointer 
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caused the mirror to twist about an axis midway between the two 
suspensions. By this means the motion of the beam was magnified 
one hundred and fifty times. 

From the observed motion of the spot it was calculated that the 
attracted weight moved through a distance of about one eight-thousandth 
of an inch when the large mass was brought beneath. The magnitude of 
the pull was determined by calibrating with a rider moved along the 
beam. The experiment demonstrates the extraordinary sensitivity of 
the common balance when used under ideal conditions. 



Weigh-bridges 
The suspended pan type of balance is not convenient for weighing 
heavy objects with reasonable facility and accuracy, since the chains or 
rods which carry the platform from the beam interfere with the handling 
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of the load. Further, the oscillation of the loaded platform about its 
point of suspension from the beam renders an estimation of the rest- 
point of the pointer a matter of uncertainty. Consequently in industrial 
work a type of balance technically known as the stabilised platform scale 
is generally adopted. Weigh-bridges of this class have a four-point 
support for the platform, which is constrained to move parallel to itself 
when the load is applied. 
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Fig. 266, due to Schlink, of the Bureau of Standards, shows in dia- 
grammatic form the lever system of a common type of platform scale. 
The small triangles are the knife-edges, and the cross-hatched parts indicate 
members which are affixed immovably to the frame of the scale. In 
order that the weight indication may be independent of the position of 
the load on the platform the following relation must apply : — 

ai__a2 

The leverage ratio R, or multiplication of the scale, is defined by the 
equation : 

The amount of weight required on the counterpoise pan to balance a 
given load on the platform is found by dividing the platform load by this 
ratio R, In order that this multiplication may be a definite and un- 
changing quantity the knife-edges must be aflSxed to the lever, and not 
to the connecting element ; they must be sharp and hard enough so as 
not to flatten appreciably under the loads which they are to carry ; and 
the knife-edges in any lever must be parallel to each other. The knife- 
edges in any lever should lie approximately in a single plane, for reasons 
which will appear later. The planes through the bearing lines of the knife- 
edges belonging to the several levers must be parallel to one another, 
and the same is to be said of the loops and rods which connect the levers 
to each other. In practice, the levers are usually arranged so as to lie 
with the plane of the knife-edges horizontal and the lines of the connections 
vertical. These are points which are frequently overlooked by users 
of this type of scale. 

In adjusting the distance between the knife-edges the manufacturer 
uses standard weights which are hung from the knife-edges, the lever 
and the attached weights being mounted so as to swing freely as a 
simple balance. The forces acting on these knife-edges, then, are in 
the direction of gravity, that is, vertical ; and the parts of the scale 
when installed must be so placed that the same direction of the 
forces will obtain. If this is not the case the lever arms of these forces 
will not be the same as they were at the time the adjustment was made, 
and the scale wUl be incorrect. 

In these scales the knife-edges are usually made of mild steel, case- 
hardened, and in the course of time they become rounded and the sensi- 
tivity falls off considerably. When this occurs the knife-edges are taken 
s 
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out and reset by forging and case-hardened afresh. It is obviously very 
important in these resettings to ensure that the multiplication of the 
lever system is not altered unwittingly. Hence careful recalibration by 
the use of standard weights is necessary, and in addition it is desirable to 
compare the readings for a definite load at various positions on the plat- 
form to track variations, if any, in the various 
levers. Scales of this type range from 1 cwt. 
to 100 tons maximum capacity. Fig. 267 is a 
sketch of the arrangement of the levers in a 
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tjrpical balance in which the platform is shown dotted. A well-made 
balance of this type is an excellent weighing machine, but imfortunately 
the cost of the construction is too high to permit of its general adoption 
for small capacities, such as is required in retail trade. In such cases 
a link work is provided for obtaining the parallel motion, as shown 
in the diagram (Fig. 268). It will be observed that here the stabilising 
link is a simple flat bar provided at each end with holes through which 

, pass pins connecting the bar 

^\ yyy /g\ at its centre to a fixed part 





^/j^.266 other ends to .the .vertical 
stems supporting the pans. 



J^^'sL^ jca/e. The length of this link be- 
tween centres of pin-holes, 
in order that the weight indicated shall be independent of the position 
of the load on the platform, is required to be equal to the distance 
between the load and the fulcrum knife-edges of the beam. The 
pins at either end of the link form pivots. When the load on the 
platform is displaced from the centre of the platform in the direction of 
the longitudinal axis of the beam, a stress is set up in the stabilising Unk, 
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accompanied by reactions at each of the pivots above mentioned, and 
for all such non-central placement of the load a considerable and variable 
friction will be introduced at these connections, this friction being much 
greater in amount than that existing between the usual knife-edge and 
bearing, thus acting to reduce the accuracy of the scale, and to limit 
the sensitiveness which is attainable under the given construction. 

Schlink has devised a balance in which the journal friction is elimin- 
ated by replacing the link-work by a flexible steel tape under tension ; 
whilst leaving the scale unaffected as to accuracy and sensitiveness 
caused by variation in the position of the load upon the platform. An 
experimental balance with unequal arms embodying the steel tape 
stabilising element is shown in Fig. 269. 

In this scale the knife-edges and bearings were made adjustable to 

3a /a nee (/eji^/?ei/ di/ Jc/f//n/r 
wifh s^ee/ tape jfad/7/smjf e/eme/7f 




various inclinations, so as to permit of studying the slipping of knife- 
edges in their bearings in a direction transverse to the knife-edge axes. 
The beam of the scale comprises a novel form of notch provision to 
establish with exactitude the increments of motion of the sliding poise, the 
notches being constituted by the contiguous surfaces of the upper hemi- 
spheres of a row of steel balls set in a straight line and making contact 
with each other along that line. The extremely high accuracy of com- 
mercial bearing balls to equality of diameter and sphericity affords an 
ideally accurate notching, which will not require the tedious point-by- 
point adjustment by hand which has formerly been requisite in the case 
of accurate weighing scales having notched beams. It has been im- 
possible in the case of track scales, for example, to machine the usual 
triangular notches accurately enough to eliminate the necessity of sub- 
sequent hand adjustment. The superiority of this method of construc- 
tion is clearly shown by the two curves below (Figs. 270 and 271) obtained 
by Schlink. They represent the damped oscillations of the scale beamt^ 
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of two balances, one fitted with a steel tape stabilising element and the 
other with a pin and link check rod. The curves are reproduced from 




photographically recorded oscillogri 
the form 



They indicate a vibration of 



recorded in each case. For 



6=A^ "' sin n-t. 

The horizontal axis is that of time, while the vertical axis is that of 
angular displacements from the initial plane of balance. The value 

, gives a measure of the amount of the damping. The values of the 
load corresponding to each oscillogram 
example, in the curves of Fig. 
270, a is the oscillation for 
the scale with a load of 2000 g 
lb., the distance x from the 
vertical plane through the 
load knife-edge being 4" ins. 
In 6, an increment of 0'112lb. 
has been added, and in c an 
additional 0-002 lb. At d, 
both increments have been 
removed together, and at e, 
both have been re-added to- 
gether. Note the accuracy 
with which the axes of a and 
d, and c and e, are collinear 
respectively. Curves a and b (Fig. 271) are for identical conditions, the 
scale simply beii^ allowed to come to rest at the end of a and restarted 
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for b. Note the variability of rest-point here exhibited, and expressed 
analytically in the equations accompansdng the figures. 

Direct Reading Weigh-bridge. — ^The adjustment of the counterpoise 
on the scale arm of weigh-bridge is a tedious operation when a number 
of weighii^s have to be performed in succcBsion, as in the case of weighing 



railway trucks or coal "trams" in collieries. Consequently the modern 
types of weigh-bridgea are so arranged as to be direct reading. This is 
effected by making the counterpoise in the form of an iron block partially 
submerged in a pot of mercury. Deflection of the lever causes a greater 
or lesser immersion of the float in the mercury and a proportional 
variation in the restoring force. A steel band connected to the arm and 
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wound round a pulley on the pointer magnifies the motion and gives a 
direct scale reading. Fig. 272 shows the general arrangement of the scale 
arm and the indicator of this form of weigh-bridge. 

Automatic Balances and Weighing Machinbs. 
When it is necessary to weigh a large number of similar objects, for 
example, coins, or obtain a record of the total weight of a consignment 
of material transported in bulk, such as grain, it becomes highly desir- 
able to have completely automatic arrangements for efEecting the weigh- 
ing. The earliest machines of this class to be devised were automatic 
coin-sortii^ machines, not so much because the work of weighing by hand 



labour was expensive, but on account of the fatigue created in the 
operators by the endless repetitions which made their power of 
observation mireliable. 

Coin -sorting machines which gauge the coins according to their 
weight are now very generally employed by mints and banks. The 
machines adopted in mints divide the coins, or rather the blanks used 
for stamping coins, into three groups — " heavy," " medium," i.e. within 
the tolerance, and " light." The machines used in banks merely separate 
the coins into two groups, " heavy " and " Ught " ; the " heavy " being 
equivalent to the " medium " in a triple machine. 

Automatic Coin-weighing Machine. — A machine designed and con- 
structed by Oertling is shown diagrammatieally in Fig. 273. For sim- 
plicity of description a two-group machine is described. The coins ar© 
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placed edgewise in the shoot A at the left and slide down so that the 
pile is vertical on the table of the machine. A reciprocating tongue B 
operated by a crank C on the driving shaft, passes one coin at a time 
through a slot on to the pan of an equal-armed balance, displacing the 
previous coin oflE the pan into a cavity in the balance table 2). After a 
coin is placed in position the rotation of the cam E on the driving shaft 
lifts the knife-edges and the beam to the weighing position ; the weight 
of the coin is thus compared with a standard placed in the other pan. 
If the coin is light the beam remains on the right-hand stop, and if heavy 
on the left-hand stop — the beam does not oscillate. This bias or tilt of 
the beam actuates the automatic sorting device as follows : the beam 
carries in lieu of a pointer a small stirrup F which engages with a stepped 
lever G during the upward movement of balance beam when it is being 
brought to the weighinjg position. If the beam is tilted, say, for a light 
coin, the stirrup catches the shallow notch and carries the lever upward, 
this movement trips over a deflector in coin passage H, and the next 
coin falling passes out through the right-hand side. If, on the other hand, 
the coin had been heavy, the stirrup would have been deflected to the 
right, and allowed the lever to remain horizontal. The next coin would 
then have passed down the left-hand passage. The deflector is reset 
after each weighing by a cam /, ready for the next cycle of operations. 

The triple m9,chine is a slight elaboration of the above, and the lever 
has three notches instead of two. The coins are allowed to be a definite 
tolerance below the standard weight, about 0-1 or 0-2 of a grain for gold, 
and this tolerance weight is placed on the pan hanger of the coin side 
of the balance. The balances are usually built in duplicate on the same 
base, and a complete machine is shown in Fig. 274. Such a machine will 
deal with forty to sixty coins per minute. 

Automatic Grain-weighing Machines, — ^Automatic grain-weighers are 
in extensive use on account of their convenience in dealing with large 
cargoes of grain and pulverised material generally, such as coal. No 
external power is necessary for their operation, since the potential energy 
of the material liberated in its descent from a higher to a lower level is 
used for driving the mechanism. Essentially the machine consists of a 
beam balance with the auxiliary gear necessary for operating the balance, 
and this gear is generally somewhat complicated. The general mode of 
operation may be described as follows : — 

From the arms of the beam is suspended at one end a counterpoise, 
and at the other the container for the grain. Initially the beam rests 
tilted over to the side of the counterpoise weight, but when the weight of 
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the grain is sufficient to counterbalance the beam is raised from its 
support and sets in operation the automatic motion which performs 
in succession {a) the cutting ofi of the flow of the grain, {b) the emptying 
of the vessel, (c) the closing of the vessel and its replacement in the 
position for filling, {d) the opening of the valve for the flow of grain and 
recording on a counter one unit for the cycle of operations. 



The particular difficulty in the design of such balances is to arrange 
that the supply of grain is cut off at the exact moment at which the weight 
of grain equal to that of the counterpoise has been obtained and to 
prevent unweighed grain entering the vessel. It is difficult to solve this 
problem completely, but the error can be made extremely small by 
cuttu^ down the filling operation when the vessel has nearly the desired 
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quantity. Another difficulty is the necessity for interfering with the 
free motion of the beam to operate the automatic mechanism, and in 
the design especial care has to be taken to reduce friction on this account 
to the absolute minimum. 

A typical example of an automatic grain-weigher is shown diagram - 
matically in Figs. 275 and 276, which illustrate the principle of the 
** Avery " machine. The two side frames, A^ and A^, carry the bearings 
of the knife-edges of the beam B. At one end of the beam is suspended 
the iron box Z>, and at the other end the receptacle C in which the material 
is weighed and so arranged that the box D exactly balances the hopper C. 
The former is constnicted to hold the required quantity of dead weights, 
and is made with a sloping top, so that dust does not lodge thereon. The 
weigh hopper C has a door C- at the bottom, which is automatically 
opened and closed when required. The supply of material is regulated 
from the shoot -P by a weighted valve O hinged at (?i. A pin, (?2> attached 
to the valve G works in the slot of the lever H2, so that when the locking 
levers Hi and H^ are down (as shown on diagram. Fig. 276) the valve G 
is prevented from opening. These locking levers H^ and -ff 2 ^re connected 
with the lever L by a weighty rod K fitted with steel roller Ki, which, 
when the rod is raised, rests on the knife-edge fastened to the trigger Jf , 
the latter being so pivoted as to smng underneath by its own weight. 
The door C^ at the bottom of the weigh hopper C is kept shut during 
the weighing operation by the bar C^ attached to the toggle C^ ; this 
toggle is pivoted to the hopper, and fitted with a striking bolt C^, which, 
when the scale is required to weigh automatically, is drawn out until 
it overhangs the lever L, The door is so arranged that when open the 
weight C5 exerts only a slight tendency to close it, thus a little of the 
material at the tip will keep it open, and automatically stop the machine 
from working until the weigh hopper C is empty. 

The action of the scale is as follows : On weights to the required 
quantity being placed in the box D, that end of the beam is depressed 
until the projections on the box D rest on the side frames A^ and A 2 ; 
the other end rises and by means of the projection C12 catching under 
the pendant P attempts to lift the valve G, but being prevented by the 
locking levers H^ and H2, it only compresses the pendant spring £2- 
(This also causes the box D and weights to descend gently without any 
jar to the machine.) 

First Stage. — The Avtomatic Weigher receiving the full flow of 
material at the commencement of the weighing (Fig. 275). 

Then on the free end of the lever L being depressed the other end 
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raises the rod K and breaks the lockmg joint formed by the levers H^ 
and -ff 2> ^his frees the valve G, which owing to the pressure of the spring 
B^ flies wide open, lifting the levers H^ and H^ with it, and admits a 
copious stream of material from the shoot -P, as shown. 

Second Stage. — The Automatic Weigher receives the diminished flow 
or dribble of material. 

This stream of material continues until its weight in the hopper C, 
assisted by the weight of the valve G, depresses the beam B until it no 
longer supports the valve, which swings forward as far as the pin G^ in 
the slot of the lever H2 will allow it. The only •material now coming into 
the weigh hopper is that flowing through the small aperture in the valve 
(?, and this amount can be adjusted by means of the screw regulating 
the length of the slot H^. The levers H^ and H2 are supported by the 
rod K resting by means of the roller K^ on the knife-edge of the trigger M, 

Third Stage. — The supply of material cut off and the mechanism in 
the act of falling to lock the valve G and to discharge the weigh hopper 

This dribble of material, as just described, continues until the weight 
of material in the weigh hopper C is equal to the dead weights in the 
weight box 2). When the beam descends to the horizontal and by means 
of the projection Ciq draws away the trigger M from beneath the rod K, 
which falls and brings the levers H^ and H^ with it, these together with 
the pin G^ completely shut the valve G and lock it as before. 

Fourth Stage. — Shows the Automatic Weigher discharging (Fig. 276.) 

The falling of the rod also raises the free end of the lever L, which, 
by catching the striking bolt C^, opens the door C-. This remains open 
until all the material has been discharged, when the door swings to 
again, the striking bolt Cg depresses the lever L which automatically 
starts the whole operation again. 

Note, — ^It will be noticed that when the weight of the material in the 
hopper C exactly balances the weights in the box Z>, the valve G im- 
mediately shuts, but the material in suspension at the time falls into 
the hopper and would be overweight were it not compensated for by an 
adjustable weight S on the bar Si which rests on the beam. Q is an 
ordinary register or counting apparatus worked by levers from the valve 
G, This counting arrangement keeps an exact record of the number of 
times the machine operates. 

Crane Balances. — It is, of course, a very great convenience in heavy 
goods transport to be able to weigh the goods during the time of loading, 
and consequently the development of weigh -bridges suitable for insertion 
in the chain carrying the load have received careful consideration. In 
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the modem types the crane hook is suspended from the balance arm and 

the entire load can be put on to the framework when the balance is not in 

use by throwing over a hand 

lever which rotates an eccentric 

passing through a hole in the 

suspension piece. The general 

arrangement of the lever system 

of a crane balance is shown 

diagrammatically in Pig. 277, 

while an actual balance of 70 

tons capacity is shown in Fig. 

278. 

The multiplication of the 
lever system is 300. In such 
balances of large capacity the 
difficulty met with in the con- 
struction is to make the carrying 
knife-edges sufficiently long to 
prevent the pressure upon the 
unit length of knife-edge being 
too great. In the above-described 
balance the load is suspended 
from two levers by means of four 
suspensions. The levers are con- 
structed of triangular form to 
give a broad bearing and elimin- 
ate any tendency to tilting. 

American Locomotive Weigh- 
bridge, — The locomotives em- 
ployed on American railroads 
are considerably larger than those 
of any other country, and a 
weigh-bridge capable of dealing 
with such loads must necessarily 
be of massive construction. One 
weigh-bridge has been built for 
this purpose and its maximum 
capacity is 270 tons. This 
weigh-bridge is probably the 
argest structure of its type in 
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existence at the present day. The weigh- 
bridge is designed with a rigid platform 
100 feet long, and in itself weighs 300.000 
lb, complete. I'he lever system is built 
in the form of two symmetrically arrai^ed 
parts, each composed of two similar 15j 
feet levers and one 12J feet end extension 
lever, as shown in sketch (Fig. 219). The 
weight of the platform is transmitted to 
these long levers by pairs of short levers 
set traversely under the girder at six 
points. The middle levers carry their 
own load at 8 to 1 leverage, as well as 
transferring the load from the adjacent 
lever to the lever on the opposite side. 
There are in all 70 knife-edges : the 
maximum load on any knife-edge not 
exceeding 7000 lb. per linear inch, which 
is the recognised maximum for American 
railroad practice. All the beams are made 
from cast steel, and the knife-edges and 
bearings from oil-hardened chrome-vana- 
dium steel. 

Elaborate precautions are taken to 
equalise the load along the length of the 
very long knife-ec^es necessary for the 
weight. The lever system gives a multi- 
plication of 200 at the connecting rod to 
the scale-arm, and with a multiplication 
of 4 in this arm the total multiplica- 
tion is 800. The accuracy of this scale 
is said to be within 20 lb. with the 
test load of 110,500 or 001 per cent 
approximately. 

Plate Fulcrum Weigh-hridges. — An in- 
teresting form of weigh-bridge has been 
recently tried by A. H. Emery and the 
Fairbanks Co. In this weigh-bri<^e the 
knife-edges are replaced by thin steel 
plates bolted rigidly at each end to the 
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support and lever. The movement of the levers is permitted by the 

flexing of the plates. A sketch of the construction of one of these 

fulcrums is shown in Fig. 280. A 50 foot railway weigh-bridge has 

been constructed on this principle to 

weigh a maximum of 18 tons. The beam //^* tfoU 

reads to 50 lb. ^ 

The advantage of this plate fulcrum P/afeMcrcym 
is, of course, the sustained sensitivity, /br U/e/^/jbr/O^e 
since there is no wear or rusting as in 
the case of knife-edges ; the upkeep costs 
are also very slight. The use of this plate, fulcrum, on the other 
hand, reduces the possible sensitivity and they must be safeguarded 
against lateral deflection, such as expansion of the very long levers, since 
this might result in a permanent distortion of the plates. Practical 
experience will probably give considerable information as to the value 
of this device, and if it proves reliable it should certainly find a wide field 
of application. 
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CHAPTER VII 

THE MEASUREMEJST OF WORK 

The present chapter deals with the various types of indicators and 
dynamometers which have been devised for the measurement of power. 
Their greatest field of application is in the determination of the energy 
output of prime movers and in the testing of the efficiency of machine 
tools and gear transmission. The output of prime movers is generally 
rated in horse-power units. The origin of this unit as a measure of the 
activity of machinery is due to Thomas Savery, the inventor of an early 
type of steam engine. 

James Watt adopted the same term for rating the output of his 
steam engines, but the value of his unit in foot pounds second units 
was six to eight times as great as Savery's. 

It is a curious fact that the horse-power unit of Watt, based as it 
is on the British Standards of a foot and a pound, should have become a 
standard in countries which have never accepted these primary units 
for the measurement of length and mass. 

Definition of the Horse-power Unit. — ^A century and a half ago James 
Watt and his business partner, Boulton, determined the value of their 
horse-power unit in terms of the gravitational units as follows : 

Some heavy horses of Barclay and Perkin's Brewery, London, were 
caused to raise a weight from the bottom of a deep well by pulling hori- 
zontally on a rope passing over a pulley. It was found that a horse could 
raise a weight of a 100 lb., while walking at the rate of 2-5 miles per 
hour. This is equivalent to 22,000 foot pounds per minute. Watt 
added 50 per cent to this value, giving 33,000 foot pounds per minute, 
or 550 foot pounds per second. The addition of 50 per cent was an 
allowance made for friction, so that a purchaser of one of his engines 
might have no cause of complaint. 

The figure thus arrived at by Watt is admitted to be in excess of the 
power of an average horse for continuous work, and is probably at least 
twice the power of the average horse working six hours per day. 

T 273 
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The value 550 foot pounds second was given by Watt without con- 
sciousness of the distinction between standard and local pounds weight. 
To give the horse-power unit an absolute value it is necessary to specify 
the unit of force with greater exactness, and this can most readily be 
effected by defining the horse-power in terms of the electrical unit of 
power, which is an absolute one. 

The relation between the electrical unit of energy — ^the watt — and 
the horse-power unit can be arrived at by the following considerations : 

A watt is 10' times the work of an erg per second. An erg is a dyne 
acting through one centimetre (0-3937 in.). A dyne is a force which gives 
a gramme an acceleration of a centimetre per second per second. 

A standard foot pound per second is the work done per second by a 
force of a standard pound acting through a foot. A standard pound is a 
force which gives a pound (453*59 grms.) an acceleration of 981'19 cms. 
per second per second. Hence there are 

746 X 10' X 0-3937 ^^^,, 
98M9X 453-59x12 

standard foot pounds per second in a horse-power. 

On account of the variation with gr^, and because the equivalents 
of the horse-power are not decimal multiples of any of the fundamental 
units, and further because its definition and value are different on the 
Continent of Europe from its definition and value in England and America, 
it has been long felt that the horse-power is an unsuitable unit for many 
purposes. Modern engineering practice is constantly tending away from 
the horse-power and towards the watt and kilowatt. Particularly in 
electrical engineering is this the case. Here a definite action has been 
taken to eliminate the horse-power entirely as a unit of power. At the 
International Electrotechnical Commission in Turin, Italy, in September, 
1911, it was decided that in. all countries electrical machinery, including 
motors, would be rated in kilowatts only. 

I. Indicators 

The power of reciprocating engines is generally calculated from the 
area of the graphical diagram represe!nting the pressure-distance curve 
for each piston and cylinder. The first instrument for effecting this 
appears to be due to Watt and Southern, and its simplicity will be 
gathered from Fig. 281. The indicator has a vertical brass cylinder 

* Value of g at London= 981-19 cm. per (sec)* 
„ „ Equator= 97802 „ „ 
Pole =982-21 
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1-13 in. diameter (one square inch area) fitted with a piston, the upper 

extremity of the rod of which is provided with a pencil. The piston is 

connected with the top of the indicator cylinder by a, helical spring, so 

that any variation in the pressure below 

the piston will lengthen or shorten this 

spring, and thus cause the height of the 

piston to be a measure of the pressure 

below it. The lower end of the indicator 

cylinder is placed in communication with 

one end of the engine cylinder, so as to 

measure the varying pressure during the 

stroke. The motion of the paper in their 

tests was usually obtained from a point 

in the bridle-rod of the parallel motion ; 

the return movement being given either 

by string connected with a helical spring 

or by a weight. 

At the low Bteam pressure employed 

by Watt, the connection between the 

indicator and the cylinder could be made throughout by taper sockets 
and plugs. 

Although the Watt indicator was later 
improved and fitted with the well-known 
drum in place of the card by John Mac- 
Nought about 1 825, the instrument remained 
for many years essentially in its original 
form, and the modern design of indicator 
appears to be due to Prof. C. B. Richards, 
who introduced the indicator bearing his 
name about 1862. {See Fig. 282.) 

The great improvement it embodied was 
the employment of a multiplying arrange- 
ment by which the stroke of the indicator 
piston is reduced and the distortion of 
the diagram, tlirough the inertia of the 
moving parts of the instrument, was greatly 

reduced. The capacity and convenience of the apparatus was also 

improved in other respects and all the instruments since introduced 

have followed the methods that Richards originated. 

The instrument consists of a small cylinder containing a piston held 
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by a spiral spring. A drum is also provided to carry the paper on which 
the diagram is to be drawn, as in MacNaught's instrument, but the 
paper arm is some little distance from the cylinder. Bound the cylinder 
is fitted a collar with two projecting arms which support the two fixed 
points of a Watt's parallel motion. The parallel point of this motion 
carries the pencil and the piston is connected with one of the bridle-rods 
at the point that has only one-fourth of the motion of the pencil. By 
this arrangement the pencil can be swung round to be in contact with 
the paper just when desired whilst the instrument is in action ; this is a 
feature of the greatest practical importance. 

C, H. Crosby about 1880 reduced the inertia of the indicator still 
further, adapting it for use with high speed engines. 

The Crosby indicator is 
shown in Fig. 283. The link 
work is slightly different from 
the Richards, but gives the 
usual linear motion to the 
pointer. The magnification of 
the levers is six times. 

The piston of this indicator 
has an area of half a square inch 
and works in a steam jacketed 
cyUnder. To avoid the twisting 
action of the springs these were 
made double and attached to 
the piston by means of a ball 
and socket. 
Darke introduced in this country at about the same time as Crosby, 
an indicator in which he used a simple lever working in slots with a magni- 
fication of four times. Darke's chief contribution, however, is his detent 
device, which has since been largely adopted. This consists of a pawl 
which can be allowed to engage in the teeth of a ratchet-wheel cut in 
the base of the drum carrying the paper and so stop its rotation by 
preventing its return under the action of the spring when the cord 
slackens. 

The introduction of superheated steam and the rapid development 
of internal combustion engines involved still further modifications in the 
indicator in order to remove the springs from the region of high tem- 
perature. 

Wayne, Crosby, and others have designed instruments in which the 
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springs are fixed above the cylinder. The simple design due to Wayne 

is shown in Fig. 284. 

The ordinary helical spring is replaced by a bow-spring situated 

outside the cylinder away from the action of the 

steam. This can be easily removed and replaced, 

as its ends simply fit into grooves provided in 

the top of the extended piston rod and a fixed 

piece above it. It is retained in position by a 

small spring pin in one of the grooves engaging 

with a notch. The piston is 0-6 sq. in. area and 

its travel is magnified four times by the pencil 

mechanism, which consists of a pantograph 

combination of levers. 

Wayne also invented a neat form of indicator 

which almost reverts to the simplicity of Watt's 

instrument in its essentials, In this instrument 

a semi-rotary piston is employed to actuate the 

pencil arm without the intervention of any 

link-work, as shown in Fig. 285. 

The piston consists of a diametral plate, 

capable of working steam Ught within a cylindrical chamber having two 
fixed abutments, on opposite sides 
of which are inlet and outlet 
ports. The indicator spring is of 
the double heUcal type, but works 
in torsion and resists or measures 
the action of the steam by check- 
ing the rotation of the piston. 
The outer end of this spring is 
secured in a groove on the axle 
of the piston, while the inner end 
terminates in a brass plate having 
two holes fitting upon steel pins 
which project from the cylinder 
cover, which allow the spring to 
shorten as the torsion is increased. 
To the opposite end of the piston 
spindle the arm carrying the pencil 

is secured and, to allow for the circular path it describes, the diagram 

paper is held as a cyfindrical surface by circular clips concentric with 
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the piston axis and attached to an aluminum sliding frame. A string 
secured to one end of this frame imparts the reduced motion from the 
engine piston and the return motion is obtained by a ^prii^g barrel. In 
some cases instead of the usual pencil, a hard steel tracing-point is 
employed, marking on black-faced paper. 

To enable this instrument to obtain a diagram from an engine of 
exceptionally high speed, without the usual distortion due to the inertia 
of the moving parts, it is provided with an apparatus for taking the 
diagram in such cases in layers or " lines." This attachment, which can 
be secured to a horn projecting from the cylinder, consists of a segment 
of a worm wheel with a screw operated by a winch handle, and a steel 
tongue passing through a slightly elongated hole in the piston axle. By 
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these means the rotation of the piston is limited to the amount resulting 
from the backlash in this hole, so that the pencil moves only through a 
small portion of its ordinary angular travel ; but by turning the worm 
wheel slowly throughout its range, the series of layers are placed together 
in a way that gives a complete average diagram free from vibration 
disturbances. 

Errors of Pencil Indicators. — ^The inaccuracy of indicator results may 
be due to two causes : 

(a) The pressure indicated may be affected by inertia or by friction 
in the instrument. 

(6) The motion of the drum may not synchronize with that of the 
engine on account of the stretching of the string or straining of the 
reducing gear. 

Of the instrument errors, the inertia of the parts is generally a fixed 
quantity determined by the design and constructioA of the indicator, 
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and the observer can therefore only minimise it by selecting the lightest 
and most rigid type consistent with his requirements. 

All instruments show slight backlash in the pin joints, but this should 
be kept small by periodical attention to the taper pins forming these 
joints. The friction of the pencil on the paper is a very serious source 
of error in accurate work. 

Stewart conducted experiments on a Crosby Indicator and found, 
by allowing the indicator system to oscillate, that the frictional force 
varied, as shown in Fig. 286. The pencil employed was a 5 H. Koh-i-Noor 
lead rubbing on smooth, dry matt paper. 
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The same investigator also found that the friction varied with the 
height of the pencil, that is with the pressure in the cylinder. This effect 
is illustrated in curves shown in Fig. 287. The readings were taken 
with three-eighths turn of the pencil adjusting screw and a 400 spring. 
It will be observed that the friction is almost proportional to the 
pressure after about 100 Ib./sq. in. 

The second source of error referred to above, due to the connecting 
gear, was first investigated by Osborne Reynolds, who in consequence 
abandoned cord in his experiments in favour of connecting rods. The 
magnitude of the stretch of the cord has been determined for a standard 
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3 of an indicator drum having the 




outfit by Stewart. This is for the c 
following characteristics : 

Pull of drum 8prii^ = I-47 kg. rate 0-14 kg. per cm. : friction of drum 
0'17kg.: cquivalentmassof drum 100 gms. at surface ; length of dif^am 
3-92 cm.; speed of engine 540 r.p.m. ; and crank to connecting rod 
ratio 1-5. The cord used was Crosby cord, 4 ft. long, previously 
stretched by hanging a weight of 8^ lb. to it for twenty-four hours. 

In Fig. 288 the stretch is plotted in miUimetres, and it will be observed 
that this distortion of the diagram ia a very variable correction depending 
on the inertia of the drum, 
strength of the spring, the 
friction of the drum on its 
spindle and the speed of rota- 
■ tion of the engine. 

The modem tendency in 
the design of indicators especi- 
ally, for research work, is to 
employ optical magnification, 
since by this means the beick- 
lash of the link -work is 
eliminated and the inertia effects are also reduced. 

Professor Hopkinson's indicator has the usual type of piston, but the 
spring is in the form of a beam clamped at 
both ends, whose deflection is communicated 
to a small tilting mirror. The instrument 
is shown in section in Fig. 289. 

The body of the indicator screws on to ' 

the cylinder cock. The piston is made 
hollow, but closed at each end, and the 
piston rod is held in engagement with the 
beam-spring by a hooked wire, thus giving 
the piston lateral freedom. The motion of 
the piston and spring is transmitted to the 
mirror by a Ught steel strip, and causes a 
tilt of the mirror in a vertical plane. The 
mirror spindle is fixed to the frame, which is 
free to rotate about the body of the 

indicator, and this movement is controlled by rods connected to the 
crosshead or other part of the engine. 

When a beam of hght is projected on to the mirror the reflected beam 
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therefore undergoes two detlections : a vertical displacement due to the 
pressure and a lateral displacement due to the connection with the 
engine piston. The beam of light is focussed on to a glass screen on 
which the diagram may be observed as a bright line, or the screen may 
be replaced by a photographic plate when a permanent record is desired. 

The Hopkinson indicator requires somewhat careful assembling 
since the spring supports are liable to introduce considerable friction 
when the spring is deflected, and for this reason a strong spring should 
always be used to make the working range of the deflection small. There 
is also a slight error due to the fact that the screen is not curved. 

It is more usual in the case of optical indicators to abandon the use 
of the piston as well as the link-work and employ a flexible steel dia- 
phragm, a modiflcation first 
suggested and used by Pro- 
fessor Perry. A good example 
of this class is the instru- 
ment designed by Dalby and 
Watson and developed by 
Cussons of Manchester. The 
principle of this optical indi- 
cator will be understood from 
Fig. 290. 

The indicator has two 
mirrors, one of which is 
rotated about its axis by the 
movement of a diaphragm 
under the action of the fluid 
pressure, while the other is 
rotated about an axis at 
right angles to the former 
by a reciprocating part of 
the engine ; records of the 
pressures being made upon a 
photographic plate by means 
of a ray after reflection from 

both mirrors. The necessary adjustment of the line corresponding to 
atmospheric pressure when the diaphragm is changed is effected by altering 
the position of the mirror ; the position of the diaphragm being unaltered. 
There is also provided an adjustable stop at the back of the diaphragm, 
and means whereby an accumulation of liquid in contact with the 
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diaphragm is prevented. The whole of the indicating apparatus is 
mounted on a rigid base plate A, adapted to be securely fixed to the 
engine. The diaphragm B is placed in communication with the engine 
cylinder through the pipe C, a stop Z), adjustable by screwing relatively 
to the framework A, is provided at the back of the diaphragm, the stop 
being adapted to bear against the diaphragm along the circumference of 
a circle and to be fixed in any given position by means of a set screw. 

A water-cooling chamber F is provided in the neighbourhood of the 
diaphragm. The diaphragm is connected to the pivoted mirror O by 
means of a rod Hy and in order to alter the adjustment of the line corre- 
sponding to a given pressure, such as atmospheric pressure, the mirror 
is moved relatively to the diaphragm by rotating the piece K by means 
of a tommy bar inserted into one of the apertures L. This piece K carries 
the mirror O, and its movement in the longitudinal direction relative to 
the rod H, which is held steady by the diaphragm, causes the mirror to 
tilt to give the necessary adjustment. A drain hole M is provided in the 
space in front of the diaphragm, this hole being normally closed by 
means of a screw which can be withdrawn in order to remove oil or other 
liquid from the front of the diaphragm. The camera is motmted on the 
apparatus so that it can be readily removed by loosening the catch 
screws P. The pivoted mirror Q is actuated in any suitable manner from 
the piston of the engine, and in any desired phase relationship with the 
movement of the piston. 

The operation is as follows : 

The lens and mirror are adjusted so as to give an image of the source 
of light on one of the apertures R. This image is focussed by means of 
the concave mirror G, and the plane mirror Q on to the ground glass 
screen of the camera, which can be replaced in the usual manner by a 
sensitive plate. The mirror Q is given a movement corresponding with 
the movement of the piston of the engine by any suitable means, the 
driving mechanism of the mirror including an epicyclic device, whereby 
the phase can be altered to give any desired difference of phase between 
the movement of the mirror and the movement of the piston of the 
engine. A diaphragm suitable to the pressures to be recorded is fitted 
into the apparatus and the position of the mirror 6? adjusted by rotating 
the piece K. The pressure in the cylinder acts on the front of the dia- 
phragm B, causing this to tilt the mirror G in such a manner as to cause 
a spot of light to move on the ground glass or sensitive plate in the 
direction at right angles to the paper. The motion of the mirror Q, 
imparted from the engine piston or other reciprocating part of the engine. 
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causes the spot of light to move oyer the ground glass or sensitive plate 
in the direction parallel to the paper. It will thus be seen that the 
pressure diagram is produced on the ground glass or on the plate, corre- 
sponding with the pressures in the cylinder at different points of the 
stroke of the piston of the engine. In order to keep the diaphragm cool, 
water may be supplied continuously through the chamber F. 

The restoring force on the diaphragm ia due to its own elasticity, 
and it is important therefore that it should not be subject to fluctuations 
in temperature which would introduce a correction for the temperature 
coefficient of an uncertain amount. The deflection of a diaphragm 
indicator -as a rule is not directly proportional to the pressure apphed. 



and the planimeter cannot be employed for the determination of the 
mean ordinate. 

A very simple diaphragm indicator which deserves mention in passing 
is that devised by Professor R. H. Smith some years ago. The instru- 
ment is shown in section in Fig. 292. The diaphragm is of hard copper 
\ in, diameter with a maximum motion of one-twentieth of an inch. A 
circular plate of steel forms the spring and the magnification is affected 
by 20 to 1 lever. This lever is made of steel tube without pin joints, the 
butt end being cut and turned down to connect with the diaphragm. 
Another strip leading out from the end of the tube is clamped to the 
support on the indicator body. The diagram is traced by a small ink- 
pen, which is not in actual contact with the paper, but projects the ink 
out in a fine stream under centrifugal pressure caused by the oscillating 
motion of the lever, 
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The future development of the high-speed indicator will probably 
be based upon the use of electrical phenomenon, such as the Piezo effect. 
It is well known that certain crystals, notably quartz and tourmaline, 
when submitted to pressure between two metaUic surfaces show an 
electric charge of opposite sign proportional to the pressure at these 
surfaces. The development and variation of the charges with changes 
of pressure appear to be instantaneous, and any lag is due solely to the 
recording electrical instrument employed. A short period string electro- 
meter can be adapted to follow the variations in the magnitude of the 
electric charge without appreciable time lag. Inertia and friction would 
of course be practically insignificant with this method. 

Sir J. J. Thomson has obtained some very interesting results with gun- 







powder explosions which indicate the possibilities of the method for 
investigating explosion waves generated in very short time intervals. 

The above principle has also been applied to the design of an accelero- 
meter by the late Prince Galitzin in Russia, and his instrument has proved 
to be eminently suitable for seismological purposes. 

Ergometers. — The indicators already dealt with estimate the work 
done in each individual stroke of the engine. Several instruments have, 
however, been devised for integrating the work over a long period. 
Morin, Ashton, Storey, and others have used a disc and roller arrange- 
ment similar to the water meter described on page 78. A disc rotates 
on its axis at a rate proportional to the engine speed or the distance 
moved through by the point of application of the force. A small roller 
in contact with this disc slides radially so that its position from the centre 
is always proportional to the pressure or force acting. 

The revolutions of the roller are proportional to the product of distance 
and force and thus measure the work done. Dr. C. V. Boys has designed 
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an instrument termed the ** Boys' Ergometer," which depends upon a 
novel principle. He employs a planimeter wheel, the plane of which is 
inclined at an angle to the horizontal proportional to the pressure. This 
wheel roUs on a surface, moving backwards and forwards along a hori- 
zontal line by means of reducing gear connected with the crosshead of 
the engine. If no slipping takes place the wheel will be displaced laterally 
on the paper, so that its height on the surface above a given datum 
line is proportional to the travel of the surface multiplied by the tangent 
of the angle of inclination. 
Thus the displacement of the 
wheel can be made to record 
the work done. 

In Boys' practical realisa- 
tion of this principle of in- 
tegration, the wheel A is 
fixed on an axis above the 
indicator cylinder (Pig. 293), 
and the reciprocating sur- 
face is a sliding drum B 
connected to the crosshead 
by the usual cord and re- 
ducing gear. The inclination 
of the wheel A is varied 
by the displacement of the 
piston rod and causes the 
drum to rotate when sliding 
backwards and forwards. The drum rotates the spindle of the counting 
gear contained in a box at one end. Hence the reading of the counter 
is the sum of the areas of all the indicator cards in a given time interval 
and so is a measure of the total work done. Further, the average 
horse-power can be obtained by dividing the reading by the time 
interval. 

II. Transmission Dynamometers 

The term transmission dynamometers is applied to that type of 
instrument which measures the energy transmitted with negligible or 
very small loss in the form of friction and the generation of heat. 

There are numerous ingenious forms of instrument belonging to this 
class which are generally used for testing machine tools, etc., but only a 
few representative types can be described here. 
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Belt Dynamometers. — Froude's belt dynamometer measures the 
difference in tension of the two sides of the driving belt connecting the 
motor to the machine under test. 

The belt employed for transmitting the power is passed over two 
jockey pulleys A and B on either side of the driving pulley C, as shown in 
Fig. 294. 

The jockey pulleys are mounted in a frame pivoted at its mid-point 
Z) ; a spring balance measures the force tending to tilt the frame. If 
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all the belts are parallel to the axis of the spring balance it is evident that 
the pull on the spring is equal to twice the difference in the tension of 
the belt on the tight and slack side respectively. 

The difference in tension of the two sides of the belt multiplied by 
the linear speed of the surface of the driving pulley at that instant gives 
the rate of doing work, or, if appropriate units are used, the horse-power 
transmitted. 

Froude constructed his dynamometer with a recording device con- 
sisting of a drum rotated by the jockey pulley. This drum carried a 
continuous roll of paper on which a record of the force was made by a 
pencil connected to the spring balance. The jockey pulleys were mounted 
to run very freely to reduce friction losses and the oscillations of frame 
damped out by an oil dashpot. 

This recording arrangement measures the distance travelled by the 
driving belt, and is therefore in error by the amount of the slip of this 
belt on the driving pulley. It would be preferable therefore to use the 
driving pulley for the purpose of rotating the recording drum. 

A belt dynamometer which is very simple in application is that 
attributed to Alteneck. The belt in this apparatus is drawn together 
between the driving and driven pulleys by jockeys mounted in a pivoted 
frame, as shown in Fig. 295. The component of the difference in tension 
in the two sides of the belt is counterbalanced by a weight hanging on 
the end of an arm. 
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It can be easily shown, if the frame Ir symmetrieal about the 
centre line of the pulleys, that 

T,-T,~ "- — 
(sin cc I ain 8) 

and the work done is equal to the linear Hpecd of the pulley rim multiplied 
by this quantity. 

Other forms of belt dynamometers have been devised by ' 
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investigators for special application, notably by Boys, Parsons, Tatham, 
King, and Farcot. 

Gear Dynamometers.— It is pos-nibie to construct a very compact 
form of transmission dynamometer by the use of the reactions in a train 
of gears. This form is not widely used 
owing to the somewhat high friction 
losses that it entails and the cost of 
manufacture. The principle of the 
method will be illustrated by describing 
the simplest form (Fig. 296). The gearing 
employed is of the bevel differential type. 
The driving pulley A drives the pulley 
B in the opposite direction through the 
bevel mounted on the weighing beam. 
The reaction on the bearing of this 

wheel is equal to the tooth pressure, hence the driving force at the rim 
of the pulley is equal to the dead weight on the end of the beam divided 
by the ratio of the length of the arm to the radius of the pulley. 
In passing it might be remarked that the Lanchester gear tester, 
described on page 313, involves this principle in a more highly de- 
veloped form. 

Torsion Dynamometers. — Appliances which measure the power trans- 
mitted by estimating the torsional deflection of the driving shaft are 
largely used in marine work. The long propeller shafts of steamships 
make the method particularly easy of application. 
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If the angular deflection ( 6) of the shaft is determined at any instant, 
then the torque T in inch pounds is given by 

d = - -— , for a cylindrical shaft, 

2TL 
and 6 = — — ; — for a hollow shaft. 

Where L =length of the shaft, in inches, between the two points where 

deflection is measured 
and iL= modulus of rigidity in millions of pounds per square inch. 

(For steel K is about 12,000,000 lb. per square inch.) 
d and d^ = outside and inside diameter of the shaft in inches. 
The horse-power is found by the usual formula : 

198,000 

where ^=niunber of revolutions per minute. 

In view of the uncertainty in the value of K and the difficulty of 
calculating the value of 6 in radians from the empirical reading of an 
instrument it is preferable to calibrate the apparatus in position and 
determine the instrument reading for known values of torque applied 
to an arm clamped to the stationary shaft. This method of calibration 
is particularly useful when the length of shaft utilised is broken by a 
coupling, since the influence of this discontinuity is difficult to allow for 
in a calculation of the coefficient. 

The torsion dynamometers described in the following pages differ 
considerably in their mechanism for indicating the deflection ; some 
of the types being applicable for low speeds, whilst others, such as some 
forms of optical indicators, are more convenient for use with high-speed 
shafts. 

The Fottinger dynamometer employs a simple lever system which 
records the torque on a drum revolving concentrically with the shaft, 
but at a definite fraction of its speed. The mechanism of the instru- 
ment is mounted on two flanges, one of which is fixed to the shaft, whilst 
the other is carried on a tube which is fixed to the shaft only at its extreme 
end, as shown in Fig. 297. 

The twisting of the shaft within the sleeve causes a relative move- 
ment of the flanges, and this is magnified twenty-seven times by the 
levers connected to the tracing-point. The recording drum is driven by 
sun-and-planet gear at about one-quarter speed, so that one complete 
diagram gives the torque during four revolutions. 
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This dynamometer was first used by Fottinger in an elaborate series of 
experiments on German merchant ships, in course of which horse-powers 
up to about twenty thousand were measured. 
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Messrs. Archibald Denny and Charles Johnson have devised several 
forms of torsion dynamometers and have conducted experiments with 
them extending over many years. They at first endeavoured to measure 
the angle of deflection of a shaft by using two insulated discs, at a distance 
apart, which were fitted with contacts at a point on the periphery of each. 
These contacts were arranged to touch two tongues simultaneously once 
in each revolution, and the traverse movement which it was necessary 
to give to one tongue to maintain synchronous contact when power 
was being transmitted, was a measure of the angle turned through. 
This device, although quite satisfactory at low speeds of about 100 

f/^.298 





R.P.M., proved unsatisfactory at high speeds and was abandoned in 
favour of an electromagnetic induction method. 

This instrument was also provided with a traversing screw setting, 

but this feature was afterwards developed into the form shown in Fig. 

298, in which aU the setting could be effected from a remote point away 

from the disturbing noise of the machinery, which made the use of a 

u 
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telephone somewhat difficult. There are fixed at a suitable distance 
apart, two light gun-metal wheels A and B, On each wheel is mounted 
a permanent magnet, the projecting pole of which is m*ade V-shaped in 
order to produce an intense and magnetic field at the point. Underneath 
the magnets, and set concentrically with the wheels and shaft, are fixed 
two inductors, each of which consists of a quadrant-shaped piece of soft 
iron carried on a gun-metal stand provided with suitable levelling screws. 
On each piece of iron are mounted a number of separate but similar 
windings of insulated wire, there being a certain suitable number of 
windings per unit of circumferential length of the iron. There is in 
conjunction with the inductors a recording-box, in which are mounted 
two series of contact-studs, around which scales are fixed. In connection 
with the series of studs, two contact-arms A and B are arranged, by means 
of which electrical connection may be made at will between any desired 
stud of a series and its contact arm. There is in series A a stud for every 
separate winding in the inductor A , and in series B a stud for every separate 
winding in the inductor J5, each stud being connected to its particular 
winding by means of a separate wire, all the wires being contained in the 
multiple cables. The remaining ends or returns of the winding on the 
inductors are all connected by means of two common wires (also con- 
tained in the cables) to the contact-arms A and B respectively. 

Included in each of these two circuits is a variable resistance (by 
means of which the strength of the current flowing in the circuit may be 
adjusted as desired), and one winding of a differentiaUy-wound telephone 
receiver. The scale A is divided into six equal parts, there being six 
separate windings in the inductor A, and thus six studs in the series A ; 
the length of five subdivisions of the scale thus represents the circum- 
ferential length occupied by aU the windings on the inductor, each sub- 
division representing the distance between neighbouring windings, 
which is usually 0-2 in. The scale B is divided into fourteen equal parts, 
there being fourteen separate windings on the inductor JS, and thus 
fourteen studs in the series B, The length of thirteen subdivisions of 
the scale, as before, represents the circumferential length occupied by 
all the windings in the inductor, the distance between neighbouring 
windings being represented by one subdivision of the scale ; the usual 
distance between neighbouring windings in the inductor B is 0-02 in. 

To facilitate the accurate and easy setting of the magnets above 
their respective windings, lines are cut in the tops of the inductors exactly 
above the end windings, and the magnets are set to these lines. When 
the shaft rotates without transmitting power, a current of electricity 
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is induced in the end or zero winding of each inductor, the contact-arm 
being first placed in contact with the end or zero stud in each series. 
These two separate currents both transverse their respective circuits, 
passing in each case from the inductor winding in which they are induced 
to the respective zero studs to which these windings are connected, 
thence by way of the respective contact-arms, resistances, and telephone 
receiver windings back to the inductors again. The connections to the 
receiver windings are so arranged that the effects of the two separate 
currents flowing therein are in opposition and thus neutralize each 
other's effect on the receiver when the strengths of the two current 
flowing are exactly equal at the same instant. By means of the variable 
resistances in each of the circuits the currents are made equal in strength, 
and then so long as the shaft transmits no power, and is thus subject to 
no torsion, no sound will be heard on listening at the receiver, since the 
currents induced in the zero windings of the inductors have been equalised, 
and are both induced at exactly the same instant. When transmitting 
power, the shaft is subject to a certain torsion or twist, which causes 
the zero winding of the inductor next the turbine or engine to be excited 
in advance of the other by the amount of the torsion of the shaft ; a loud 
ticking sound will then be heard in the receiver, as the currents no longer 
neutralize each other. 

Contact-arm B is then shifted from stud to stud, until the position 
of greatest silence in the receiver is once more obtained. When this 
position is found, the reading on the scale B opposite the contact-arm 
represents the circumferential measurement of the angle of torsion of the 
shaft at the radius of the inductor windings. A current equal in strength 
at the same instant to that induced in the zero winding of inductor A is 
now being induced in that winding of inductor J5, which is in connection 
with the contact-arm B ; the scale reading thus represents the displace- 
ment of one magnet with regard to the other due to the torsion of the 
shaft. In the event of the torsion being found to be too great to be 
measured on scale B alone, contact-arm A is shifted from stud to stud 
until a reading can be obtained on scale B, the torsion reading being equal 
to the sum of the readings on scale A and B. The reading corresponding 
to any large displacement of one magnet relatively to the other is thus 
easily obtained by the combined use of the scales A and B, The recording 
box is usually placed in a quiet cabin, while the sound in the telephone is 
quite definite, for fine adjustments it is desirable to have as little extran- 
eous noise as possible. The torque can be calculated from the dimensions 
or a separate calibration by the usual methods previously described. 
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Another electrical type of torsion meter, due to the same investigators, 
depends upon the variation of the voltage in the secondary of a trans- 
former with the magnetic reluctance due to different lengths of air-gap 
in the circuit. In this torsion meter two sleeves or tubes are fixed on the 
shaft, their ends being at a known distance apart, one sleeve is long and 
the other short. Where they abut they do not touch, but are furnished 
with projecting arms. When the shaft is transmitting power, and sub- 
jected to torsion, the two arms move relatively to one another, the dis- 
placement being proportional to the torsion of the shaft, the length of 
which extends between the circumferences embraced by the two sleeves. 
On one arm of a sleeve the primary coil and core of a small transformer 
is fixed and the secondary coil of the transformer is attached to the arm 
of the other sleeve, while a small air-gap separate the adjacent ends of 
the cores of the transformer. From this it will be seen that the air-gap 
length changes with the angle of torsion. The currents through the 
transformer are so led by means of slip-rings to brushes and return wires 
or earths that the primary may be excited by a small motor-driven 
alternator, while the secondary is connected to an alternate current 
voltmeter ; so that the reading of the voltmeter is proportional to the 
angle of torsion and the voltmeter becomes the torque meter. The torque 
meter is calibrated in fractions of an inch of air-gap length and therefore 
of torsion ; the scales are divided in tenths, hundredths, and thousandths 
of an inch, the smallest division being easily subdivisible by eye ; the 
error of observation is said to be practically nil. 

Hopkinson-Thring Dynamometer, — ^The principle of the apparatus 
designed by Professor Hopkinson and Mr. Thring is a differential one 
and consists in the observation of the twist between two adjacent points 
on the shaft by means of two beams of light projected on to a scale from 
a fixed and a movable mirror. The beam projected on the scale by the 
fixed mirror is taken as the zero point, whilst the beam projected by the 
movable mirror indicates the amount of torque on the shaft. Both 
mirrors rotate with the shaft, the reflections appear as continuous lines 
of light across the scale, even at moderate speeds. 

The torsion meter is shown in Fig. 299, mounted on a shaft. A collar R, 
clamped to the shaft of which the torque has to be measured, is provided 
with a flange projecting at right angles to the shaft and an extension. 

A sleeve T provided with a similar flange and extension- at one end, 
is clamped at its further end on to the shaft in such a manner that its 
flange is close to that on the collar, whilst its extension overlaps that of 
the collar, on which it is supported to keep it concentric. Both the 



collar and sleeve are quite rigid, and it is therefore obvious that when the 
shaft is twisted by the transmission of power, the flange on the sleeve 
will move relatively to that on the collar, the movement being equal 
to that between the two parts of the shaft on which these fittings are 
clamped. This movement is made visible by one or more systems of 




torque mirrors mounted between the two Hanges, which reflect a beam 
of light, projected tn»m a lamp, on to a scale divided in a suitable manner 
on ground glass. 

Each system of torque mirrors consists of a mounting, pivoted top 
and bottom on one or other of the flanges, in which two mirrors are 
arranged back to back. This mounting is provided with an arm, the end 
of which is connected by a flat spring to an adjustable stop on the other 
flange. Any relative movement of the two flanges will turn the torque 
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mirror and thereby cause the beam of light to move on the scale, the 
deflection produced being proportional to the torque applied to the shaft. 
Hence, if the rigidity of the material and the number of revolutions per 
minute are known, the horse-power transmitted can be calculated. 

With the arrangement described, a reflection will be received from 
each mirror at every half -revolution of the shaft ; but where the torque 
varies during a revolution (as with reciprocating engines), a second 
system of mirrors may be arranged at right angles to the first sjrstem, so 
that four readings can be taken during one revolution ; or, if two scales 
are used, eight readings can be taken. 

The beam of light is reflected by the mirror when in its highest position 
passes through the upper part of the scale ; while the second reflection 
will occur when the mirror is in the position occupied by the zero mirror, 
the beam of light passing through the lower part of the scale. The 
position of the torque mirror is such that if the reflected beam strikes 
the scale to the right of the zero line, when the shaft has made a further 
half-revolution, the reflected beam from the other mirror will strike the 
scale to the left of the zero line. Obviously the deflection on both sides 
should be equal. 

The fixed mirror is attached to the flange T, This must be adjusted 
so that the beam of light reflected from it is received at the same point 
on the scale as those from the movable mirrors when there is no torque 
on the shaft. To facilitate the erection and adjustment of the apparatus, 
the box containing the scale and carrying the lamp is fitted with trunnions, 
so that it can be inclined as required. 

If the position of the apparatus becomes altered relatively to the 
scale owing to the warming up of the shaft or from other causes, this is 
indicated immediately to the observer by an alteration in the position 
of the zero as reflected by the mirror. Hence, the scale zero may be 
adjusted, if desired, by moving the scale so that its zero coincides with 
the reflection from the fixed mirror, but this is not necessary to obtain 
a correct result, since the mean of the two readings will be the same. 

The constant of the instrument, viz. the factor which, when multiplied 
or divided into the product of the torsion-meter reading and the revolu- 
tions gives the horse-power, may be calculated within 2 or 3 per cent, 
if the section of shaft within the instrument is uniform. 

But a direct calibration of the shaft with the instrument in position 
before the former is put into the ship is to be preferred. This is easily 
effected by applying a known twisting couple. 

This torsion meter has been used in warships and other turbine- 
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driven steamers, running at speeds up to 1500 revolutions per minute. 
The smaller sizes of the instrument are designed to run up to 3000 
revolutions per minute. 

Bevis Gibson. — This apparatus (Fig. 300) employs two discs fixed 
at a distance apart on the shaft, each of the discs being provided with 
narrow radial slots. Behind the disc A is fitted a lamp enclosed in a 
case, but having a slot in the side directly opposite to the slot in the disc. 
While behind the disc B is fitted a measuring device consisting of an eye- 
piece with a micrometer traverse adjustment. The object glass has a 
slot similar to that in the disc. 

When aU the four slots are in line, a flash of light is seen in the eye- 
piece every revolution of the shaft, and for speeds above about 50 revolu- 
tions per minute the illumination appears almost continuous. When 
the shaft is transmitting power the discs are displaced relative to each 
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other and the slot in B has passed beyond the eye-piece before the slot 
in A has reached the position to allow the light to pass through. The 
eye-piece must therefore be displaced by an amount equal to the deflection 
of the shaft before the slots are again in alignment. To obtain the zero 
setting the shaft is rotated at approximately the normal speed without 
load and this reading is used as datum mark for subsequent measure- 
ments. 

The slots in the disc have appreciable width, and to minimize errors 
due to this cause the setting of the eye-piece should always be made so 
that the light is just disappearing when traversing in one direction. 

If the torque varies cyclically during each revolution, such as in the 
case of reciprocating engines, readings can be taken at several points in 
the revolutions by using a number of slots at the particular points desired 
in the revolution, but at different radial distances to avoid confusion. 
Then by moving the lamp and eye-piece radially to bring them into 
coincidence with the different slots it is possible to obtain a series of 
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values for the torsion. It is stated that the method is sensitive to angular 
difference of one hundredth of a degree. 

Amsler Torsion Meter. — ^Dr. A. Amsler has devised a dynamometer 
very similar in principle to the above-described. This instrument has 
two slotted discs carried at the ends of a sleeve, one end of which is 
rigidly fixed to the shaft. Close to the disc on the free end of the sleeve 
is a third disc fixed to the shaft, and on this disc is engraved an angular 
scale over a short length of the circumference opposite the slots in the 
other disc. 

This scale can be observed through the slots in the discs when the 
shaft is rotating, and if the speed is high enough the scale appears 
stationary. 

The method in principle is a direct measurement of angular deflection 
and was used by Amsler in conjunction with a short length of very 
flexible steel shaft, this being used in order to obtain greater deflection 
with a compact form of instrument. 

It should be observed that in all torsion meters used for shafts under 
axial load, such as the propeller shaft of a ship, an uncertain error may 
exist due to the combined load of torque and thrust. 

The magnitude of the effect of thrust does not appear to be accurately 
known, but according to some observers may cause an error of several 
per cent in the estimation of the power. 

When torsion dynamometers are employed for the determination of 
small powers or in special investigations it is generally possible to make 
special provision for the measuring instrument, and in such circumstances 
the ease of operation is greatly facilitated by the use of a spring coupling 
as the deflecting member of the apparatus. Ayrton-Perry, Morin, 
Ruddick, Dalby, and numerous other investigators have devised dynamo- 
meters incorporating springs in this capacity. One example of this 
class of dynamometers due to Moore, presents some very novel features 
in the application of electrical measurements to the problem. 

Mr. C. R. Moore succeeded in employing electrical means not only to 
measure the angle through which a spring connecting the two shafts of 
a transmission dynamometer is twisted, and hence the driving torque, 
but also automatically to multiply this by speed, so that the power being 
transmitted can be read at any moment upon a voltmeter. 

Each shaft carries a small alternator with a two-pole field magnet 
(as shown in Fig. 301), and the exciting current, sent through the two in 
series, is necessarily the same for each. In all other respects the two 
machines are made identical, and they are so designed as to give very 



scGtirately a simple harmoiuc wave form to the alternating electro-motive 
force which they induce. The two machines are so eoimeeted and adjusted 
that they are in exactly opposite phases when there is no torque and 
consequently no twist in the spring. When, however, one shaft is trans- 
mitting power to the other, the exact opposition of phase no loiter obtains. 
In consequence of this the circuit, which consists of the two armatures in 
series and a voltmeter, is no longer dead, but an outstanding voltage is 
available to act on the voltmeter ; and this voltage is proportional to 
the torque multiplied by the speed, so the readings of the voltmeter at 
once give the power being transmitted at any moment, and the two 
independent readings of speed and torque need not be made. Further, 
by the use of a switch, one of the connections can be reversed, then the 
voltmeter which indicates the vector sum of the two separate voltages 
or either voltage may be read so as to ascertain the speed. 



It is well known that when two equal harmonically varying quantities 
having the same period are compounded, the resultant is a harmonically 
varying quantity of th© same period and of an amplitude which is zero 
when the components are in exactly opposite phase, which is their 
arithmetical sum when they are in the same phase, and which, when 
there is a small departure from opposition, is almost proportional to the 
difference of phase at small angles. 

The resultant varies as the sine of half the angle of phase difference, 
but since for angles up to 20 degrees the departure of the value of the 
sine from a straight line is only ^ per cent, and it is less than ^ per cent, 
at 25 degrees the resultant may be assumed proportional to the deflection. 
The quantity indicated by the voltmeter is proportional not only to the 
angle, but also to the absolute magnitude of the harmonic waves. As 
these are proportional to the speed the indication of the voltmeter is 
proportional to the torque multiplied by the speed or to the power being 
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transmitted. By the use of a switch one phase may be reversed, then the 
E.M.F. due to one alternator is shown on the voltmeter ; and this at once 
gives the speed. Provision is made for adjusting the phase of one of the 
alternators by the screw and slot shown on the right-hand machine so 
as to obtain exact opposition of phase, and this is adjusted so that the 
voltmeter reads zero when the dynamometer is running, so as to eliminate 
the small losses therein. It will of course be clear that the electrical load 
due to the alternators is very small, for the only output is that needed to 
actuate a voltmeter and overcome friction ; the load practically un- 
diminished is transmitted through the dynamometer. 

III. Absorption Dynamometers 

Dynamometers in which the entire output of the machine under test 
is dissipated as heat are known as absorption dynamometers. Such 
instruments may operate on the principle of (a) solid friction ; (6) eddy 
currents ; (c) electrical generation of current ; (d) fan brake, or (e) 
hydraulic friction. 

The commonest form of brake used in engineering practice and the 
simplest to construct is the rope friction brake. This device was invented 
by Lord Kelvin in 1858, primarily for use in laying the Atlantic cable. 

The brake consists of two or more hemp or cotton ropes passed around 
the puUey or fly-wheel of the motor ; the ropes being prevented from 
slipping off by the use of grooved wooden blocks fixed to the ropes at 
short intervals. The load is applied by hanging equal weights on the 
ends of the ropes and the torque applied is read on a spring balance. The 
power absorbed is readily calculated by multiplying the pull on the 
spring balance by the linear speed of the surface of the pulley. 

Manilla ropes are generally run dry, but cotton ropes work better if 
lubricated by soaking in tallow and graphite. When rope brakes are 
employed for the measurement of more than a few horse-power, difficulty 
is usually experienced in dissipating the heat generated and the fly- 
wheels have to be water-cooled. For this purpose the fly-wheel is cast 
with trough-shaped section and the water fed into it, centrifugal force 
causing the water to remain as a layer around the inner circumference if 
the speed exceeds a certain minimum determined by the diameter of the 
wheel.' 

The most notable development which has been made in the design 
of the rope brake has been the method of making the brake automatically 
compensated for varying load. James Thomson varied the angle sub' 
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tended by the ropes on the wheel by the use of a loose pulley. Imray 
also employed a somewhat similar principle by the use of a sector-shaped 
lever. 

The old cable brake of Appold and Amos has also been developed 
into a compensated type of brake. In this dynamometer a flexible band 
brake embraces the pulley and both ends of the band are coupled to a 
short toggle lever. A slot in the end of the lever engages with a fixed 
stud, 80 that a displacement of the bemd backwards or forwards increases 
or decreases the tension and so varies the friction. 

The torque is measured by means of a weight hung from a point on 
the horizontal diameter. The friction is initially adjusted by a screw. 
The toggle lever is liable to introduce a certain force, and thus may 
introduce errors ui the reading unless the lever is always adjusted so that 
it is in the same position when the observations are taken. 

Griffin's Frictum Dynamometer.— Ibis instrument is also of the solid 
friction type, but is water cooled in a particularly effective manner. 



The general appearance of the device is shown in Fig. 302. The cast- 
iron case is turned inside in the form of two hollow cones, and lignum 
vitie shoes may be pressed against these interior conical faces by means 
of a stationary hand-wheel through the intervention of mechanism 
shown in the illustration {Fig. 303). 

The casing is mounted on ball-bearing to reduce friction, and water 
is passed through the interior of the casing for cooling purposes. The 
direction of rotation is such that the long arm, which is stayed, as shown, 
tends to lift the weight at its end, a spriiLg balance being usually fitted 
in addition for convenience in working. The horse-power is of course 
determined by the speed of rotation, the length of the arm, and the 
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force at its end. A socket is provided on the opposite aide of tlie casing 
to take the arm when it is desired to test the horse-power of a shaft 
running in the opposite direction, for ordinary use at high speeds the 
shoes are removed out of 
contact with the friction 
surfaces by means of the 
hand wheel, and " water at- 
trition " alono is relied upon 
for taking up the load, in 
which case the characteristic 
relation between torque and 
speed follows approximately 
a square law, being due en- 
tirely to fluid friction. The 
makers recommend that 
water should be supplied at 
the rate of about five gallons 

per brake-horse-power hour. The inlet and outlet water pipes are 
shown at the bottom of the casing. The distance between the shoes 
and the casing or the pressure between them may be regulated by the 
hand wheel and the resistance adjusted while the load is on. This 
dynamometer has the advantage that the water supply may be taken 
from a tank very little above the dynamometer level, as no hydrostatic 
pressure is required to overcome internal pressures. 

The indications of this dynamometer are very steady as compared 
with those of an ordinary friction brake. The same dynamometer is 
applicable for powers ranging from 5 horse-power at 250 revolutions per 
minute to 70 or 80 horse-power at 3000 revolutions per minute. 

The Alden Fluid Friction Dynamometer. — This dynamometer, invented 
by Mr. G. I. Alden, depends for its action upon the friction between the 
lubricated surface of rotating and stationary discs and is very similar in 
action to a plate clutch. An unique feature is the method of applying 
the pressure hydraulically. 

The construction and action of the brake is as follows : 

The discs D (Fig. 304) are fixed to the hub, which is keyed to the 
shaft and therefore revolve with it. On each side of these revolving 
discs are thin copper plates C, which form water-tight compartments 
with the outside stationary casing. These plates are forced towards the 
rotating discs by the pressure of water in the spaces W. The rubbing 
surfaces of the discs D and the copper plates C are lubricated with oil, 
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which is fed into the hub and is carried outwards to the circumference by 
centrifugal action, where it escapes and is returned to the hub by external 
pipes. An oil reservoir connected to each pipe provides for leakage. 
The bearing surface between the hub and casing is lubricated by the oil 
which leaks past the packing rings. This oil is caught by drip-cups. 

Water under pressure circulates through the spaces W, and presses 
the copper plates towards the revolving discs, the resistance to rotation 
being due to the viscosity of the lubricating oil. The water also carries 
away the heat which is generated by the frictional work. 

The moment on the brake can be measured and the brake-horse-power 
calculated in the usual manner. An advantage of the brake is the ease 




and rapidity of control, since the water pressure can be varied almost 
instantly and the adjustment can, of course, be performed from a distance. 
The control of the water pressure is sometimes arranged automatically 
by the movement of the casing. 

It is stated that the maximum rubbing speed of the discs should not 
exceed 7000 feet per minute, and for the best condition the surface should 
be between 6 and 10 sq. in. per horse-power. 

The Alden type of brake has recently been used for testing high- 
power water-turbines "up to about 3000 b.h.p. when rumiing at 225 
revolutions per minute. In this case a series of discs and diaphragms 
were built up in connection with a single external casing. 

Eddy Current DyTutmometer. — ^The effect of rotating a magnet near 
a conducting disc has already been referred to in Chapter VI when dealing 
with the magnetic speedometer and also in the discussion on methods of 
damping. 
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The phenomenon of magnetic drag when used in conjunction with a 
magnetic field of variable strength, such as an electromagnet, constitutes 
a very convenient means of adjusting the brake load on a machine, and 
the reaction between the parts affords an accurate method of measurmg 
the torque. Several designs of eddy current dynamometers have been 
introduced from time to time, especially on the Continent, Dr. Morris 
and Mr, Lister carried out a thorough investigation of the action of this 
class of instrument in the case of a fourteen horse-power brake they 
designed and constructed for the Birmingham University. {See Fig. 305.) 



This brake, shown in detail in Fig. 306, consists of two copper discs, 
each mounted on a cast aluminum spider C. These. are made fast, one 
at either end of a sleeve A which is keyed to the shaft of the motor under 
test. Riding loose on this sleeve and between the two copper discs is an 
aluminum casting F carrying a number of electromagnets, wound so as 
to have alternate polarity. These magnets consist of well-ventilated 
coils L on circular cores K fitted with pole pieces H. To the outside of 
each copper disc is secured a ring of wrought iron G, which revolves with 
the copper and at the same time forms a path for the magnetic flux. 
These iron rings are fitted with cooling vanes ff. When the motor is 
running the magnetic flux in traversing the moving copper induces eddy 



currents. All this absorbed energy in the copper discs is converted 
into heat and dissipated by the cooling vanes. At the same time the 
flux tends to drag round the magnet system and lever P. By suitably 
adjusting the exciting current the lever floats. The power is then found 
in the usual way by multiplying the torque by the number of revolutions 
per minute. When in equilibrium the lever floats between stops, in an 
horizontal position. The bar carrying the weights is rigidly fixed at 
right angles to the arm, so that when the lever drops below the horizontal 
position the effective radial distance of the weight is reduced, and if the 
lever is above the horizontal the effective radius is increased, but when 
the lever is horizontal the weight acts at a definite measured length of 
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lever to which it is adjusted. The characteristic curve of the relation 
between torque and speed is shown in Fig. 307. This curve is plotted 
for a thick-rimmed disc referred to later and a flux density of 4000 amp. 
turns per coil. The torque falls tiff above a certain speed for all flux 
densities. 

Morris and Lister developed a theory ftir the action of brake and 
their conclusions are of considerable interest in their bearing on the 
design of this class of brake. General considerations indicate that the 
eddy current disc should be I-shaped with thick rims in preference t(i a 
plain disc. The thickness / of the web or portion cutting the magnetic 
flux is given by the term 

( = !i£ tan ff. 
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where a is a resistance factor depending upon the ratio of the resistance 
of the eddy current path in the web to the resistance of the path along 
the rims. It is stated that this factor should be approximately r5. 

p=specific resistance of material of disc in C.G.S. units at the 

working temperature. 
V =speed of disc at pole centre line in cms. /sec. 
tan 0= angle of flux inclination to pole surface due to rotation of disc 

(varying directly as the speed). 

1 
The best value of tan at a given speed is shown to be -,— so that 

the thickness of the disc in millimetres may be stated to be equal to the 
specific resistance of its material when heated (about 2500 for copper 
and 4000 for aluminium) divided by the average linear velocity of disc 
in centimetres. Any greater thickness than the above will result in a 
decrease of torque. The calculated torque curve agrees well with the 
curve already given in Fig. 307. The authors also deduced a general 
expression for the horse-power absorbed by a brake of given dimensions, 

using the most advantageous thickness 

given above. 

Thus approximate maximum : 

B.H.P, =3 X 10^^ -BW^^RZ. 

fi=main flux due to poles 

(lines per sq. cm.). 
Z)= diameter of disc at pole 

centres in cms. 
ii=speed of disc R.P.M. 
Z= radial length of average 

eddy current path or 

width of web between 

rims. 
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This expression asstunes a value of the ratio of pole-face width to pole 
pitch of 0'6 to 1 and a leakage of 25 per cent of the flux. 

It is interesting to note that the eddy current principle is utilised in 
very large powers as a brake on electric winding plants, several of which 
are in use in South Africa. These particular examples consist of rotating 
field-magnet systems exactly similar to low-speed alternators, fixed on 
the winder drum shaft, and revolving within a hollow cast iron stator 
ring, with a smooth circular face opposite to the field-magnet poles. 
Eddy currents are set up in the face of the ring when the magnet system 



is excited, which exert a very considerable and effective braking force 
without jerk or jar of any kind. Water is circulated through the hollow 
casting of the stator ring to carry off the heat which is generated. Brakes of 
this type are capable of absorbing over 2000 horse-power with an expendi- 
ture of energy in the field-magnets at the rate of 45 kilowatts, i.e. about 
3 per cent of the power absorbed. This excitation current is supplied by 
motor generator with field control to avoid opening the circuit of the field- 
magnets, the self-induction of which would cause heavy sparking. 

Hence if the necessity arose it is evident that an eddy current 
dynamometer could be built for dealing with very large powers. 

Electrical Oenerator Dynamometers. — Approximate estimates of output 
are often effected by connecting the prime mover under test to a dynamo ; 
the various losses of the dynamo being determined by separate experi- 
ments with no load. The method is fairly satisfactory for large powers, 
particularly if two similar dynamos are available on which an Hopkinson 
efficiency test can be carried out. For small powers, however, the con- 
stancy of the various losses is not to be relied upon, so the ^results cannot 
lay claim to high accuracy. 

It is, therefore, preferable to directly measure the reaction on the 
casing of the dynamo. This measurement is sometimes effected by 
mounting the casing on ball bearing journals, but the friction is not 
negligible. Dr. Drysdale states that in one particular instance, with a 
10 h.p. dynamometer the error due to journal friction amounted to as 
much as 6 per cent. Consequently he modified his machine to permit 
of it being suspended from a balance j^ ^ ^ ^^ cj^ j. y 

beam swinging on knife edges. This 6eanngs of vilr' /Pi/namomef^r 
expedient introduces difficulties with 
the coupling of the dynamometer, and 
for heavy machines friction wheels 
would probably be simpler to use. 

Drs. Stanton and Bairstow at the 
National Physical Laboratory have 
devised a very convenient system of 
mounting the dynamo casing. In this 
the two end covers are furnished with 
turned projections concentric with the 
shaft. Each of these cylindrical ex- 
tensions of the dynamo casing rests on two knife-edges bearing on vees 
let into the supporting frame, as shown in Fig. 308, the knife-edges 
from sectors of circles whose axis is at the sharp edge, and thus the 
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casing in effect rests on friction wheels having a minimum of frictional 
resistance to rotation. 

The complete dynamometer is shown in Fig. 309 and has given 
excellent results in practice, the knife-edges show no tendency to slip 
downwards even with very unsteady loads. 

Electrical d3'namometer8 can, of course, be made regenerate by 
employing the current generated for heating, etc., and one large engine- 
testing plant utilised the electrical energy to prepare electrolytic hydrogen 
for airships' filling. 

Dynamometers of the electric type have one minor disadvantage when 



Fig. 309. 

used for testing internal-combustion engines — the inertia of the rotating 
armature is considerable and does not permit of the engine being pulled 
up quickly in the event of an accident. 

Hydraulic Dynamometers. — ^The best known and most extensively 
used dynamometer of this class is that of Froude. This instrument was 
devised by Mr. William Froude in 1876. It depends for its action on work 
done by a rotor in discharging water at high speed from its periphery 
into cavities formed in the casing. The rotor and the casing together 
fonu elliptical receptacles in which the water courses around at high 
velocity. The resistance offered by the water to the motion of the rotor 
reacts on the easing, which tends to turn on its supports. The moment 
of this force is balanced by means of a weighted lever in the usual manner. 

A typical methum power brake is shown in Fig. 310, a section of which 



is given in Fig. 311. The rotor spindle runs on ballbearingfl in the 
casing and the casing itself is carried on ball-bearings in a fixed frame. 
In larger sizes the ball-bearings are replaced by friction wheels. The 



diagram at the right-hand corner of Fig. 311 is a section through the 
rotor and casing showing the form of the vanes. 

In order to vary the power absorbed by the brake the rotor can be 
blanked off from the casing by means o£ sluice plates which project in 
from both sides. These plates can be adjusted from the exterior of the 



brake, whilst running, by means of a hand wheel and screw shown at A 
in Fig. 310. The circulating water ia supplied to the brake under a 
pressure of 10 to 30 lb. per sq. in. and a minimum amount of two gallons 
per brake- horse -power per hour is recommended. 

Froude dynamometers have been constructed fur dealing with very 



308 THE MEASUREMENT OF WORK [chap, vii 

large poweiB, and an illustration of a 5000 b.h.p. machine made by Messrs. 
Heenan and Froude for testing internal-combustion engines at about 
200 r.p.m. is given in Fig. 312. This type has a cast steel rotor, but is 
not fitted with sluice plates, the regulation being efiected by a valve 
on the water supply. There ls in addition an automatic control on the 
water supply by levers interconnected to the weighing arm to maintain 
a constant torque. 

In the standard type of Froude dynamometer the reaction varies as 
the square of the speed of rotation of the turbine, since the momentum 



generated per second, causing the reaction, varies as the product of the 
mass operated on per second and the speed imparted to it ; the speed 
is that of tiie turbine, and the mass operated on varies as the speed of 
" vertical rotation," which is as the speed of the turbine. 

Froude deduced from the general considerations indicated below 
that for two similar dynamometers of different dimensions that for the 
same speed of rotation their respective moments of reaction should be as 
the fifth powers of their respective dimensions. 

Let two dynamometers, A and B, be compared, the diameter of A 
being double that of B, the revolutions per minute of both the same, 
the linear velocity in A would he double tliat of B, and from this cause 
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the resistance would be as the square. In A the area acted on would be 
four times as great as that of B, or as the square of the increase in dimen- 
sions ; thus we should have four times the resistance acting on four 
times the area in A, and therefore the effective resistance is proportional 
to the fourth power of the increase of dimensions. Also the resistance 
would be opposed at the end of an arm of double the radius ; so that 
finally the power-absorbing capacity of the dynamometer would be 
proportional to the fifth power of its linear dimensions. 

Experiment showed that this deduction was approximately true. 
Two similar water dynamometers were made, in which the diameters of 

the turbines were 1 2 and 9- 1 in. Now I - I * = 4, so that at a given speed 

of rotation of the turbines the ratio of the moments of the two machines 
should be 4. The ratio turned out to be 3'86. The small difference is 
attributed to the fact that in the larger of the machines the internal 
friction was rather less in proportion than that in the smaller one. 

Fan Dynamometers, — In this class of dynamometer the power of the 
rotor is dissipated in churning the air with a rotating fan. The device is 
usually constructed with two or more arms carrying flat plates at adjust- 
able distances along their lengths. A two-blade fan is shown in Fig. 313. 
The power absorbed is varied by changing the position of the plates, and 
this, of course, necessitates stopping down for each adjustment. 

As will be shown later the power may be calculated from the dimension 
of the fan multiplied by the cube of the speed, but the more usual 
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procedure is to tabulate a series of coefficients for the various positions of 
the plates and multiply the appropriate factor by the cube of the speed. 
Dynamometers of this type are very useful for *' running in " aero 
engines, etc., where the engine has to be run at approximately full load 
for several hours. On account of the fact that this form of brake has a 
very steep characteristic the engine will run at a fairly uniform speed 
without attention. 
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In theoretical considerations of the fan dynamometers it is generally 
assumed that the resisting torque varies as : 

(1) The fifth power of the linear dimensions (i.e. as the area of the fan 

blades and the cube of the radii of similar points). 

(2) The square of the revolutions per minute. 

(3) The density of the fluid in which the fan rotates. 

From (2) it follows that the horse-power of a fan brake varies as the 
cube of the revolutions. Within wide limits this is found to be correct, 
but at very high speeds this law is not exactly obeyed and the torque 
varies as a power slightly less than the square of the r.p.m. The first 
fundamental assumption also is not strictly correct in practice, the torque 
is found to vary with a power between the fourth and fifth of the linear 
dimensions. This is due, of course, to disturbing factors not taken into 
account in the theory, such as the thickening-up of the arms which affects 
the stream line flow and also the feed of the air into the fan, the air 
flowing in at the centre and being driven out centrifugally. The horse- 
power varies directly as the barometric pressure and inversely as the 
absolute temperature. 

Messrs. Morgan and Wood recently made an investigation of the fan 
dynamometer and their experimental results confirm those of Colonel 
Renard, that the resistance varies as the square of the speed of rotation. 

An important source of error studied by these investigators was 
the influence of the confining walls of the building on the fan. The 
experiments were conducted with a number of rings built up near to 
and parallel to the plane of rotation on one side of the fan. The proximity 
of this surface reduced the power absorbed at a given speed by amounts 
as great as 20 per cent. If the fan was completed, boxed in with only an 
opening at the top, the power absorbed was reduced to such an extent 
that the apparent results were 194 per cent greater than the correct 
amounts. Hence it is essential that the fan should not be run near any 
obstruction unless calibrated under precisely the same conditions. 

It might be mentioned that the method of experiment employed by 
Messrs. Morgan and Wood was to measure the counter torque of the 
engine by a cradle dynamometer arranged as follows : 

A hollow bracket was mounted on a stationary frame carried with 
the inner race of a large ball-bearing, an extension of the crankshaft, 
concentric with the baU race, passing through but not touching the 
bracket. The outer ball race fitted in a housing which supports a trans- 
verse member which in the case of the fly-wheel end also formed the arm 
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from which the weights were suspended. The petrol tank was mounted 
with the engine and care was taken that the water connections caused 
no constraint. It was found essential that the exhaust should discharge 
parallel to the axis of the engine and that the pipe should be in no way 
constrained but should project some distance into a larger pipe. By 
the addition of counter-weights bolted to the " live " frame it was possible 
to bring the centre of gravity of the engine and frame in line with, but 
very slightly below, the axis of the supporting bearings. 

Mr. J. L. Hodgson has carried out an interesting series of experiments 
with a fan dynamometer working in water. The object of the experi- 
ments was to determine the coefficient K in the formida 

Where T is the torque, 

A"^ the number of revolutions per minute, 
8 the length of the side of a square blade or diameter of a round 

blade in inches, 
r the external radius of the fan, 

W density of fluid in which fan rotates in lb. per cubic foot, 
K a coefficient which he concluded depended upon the value 
of r/s. 

The results are of theoretical interest insomuch that they show the 
variation of the coefficient K with the value r/a. It is, of course, obvious 
that the factors r/s define the geometrical form of the fan regardless 
of its actual dimensions. 

One would expect the coefficient to be dependent on this ratio since 
the blades cause a swirl of the air in their vicinity, and it would be 
anticipated that the influence of this swirl would be most pronounced 
for the smallest values of r/s. 

Since when blades are nearest to the axis of rotation and the tendency 
would be for a mass of air to be carried round aroimd with them. Such 
an effect is apparent in Hodgson's results, as will be seen from an 
inspection of Fig. 314. 

The blades used were J, 1, and 2 in. square ; and J, 1, and 2 in. in 
diameter. These were cut from smooth German-silver sheet 0-012 in. 
thick, and the edges were left sharp and square. The fan spindle was 
driven by a small air turbine attached directly to it, and the driving 
torque measured by means of a manometer which indicated the pressure 
at the turbine jet. The relation between the driving torque and the 
readings of the manometer were determined by a series of brake tests 
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taken at various jet pressures and turbine speeds. The fan was rotated 
in a covered tank of still water 20 ft. square by 6 ft. deep, and the plane 
of the fan arms was 10 in. below the surface of the water. The coefficient 
of resistance was found to be constant for the largest diameter of fan 
used for all depths of immersion greater than 6 in. 
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Hodgson found that the torque of the arms which he employed could 
be represented by the equation 

Ta =0-35 X 10-8 gNH^ HW. 

Where a is a coefficient depending on the section of the arms vary- 
ing 1-63 for a square section down to 0-15 for a stream form of 
the same thickness, but six times the length, 
r^=radiu8 of the arm in inches measured to the inside of the blades, 
<= thickness of arms in inches. 

It was desirable to separate the resistance of the blades from that 
of the arm, and experiment has shown that if the width of the arms is 
smaU,^ the resistance of the whole fan can without appreciable error 
be taken as the stun of the resistances of the arms and blades each 
calculated separately. 

If Tb is the torque due to the blades alone in inch lb., 
Ta torque due to arms alone, 
T the total torque, 

TN 
63,006 

^ The width ol the anns must be lees than one-seventh that of the blades. 



Then 

and H.P.= 
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W is the density of the fluid in which the fan rotates in lb. per cubic foot 
= 62-33 for water at 60° F. 

1*317 X barometric pressure in inches of mercury 
"" (460+Temp. in °F. for air) 

From an inspection of Fig. 314 it will be observed that Morgan and 
Wood's results^ appear to be 2 or 3 per cent higher than Hodgson's. 
Whether this difiFerence is a real thing or not cannot be decided, as it is 
almost within the limits of experimental error. 

Hodgson's comparative results for square and round plates are of 
interest as they prove that the two curves are very similar. The range 
of r/s covered is very much greater than in the case of the full scale 
experiment of Morgan and Wood. 

The check-point A was obtained with the fan rotating in air. It 
will be observed that it falls on a part of the curve where the coefficient 
has attained a really constant value. It is obvious that in practice it is 
advisable to avoid using such dimensions for the fan that the value of 
r/s is less than 3. 

The above experiments with a smaU fan rotating in water can be 
strictly comparable with those of a large fan in air from the point of view 
of the theory of Dynamical Similarity, since the conditions may be 
such that the product of the dimensions and the linear velocity of 
the plates divided by the kinematical viscosity was equal in the two 
experiments. This condition would imply that the product N.r.s. for air 
equals NiTiSn'i^ for the case in water. Hodgson employed less than one- 
thousandth of an horse-power as compared with about 20 h. p. by Morgan 
and Wood. While it is very convenient to be able to calculate the 
coefficient of a fan dynamometer from a knowledge of its dimensions 
it must be remembered that the results obtained can only be regarded as 
approximate, and actual calibration on powers of nearly the same value 
as those which may be used in practice is essential for accuracy. 

IV. Worm Gear Dynamometer 

The worm gear dynamometer devised by Mr. F. W. Lanchester is 
a distinct advance in the design of appliances for testing the efficiency 
of the elements of a machine. This dynamometer was developed 
primarily with the object of testing the performance of a new type of 
saddle-worm designed by Mr. Lanchester, but it has also proved to be 
of great service in the study of the relative lubricating efficiency of 

^ In reducing Morgan and Wood's results for a rectangular plate, Hodgson assumed a 
square plate of equivalent area in plotting on the aboy0 curve. 
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different oik under the very high pressures which obtain in modem 
worm gears. This, of course, can be effected by making efficiency tests 
of a worm with different samples of oil. 

The Testing of Worm Gear.^-l^he most important direction in which 
it is desirable to test worm gear is to determine its efficiency under various 
conditions of load and speed. Where the efficiency of any piece of 
mechanism is high, such tests, to be of any real service, must be carried 
out with a very great degree of accuracy. Thus, where an efficiency of 
97 per cent, or thereabouts (as in a well-designed worm transmission), is 
obtained, it is useless to employ methods having an error of 1 per cent 
more or less. Any such error may be legitimately looked upon as a 33 per 
cent error in the measurement of the power wasted in transmission. If 
the tests are to give anything of a nature useful to the designer, improve- 
ment of his methods of generating, or to enlighten him as to the best 
conditions under which worm gear is to be employed, he must be able 
to detect with certainty variations in the amount of power lost of a far 
less magnitude than this. It might, in fact, be said that unless the loss 
of power can be determined to within about 5 per cent, the method of 
test must be looked upon as unsatisfactory. Thus, taking 96 per cent as 
a good average worm gear efficiency, the loss of power is 4 per cent, and 
the determination should be within an error of one-fifth of 1 per cent, 
and this degree of accuracy is obtained by the Daimler-Lanchester 
testing machine. 

The dynamometer itself is described later. In principle the machine 
is an instrument for the direct comparative measurement of two torques 
acting about axes at right angles, or, more generally, about axes making 
any angle with each other. It is evident that in any gear transmission 
where there is no slip the efficiency is given by the ratio of the torques 
of the driving and driven elements divided by the gear ratio (or multiplied 
by the gear ratio if it is expressed in the inverse form). Thus if the 
efficiency were perfect the torque ratio and gear ratio would be identical. 

In the Lanchester worm-testing machine the gear-box is supported 
in a cradle on ball-bearings, which are equivalent to a gimbal arrange- 
ment with practically frictionless joints. Further, by the introduction 
of universal joints in the driving and driven shafts, as indicated in the 
diagrammatic sketch of the machine shown in Fig. 315, no constraint 
is imposed by these shafts on small oscillations of the gear-box about 
its mean position, and, therefore, the extemaUy-applied torque required 
to balance the gear box when running in the position in which its axes 
are parallel to the axes of the shafts is equal to the resultant torque of 
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the two shafts, and the ratio of its components about these axes will 
be the ratio of the torques on the shafts. 

For any given conditions of running it is found that there is a neutral 
axis about which the torque is zero ; this is at right angles to the plane 
of the resultant torque, and is determined by the adjustment of a sliding 
jockey knife-edge. This knife-edge and the centre of the double gimbal 
mounting define the line of zero torque, and when the floating system 
is in equilibrium the position of the knife-edge gives the torque reading 
required. At every reading the machine is brought to its zero position 
about both co-ordinate axes ; it is steadied by appropriately arranged 
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THB DAIMLBR-LANCHESTER WORM GEAR TESTING MACHINE 

dash-pots. The power transmitted by the gear is restored to the driving 
shaft through the medium of a bevel gear and slipping belt. 

The total torque transmitted is in every case measured immediately 
before the torque ratio is read and gives the measure of the total power 
transmitted ; any error that may creep in between the times of reading 
the transmission torque to determine the horse-power and reading the 
torque ratio to determine eflficiency owing to changes in the external 
conditions, such as the slip factor of the belt, is of no importance, owing 
to the fact that the changes of efficiency for such small changes of load 
or speed as are liable to occur are quite negligible. 

A section of the cradle is shown in Fig. 316. The worm-box is mounted 
on ball-bearings so as to have freedom of motion about the axis of the 
driving shaft XX and the driven shaft YY. The driving and driven 
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shafts are connected to the worm shaft and wheel shaft in the box by 
means of universal joints so arranged that any turning moment about 
either axis is eliminated when the box is in the balanced condition. An 
arm is attached to the box in the direction of the XX axis, but the 
balance weight is not attached to this directly, but to a bar fixed at 
right angles to the arm in a direction parallel to the YY axis, and 24 in. 
therefrom. The balance weight is adjustable along this bar. The box 
is first balanced in both directions without the balance weight, and the 
torque in the driven shaft obtained by noting the balance weight lifted 
at the 24-in. radius. The torque on the driven arm is then balanced by 
sliding the weight along the bar until the box is balanced about the axis 
XX. If W is the balance weight and S the distance along the bar from 
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Worm-gear cnse. 

Ball bearingH, carrying case allowing 

movement in cradle. 
Ci-adle, consisting oftwo circular discs 

coupled by bridges. 
Cross knife-edge. 
Adjusting wheel. 



F Dial. 

Rod carrying weight. 

H Anti-friction rollers. 

K Balance arm, with knife-edge on upi)er 

* face. 
W Weights. 



the arm, PF x 24 =torque of driven shaft, W xS =torque of driving shaft, 
and if there were no friction W xS /W x 24 =r, the gear ratio. To over- 
come the friction WS has to be increased to WS^ and S/S^ will then be 



r 



the efficiency e, or e = 24x . It must be noted that the shift of the 

point of application of the load is not large. For example, if r = J, S = 6 in. , 
and with 90 per cent efficiency, S^=6'61 in., so that 0-67 in. corresponds 
to a change in efficiency of 10 per cent. The efficiency measured during 
tests usually varies from 93 to 97 per cent, and for the gear given above 
8^ would vary from 6-452 in. to 6-186 in. In actual work a variation of 
0-01 in. from the mean position would make the box turn in one direction 
or the other about the axis XX, and consequently the determinations of 
efficiency are probably correct to 0-2 per cent, which is sufficient for 
practical purposes. 
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Referring again to the diagram (Fig. 316), it will be seen that the 
drive is taken by means of a shaft 6 to a bevel-box c with the large wheel 
driving the pinion, and that the shaft d carries a pulley from which a 
belt e is taken to a pulley on the driving shaft. This tends to drive the 
driving shaft at a slightly higher speed than the driving belt /, and by 
altering the tension in the belt e the pressure between the worm and wheel, 
and therefore the torque, can be adjusted to any desired value. 

In this machine an absorption dynamometer is unnecessary since the 
gear is placed in the power circuit and the driving motor is only required 
to supply the loss of power which takes place in friction. 

The method of doing this in the Lanchester gear is by so arranging the 
diameters of the pulleys connected by the belt e that the velocity ratio 
of the belt-drive is about 5 per cent greater than that of the gears. In this 
way the friction due to the slip of the belt over the pulley on the driving 
shaft supplies the greater part of the driving torque of the gear under 
test. 

The apparatus is driven by a four-cylinder petrol motor, the speed 
of which can be varied to give a range of from 400 to 1500 revolutions 
per minute of the driving shaft. The speed is obtained by a tachometer 
driven from the driving shaft. The temperature is observed by means 
of a thermometer fixed in the top of the casing close to the top of the 
worm-wheel and placed in such a position that the oil is thrown oflf the 
wheel on to the bulb. 

Many facts of practical importance both to the designer and the user 
have already been elucidated by the new dynamometer. One important 
result is the marked difference in behaviour that is found to exist between 
the various designs of worm gear. 

From tests with various tooth pressures it appears that the oil film 
begins to break down in the case of the parallel worm at loads that the 
saddle form sustains without loss of efficiency. A second fact brought 
out of tests is that the loss of efficiency at reduced speeds is far less than 
previously supposed ; at the lowest useful motor-car speeds it rarely 
falls much below 94 per cent and it is quite exceptional to record efficiencies 
below 93 per cent. 

A third fact brought out is the great variation in efficiency due to 
differences in the lubricants employed. An extensive series of experiments 
by Mr. Hyde have shown that in general mineral oils are inferior to 
animal or vegetable oUs, and confirmed Mr. Lanchester's prediction that 
the viscosity of the oil is little or no guide in the selection of a gear 
lubricant. 
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It is well known, of course, 
that the viscosity of liquids 
such as ether and alcohol is 
increased enormously as the 
pressure is raised, and conse- 
quently it might be supposed 
that under the pressure prevail- 
ing between the worm and 
wheel in the gear that the 
viscosity of the lubricant might 
have a value very different 
■i from that obtaining at atmo- 

fc spheric pre^ure. Experiments 

t s -S on the viscosity of oils at very 

■ S y ^ tigh pressure were carried out 
> I" £ by Dr. Stanton and Mr. Hyde 
E r 1 S *** *^^^ *'^^^ point. Their ex- 
;; n n II periments clearly showed that 

J : : the viscosity of oils at high 
« o -a pressures was greatly increased, 
^ -3 '■ § but the mineral oils showed a 
>■ ^ - S greater rise of viscosity with 

1 „ g H pressure than did animal and 
t ^ § § vegetable oils, and yet they are 

worse lubricants. Hence viscos- 
ity is not a sufficient criterion 
for determining the lubricating 
properties of an oil. The results 
of these experiments are shown 
graphically in Fig. 317. 

The experiments with the 
Lanchester machine shows that 
the efficiency falls off with in- 
creasing temperature of the oil, 
but the variation is much less 
than would be anticipated from 
the change in viscosity of the 
oil with temperature. It has 
also been found that the effi- 
ciency may be lowered by the 
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presence of too much lubricant in the gear-box. In studying the con- 
ditions under which the highest efficiency was obtained with worm 
gearing it was proved that a certain iwreeptible tooth-clearance was 
advantageous ; the said best clearance in an ordinary motor-car gear 
appears to be about ,.'^ in. (somewhat less than J mm.). 

Another important fact deduced was that in the saddle worm designed 
by Mr. Lanchester the efficiency is best with quite heavy loading ; there 
ia virtually no falUng-oS in efficiency due to overloading — at least unless 
carried far beyond the point at which the bronze slowly yields. 

Further it was noted that the heavier loads are carried with the best 
results at high speeds of revolution. 

SfUT and Bevel Gear, Testing Machine. — ^It will be observed that the 
principle involved in tlie Lanchester machine of measuring the ratio 
of the torques of the driving and driven shafts is not applicable when 
the shafts are parallel. Dr. Stanton has, however, succeeded in designing 



a machine for this case in which the efficiency is obtained by a u 
ment of the difference of the torques together with an estimation of one 
of the torques separately. The machine described below is only of about 
one horse-power capacity in order to demonstrate the value of the 
principle to be employed in the proposed construction of a large machine. 
It was presumed that experience in the use of the small machine would 
bring to light difficulties whicli had not Iieen anticipated, and which, if 
found to exist in the large machine, might be very expensive to remedy. 
This small machine as arranged for the test of a spur gear is illustrated 
in plan in Fig. 318 and in elevation in Fig. 319. It will be seen that the 
frame carrying the gears under test is entirely supported by a horizontal 
knife-edge and that both driving and driven shafts are provided with 
universal joints at each end. In this way it is possible for the frame to 
execute small oscillations in a vertical piano about its neutral position. 
The adoption of an intermediate wheel is rendered necessary by the 
fact that in order that the reaction on the frame should be equal to the 
difference on the torques on the driving and driven shafts, it is essential 
that the shafts should rotate in the same direction. Wlien rotating in 
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opposite directions the reaction would be the sum of the torques, the 
measurement of which to the degree of accuracy here obtained is, as 
explained above, of no value for the purpose of an accurate determination 
of the efficiency. The frame is provided with an oil dash-pot for damping 
the oscillations and a scale pan and scale for measuring the torque differ- 
ence. The torque indicator for the driving shafts is of novel design, and 
is shown in the right-hand comer of Fig. 318. The torque is transmitted 
from the driving shaft to the first wheel of the gear by means of two 
coiled springs in the box A. These springs are of equal dimensions, one 
left-handed and one right-handed, and thus it will be observed 
that a pure couple is transmitted. The driving shaft is continuous 
through the wheel, as shown, and terminates in an enlarged portion on 
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which a double spiral groove of 2-in. pitch is machined. This is a good 
sliding fit in an outer sleeve fixed to the gear-wheel and rotating with it 
and which carries the torque indicator. This sleeve is provided with two 
longitudinal slots in which the two studs attached to the torque indicator 
slide, the inner ends of the studs projecting into the grooves of the spiral 
and being provided with hardened steel rollers. It wiQ be clear that the 
relative motion of the spiral groove attached to the driving shaft and the 
outer sleeve attached to the gear-wheel wiQ cause an axial motion of the 
torque indicator, and that by calibration the value of the torque can be 
read off on the scale shown when running. It was found that this torque 
indicator worked extremely smoothly and with very little hunting. 

The arrangement of the power circuit will be clear from the diagrams. 
For the return of the power from the driven shaft to the driving shaft 
a friction drive is employed. The two outer wheels are of cast-iron and 
have a velocity ratio about 5 per cent greater than that of the gear under 
test. The bearings of these wheels are carried by rocking-arms, which 
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give freedom of movement in the vertical plane about pin-joints in the 
supporting bracket. The intermediate wheel is of red fibre, and is carried 
in a similar bearing, which is fixed to the supporting bracket. The 
hinged bearings are connected by a steel rod passing through the forks. 
The tension in this rod can be adjusted by means of a wing-nut, the 
elasticity of the connection being supplied by the insertion of a beam- 
spring at one end of the rod. By varying the tension in this rod the 
power passing through the gear can be varied over a fairly wide range, 
the upper limit of which will, of course, depend on the limiting frictional 
resistance of the fibre wheel. In making a te»t, the most convenient 
method is to place weights in the scale pan corresponding to a given 
torque diflEerence, and then to regulate the tension in the rod by means 
of the wing-nut until the frame is exactly balanced with the pointer at 
the zero of the torque difiference scale. A reading of the torque iadicator 
will then give all the data for the determination of the efficiency. It is 
obvious that three gear-wheels of the same tooth module are necessary. 
A test on a set of mild steel wheels cut with B. and S. standard involute 
teeth of the dimensions stated, gave the results recorded below : 

Driving and driven wheels : diametral pitch, 1 4 ; number of teeth, 60 ; 
pitch diameter, 4-286 ia. 

Intermediate wheel : diametral pitch, 14 ; number of teeth, 76 ; pitch 
diameter, 5*357 in. 

Revolutions of shaft, 1230 per minute. 

Measured torque in driving shaft, 4*28 ft.-lb. 

Difference of torque in driving and driven shafts, 0-88 ft.-lb. 

Horse-power transmitted, 1. 
From these observations the torque in the driven shaft is seen to be 
3-40 ft.-lb., and the combined efficiency of the three wheels is 79 per cent, 
giving an efficiency of transmission for each pair of wheels of 89 per cent. 
It is obvious that the machine can be easily adapted for the testing, 
of chain drives. 



REFERENCES 

Indicators 

Reynolds. " Indicators/* Proc. Inst. C.E., p. 1. 1885. 

Brightmore. " Indicators," Proc. Inst. C.E., p. 20. 1885. 

. '* Crosby-Hopkinson Comparison Test," Proc. Inst. Mech. Eng.y p. 785. 

1909. 

Stewart. " Indicators," Proc. Inst. Mech, Eng., Ptfl. I and II, p. 7. 1910. 

Y 



322 THE MEASUREMENT OF WORK [chap, vii 

Hopkinson. " On the Indicated Power and Mechanical Efficiency of Gas 
Engines," Proc, InsL Mech, Eng., Pt. IV. 1907. 

Burstall. " Indicating of Gas Engines," Proc. Inst. Mech. Eng,, p. 785. 1909. 

Dalby and Watson. " Optical Indicator for Steam and Gas Engines," The 
Mechanical World, March 13th, 1914. 

Torsion Dynamometers 

Hirn. Les Pandymometres. Gautier Villars, Paris. 1876. 

Jervis-Smith. Phil, Mag, Feb.., 1898. 

Denny. Instit. Navgl Architects, March, 1907. 

Fottinger. Schiffbautechnische Gesellschaft, 1903. 

Broughton. Electrician, Dec, 1913. 

Lux. Engineering, p. 715. 1911. 

Johnson. Engineering, p. 605. 1911. 

Gibson. " Effect of End Thrust on Torsion Measurements," Trans. Inst. Naval 
Architects, p. 126. 1907. " Torsion Meters," North-EorSt Coast Institution 
of Engineers and Shipbuilders. 

Denny. " Torsion Meters as applied to the Measurement of Power in Turbines 
and Reciprocating Engines," Tram. Inst. Naval Architects, 1907. 

Transmission Dynamometers 

Morin. *' Power Measuring Machines," Notions Fundamentales de Mechanique. 
Paris. 1855. 

Easton and Anderson. Proc. Instit. Mech. Eng., 1876. 

Jervis-Smith. Phil. Mag., Vol. XV., p. 87. 

Boys. Proc. Boy. Institution, p. 241. 1883. 

Parsons. Proc. Inst. Mech. Eng., 1877. 

Kapp. ** D3mamometers," The Electrician, 1884. 

Amsler. Proc. Inst. Mech. Eng., p. 603. 1911. 

Moore. "Direct Reading Electrical D3niamometer," Electrical World (New 
York), p. 449. 1912. 

Cradle Dynamometers 

Jervis-Smith. *' Ergometer for Small Electrometers," Dynamo-Electric 
Machinery, p. 384. 1884. 

Brackett. Electrical World (New York), Jan., 1884. 

Drysdale. '" The Testing of Electric Generators and Motors," Engineering, 
Nov., 1905; Electrician, p. 517. 1910. 

Davis and Shaw. Inst. Elect. Eng., Manchester Students* Section, April, 1910. 
Watson. Proc. Inst. Auto. Eng., Nov., 1912. 

Eddy Current Dynamometers 

Morris and Lister. " The Eddy Current Brake for Testing Motors," Joum. 
Inst. Elect. Eng., p. 445. 1905. 



CHAP, vn] THE MEASUREMENT OF WORK 323 

Pasqualini. Fortschritte der Physik, p. 421. 1892. 

Grau. Ekctrotechnische Zeitschrift, p. 265 (1900) ; p. 467 (1902). 

Rieter. Electrotechnische Zeitschrifty p. 195. 1901. 

— = — . Electrotechnische Zeitschrift, p. 83. 1905. 

Feussner. Electrotechnische Zeitschrift, p. 608. 1901. 

Siemens and Halske. Nachrichten, No. 32. 1902. 

Machine Tool Dynamometers 

Nicholson. " Experiments with a Lathe Dynamometer," Proc. Inst. Mech. 
Eng., p. 883. 1904. 

Mallock. Proc, Roy. Soc., Dec, 1881. 

Benedict and Lukens, " An Investigation of Twist Drills/' Bulletin No. 103 
of the University of Illinois, 1917. 

Fan Dynamometers 

Walker, W. G. " Fan Dynamometer," Engineer, p. 297. 1911. 

White and Poppe. " Fan Dynamometer," Automobile Engineer, Aug., 1910. 

Renard. " Moulinet Dynamom^tiique," Comptes Rendus d'Acad. des Sciences, 
May 2nd, 1904. 

Morgan and Wood. "Fan D3niamometer," Proc. Inst. Auto. Eng., Vol. VII., 
p. 530. 

Hodgson. " Some Notes on the Fan D3mamometer," Proc. Inst. Auto. Eng., 
p. 301. 1915-16. 

Absorption Dynamometers 

Alden. " Fluid Friction Brake for Testing Water Turbines," Trtjins. Amer. Soc. 
Mech. Eng., Vol. XXXII, April, 1910. 

. *' Absorption Dynamometer," Electrical World, (New York), p. 945. 

1908. Trans. Amer. Soc. Eng., Vol. II. 

Beaumont. '* Friction Brake Dynamometers," Proc. Instit. Civil Eng., 
Vol. XCV., Pt. I. 1888-9. 

Morin. ^^ Notice sur divers Appareils Dynamometrique,'' 1841. 

Unwin. *' Flexible Band Dynamometer," British Association, Section G., 
1883. 

Sankey and Wingfield. '* Modification of Thomson Rope Brake," Engineering 
Magazine, Nov., 1904.. 

. "Friction Brake," Engineering, April 17th, 1903. 

Scheibe. " Compensated Belt Dynamometer," Electrical World (New York), 
p. 520. 1907. 

Froude. " On a New Dynamometer for Measuring the Power delivered to the 
Screws of Large Ships," Proc. Inst. Mech. Eng., July, 1877. 

. " Dynamometer," British Association, 1877. 

Reynolds. "Hydraulic Dynamometer," Collected Scientific Papers, Vol. II., 
p. 353. 



324 THE MEASUREMENT OF WORK [chap, vii 

Reynolds. "Mechanical Equivalent of Heat," Trans. Royal Society , Series A, 
1897. 

Griffin, " Dynamometer,*' Engineering, Feb., 1912 ; Internal-Combustion 
Engineering, Jan., 1914. 

" Electrical Dynamometer," N.P.L. Report, 1910. 

Gear Testing Dynamometers 

Ijanchester, F. W. " Worm Drive Dynamometer," Proc. Inst. Auto, Eng., 
Vol. Vn., p. 238. 1912-13. Engineering, Aug. 27th, 1915. 

Stanton. " Spur and Bevel Testing Machine," Engineering, p. 334, March 12th, 
1920. 

Discussion on " Oiliness and Lubrication," Proc. Phy. Soc, Feb., 1919. 

Miscellaneous 

. "Relation of the Horse-Power to the Kilowatt," Bull. Bur. Stds., 

No. 34. 

Perry. '* Laws of Fluid Friction," Proc. Phy. Soc, Vol. XII. 



CHAPTER VIII 

THE MEASUREMENT OF TEMPERATURE 

The importance of temperature control in industrial operations needs 
no emphasis at the present day, and in this chapter it is proposed to 
review briefly the various types of pyrometers and their application 
under the varied conditions encountered in practice. 

I. Mercury Thermometers 

Suitably protected mercurial thermometers are admirably adapted 
for the majority of the temperature observations required in connexion 
with steam plants and for most other work in which only moderate 
temperatures are dealt with. 

They are obtainable with scales covering various ranges of tem- 
perature between -30° C. (-2°F.) and about 550° C. =( 1020° F.). 
For temperature measurements above 250° C. it is advisable to employ 
the nitrogen filled type in which the upper portion of the stem and 
capillary is filled with inert gas under pressure. Besides raising the 
boiling-point of the mercury the gas pressure above the mercury surface 
prevents the column breaking up when the thermometer is exposed to 
shock or vibration. 

A convenient typo of thermometer for general use is shown in 
Fig. 320. It will be observed that the thermometer is encased in a 
drawn steel tube, into which it is securely cemented at each end. 

For permanent installations, such as the determination of temperatures 
in connexion with condensers, economisers, flue gases, etc., the type 
illustrated in Fig. 321 is particularly well adapted. The stem of the 
thermometer is rigidly held in the stuffing-box, to which are screwed both 
the bulb chamber and the scale case. The bulb chamber B is turned out 
of a solid piece of steel and tapered to fit a socket screwed into the pipe or 
tank. The space inside the bulb chamber C around the bulb A is filled 
with mercury, which serves as a conducting medium for the heat and 
renders the thermometer sensitive to sudden changes of temperature, 
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A socket is screwed into the pipe and the hole in the socket must be 
accurately bored and reamered to fit the corresponding taper stem of 
the thermometer, in order that good thermal contact is maintained 
between the two under working conditions. 

Steel Sheath Mercury Thermometers, — A modification of the 
ordinary type of mercury thermometer which has 
been used in the industries for many years is the 
steel container type with Bourdon gauge. In 
principle the instrument is very simple. The 
mercury is contained in a mild steel vessel 
tapering oflp at one end to a fine drawn steel tube. 
This may be of any length up to fifty yards. At 
. the indicator end the steel capillary is joined up 
to a flattened spiral consisting of a solid drawn 
steel tube with thin walls, rolled flat, the gap 
being only y^J^, of an inch between the walls. 
The whole system is completely filled with 
mercury, then any expansion causes an imcoiling 
of the end of the spiral tubing. The rotary 
motion of this end is transferred to a pointer 
on the same lines as those employed in an 
ordinary steam pressure gauge. Such thermo- 
meters have an appreciable lag, but their robust- 
ness is a great feature when it is necessary to 
install thermometers on locomotives, etc., subject 
to excessive vibration. The important point to 
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A Theniiometer tube and bnlb 

observe in their installation is to provide adequate ' ''^omerr'b.'fb*'"""^''"'"" 
protection to the capillary tube, so as to prevent '^ "'"'"■^'' ***" '" *"' "* 



of thermoraetera for tem- 
poi-nture-s above 600' F. 
(315° C.) special metallic 
packing is uned instead of 
nierciiry. 
StufllDf^-box with packing. 

Thermo-electric pyrometers are now more ^ outside thread of baibchjm- 

*^*^ H Hexagon wrench head. [bcr. 

generally used for locomotive work since experi- 



the possibility of its being used as a hand-rail by 
the cleaners. 




cyi ence with the indicators has enabled them to be 



/ Scale case connection. 

J Oi)ening8 to prevent con- 
densation inside the glass 
front. 



SO constructed as to stand a considerable amount of vibration. 
Recording and Distant Reading Mercury Thermometer. — ^A record- 
ing type of mercury in steel thermometer is shown in Fig. 322. The 
changes of pressure in the system are magnified and directly indicated or 
recorded by means of the pen. 

The defect of this class of pyrometer is that the slightest leak in the 
system destroys the accuracy of the indication. Also the Bourdon tube 



OHAP. vm] THE MEASUREMENT OF TEMPERATURE 327 

itself acts as a thermometer, and the temperature of the indicating 
mechanism afiects the indication unless the system is compensated. 
The effect of the connecting tube may be minimized by using very fine 
capillary to reduce the capacity, and one manufacturer reduces this 
capillary still further by drawing through it a fine steel wire. 



B SttrLcapillu^-tulw. □ 8c[r»rDruiiiadjii!itinenL 

A system of compensation has been developed by the French firm of 
Jules Richard, which employs a secondary Bourdon tube. 

The complete instrument is illustrated in Fig. 323, while the theory 
of the method of compensation is as follows : 



In Fig. 324 ^ is a primary Bourdon tube connected to the capillary 
tube and so to the sensitive bulb. One of its ends being fixed, it controls 
by free end a the style B carrying the pen, its movements being con- 
veyed and magnified by a system of levers and links. In order that a 
true record may be obtained it is essential that the pen should not move, 
whatever change of curvature the Bourdon tube A may undergo due to 
variations in the temperature of the surrounding air and not due to 
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changes in the temperature under observation. Suppose the temperature 

of the suTTOundiag air rises and causes the free end a to move to n^, in 

order that the pen may not move it is necessary and it is sufficient for the 

point c to remain stationary. 

f/^.324^Mechan/sm cf That is to say, it is necessary 

Jf/c^art^sC^npensa/eeffAer/Tto^rap/t for the change in temperature 

which moved a to a' to move 

also the fulcrum & to 6'. 

This is done by providing a 
suitable compensating tube C, 
the effect of which will be evident 
from the diagram. To obtain 
correct compensation the move- 
ment of G must be to the move- 



In practice this result is obtained satisfactorily. 

A pyrometer resembling the previous one is the vapour pressure type, 
illustrated in Fig. 326. In this the expansive fluid is ether. The bulb is 




about three-quarters fllled with liquid, while the capillary tubing and 
gauge is entirely filled. 

Before seahng the system is carefully freed of air, so the pressure on 
the surface of the liquid is that of the saturated vapour at that tem- 
perature. The indications of the instrument are not liable to error due 
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to " stem correction," owing to the fact that it is the saturation pressure 
which is being measured ; also the quantity of liquid does not aflEect the 
calibration, provided the bulb and tube are not completely filled at any 
working temperature. 

It is essential, however, to avoid heating any portion of the capillary 
to a higher temperature than the bulb since the instrument will indicate 
the saturation pressure corresponding to the maximum temperature at 
any point in the circuit. 

Another drawback is that the temperature scale is not uniform since 
the vapour pressure increases more rapidly than the temperature. 

A fundamental point in connexion with all types of transmitting 
thermometers employing a non -compensated Bourdon gauge for indicating 
the pressure changes is the fact that the gauge indicates the diflPerence 
between the pressure of the fluid and that of the surrounding atmosphere. 

In the case of the vapour pressure thermometers the internal pressure 
is not large compared with the atmospheric pressure, consequently the 
indications are affected by ordinary barometric changes to a slight extent 
when used at various altitudes, as in the case of aircraft instruments. 

The data in the table below show the changes in the case of the 
ether-fiUed type : 



True Temp. 


Instrument 


Reading 


Height, 10,000 ft. 

55-8° 


Height, 20,000 ft. 

69-7° 


50° 


80° 


82-9° 


85-0° 


100° 


102-0° 


103-4° 



When the diflference in level between the bulb and the gauge is con- 
siderable, this has also to be taken into account. 

Low Temperature Thermometers, — ^Thermometers similar to the standard 
type of mercury thermometers, but filled with pentane instead of mercury, 
will measure temperature down to — 190°C., and are very useful in 
connexion with liquid air plants. 

For distant reading purposes the resistance thermometer is the most 
suitable and is now being extensively used in connexion with technical 
plants for the production of liquid air and oxygen. 

Linear Expansion Pyrometers, — ^Another simple expansion ther- 
mometer which has been used for high temperatures is based on the 
differential expansion of iron and graphite. An iron tube encloses a 
graphite rod, and the difference in expansion on heating is multiplied 
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up by means of suitable levers to operate the pointer around the 
scale. 

These pyrometers, of course, indicate the mean temperature over 
the length of the furnace occupied by the rods, and as used, are moderately 
reliable. Their accuracy is, of course, less than that of the other types 
of pyrometers which are described. 

Calibration of Thermometers. — ^Mercurial and vapour pressure ther- 
mometers can be used for the measurement of temperature over the 
range — 30°C. to 400° C, and if suitable precautions are taken in their 
installation and maintenance they can be relied upon to give accurate 
information. 

It is desirable to check the indications occasionally by means of a 
calibrated thermometer, and this can generally be done with the pyro- 
meter in its permanent position. 

If the conditions do not admit of a comparison over an extended 
range of temperature then recourse must be made to a stirred water or 
oil bath. 

One condition should be strictly observed in the calibration of ther- 
mometers of the eicposed stem type, such as ordinary mercurial ther- 
mometers and the transmitting form completely fiUed with mercury or 
other liquid, namely, to give the same depth of immersion to the ther- 
mometer during comparison as prevail under service conditions. A 
variation in the length of the emergent column of 150 degrees at 450° C. 
for mercury in a glass thermometer produces a change of 10 degrees in 
the reading. 

II. Thermo-electric Pyrometers 

Thermo-electric pyrometers are extensively used in the industries for 
the control of furnace temperatures. If suitably constructed they are 
well adapted for ranges up to 1200° C. =(2190° F.). 

A thermo-electric pyrometer consists essentially of two dissimilar 
metals joined together at one end, and connected at the other ends to the 
terminals of a galvanometer. If the two ends of the dissimilar metals be 
at different temperatures, an electric current will flow in the circuit and 
wiQ deflect the galvanometer by an amount approximately proportional 
to the temperature difference. 

In Fig. 326 a simple thermo-electric circuit is shown. Two dissimilar 
metals are joined together at A, and at the other end C they are connected 
by a pair of leads to a galvanometer. The end A is inserted into the 
region whose temperature is desired, whilst the end C remains approxi- 
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mately at room temperature : the diflPerence of temperature between 
A and C is shown by an appropriate scale on the galvanometer. 



/y^.J2S 




-•^■j, 



MeJUds suitable for Thermojunctions, — Le Chatelier, who made a 
careful investigation of the subject, came to the conclusion that platinum 
versus platinum 10 per cent rhodium were the most suitable combination 
for a thermojunction from the point of view of reliability and of possessing 
a sufficiently high melting-point to be used at high tempera- 
tures. 

Thermocouples of these metals are consequently in general 
use, but the material is costly and requires careful protection 
from metallic fumes and reducing gases. 

A common form of mounting is illustrated in Fig. 327. 

The two wires are autogenously fused together at the hot 
end, insulated by fire-clay and mica washers and enclosed in 
a glazed porcelain or silica sheath. This is protected from 
mechanical injury by another sheath of steel. 

Besides the costly nature of the material the rare metal 
thermocouples have another disadvantage, insomuch that they 
require an indicator of comparatively high resistance to 
*' swamp " any effect on the total circuit resistance of 
changes due to varying depths of immersion of the couple 
in the hot region. 

Sensitive high resistance indicators are delicate instruments, 
ill-adapted to withstand rough usage, consequently a number 
of manufacturers have tackled the problem of producing a 
robust pyrometer outfit employing combinations of metals 
which give a large thermo-electric eflfect and which are also 
cheap. 

The most generally used combination for low temperature 
work (i.e. up to 800° C. = 1472° F.) are iron constantan,^ the latter alloy 
consisting of 60 per cent copper and 40 per cent nickel. These metals 
not being costly can be used in the form of stout wires, as illustrated 

* Also known as " Eureka.'* 
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in Fig. 328, or in the form of a rod welded to an iron tube, as shown in 

Fig. 329. 

To reduce the effect of oxidation it is advisable to 
use wires of heavy cross-section, and this has the 
further advantage of reducing the electrical 
resistance. 

In Table XI some figures are given 
for the electromotive force generated by 
junctions of various combinations of 
metals. It must be remembered, how- 
ever, that the precise value depends on 
the purity and physical state of the 
material, so that the data can only be 
regarded as approximate. 

Thermocowple Protection Tvbes, — ^The 
material to be used for the sheath of a 
thermoelement is determined by the conditions as 
regards temperature and oxidation. To withstand low 
temperature work a strong iron pipe is used, on account 
Its defect is that it is readily oxidisable. Nichrome 

will stand higher temperatures, but is, of course, more expensive. 

When platinum alloy couples are used it is essential to protect them 

fron contaminating effects of metallic vapours and consequently a 
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Table XI 



Thermo -element b 



E.M.F. in miUivolts 
at 500- C. 



Platinum : platinum 10 per cent rhodium 
Platinum : platinum 10 per cent iridium 
Nickel : nickel 10 per cent chromium 
Iron : nickel 
Iron : constantan . 
Silver : constantan 
Copper : constantan 



4-4 
74 
10 
120 
26-7 
27-6 
27-8 



porcelain or a quartz sheath is invariably used around the couple. For 
the mechanical protection of this^ an iron tube is frequently utilised. 
Porcelain certainly offers the maximum protection from contaminating 
gases, but will not stand sudden temperature changes in the same way 
as quartz. Rapid heating and cooling to temperatures of 1100-1200 
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centigrade causes devitrification of quartz and a loss of mechanical 
strength. 

In recent years attempts have been made to devise sheaths com- 
posed principally of carborundum. These are known by a variety of 
trade names, such as silfrax, etc. They are not gas-tight, consequently 
an inner sheiath non-permeable to gases has always to be employed. 
When thermo-elements are employed for taking the temperatures on 
molten alloys, such as aluminium, it is advisable to protect the tube by a 
graphite sheath. 

Indicators for use with Thermocouples. — ^For industrial work direct 
reading indicators are largely favoured for use with thermocouples. 
Essentially an indicator consists of a sensitive moving coil constructed 
on exactly the same principles as those employed on switch-boards. The 
maximum electromotive forces available are only of the order of about 
14 millivolts for platinum alloy thermocouples and 60-60 millivolts for 
base metals. For use with platinum alloy thermocouples it is essential 
that the indicator should be of high resistance, otherwise the variation 
in the resistance of the circuit will affect the reading. High sensitivity 
and high resistance are somewhat conflicting conditions in a moving 
coil instrument. But by systematic improvement of details manu- 
facturers are now able to supply indicators suitable for use with platinum 
alloy thermocouples with resistances of several hundred ohms. Since 
the couple wires themselves are only a few ohms in resistance, variations 
in these due to different depths of immersion in the hot region, etc., are 
of no consequence. 

Temperature of Cold Junction. — It will be observed that in the thermo- 
electric method of pyrometer it is the difference of temperature between 
the " hot " and ** cold " junctions which is measured. If the cold junction 
remains at room temperature all that is necessary is to add the temperature 
of the cold junction to the reading, or preferably set up the pointer of the 
instrument by this amount when on open circuit. In industrial work, 
however, the temperature of the cold junction is far from constant and 
consequently it is desirable to employ some method of minimizing or 
eliminating these fluctuations. 

One of the simplest and commonest is to employ leads of the same 
material as the couples when these are of base metal. The effect of tjiis 
is to transfer the cold junction from the heat of the furnace to the 
indicator, which is generally situated in a more favourable position as 
regards constancy of temperature. 

In the case of platinum alloy thermocouple leads of the same material 
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would be too costly, but the same result can be obtained by using leads 
of copper and a special alloy of copper and nickel, giving for ordinary 
ranges of temperature the same electromotive force as the platinum and 
platinum alloy of the couple. 

It has been found by experiment that such leads will compensate for 
any temperature of the cold junction up to 300° C. Variations of tem- 
perature at the indicator can be compensated for by an arrangement 
due to Darling in which a bimetallic spiral strip is used to move the 
pointer of the indicator. 

In this arrangement a Breguet spiral is fixed at its upper end and 
coupled below to the zero setting device which carries the control spring. 
Any rise of temperature which affects the cold junction also affects the 
Breguet spiral and causes the pointer to move up the scale. When the 
indicator is disconnected, the position of the pointer on the scale corre- 
sponds to its temperature. 

Another method for reducing the fluctuations due to changes of 
room temperature is to bury the cold junction several feet below the 
surface of the ground. At a depth of 10 feet the maximum seasonal 
variation of temperature only amounts to 5° C, while under cover of a 
large building artificially warmed in winter the oscillations may be as 
little as 1| degrees. 

In the application of this method an auxiliary couple identical in its 
thermo-electric properties with those of the couple employed in the 
furnace is inserted into a pipe driven into the soU. The free ends of both 
primary and auxiliary couples are run into a junction box. 

When the cold junction of the primary couple gets hotter for any 
reason, the junction of the auxiliary couple contained in the same box is 
subjected to the change. Hence if the ends in the junction box are so 
connected that the voltage change of each opposes that of the other in 
the circuit compensation wiU be obtained. It wiU be observed that the 
fundamental basis of the method is the assiimed constancy of the earth 
temperature, and this would require careful investigation if a large furnace 
were situated in the vicinity of the buried junction. 

Calibration of ThermO'dectric Pyrometers, — In the maintenance of a 
pyrometer installation under industrial conditions the tests necessary 
may be considered under two heads : 

(1) The primary calibration of the outfit. 

(2) The verification of the accuracy of the observations periodically 

under working conditions. 
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The primary calibration can best be done with the specialised equip- 
ment of a standardising institution possessing a number of master 
standards which have been calibrated in terms of the International Scale 
of Temperature. In large installations it is advisable to keep one 
pyrometer as a check standard. This should be used with a high 
resistance indicator — of the order of 200 ohms — or better still, a portable 
potentiometer. Such an outfit wiU necessarily be more delicate than 
the industrial outfit and should be handled with care. 

Probably the most important test of all from the practical point of 
view is the checking of the outfit under working conditions, and this 
can be effected with the standardised couple and indicator or portable 
potentiometer. 

It is not sufficiently realised that a base metal couple may develop 
heterogeneity after prolonged exposure to high temperatures, this being 
due to structure changes in the alloy. Under these circumstances the 
readings obtained will depend upon the depth of immersion and the 
temperature gradient since the values are affected only when the hetero- 
geneous part is in a region with temperature gradients. Hence it is 
essential that the conditions of test should correspond closely to those 
obtaining in actual practice, and this can be effected by inserting the test 
couple into the furnace alongside the other with the hot junctions in 
close proximity. Observations should be taken at a series of tempera- 
tures. If the conditions prevailing in the furnace are fairly definite and 
the heterogeneity effect small consistent values should be obtained for 
the difference between the two thermocouples. If, however, the differences 
are of variable magnitude and not reproducible it would be advisable to 
discard the thermocouple. 

It is, of course, useless to expect the same accuracy in a test of this 
character as would be obtained under laboratory conditions, but the data 
should show beyond doubt the accuracy of the temperature observa- 
tions. It is advisable to use as check couple one of small cross-section 
and protected by a thin tube. It would then serve to show whether the 
depth of immersion of the working thermocouple is sufficient. When 
heavy iron protecting tubes are employed it may happen that the con- 
duction along the tube is so considerable as to keep the temperature of 
the hot junction below that of the region into which it projects. 

When low resistance indicators or recorders are employed it is 
important not to have any changes in the resistance of the circuit after 
the calibration has been effected. 

Errors of as much as 50° C. have been found due to oxidation of 
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the wires of the couple, although the E.M.F. was quite unaltered when 
measured on a potentiometer. 

III. Resistance Thermometers 
The change in the electrical resistance of platinum, with temperature 
as a method of measuring temperatures, was employed by Siemens in 
1871. The later researches of Callendar and Griffiths brought this method 
to a very high degree of precision, and at the present time it is the method 
almost universally adopted for rehned scientific work. The thermo- 
electric method lacks sensitivity for low temperature work, and there is 
the inherent difficulty as to cold junction temperature. 

The resistance thermometer indicator can be designed 
to give a full scale deflection for a narrow range (as little 
as 50° C), and consequently is well suited for taking cold 
stores' temperatures, etc., where ob- 
servations to better than one degree 
are desired. It has the disadvantage, hu 

of course, that a battery is necessary, 
and lor deflectional methods the 

current through the bridge must be « 

adjusted from time to time to a 
specified value. 

Whipple Indicator.— Inthe Whipple 
indicator the observer obtains a 
balance on a Wheatstone's bridge, 
? • DIM* and as the method is a " null " one, 

constancy of current or of galvano- 
meter sensitivity is immaterial with 
IMI ^^330 this instrument. The bridge wire is 
^ wound on a drum which the observer 

rotates until the needle returns to zero, and the tempera- 
ture can be read off from the position of the drum. 

Construction of Resistance Thermometers. — In labora- 
tory resistance thermometers the platinum wire is wound 
on serrated mica racks and the same practice is adopted 
in some technical types. (See Fig. 330 A.) 

Another form has the platinum coil wound in long spirals of platinum 
foil, fixed in the angles of a mica cross (Fig. 330 B). The advantage 
claimed for this method of construction is that the platinum is not 
strained when the mica swells after exposure to high temperatures. High 
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resistance thermometers, such as are used for taking the temperature 
of cold stores have the platinum wire wound on a glazed porcelain tube 
and fixed in place by hard varnish. 

Electric Transmitting Radiator Thermometer. — An interesting type of 
resistance thermometer outfit, embodying the principle of the ohmmeter, 
is used on a German aircraft for indicating the temperature of the 
water in the engine radiators — the pyrometer being connected to the 
indicator fixed on the instrument board. The particulars given were 
obtained from measurements of a captured instrument. 

The resistance thermometer is made of platinum wire, wound on a 
strip of micanite. The coil is enclosed in a flat copper tube, forming 
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part of a brass elbow, screwing into the radiator. The resistance of the 
thermometer coil at zero centigrade is about 90 ohms ; this high resist- 
ance is desirable in view of the fact that no compensation is applied for 
the change in resistance of the connecting leads, and the variation in these 
leads would be important with a low resistance thermometer. A push- 
button switch forms part of the equipment, so that the current is only 
used during the actual observation. 

The indicator (Fig. 331) is a miniature form of the well-known simple 
ohmmeter ; it is based on the moving coil principle. The two coils are 
wound crosswise on the same aluminium frame, and move freely in a 
powerful magnetic field. One coil is connected through a resistance 
across the battery (see Fig. 332), and circuit connections may be traced 
from the battery by conductors 1 and 10, resistance 11, conductor 12, 
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coil 13, conductor 7, resistance 8, and, conductor 9 to the battery. The 
other coil is connected in series with the resistance thermometer. Circuit 
connections may be traced from battery by conductors 1 and 2, 
resistance 3, conductor 4, through the thermometer, by conductor 5, 
coil 6i conductor 7, resistance 8, and conductor 9 to the battery. 

The indication is thus the ratio of ^^^'^t^wo'^g /<>^<^c ^ j^at is, the 

current 

resistance of the thermometer circuit. The reading is theoretically 

independent of the pressure employed, but actually the E.M.F. must be 

kept within limits : otherwise, if the 

E.M.F. is too low, friction decreases 

" the sensitivity, and if too high, the 

,2 current causes appreciable heating up 

of the resistance thermometer above 

"■ its surroundings. 

10 The .same rule should, in fact, l)o 

used here as in the case of the 

exAir laboratory platinum thermometer, i.e. 

3- the current should always be the same 

1 value as that used in the calibration of 
the instrument. 
J. It will be evident from the principle 

of this instrument that, owing to the 
»- absence of any control spring, the 

pointer always remains at a position 
^/^■S3Z somewhere away from the zero, de- 
PaW^H <f gg'weaM*^ pending on the last reading taken ; 

this apparent reading would prove somewhat deceptive, and should 
be eliminated by some form of clamp for setting the pointer back to 
zero. The clamp in this particular instrument consists of a small 
arm, pivoted about a vertical axis, and arranged to hold the pointer at 
zero by the action of a spring. When the current is switched on the arm 
is immediately swung round to tlie top of the scale by a small electro- 
magnet, connected across the battery, and remains fixed while the 
reading is taken. As soon as the current is switched off again the arm is 
released, and returns the pointer to zero. 

This device will be clear from Fig. 331. The scale of the instrument 
is very cramped, owing cliiefly to the large angle subtended by the 
crossed coils (60 degrees in this case). The graduation is, moreover, not 
uniform, but closed up in the central part of the scale, making the 
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calibration somewhat troublesome. It would, of course, be an improve- 
ment to use a smaller range, of temperature for the purpose of con- 
trolling the temperature of the water in the radiator, instead of 0° C. 
to 100° C, as in this instrument 

In general it may be stated that the sensitivity and reliability of the 
resistance thermometer makes it especially suitable as a check standard, 
although for general works use for high temperature measurement it 
is less convenient than the thermo-electric type of pyrometer. 

IV. Radiation Pyrometry 

It is obviously an immense convenience for high temperature work 
if the temperature can be determined without submitting the pyrometer 
to the extreme temperature which has to be measured, and it is on this 
account that Fery and optical pyrometers are of such value in industrial 
work. It is a well-known fact that the light emitted by a hot body 
depends upon the nature of its surface. For example, a piece of polished 
platinum and a piece of carbon although at the same temj)erature will 
not appear equally bright, and it might at first sight appear that the 
utilisation of the heat or light emitted by an object as a method of 
measuring its temperature would be exceedingly complicated. Experi- 
mental researches in Physics, however, have shown that the relation 
between the heat emitted from a surface and its temperature is a very 
simple one when that surface is dead-black. This implies a somewhat 
ideal surface and is very different from those of ordinary metals ; un- 
treated carbon is a very close approach to such a surface. It was dis- 
covered, moreover, that the radiation projected out from a hole in an 
enclosure, such as a furnace uniformly heated, was very nearly equal to 
that which would be emitted by a perfectly black surface. This is a 
discovery of fundamental importance, both theoretically and practically, 
since it permits of the application of the simple theoretical laws to the 
most common case in industry, namely, furnaces or muffles. Of course, 
it is not always permissible to assume that the walls of a furnace are 
absolutely uniform in temperature, but the influence of departures from 
uniformity are of negligible importance in practical work. The two 
laws on which the practical pyrometers are based are generally known 
as Stefan's law and Wiens' law. Total radiation pyrometers, such as 
the F6ry, are based on Stefan's law, while optical pyrometers, such as 
the Wanner, are based on Wiens' law. The fundamental difference 
between the two types being that in the one case the total emission of 
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heat is utilised, while in the other only the intensity of the light of one 
colour is used. Needless to state, the temperature indicated will be the 
same whichever tjrpe of instrument is employed, provided the conditions 
are those required by theory. 

Both classes of pyrometers possesses the unique advantage that it 
Lj not necessary to subject any part of the instruments to the temperature 
it is desired to measure. Hence they are well adapted for the measurement 
of extremely high temperatures. 

Total Radiation Pyrometers. — Considering first the " total radiation " 
type, in this instrument the total radiant energy which enters the pyro- 
meter from the furnace is collected on a small receiving disc to which is 
attached a thermocouple. The rise in temperature of the receiving disc 
is a measure of the energy emitted as radiation from the furnace. Now 
it is obvious that for a practical form of pyrometer this rise of tempera- 
ture of the disc should be a function of the temperature of the furnace 
and only of the temperature. 

It is a well-established fact that the heat energy received by an object 
from a small source varies as the inverse square of the distance between 
the object and the source. If the source is of large dimensions, as is 
generally the case with furnaces, etc., it is possible to so design the 
pyrometer that the readings are independent, within limits, of its 

distance from the furnace. 

It is simply necessary to limit the beam 
received at the pyrometer to a cone of 
definite angle, then, provided this cone is- 
completely filled, the readings will be inde- 
pendent of the distance. Considering the 
diagram, in Fig. 333, it will be seen that 
if the distance between the receiving and 
the emitting surfaces is halved the area 
covered by the cone is reduced to one- 
quarter ; hence the total quantity of energy 
received by the absorbing surface is inde- 
pendent of distance. 

In the Foster form of radiation pyrometer, 
illustrated in Fig. 334, the heat radiation contained within the cone AOB 
is focussed by the small mirror M on to the thermocouple 8. In the 
Thwing form a cone replaces the mirror and the thermocouple is situated 
at the apex. In both cases the thermo-element is connected to a sensitive 
moving coil instrument whose scale is graduated directly in temperatures. 
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The optical arrangement of the Fery pyrometer (Fig. 335} is different 
from the above insomuch that the heat rays A from the furnace are 
received on the concave mirror C and brought to a focus at N. Looking 
through the eye-piece E the observer aees an image of the furnace in the 



small mirror JVf, and is able to point the telescope on the exact spot of 
which the temperature is required and to focus it on that spot. The small 
sensitive thermocouple is situated 
just behind a small hole in the 
mirror M, and becomes lieated by * 
the rays pas.sing through this hok^ 
Where a very wide range of tem- 
perature has to be measured a », 
diaphragm is fitted in front which 
can be moved in and out of position 
by a lever on the outside of the case. 
The indicator is then calibrated for 
two ranges, the change from on© 
scale to the other being made by 
simply altering the diaphragm lever. - - , - 

The ingenious focussing arrangement devised by Fery will be under- 
stood from Fig. 336. The function of the two small inclined mirrors is 




to enable the observer to focus accurately the radiation on to the hot 
junction. They are in the same plane as the junctions, and from a study 
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of Fig. 336 it will be seen that the image of a straight line viewed through 
the eye-piece will appear broken unless it is formed exactly in this plane. 
In practice the image of the hot object will appear distorted unless in 
true focus. 

Although the F6ry type requires focussing by the observer, it has the 
advantage that a much smaller source will suffice for a given distance 
than is the case with the type illustrated in Fig. 334 ; also it is possible 
to pick out an object and sight the pyrometer directly upon it. 

The above-described pyrometers require an indicator connected to 
the pyrometer by a pair of leads. This arrangement is frequently very 
inconvenient in works' practice, and to eliminate the necessity for an 
indicator Fery devised a special pyrometer. In this form the radiation 
is focussed on to a bimetallic spiral, and this controls the movement of a 
pointer which moves across a dial calibrated in temperature. 

The instrument is identical with the thermo-electric in other respects. 
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The action of the spiral when heated will be understood from the following 
consideration. If two strips of metal having different coefficients of 
expansion with temperature, be soldered together to form one strip of 
double thickness, then, if the temperature be changed, the two sides of 
the strip will expand or contract by different amounts, thus causing the 
strip to bend. In the F6ry spiral pyrometer the strip built up of two 
dissimilar metals is rolled flat and very thin, and coiled into a spiral shape, 
so that as its temperature is raised the spiral uncoils. This spiral is very 
small, actually measuring less than J in. (3 mm.) in diameter, and -^^ in. 
(2 mm.) wide. It is fixed at the centre, and its free end carries a 
light aluminium pointer, which moves across a dial. The instrument is 
calibrated, so that the reading of the pointer on the dial indicates 
directly the temperature of the body on which the instrument is sighted. 
The radiation from a furnace increases rapidly with the temperature, 
consequently at low temperatures it is only possible to obtain sufficient 
sensitivity in a portable instrument for temperatures exceeding 600° C. 
The manner in which the scale of the instrument opens out at high 
temperature is illustrated by Fig. 337. 
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Radiation pyrometers will not give the correct temperatures of bodies 
which have a low emissive power, such as polished metals, etc., conse- 
quently their application is limited to taking the temperature of imif ormly 
heated enclosures which have the unique characteristic of radiating like 
a perfectly " black " surface. 

When employed for taking the temperature of molten metal, the 
correction depends on the nature of the surface ; whether oxidised or 
coated with slag, etc. The magnitude of possible error will be seen from 
the following extreme case. 

The apparent freezing-point of copper obtained with a total radiation 
pyrometer sighted on a clear surface was found to be 600° C. — true 
freezing-point 1083° C. Hence the pyrometer, although it read oorectly on 
a furnace, gave readings in error of 483° C. when used on a metallic surface. 

The Whipple-Fery Closed Tube Pyrometer for Measuring Temperature 
of Molten Metals, etc. — ^The Whipple-F6ry closed tube pyrometer is a 
modified form of the Fery radiation pyrometer, and is suitable for 
measuring high temperatures in some cases where other forms of radiation 
pyrometers would be unsuitable, e.g. in salt bath furnaces, in open 
crucibles of molten metal, etc. By the use of this instrument the 
actual temperature of molten metal in a crucible or ladle can be obtained, 
regardless of the condition of its surface. 

The pyrometer consists of a long iron tube, closed at one end by a 
blind tube made of fire clay, salamander, quartz of steel (to suit various 
requirements). This blind tube is the portion subjected to the temper- 
ature to be measured, and the rays of heat radiating from the closed 
end are reflected at the opposite end by a concave mirror, and collected 
to a focus at which is fixed a small thermocouple. An electromotive force 
is thereby generated in this thermocouple which is connected to an 
indicator, thus giving a direct reading of the temperature of the end of 
the tube. 

The standard size has an over-all length of 6 ft. 6 in., with a tube of 
salamander 2 ft. long and If in. diameter. A wide flange is employed 
to protect the hand of the observer from the heat in the case of open 
crucibles. It might be remarked that it is essential to have a non-porous 
tube, since the presence of any fumes in the interior would seriously 
vitiate the observations. Owing to the heating-up of the vital parts it 
is not practicable to use this form for taking the temperature of large 
ladles of metal. 

Optical Pyrometers, — In these instruments the intensity of the light 
emitted by the furnace is used for the determination of the temperature. 
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Sioce the colour of the light eiiutt«d varies with the temperature, it 
IB necessary to employ a filter glass which transmits one colour only. Red 
light is usually worked with, as it is a predominant colour in the radiation 
at low temperatures. In the pyrometer illustrated in Fig. 338 the essential 
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elements arc the telescope and the filament lamp, the current through 
which can be varied. The image of the object sighted on is focussed in 
the plane containing the filament, and the temperature of this is varied 
until it disappears against the background. The current through the 
ammeter is then a measure of the temperature of the object. 

Another type of optical pyrometer is sho^Ti in section in Fig. 339. 



"'jr'j<*"'t)'7'— 



CHAP, vm] THE MEASUREIVIENT OF TEMPERATURE 345 " 

The intensity of the light from the furnace is matched against that of the 
small electric lamp, the matching being effected by rotation of the 
micol prism in the eye-piece. The two images consist of semicircular 
patches of light. By means of absorption glasses placed in front of the 
pjrrometer the range of the instrument can be varied between 700° and 
3600° C. 

Although more complicated than the disappearing filament type the 
polarising type has the advantage of a direct reading scale and one which 
is not rendered worthless by the accidental breaking of the electric lamp. 
The electric lamp has to be matched from time to time against an amyl 
acetate lamp supplied with the outfit, so the ageing of the lamps can be 
allowed for by a slight permanent increase or decrease in the current 
supplied to the lamp. 

The radiation type of pyrometer is more subject to error on account 
of imperfect " black body " conditions than the optical type, but it has 
the advantages that it is direct reading and can be connected to a recorder 
for continuous records of the temperature changes. 

V. Recorders 

When it is desired to have a graphical record of the temperature 
changes of a furnace or other object it is customary to connect the 
thermo-element or pyrometer to a recording electrical instrument. 
These may be divided into two classes : 

(a) Instruments which have a simple deflected pointer and marking 
arrangement. 

(6) Instruments in which the thermo-electric force or resistance is 
balanced automatically and the instrument functions as a labora- 
tory potentiometer or bridge employed as a *' null " instrument. 

The second class of instrument is considerably more complicated than 
the first, but has the advantage of giving results of higher accuracy 
since no assumption is made as to the constancy of the indicator. 

It might be remarked that on account of the small forces which are 
involved, it is not possible to make a satisfactory recording pyrometer 
after the fashion of recording instruments used on switch-boards of central 
stations. 

In instruments of class (a) the difiSculty is overcome by allowing the 
pointer to move freely above the paper-chart, and depressing it at intervals 
by a mechanism which records its position at that instant on a moving 
^hart. 
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There are numerous types of recordera for use with thenno-elements 
working on this principle. The one shown in Fig. 340 is made by Mr. R. N. 
Paul. It is operated by a small electric motor. This motor is provided 
with a centrifugal governor which keeps the speed constant within 

narrow limits. The 
motor tends to run 
too fast, this tendency 
being corrected by the 
governor, which , flying 
out, closes a shunt 
circuit across the ar- 
mature and thus holds 
the speed constant. 
Power is transmitted 
ing mechanism through 
wheels of which are 
occasion the speed of 
Fach chart lasts for 
hours, and the down- 
1 permits of a record 
ktion being seen at a 
B- wound in this lower 

le recording mechanism 

which shows a shaft 

Et being driven by the 

)nt, cam causes a Ught 

fted and then dropped 

upon the pointer, below which is a typewriter 

^' ribbon ; under the ribbon lies a fixed bar having. 

a narrow straight edge, over which the chart is continuously driven. 

The intersection of tlie pointer and straight-edge represents the point at 

which the mark is made. One result of this arrangement is that the 

ordinates on the chart are straight, and not curved, as in the case of 

most direct-writing recorders. 

A swinging frame carries the ribbon bobbins, and the ribbon is fed 
intermittently from the left-hand to the right-hand bobbin at a very 
slow rate, so as to present always a fresh surface of ribbon for use. The 
swinging frame is actuated from the right-hand, or near cam, and the 
ribbon-feed is driven from a ratchet and worm wheel. The to-and-fro 
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movement of the swinging frame serves also another purpose, since, 
when two records or more are to be mode on one chart, the typewriter 
ribbon has two colours ; in the case, for example, of the two records, a 
two-way switch is added to the mechanism, so that when the switch is 
on one couple the record is in black, and when on the other couple in 



Recording mechanism, with cam-actuated tapping and rocking frames. 
The dotted lineB show path of ribbon. 

red. A conspicuous advantage of the use of a motor in place of the more 
dehcate clockwork commonly employed is its ability to work switches of 
robust construction, as the motor affords an ample margin of power. 

In another type of recorder, manufactured by the Cambridge and 
Paul Instrument Co., the paper is fixed on a drum worked by clockwork. 
The galvanometer boom is depressed at 
intervals by a cam, as shown in Fig. 342, 
and presses on an inked thread. 

The best-known instrument of class (6) 
is the Callendar recorder, which was 
originally "developed for use with indus- 
trial forms of resistance thermometers, 
but can also be adapted for use as a 
recording potentiometer for thermo- 
couples. This recorder is the parent of 
modern electrical thermometer recorders, 
and is essentially a clockwork-operated 
Wheatstone's bridge. 

The instrument (see Fig. 343) consists 
of a Wheatstone bridge or potentiometer, in which the movement of 
the slider along the bridge wire is automatically effected by relays 
worked by the current passing through the galvanometer between the 
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According as the moving coil of this galvanometer GC deflects in one 
direction or the other, a relay circuit is completed through one or other 
of two electro -magnets MM. Each of these magnets is mounted on a 
clock, the movement of which is prevented by a brake. When a current 




passes through the magnet this brake is lifted, allowing the clockwork 
to revolve. These clocks are connected by differential gearing with a 
recording pen carriage PC, which ia hauled in one direction or the other, 
according as the brake is lifted from the corresponding clock. The bridge 
slider moves with this pen, and tends to restore balance. As soon as 
this is done the galvanometer coil returns to its normal position, the 
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relay is cut out, the brake springs back, stopping the clock, and the 
recording pen P comes to rest, until the equilibrium of the circuits is 
again disturbed. The main difficulty in devising a satisfactory instru- 
ment on this general plan has been that of obtaining a delicate and 
reliable relay. The total current available for operating this is necessarily 
small, and in such cases the contacts are very liable to stick. This 
difficulty Professor Callendar has overcome by mounting his contact on 
one of the arbors of a clock movement C. Metallic springs CF press on the 
contact surfaces, polishing them as they are rotated by the clock. With 
this arrangement the make-and-break is effected sharply and certainly, 
in spite of the very small force which is available for pressing the two 
contacts together. The contact-piece consists of a ring of plantinum 
CW^ forming the tyre of a wheel mounted on one of the shafts of the 
clock. A spring fork connected electrically with one terminal of a voltaic 
cell, or secondary battery, grips this metallic tyre on either side, and 
polishes the contact surfaces as they move round. Contact is made by. 
one or other of two pieces of stout platinum or gold foil fixed at the end 
of the long horizontal rod, which, as shown in Fig. 343, is carried by, and 
paoves with, the coil of the D'Arsonval galvanometer GC, This rod 
carries with it two insidated copper wires OF, which are connected at 
the contact-making end with one or other of the two platinum wires above 
mentioned. At the other end the wires connect with one or the other 
of the two magnets MMy controlling the clock brakes. These magnets 
are clearly shown in the figures, mounted above the cases containing the 
clockwork. 

The clockwork consists of two clocks connected with a simple 
differential gear, so that the screw pulley PS, which drives the silk cord 
PD connected to the pen-slide, is turned in one direction or the other 
according to the deflection of the relay. 

The carriage carrying the recording pen, and also the Wheatstone 
bridge slider, is coupled at either end with a cord making two complete 
turns round the hauling spindle, as shown. A spring fastening at each 
end of the cord keeps its tension properly adjusted. Just below the 
guide-bar, on wliich tliis carriage moves, are the bridge and galvanometer 
wires over which the slider passes. The two lie in the same horizontal 
plane, and the slider consists of a platinum silver fork bridging the space 
between them. The front wire is connected at either end with the battery, 
whilst at the back is connected to the D'Arsonval galvanometer. The 
potential along this battery wire of course falls from end to end, and as 
the slider moves along the potential of the galvanometer wire is raised 
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or lowered accordingly. A cut-off is arranged at either end of the travel 
of the pen carriage, which breaks the magnet circuits, and thus prevents 
the pen overrunning its cylinder. This, latter consists of a light drum 
of very thin brass, to which squared paper can be fixed in the usual way. 
The spindle carrying this drum is connected by means of toothed gearing 
to a clock DC fixed to the frame of the instrument. 

A recently devised type of mechanism to effect the same object is 
illustrated in Fig. 344, This is made by the Leeds and Northrup Co. 

A governed motor drives both paper and recording mechanism , which 
operates as follows : 

The movements of the galvanometer system 7, which swings about 



the vertical axis 7 S, are controlled by the electrical conditions which are 
present from time to time in the measuring circuit of the recorder. When 
the galvanometer S5^tem is at its position of rest (i.e. the measuring circuit 
is balanced), the galvanometer pointer lies directly under the space 
between the ends of the two right-angle levers 4 L and 4 R, which are held 
pivoted at 24 E and 24 E. From this position of rest the galvanometer 
system may deflect under the influence of current in the galvanometer, 
until its pointer lies at any position between the stops at the 
two ends of the rocker arm 5. By the cam 6 B on the motor-driven 
shaft 6, the rocker arm, which is pivoted at 24 5, is periodically raised> 
and as it is raised, it picks up the end of the galvanometer pointer and 
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lifts it. If, at that instant, the galvanometer is balanced, the pointer is 
raised into the space between the two levers 4 L and 4 R. If, however, 
as the rocker arm is raised the galvanometer is unbalanced and its pointer 
lies under one or the other of the right-angle levers 4 L and 4 R, which 
are pivoted at 24 E and 24 E, the pointer, as it is raised, carries up with 
it the horizontal side of one of these right-angle levers. A somewhat 
similar action to the thread recorders already described. The resultant 
position of the parts of the mechanism due to this movement is shown 
as a typical case in diagram A. The arm 2, which is, as above described, 
tilted from its horizontal position, shown in -4, to the position shown in 
diagram B, is one member of a clutch whose other member is the disc 1, 
and at the instant the above movements took place 1 and 2 were held 
apart by the cam 6 C on the motor-driven shaft. As the rocker arm 5 
falls, 1 and 2 come into engagement, and the cams 6 E and 6 E, rotating, 
engage with extensions of 2 and restore 2 to its original position, carrying 
the disc 1 with it. On the same shaft with 1 is the slide resistance of the 
measuring circuit, and the relationships are such that when movements 
like the one described above take place, the direction of rotation is such 
as will tend to restore balance in the measuring circuit. The recording 
pen (or print wheel) is connected to the disc carrying the slide resistance, 
and moves with it, so keeping a record of its balance positions. 

The amount of rotation given to arm 2 and so to disc 1 depends on 
the extent of the galvanometer deflection, since the pointer approaches 
the fulcrum of the lever as the deflection increases. Consequently, the 
rebalancing movement will be large or small as the unbalance is large or 
small. In standard instruments the rebalancing steps of the recorder 
pen vary by uniform gradations from 1/50 in. to 3/4 in., so that large 
variations may be followed rapidly and small ones accurately. It will 
be noted that the force of the deflection serves to put the pointer in 
position and that absolutely no other work is required of the sensitive 
galvanometer. 



VI. Installation of Pyrometers and Precautions to be 

Observed 

In the preceding pages a brief description has been given of the 
essential features of various tyj^es of pyrometers, and it remains to give 
a few hints as to the method of installation. 

A pyrometer, like every other tool or measuring instrument, will only 
give reliable results when used intelligently and with due regard to its 
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limitations. The same general precautions have to be observed in the 
installation of mercury thermometers, vapour pressure thermometers, 
thermocouples and resistance thermometers, so in the subsequent dis- 
cussion it is to be understood that the remarks apply generally to all the 
above types. 

In the installation of thermometers the fact is frequently overlooked 
that the temperature indicated by the height of the mercury in the stem 
is simply and solely that of the mercury in the bulb, and unless the latter 
approximates very closely to the temperature of the substance which it 
is desired to measure the readings may be misleading. This obvious 
fact is often forgotten, as the following examples show. 

Take the case of a thermometer fitted in a pocket fixed in a pipe. This 
pucket can only be in temperature equilibrium with the sample of fluid 
which comes into direct contact with its walls. Hence it is essential that 
the pocket should be so fitted that it is fully exposed to the direct flow 
of the fluid in the pipe. Often, however, the pocket is placed in some 
out-of-the-way corner where the flow is sluggish and the heat loss from 
the projecting portions of the fittings high. 

The following two practical iUustrations of faulty conditions are given 
by Mr. E. B. Pausey from actual experience : 

(a) Thermometer Pocket not directly in the Stream. 
— ^The position of the thermometer is shown by 
the diagram, Fig. 345. The thermometer is 
supposed to indicate the temperature of the steam 
at tho stop-valve of a steam turbine, and it is 
therefore a most important item in the calculation 
of tlie efficiency of the machine. The pocket is 
screwed into the upper part of a hollow cylindrical 
projection cast on the stop- valve body. This 
arrangement has t)ie apparent object of raising 
//7ccrrecf method e^ "^^^ thermometer to a position clear of the lagging 
/77<^c/nf/f^f?herfnome^r plates on the valve body. 

So far from the pocket being fully exposed to the direct flow of the 
steam a lot of trouble seems to have been taken to place it where there 
can hardly be any flow at all. Moreover, the radiation losses from the 
cylindrical projection are bound to be excessive, and, to make matters 
worse, the bulb of the thermometer only reaches half-way to the bottom 
ol the pocket. The net result is that the thermometer reading is from 
80° to 100° F. below the actual steam temperature. 

(b) Thenaomeier Pocket in a Position where the Fluid is Striated. — When 
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the temperature of a liquid flowing in a pipe is required to be measured, 
it is necessary that the pocket shall not only be exposed to the direct 
flow, but also that it be not fitted in a place where the liquid is liable 
to separate into strata of different temperatures ; if no attention is given 
to this matter, and the fitting is situated in such a place, the natural 
result will be that the reading of the thermometer will by no means 
represent the mean temperature of the liquid, but simply that of the 
stratum in which the pocket happens to be immersed. Pig. 346, which 
exemplifies a case of this source of error, shows a thermometer pocket as 
generally fitted to the outlet of an ordinary economiser, for the purpose 
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of indicating the temperature of the feed water supplied to the boilers. 
Prom the reading of this thermometer, the probable effect of the economiser 
in increasing the overall economy of the plant is reckoned. It can be 
shown that its readings are unreliable, and that any estimates of the 
efficiency of the economiser based upon them are erroneous and ex- 
aggerated — at the same time admitting that the actual usefulness of the 
economiser is unquestionably so great that it needs no exaggeration, 
either thermometrical or otherwise. 

The thermometer pocket TP is shown in its customary position, 
namely, screwed into the upper main header immediately over the 
branch leading from the last top box. Now, the temperature of the 
water issuing from the top boxes is not by any means equal throughout 
the economiser, but varies in a rather interesting manner, which can be 
roughly investigated by feeling the branch pipes with the hand. 
Economisers are generally arranged for the water to enter at the end 
where the flue gases make their exit, and to leave it at the opposite end 
where the gases enter, thus, in fact, applying the contra-flo principle. If 
the rough test of the temperatures be started at the water inlet end it 
will usually be found that the branch at that end is moderately warm, 
and that at first the temperatures increase as the outlet end is approached ; 
so far, this is what might be expected from the decrease in the tem- 
perature of the flue gases as they pass through the economiser. The 
maximum will not, however, as one miglit suppose, be found at the 
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water outlet end, but is generally somewhere near the middle, the tem- 
perature of the branches thereafter falling ofiE more and more rapidly as 
the water outlet end is approached, until that of the last branch — ^the 
one immediately below the thermometer pocket in the illustration — ^may 
be but little above that of the inlet water, in spite of the fact that the 
tubes at this end of the economiser receive heat from the flue gases when 
the latter are at their hottest. This is due to the flow of water in the 
economiser tubes not being equal throughout the economiser ; it is very 
much less at the water inlet end than at the outlet end, owing to a large 
proportion of the water being carried by its own momentum past the 
branches at the inlet end to those at the outlet end. The natural result 
of this is a lower temperature rise in the tubes at the outlet end as the 
consequence of the larger volume of water passing through them. Now, 
the water in the top main header, owing to its slow rate of flow in the 
branch pipes, does not become mixed to any great extent ; an idea of 
its behaviour is given by the arrow-headed dotted lines in Fig. 346, which 
show how the colder water from the tubes at the outlet end flows along 
the bottom of the header, missing the thermometer pocket altogether. 
The latter is, therefore, immersed only in the hotter water in the upper 
part of the header, and thus it gives an utterly fictitious high reading ; 
the error in one case observed ranged from 30° F. to 60° F. Wheir it is 
remembered that, according to the rough rule of 1 per cent increase of 
overall economy for each 10° F. increase of feed water temperature, this 
error represents a non-existent gain of 3 per cent to 6 per cent, its im- 
portance needs no further emphasizing. To obtain correct readings, the 
thermometer should be installed in such a position that it indicates the 

temperature of the water after it has passed 
F/a. J47 through a mixing chamber or a valve of the globe 

type. 

When the temperature of steam in pipes has 
to be determined by a thermocouple it is advan- 
tageous to have a bent thermocouple, as shown in 
Fig. 347, which permits of a longer length of T)he 
stem to be exposed to the stream and hence reduce 
\'p^-^m)^ >yy>M^m'yy^mi the cooling of the junction due to conduction 

App^ie^f/an ^T/ter/n0coup/e along the sheath. 

J/eam/Tfam When taking furnace temperatures the couple 

can often project through the back wall, as shown in Fig. 348, so that 
its end is close to the object being heated, but this method of fixing 
has its attendant disadvantages. Consequently the thermocouples are 
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frequently fixed close to one wall so as not to interfere with the 
free working space of the 
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furnace. 

Radiation pyrometers 
are generally sighted 
through the door opening 
of the furnace on to the 
object whose temperature 
is to be determined, but 
if the furnace atmosphere 
is smoky or hazy, due to 
the presence of fumes, this 
method cannot be used 
owing to absorption of the 
radiation by the fumes. In 
which case the most suit- 
able method is to build 
into the waU of the furnace 
a closed end refractory 
tube and sight the pyro- 
meter on the closed end. It is, of course, necessary to arrange that the 
portion of the tube projecting into the furnace takes up the temperature 
of the furnace and that it is not subject to any of the sources of error 
mentioned above in connection with the installation of thermometers. 
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Dyson, S. S., and Clarkson, S. S. Chemical Works Svo, *9 00 

Ecclesy W. H. Wireless Telegraphy and Telephony zamo, 7 no 
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Kdc, J. Light, BadUtion end niuntinatioo Svo, a s» 

VAj, L. C. Laboratory Hamial of Altcmatinx Cnnentt lamo, o 50 

HelnuD, F. tDventions and PatentB iimo, zoo 

KdKcnmbe, K. Induatiial Electrical Heaiturlng IiHtniments Svo, 5 a" 

Edlei, K. Switches and Switch£ear Svo, 400 

Eiaaler, H. The MetaUitrgy of Gold 8to, g 00 

The Hetalluii; of SUver Svo, 4 00 

The Metallurgy of Aigentiferoua Lead Svo, 635 

A Handbook on Modem Explosives Svo, 5 oo 

Bkia, T. C. Water Pipe and Sewage Discharge Diagrams folio, *3 oo 

Elecbic Light Carbona, Uanufactiue of Svo, i 00 

Biot, C. W., and Storer, F. H. Compendious Manual of Qualitative 

Chemical Analysis i2mo, i 50 ' 

Eiiott, A. W. M. Rectangular Axeas iimo, 3 00 

Ellis, C. Hydiogenatton of Oile Svo, 7 50 

Ultraviolet Light, Its Applications in Chemical Arts i2mo, 

(/« Press} 

and MeigB, J, V, Gasolene and Other Motto Fuels. .(;« Press.) 

Ellis, G. Hodem Technical DrawinE Svo, 'a 00 

Eimls, Wm. D. Linseed Oil and Other Seed Oila Svo, 500 

Applied ThennodynamicB Svo, s 00 

Vapors for Heat Engines iimo, *t 00 

Ennen, W. F. A. Materials Used in Sizing Svo, *3 00 

Erwin, M. The Dniveise and the Atom lamo (Reprinting,) 

Ewing, A. J. Magnetic Induction in Iron SVo, J 00 

Fkge, A. Airscrews in Theory and Practice 4to, 1000 

Fairchild, J. F. Graphical Compass Conversion Chait and Tablea... o jo 

Tame, J. Notes on Lead Ores lamo, *o jo 

Notes on Pottery Clays iimo, "a 00 

Fairley, W., and Andre, Geo. J. Ventilation of Coat Mines iSmo, 

Trirweaflier, W. C. Foreign and Colonial Patent Laws Svo, 

Falk, K. 6. Chemical Reactions: Their Supply and Mechanism. .lamo, 

taming, J. T: Hydraulic and Water-supply Engineering Svo, 

Fanuworth, P. V, Shop Mathematics iam» (In Press.) 

Fay, t. W. The Coal-tar Dyes Svo, 

Terabach, R. L. Glue and Gelatine 8vo, 

Findlay, A. The Treasures of Coal Tar lamo, a 00 

Firth, J. B. Practical Physical Chemistry tamo, i 35 

Fi>cber, E. The Preparation of OrKanic Compounds lamo, a oc 

Fisher, H. R. C, and Darhy, W. C. Submarine Cable Testing. ..Svo, 4 00 

Fldschniann, W. The Book of the Dairy 8vo, 4 50 

Fleming, J- A The Alternate-Current Transformer. Two Volumes. Svo. 

Vol. I. The Induction of Electric Currents '6 so 

Vol, II. The ntilizntion of Indnced Cnrrents 6 50 

Propagation of Electric Cnrrents Svo, 5 00 

A Handbook for the Electrical Labomtot; and Testing Room. Two 

Volumes Svo, each, ** 50 

Flenry, P. Preparation and Ums of White Zinc Paints Svo, 3 00 

Hynn, P. J. Flow of Water jama, o 75 

■ 'Hydraulic TaUea tffmo, o 75 
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00 
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Foster, H. A. Electzical Bnciiieen' Pocket-book. (Seventh EdUion.) 

i2ino, leather, 5 00 

Engfaieeriiig Valuation of Public Utilities and Factories 8yo, *3 00 

Fowle, F. F. Overhead Transmission Line Crossings i2nu>, *z 5» 

The Solution of Alternating Current Problems 8vo {In Press,) 

Fox, W. G*. Xransitien Curves i6mo, 075 

Foz, W., and Thomas, C. W. Practical Course in Mechanical Draw- 
ing lamo, X 35 

Foye, J. C. Chemical Problems z6mo, o 75 

f*^ Handbook of Mineralogy x6mo, o 75 

Francis, J. B. Lowell Hydraulic Experiments 4to, 15 00 

Fransen, H. Exercises in Gas Analysis lamo, ^ *x 00 

leaser, E. 8., and Jones,. R. B. Motor Vehicles and Their Motors, 

8vo, fabrikoid, a 00 

Ii^eudemacher, P. W« Electric Mining Installations zamo, z 00 

Friend, J. N. The Cheznistry of Linseed Oil zamo, z 00 

Fritsch, J. Manufacture of Chemical Manures Svo, 5 00 

Ftye, A L Civil Engineers' Pocket-book iimo, leather, ^5 00 

Fuller, G. W. Investigatiozis into the Purification of the Ohio River. 

4to, *xo 00 
Fumell, J. Paints, Colors, Oils, and Varnishes 8vo. 

Gant, L. W. Elements of Electric Traction 8vo, *2 50 

Garcia, A^ J. R. V. Spanish-English Railway Terms 8vo, 3 00 

Gardner, H. A Paint Researches, and Their Practical Applications, 

8vo, *5 00 

Gaxforth, W. E. Rules for Recovering Coal Mines after Explosions and 

Fires zamo, leather, i 50 

Garrard, C. C. Electric Switch and Controlling Gear 8vo, *6 00 

Gaudard, J. Foundations z6mo, o 75 

Gear, H. B., and Williams, P. F. Electric Central Station Distribution 

Systems 8vo, *3 50 

Geerligs, H. Cj P. Cane Sugar and Its Manufacture 8vo, *6 00 

Chemical Control In Cane Sugar Factories 4to, 5 00 

Geikie, J. Structural and Field Geology 8vo, 750 

Mountains. Their Growth, Origin and Decay 8vo, . 4 50 

The Antiquity of Man in Europe 8vo, *3 <» 

Georgi, F., and Schubert, A. Sheet Metal Working 8vo, 3 50 

Gerhard, W. P. Sanitation, Watersupply and Sewage Disposal of Country 

Houses zamo, a 50 

Gas Lighting i6mo, o 75 

Household Wastes z6mo, o 75 

House Draiziage z6mo, o 75 

Sanitary Drainage of Buildings z6mo, o 75 

Gerhardi, C. W. H. Electricity Meters 8vo, *7 ao 

Geschwind, L. Manufacture of Alum and Sulphates 8vo, 5 oo 

Gibbings, A. H. Oil Fuel Equipment for Locomotives. 8vo. 

{Reprintifig.') 

Gibbs, W. E. Lighting by Acetylene zamo, *z 50 

Gibson, A. H. Hydraulics and Its Application 8vo, 6 00 

•^— Water Hammer in Hydraulic Pipe Lines zamo, a 50 

Gibson, A H., and Ritchie, E. G. Circular Arc Bow Girder 4to, *3 50 
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GiIbntb,F.B. Motion Study. lamo, *a oo 

Primei of Scientific Manat«nieat lamo, i 95 

Gill A. H. Gas Analysis lor Clieniists 8vo, i 15 

Gillmoic, G«n. Q. A Boads, Strecti, ud Psramenta lamo, i as 

Godfrey, E. Table* for Stnittmal Enpneen 16010, leat&ei, 'a 50 

Solding, H. A. The Theta-Phi Diagram tamo, "i 00 

Ooldschmidt, R. Altemftting Ctureot Conunntator Motor Sto, *3 00 

GoodcUId, W, Precious Stones 8vo, a jo 

GoodeU, J. M. Th« LocaUon, Cenatmction and Maintenance of 

Roads 8V0, a 00 

Goodeve, T. H. Textbook on the Steam-engine lamo, a so 

Gore, G. Electrolytic Sepsiation of Hetala 8va, 4 so 

Gould, E. S. Arithmetic of the Steam-engine. . , tamo, i 00 

Calcnlua '. 16010, o 75 

Hi£h Masonry Dams i6mo, o 75 

GoDid, E. S. Practical Hydrostatics and Hydiostatic Formnlas. .i6mo, o 75 

Goulding, E. Cotton and Other Vegetable Fibres Sro, 3 00 

Gratacap, L. P. A Popular Guide to Minerals 8vo, *i 00 

Gray, H, H. Gas-Works Products 8vp (In Prets.) 

Gray, J. Electrical Influence Machines ramo, 2 00 

Marine Boiler Design tamo (Reprinting.) 

Greenliill, G. Dynamics of Mechanical Flight Sto, *3 50 

Greenwood, H. C. The Industiial Gases Svo, S 00 

Gregorins, H. Mineral Waxes lamo, 3 00 

Grierson, R. Some Modem Methods of Ventilation Sto, '3 00 

Griffiths, A. B. A Treatise on Manures lamo (Reprinting.) 

Gross, E. Hops 8to, '5 00 

Grossman, J. Ammonia and Its Componnda iimo, i 50 

Groth, L, A. Welding and Cutting Hetals by Gases or Electricity. 

8to, 3 00 

Grover, F, Modem Gas and Oil Engines svo, '300 

Gruner, A, Power-loom Weaving... Svo, "350 

Grunsky, C. E. Topographic Stadia Surveying i6mo, a 00 

Guuther, C. 0. Integration Svo, i 50 

Gulden, R. L. Traverse Tables folio, 750 

Guy, A E. Experiments on the Flexure of Beams. Svo, *i 15 

Haenig, A, Emery and Emery Indnstry Svo, *a 50 

Hainbach, R. Pottery Decoration lamo, 350 

Hale, A. J. The Manufacture of Chemicals bj* Electrolysis Svo, a 00 

Hale, Hantson. American Chemistry lamo (In Press.) 

Hale, W. J. Calculations of General Chemistry lamo, i 50 

Hall, C. H. Chemistry of Paints and Paint Vehicles. ramo, *a 00 

Hall, R. H. Governors and Govemins; Mechanism lamo, *a 50 

Hall, W. S. Elements of tb« Differential and Integral Calculus Svo, a 75 

Descriptive Geometry Svo volume and a 4to atlas, 400 

Bailer, G. F., and Cunningham, E. T. The Teala C(^ lamo, *r as 

Hslsey, F. A. Slide Valve Gears. lamo, I 50 

■ The Use of the Slide Rules i6mo, 075' 

— ^Worm and Spiral GearJnK t6mo, o 75 

Hamlin, M. L. Action of Cbemicali on Industrial Materials. .Svo, 

(In Press.) 
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Hancock, H. Textbook of Mechanics and Hydrostatics 8vo, z 50 

Hardy, £• Elementary Principles of Graphic Statics i2mo, *z 50 

Earing, H. Engineering Law. 

VoL L Law of Contract 8vo, *4 00 

Harper, J. H. Hydraulic Tables on the Flow of Water z6mo, *a 00 

Harsis, S. M. Practical Topographical Surveying (In Press,) 

Harrow, B. Eminent Chemists of Our Times: Their Lives and Work, a 50 

From Newton to Einstein lamo, i 00 

Harvey, A. Practical Leather Chemistry 8vo, 6 00 

Haskins, C. H. The Galvanometer and Its Uses i6mo, x 50 

Hatt, J. A. H. The Colorist * square i2mo, * 2 00 

Hausbrand, E. Drying by Means of Air and Steam i2mo, 2 50 

Evaporating, Condensing and Cooling Apparatus 8vo, 6 00 

Hausmann, E. Telegraph Engineering 8vo, *s 00 

Hausner, A. Manufacture of Preserved Foods and Sweetmeats 8vo, 3 50 

Hawkesworth, J. Graphical Handbook for Reinforced Concrete Design. 

4to, 2 00 

Hay, A. Continuous Current Engineering 8vo, 3 75 

Hayes, H. V. Public Utilities, Their Cost New and Depreciation. . .8vo, *2 00 
Public Utilities, Their Fair Present Value and Return 8vo, *2 00 

Heath, F. H. Chemistry of Photography 8vo. (In Press.) 

Heather, H. J. S. Electrical Engineering 8vo, 4 50 

Heaviside, 0. Electromagnetic Theory. Vols. I and II....8V0, each, 

(Reprifiting.) 

Vol. m 8vo (Reprinting.y 

Heck, R. C. H. The Steam Engine and the Turbine 8vo, 4 50 

— — Steam-Engine and Other Steam Motors. Two Volumes. 

Vol. I. Thermodynamics and the Mechanics. 8vo, 

Vol. n. Form, Construction, and Working 8vo, 

Notes on Elementary Kinematics 8vo, boards, 

Graphics of Machine Forces " 8vo, boards, 

Heermann, P. Dyers' Materials i2mo, 

Hellot, Macquer and D'Apligny. Art of Dyeing Wool, Silk and Cotton. 8vo, 
Hering, C, and Getman, F. H. Standard Tables of Electro-Chemical 

Equivalents larao, 

Heringg D. W. Essentials of Physics for College Students 8vo, 

Herington, C. F. Powdered Coal as Fuel 8vo, 

Herrmann, G. The Graphical Statics of Mechanism z2mo, 

Herzfeld, J. Testing of Yams and Textile Fabrics 8vo. 

Hildenbrand, B. W. Cable^aking z6mo, 

Hilditch, T. P. A Concise History of Chemistry i2mo. 

Hill, M. J. M. The Theory of Proportion 8vo, 

Hillhouse, P. A. Ship Stability and Trim 8vo, 

Hiroi, 1. Plate Girder Construction z6mo, 

' Statically-Indeterminate Stresses z2mo, 

Hirshfeld, C. F. Engineering Thermodynamics i6mo. 

Hoar, A The Submarine Torpedo Boat z2mo. 

Hobart, H. M. Heavy Electrical Engineering 8vo, ^4 50 

Design of Static Transformers z2mo, 2 50 

Electricity 8vo, *2 00 

Electric Trains 8vo (Reprinting.) 

Electric Propulsion of Ships 8vo, ♦« 50 
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Hobirt, J. 7. Haid SoMeting, Soft Soldering utd BraiinK iimo, 

Hobbi, W. R, P. Tfa« Aritlunetic of Electrical HeumemenU iimo, 

Hoff, J. N. Paint and Vamiah Facts and Fonnnlas lamo. 

Hole, W. The Distribution of Gaa 8vo, 

Holmes, A. HomencUtuie of Petrology .8vo, 

Hopkiiu, IT. M. Model Engines and Small Boata ismo, 

The Ontlook for Kesearch and Invention tamo. 

Hopkinson, J., Shoolbred, J. N, and Day, R. B. Dynamic Electricity. 

Horner, J, Practical Ironfonnding 8vo, 

Gear Cutting, in Theory and Practice 8to {Reprinting.) 

Uongbton, C. E. The Elements of Mechanics of Materials lamo, 

fionstonn, K. A. Studies in Light Production lamo, 

EoTenden, F. Practical Hatlieinatics for Young Engineers iimo, 

Howe, G. Mathematics for the Practical Man i imo, 

Qoworth, J. Bepairing and Riveting Glass, China and Earthenware. 

Svo, paper, 

Eoyt, W. E. Chemistry by Experimentation 8to, 

Hubbaid, £. The Utilization o'f Wood-waste Svo, 

Hfibnet, J. Bleaching and Dyeing of Vegetable and Fibrous Materials. 

Hudson, 0. F. Iron and Steel Svo, 

Humphreys, A. C. The Business Features of EDKineorinK Practice. Svo, 

Hunter, A. Bridge Work Svo. {In Press.') 

Hurst, G. H. Handbook of the Theory of Color Svo, 

Dictionary of Chemicals and Raw Products Svo, 

Lubricating Oils, Fata and Greases Svo, 

Soapa — Svo, 

Hurst, G. H., and Simmons, W. H. Textile Soapi and Otis Svo, 

Hurst. H. E., and Lattey, B. T. Text-book of Physics Svo, 

Also published in ttfi'ee parts. 

Part 1. Dynamics and Heat 

Part n. Sound and Light 

Part m. Magnetism and Electricity 

Hutchinson, S. W., Ji. lioat Distance Electric Power Transmiasloa. 

Hutchinson, S. W., Jr., and Thomas, W. A. Electricity in Mining. iimo, 

(7n Prat.) 

Hyde, E. V. Skew Arches tSmo. 

Hyde, F. S. Solvents, Olli, Gumt, Waxes Svo, 

IndnctloB Coilfl i6mo. 

Ingham, A. E. Gearing. A practical treatise Svo, 

Ingle, H. Manual of Agricultural Chemistry Svo, 

Inneas, C. H. Problems in Machine Design lamo, 

Centrifugal Pamps lamo, 

The Fan , ramo. 



Jacob, A., and Gould, E. S. On the Designing and Construction of 

Storage Reservoirs r6mo. o jj 
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Jacobs, F. B. Cam Design and Mannfactnie ( In Press.) 

James, F. D. Controllers for Electric Motors 8yo, ^ 00 

' Jehl, F. Mannfactnre of Carbons 8to. % 00 

Jennings, A. S. Commercial Paints and Painting 8to. 2 <(o 

Jennison, F. E» The Mannfactnre of Lake Pigments 8to, 6 00 

Jepson, G. Cams and the Principles of their Construction 8to, *z 5a 

Mechanical Drawing 8yo (In Preparation,) 

Jenris-Smith, F. J. Dynamometers 8to. 4 00 

Joddn, W. Arithmetic of the Gold and Silyersmith zimo, *x 00 

Johnson, C. H., and Earle, S. P. Practical Tests for the Electrical 
Laboratory ( In Press,) 

Johnson, J. H. Arc Lamps and Accessory Apparatus ^zamo, o 75 

Johnson, T. M. Ship Wiring and Fitting zamo (Reprinting.) 

Johnston, J. F. W., and Cameron, C. Elements of Agricultural Chemistry 

and Geology lamo, 2 60 

Joly, J. Radioactivity and Geology zamo (Repnnting.) 

Jones, H. C. Electrical Nature of Matter and Radioactivity zamo, 

Nature of Solution 8vo, 

New Era in Chemistry zamo, 

Jones, J. H. Tinplate Industry 8vo, 

Jones, M. W. Testing ,Raw Materials Used in Paint zamo, 

Jordan, L. C. Practical Railway Spiral iimo, leather, 

juptner, H. F. Y. Siderdogy: The Science of Iron 8vo, 

Kapp, G. Alternate Current Machinery ..•»k»»»z6mo. 075 

Kapper, F. Overhead Transmission Lines 4to, ^4 00 

Eeim, A. W. Prevention of Dampness in Buildings. .^ 8vo, *a 50 

Keller, S. S., and Knoz, W. E. Analytical Geometry and Calculus. .. a 00 
Kemble, W. T., and Underhill, C. R. The Periodic Law and the Hydrogen 

Spectrum 8vo, paper, 

Kemp, J. F. Handbook of Rocks 8vo, 

Keimedy, A« B. W., and Thurston, R. H. Kinematics of Machinery, 

z6mo, 

Kennedy, A. B. W., Unwin, W. C, and Idell, F. £. Compressed Air. 

z6mo, 

Kennedy, R. Fljdng Machines ; Practice and Design zamo, 

Principles of Aeroplane Construction 8vq, 

Kent, W. Strength of Materials z6mo, 

Kershaw, J. B. C. Fuel, Water and Gas Analysis 8vo, 

Electrometallurgy 1 8vo, 

Electro-Thermal Methods of Iron and Steel Production 8vo, 

The Use of Low Grade and Waste Fuel for Power Generation. 8 vo, 

Kingzett, C. T. Popular Chemical Dictionary 8vo, 

Kinzbrunner, C. Continuous Current Armatures 8vo, 

-w— Testing of Alternating Current Machines 8vo, 

Kinzer, H., and Walter, K. Theory and Practice of Damask Weaving, 

8vo, 
Tirkaldy, A.. W., and Evans, A. D. History and Economics of 

Transport 8vo, 

tbride, J. Engraving for Illustration 8vo, 
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u. VAW wubiKAWu t-u.'& anuKi 1X11,1:, uaiai^uu 15 

Kincbkt, A. 6m and Oil EnKinea tamo, *i 50 

Dein, J. F. Dftugn of a Hi(b-ipeed StMm-engiiie 8to, *5 00 

Pbyaical Significance of Bntropr 8vo, *i 50 

EUuscnberg, 6. Large Electric Power Statioiu 4to, 9 00 

Knight, S.-Adm. A. M. Modem Seamanship Svo, *6 50 

■ — ~ Pocket Edition lamo, fabrikoid, 3 00 

Koott, C. G., and Mackay, J. S. Practical HathematlcB 8to, a 50 

Knox, J. Phyai CO -Chemical Catcnlationa lamo, i 50 

- — Fixation of Atmespherie Nitrogen lamo, t 00 

Koester, F. Steam-Electric Power Plants 4to, *S 00 

Hydroelectric Developments and Engineering 4to, 600 

Sollei, T. The Dtiliiation of Waste Prodncts 8to, '5 00 

Cosmetics ■ 8to, 3 50 

Koppe, S. W. Glycerine. lamo, '3 50 

Eoimin, P. A. Flour MiUlni; 8vo, 8 50 

Eraocfa, C. Chemical Reagents 8vo, 700 

Eiemann, R. Application of the Phy si co-Chemical Ttieory to Tech- 
nical Process and Hannfacturing Methods Evo, 3 00 

Eretchmai, K. Yarn and Warp Siting 8vo, *s 00 

LaSargue, A. Attack in Trench Warfare i6mo, o 50 

Lallier, £. V. Elementary Manual of the Steam Engine lamo, *3 00 

Lambert, T. Lead and Its Compounds 8vo, *3 50 

Bone Products and Manures 8vo, '3 50 

Lambom, L. L. Cottonseed Products Svo, 4 00 

Modem Soaps, Candles, and Glycerin 8to, 1000 

Lamprecht, B. Recovery Work After Pit Fires Svo, 5 00 

Lanchester, F. W. Aerial Flight. Two Volumes. Svo. 

Vol. I. Aerodynamics "6 00 

Vol. n. Aerodonetics '600 

Lanchester, F. W. The Flying Machine Bvo, "3 00 

Industrial Engineering: Present and Post-War Outlook. , .lamo, 100 

Lange, K. R. By-Producta of Coal-Gas Manufacture tamo, 2 90 

La Rue, B. F. Swing Bridges i6m0i o 75 

Lasaar-Cohn, Dr. Modern Scientific Chemistry lamo, a 35 

Latimer, L. H., Field, C. J., and Howell, J. W. Incandescent Electric 

Lighting i6mo, o 75 

Latta, H. N. Handbook of American Gas-Engineering Practice. .Svo, 5 cm 

American Producer Gas Practice 4to, *6 00 

Laws, B. C. Stability and Equilibrium of Floating Bodies Svo, 4 so 

Lawson, W. B. British Railways. A Financial and Commercial 

Survey 8vo, a 00 

Leaak, A. R. Refrigerating Machinery larao {Reprintinq,^ 

Lecky, S. T. S. "Wrinkles" in Practical navigation Svo, to 00 

Pocket Edition larao, 500 

Danger Angle iSmo, a 50 

Le Doux, M. Ice-Making Machines i6mo, o JS 

Leeds, C. C. Mechanical Drawing for Trade Schools oblong 4t», a as 

Mechanical Drawing for High and Vocational Schoola 4to, i 50 

Principles of Engineering Drawing Svo, a 50 

Lefivre, L. Architectural Pottery 4to, j 00 

Lehner, S. Ink Manufacture ^ Svo, a 50 

Lemstrom, S. Electricity in Agriculture and Hortictdtore Svo, *i 50 

Letts, E. A. Fnndamental Problems In Chemistry .-..Svo, *a 00 
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Le Vaiij W. B. Steam-Engine Indicator i6mo, o ts 

Lewes, V. B. Liquid and Gaseous Fuels 8vo, 3 00 

Carbonization of Coal 8yo, *5 o9 

Lewis Automatic Machine Rifle ; Operation of z6mo, *o 60 

LickSy H. £. Recreations in Mathematics.- i2mo, i 50 

Lieber, B. F. Lieber's Five Letter American Telegraphic Code .8vo, *Z5 oa 

Spanish Edition Svo, ♦is 00 

French Edition Svo, ♦is 00 

Terminal Index Svo, ♦a 50 

Lieber's Appendix folio, *i$ 00 

Handy Tables 4to, ♦a 50 

Bankers and Stockbrokers' Code and Merchants and Shippers' 

Blank Tables .* Svo, ♦is 00 

100,000,000 Combination Code Svo, ♦lo 00 

Livennore, V. P., and Williams, J. How to Become a Competent Motor- 
man i2mo, *! oa 

Livingstone, R. Design and Construction of Commutators Svo, 450 

Mechanical Design and Construction of Generators Svo, 4 ^ 

Lloyd, S. L. Fertilizer Materials lamo, a 00 

Lodnvood, T. D. Electricity^ Magnetism, and Electro-telegraph .. .Svo, a 5» 

- — Electoical Measurement and the Galvanometer lamo, o 7s 

Lodge, O. J. Elementary Mechanics lamo, i 50 

Loewenstein, L. C, and Crissey, C. P. Centrifugal Pumps 500 

Lomaz, J. W. Cotton Spinning lamo, z 50 

Lord, R. T. Decorative and Fancy Fabrics Svo, *z S*> 

Loring, A. £. A Handbook of the Electromagnetic Telegraph. ..i6mo, o 7$ 

Lowy, A. Organic Type Formulas o zo 

Lnbschez, B. J. Perspective lamo, a 00 

Lucke, C. £. Gas Engine Design 8vo« ^ <mi 

Power Plants: Design, Efficiency, and Power Costs. 2 vols. 

{In Preparalion,) 
Luckiesh, M. Color and Its Application Svo, 3 50 

Light and Shade and Their Applications Svo, 3 00 

Visual Illusions (In Preparation.) 

Lunge, G. Coal-tar and Ammonia. Three Volumes Svd^ ♦as 00 

Technical Gas Analysis Svo, ^4 50 

Manufacture of Sulphuric Acid and Alkali. Four Volumes Svo, 

Vol. I. Sulphuric Acid. In three parts (Reprinting.) 

VoL I. Supplement .Svo (Reprinting.) 

VoL n. Salt Cake, Hydrochloric Acid and Leblanc Soda. In two 
parts (In Press.) 

Vol. in. Ammonia Soda. (/« Press.) 

Vol. IV. Electrolytic Metiiods (In Press.) 

Technical Chemists' Handbook lamo, leather, ^4 o» 

Technical Methods of Chemical Analysis. 

Vol. L In two parts Svo (New Edition in Press.) 

Vol. n. In two parts Svo (New Edition in Press.) 

Vol. in. In two parts Svo (New Edition in Press.) 

The set (3 vols.) complete 
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Lnqner, L. H. Hineralt in Rock Sactiou* Svo, i 75 

MacBcIde, J. D. A HaDdbook of Fractieal Shipbtnlding, 

iimo, fabrikoid, 1 oo 

Hbccwoi, H. a. Food Inspection Svo, *3 50 

Mackenzie, N. F. Hotee on Irrigation Works 8to, *3 50 

Mackie, J. How to Uake a Woolen UUl Pay Svo, *a 00 

Hapilre, Wm. R. Domestic Sanitary Drainage and Plumbing . . . .8vo, 4 00 

Malcolm, H. W. Snbmaiine Telegrapb Cable 9 oo 

Haiinovzsky, A. Analysis of Ceramic Materials and Methods of 

Calculation (7n Prcjs.) 

Mallet, A. Compound Engines i6mo, 

Mansfield, A. N. Electro-magnets tSmo, o 75 

Marks, E. C. R. Constniction of Cranes and Lifting Machinery. lamo, *a 75 

Hannfacture of iron and Steel Tabes lamo, 1 50 

Mechanical Engineering Materiala lamo, *i 50 

Marks, G. C Hydraulic Power Eugioeerlng 8to, 4 50 

Hailow, T. G. Drying Machinery and Practice. .. .Svo {Reprinting.) 

Harsh, C. F.' Concise Treatise on Reinforced Concrete Svo, *i 50 

Reinforced Concrete Compression Member Diagram. Mounted on 

Cloth Boards 'i .50 

Msish, C. F., and Dunn, W. Mannal of Reinforced Concrete and Con- 
crete Block Conatmction i6mo, a 00 

Marshall, W. J., and Sankey, H. R. Oas Engines Svo, 3 00 

Martin, G. TrinmphB and WonderB of Modem Chemistry.: Svo, *3 oo 

Modern Chemistry and Ita Wonders Svo, *3 00 

Martin, N. Properties and Design of Reinforced Concrete Svo, i 50 

Martin, W. D. Hints to Engineers lamo, a 00 

Massie, W. W., and TIndeiMl, C. R. Wireless Telegrqihy and Telephony. 

ramo, *r 00 

Mathot, R. £. Internal Combustion Engines Svo, s 00 

Maurice, W. Electric Blastini Apparatns and EzphwiTea Svo, *3 50 

Shot Firet's Gnide Svo, *i 50 

Maxwell, F. Sulpbitation in White Sugar Manufacture lamo, 400 

Maxwell, J. C. Matter and Motion i6mo, o 75 

Maxwell, W. H., and Brown, J, T. Encyclopedia of Mnni.fpal and Sani- 
tary Engineering 4to, *to 00 

Mayer, A. M. Lecture Notes on Phyrics Svo, s 00 

McCracken, E. H., and Sampson, C. H. Course in Pattern Making. 

(/» Press.) 

HcCuIIough, E. Practical Survejring lamo, 300 

McCulloagta, R. S. Mechanical Theory of Heat Svo, 3 50 

McGibbon, W. C. Indicator D<ag-amE for Mariqe Engineers Svo, *3 50 

Marine Engineers' DrawiuE Book Oblong 4to, *s 50 

KcGibbon, W. C. Marine Engineers Pocketbook iimo, '4 y> 

Mcintosh, J. G. Technology of Sugar Svo, '600 

Industrial Alcohol Svo, *3 50 

Hannfacture of Varnishes and Kindred bdoatries. Three Volumes. 

Svo. 

Vol. I. Oil Crushing, Refining and Boiling 7 00 

Vol. n. Vamisb Materials and Oil Varnish Making 5 00 

Vol.m. Spirit Tarnishes and Materials « 00 



I 


50 


♦a 


50 





75 


z 


50 


4 


00 


*8 


50 


♦x 


35 


2 


50 


a 


50 



3 


00 


a 


50 


*2 


00 


2 


50 


♦l 


oo 


2 


50 


X 


25 


•3 


00 



ig D.VAN >05TRAND CO.'S SHORT TITLE CiVTALOG 

KcKiUop. M., and McKiUoPi A. D. E£Sciency Methoas zamo, 

KcKnight }. D^ and Brown, A. W. Marine Multitubular Boilers. .. . 

McMaster, J B- Bridge and Tunnel Centres. z6mo» 

McMe'^ben, F. L. Test« for Ores, Mineral.* and Metals lamo, 

McNair, F. V. Handbook for Naval Officers zamo, 

Meade, A. Modem Gap Works Practice 8vo, 

Melick, C. W. Pair^ Laboratory Guide xamo, 

'Mentor." Self -Instruction for Students in Gas Supply, zamo. 

Elementary . 

Advanced 

« — Self-Instructiop for Students in Gas Engineering, zamo. 

Elementary a oo 

Advanced .... a oo 

Merivale, J. H. Note? and Formulae for Mining Students lamo, z oo 

Merritt, Wm. H. Field Testing for Gold and Silver z6mo, leather, a 50 

Mertens. Tactics and Technique of River Crossings -. . .8vo, 

Mierzinski, S. Waterproofing of Fabrics 8vo, 

Miessner, B. F. Radio Dynamics zamo, 

Miller, G. A. Determinants z6mo, 

Miller, W. J Introduction to Historical Geology zamo, 

Milroy, M. £. W. Home Lace-making zamo, 

Church Lace zamo. 

Mills, C. N. Elementary Mechanics for Engineers 8vo, 

Mitchell, C. A. Mineral and Aerated Waters 8vo, 

Mitchell, C. A.^ and Prideaux, R. M. Fibres Used in Textile and Allied 

Industries 8vo, 3 50 

Mitchell, C. F., and G. A. Building Construction and Drawing, zamo. 

Elementary Course a 50 

Advanced Course 4 50 

Monckto'^ C. C. F. Radiotelegraphy 8vo, a 00 

Montevorde, R. D. Vest Pocket Glossary of English-Spanish, Spanish- 
English Technical Terms 64mo, leather, z 50 

Montgoi ./y, J. H. Electric Wiring Specifications z6mo, 

Moore, K. C. S • New Tables for the Complete Solution of Ganguiilet and 

Sutter's Formula 8vo, 

Moore, Harold. Liquid Fuel for Internal Combustion Engines. ..8vo, 

Morecroft, J. H., and Hehre, F. W. Short Course in Electrical Testing. 

8vo, 

Morgan, A. P. Wireless Telegraph Construction for Amateurs, .zamo, 
Morgan, J. D. Principles of Electric Spark Ignition 8vo, 

Morrell, R. S., and Waele, A. E. Rubber, Resins, Paints and Var- 
nishes 8vo (In Press,) 

Moses, A. J The Characters of Crystals 8vo, 

and Parsons, C. L. Elements of Mineralogy 8vo, 

Moss, S. A. Elements of Gas Engine Design z6mo, 

The Lay-out of Corliss Valve Gears z6mo, 

Mulford, A. C. Boundaries and Landmarks zamo, 

Munby, A. E. Chemistry and Physics of Building Materials 8vo, 

Murphy, J G. Practical Mining z6mo, 

Murray, B. M. Chemical E.-^agents 8vo, 

Murfay, J. A. Soils and Manures «i nt nt •« i .../.. .8vo, 

Nasmitfa, J. The Student's Cotton Sphining 8vo, 4 50 

• — — Recent Cotton Mill Construction zamo, 3 00 
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ITeave, G. B., and HtiOmui, L U. IdentUlutlon of OtebdIc Componnda. 

iimo, I 50 

Ntilson, R. H. Asroj^uie Pataits 8to. *3 00 

Ken, F, SMrchligliU 8«1 (Reprinting.) 

Hewbigin. H. L, and Flett, J. S. JJunM G«ilde, tbe Hut ud tlie 

Geologlat 8vo, 350 

KewbigiDg, T. Handbook for Ga.9 Ensineai and Hanagen 8to, 7 50 

Newell, F. H^ and Drayer, C. E. Engineering as a Caieei. . iimo, clotb, *j 00 

Ificol, G. Ship Construction and Calculations 8to, *io 00 

Tlipber, F. E. Tlieorf of Magnetic Measurements lamo, i 00 

Niabet, H. Grammai of Textile Design.'. Sto, 7 50 

Kolan, H. The Telescope i6ma, o 75 

Roiie, J. W. Epitome of Navigation (3 Vols.) octavo, 15 00 

A Complete Set of Nautical Tables with Explanations of Their 

Dse octavo, 6 50 

North, H. B. Laboiatory Experiments Is General CbemistT7 lamo, *i 00 



O'Connor, H. The Gas Engineer's Poclcetbook lamo, leather, 

Ohm, G. S., and Lockwood, X. D. Galvanic Circuit lemo, 

Olsen, J. C. Text-book of QuasUUtive Chemical Analysis Svo, 

Oirasby, M. T. M. Surveying iimo, 

Oudin, H. A. Standard Polyphsse Apparatus and Systems. 8vo, 

, Pokes, W. C. C, and Nankivell, A. T. The Scisoce of Hygiene . .Svo, ' 

Palaz, A. InduEtiial Photometry Svo, 

Palmer, A. R. Electrical Experiments lamo, 

Magnetic Heasurements and Experiments iimo, 

Pamely, C. Colliery Manager's Handbook Svo, *: 

Paiker, P. A. M. The Control of Water Svo, 

Pair, G. D. A. Electrical Engineering Measuring Instruments. .. .Svo, 
Parry, E. J. Chemistry of Essential Oils and Artificial Perfumes. 

Tol. I. Honographs on Essential Oils 

Vol. n. Constituents of Essential Oils, Analj'Sis 

Foods and Drugs. Two Volumes. 

Vol. I. The Analysis of Food and Drugs Svo, 

Vol.11. The Sale of Food and Drags Acts Svo, 

and Coste, J. H. Chemistry of Pigments Svo, 

Parry, L. Hotes on Alloys Svo, 

Metalliferous Wastes 8vo, 

Analysis of Ashes and Alloys Svo, 

Pairy, I.. A. Risk and Dangers of Various Occupations Svo, 

Parshal], H. P^ and Hobait, H. M. Electric Railway Engineering. 4to, 

Parsons, J. L. Land Drainage 8vo, 

Parsons, S. .1. Malleable Cast Iron Svo, 

Partington, J. R. Higher Hatbematics for Chemical Students, .urao, 

Textbook of Thermoflynamics Svo, 

The Alkali Industry 8vo, 

Patchell, W. H. Electric Power in Mines 8vo, 

Palersan, G. W. L. Wirin? Calculations iimo, 

Electric Mine Signalling Installations lamo, 

Patterson, D. The Color Printing; of Carpet Yams Svo, 

Color Matchino on Textiles Svo, 

Textile Color Mixing Svo, 
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Pftoldingy C. P. Condensation of Steam in Covered and Bare Pipes. .8vOy 

^— Transmission of Heat through Cold-storage Insulation i2mo, 

Payne, D. W. Iron Founders' Manual 8vo, 

Peddle, R. A. Engineering and Metallurgical Books zimo, 

Peirce, B. System of Analytic Mechanics 4to, 

Linear Associative Algebra 4to, 

Perkin, F. M., and Jaggers, £. M. Elementary Chemistry iimo, 

Peirin, J. Atoms 8vo, 

Petit, G. White Lead and Zinc White Paints 8vo, 

Petit, R. How to Build an Aeroplane 8vo, 

Pettit, Lieut. J. S. Graphic Processes i6mo, 

Philbrick, P. H. Beams and Girders i6mo, 

Phin, J. Seven Follies of Science X2mo, 

Pickworth, C. H. Logarithms for Beginners xamo, boards, 

The Slide Rule lamo, 

Pilcher, R. B. The Profession of Chemistry xamo, 

Pilcher, R. B., and Butler-Jones, F. What Industry Owes to Chemical 
Science xamo, 

Plattnef's Manual of Blow-pipe Analysis. Eighth Edition, revised. 8vo, 

Plympton, G. W. The Aneroid Barometer i6mo, 

How to Become an Engineer i6mo, 

Van Nostrand's Table Book x6mo, 

Pochet, M. L. Steam Injectors x6mo, 

Pocket Logarithms to Four Places x6mo, 

i6mo, leather, 
PoUeyn, F. Dressings and Finishings for Textile Fabrics 8vo, 

Pollock, W. Hot Bulb Oil Engines and Suitable Vessels 8vo, 

Pope, F. G. Organic Chemistry xamo, 

Pope, F. L. Modem Practice of the Electric Telegraph 8vo, 

Popplewell, W. C. Prevention of Smoke 8vo, 

Strength of Materials 8vo, 

Porritt, B. D. The Chemistry of Rubber xamo, 

Porter, J. R. Helicopter Flpng Machine xamo. 

Potts, H. E. Chemistry of the Rubber Industry 8vo, 

Practical Compounding of Oils, Tallows and Grease 8vo, 

Pratt, A. E. Economic Metallurgy (In Press.) 

Pratt, Jas. A. Elementary Machine Shop Practice {In Press.) 

Pratt, K, Boiler Draught xamo, 

Prelini, C. Earth and Rock Excavation 8vo, 

Graphical Determination of Earth Slopes 8vo, 

— - Tunneling. New Edition 8vo, 

*-~ Dredging. A Practical Treatise 8vo, 

Prescott, A. B., and Johnson, 0. C. Qualitative Chemical Analysis. .8vo, 
Prescott, A. B., nnd Sullivan, E. C. First Book in Qualitative Chemistry. 

Prideaux, E. B. R. Problems in Physical Chemistry 8vo, 

The Theory and Use of Indicators 8vo, 

Prince, 6. T. Flow of Water xamo. 

Pull, E. Modern Steam Boilers , 8vo, 

PuUen, W. W. F. Application of Graphic Methods to the Design of 

i2mo, 
Structures xamo, 

Injectors : Theory, Construction and Working xamo, 

Indicator Diagrams 8vo, 

Engine Testing 8vo, 
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Pmdaji H. F. P. The DtoMl Engine Design Svo, 7 jo 

Potach, A. Ga« nnd Cool-diut Firing Svo, *i 30 

Knftei, G. W, Hectianica of Ventilntion iGmo, o 75 

Potable Wnter i6mo, o 75 

Tieatment of Septic Sewage i6mo, ) o 75 

nnd Baker, M. H. Sewage DiEpotal in the United States. .. .410, 6 00 

Raikes, U. P. Sewage Disposal Works Svo, *4 00 

Saudau, P. Enamela and Enamelling 8*0, *5 00 

Sankine, W. J. H. A Manual of Applied UecbanicB Svo, 60a 

Civil Engineering Svo. 7 50 

'Machinery and Millwork Svo, 6 00 

The steam-engine and Other Prime Movers Svo, 6 00 

Bankiiie,,W. J. H., and Bamber, E. F. A Mecbanical Text-book. .Svo, 4 00 

Purday, H. F. P. The Diesel Engine Design Svo (/ii Pms.) 

Bapbaei, F, C. Localization of Faults in Electric Light andPower Mains. 

Svo, 5 00 

Basch, E. Electric Arc Phenomena Svo, a no 

Rathbone, K. L, B. Simple Jewellery Svo, a 50 

Ransenberget, F. The Theory of the Recoil Guns Svo, *5 00 

Rautenstraucb, W. Noteson the Elements of Machine Design. Svo, boards, *i 50 
RautenstTBuch, W., and Williams, J. T. Machine Draftii^ and Empirical 

Part I. Machine Drafting , Svo, i 30 

Part n. Empirical Design (/n PreparcUion.) 

Raymond, E. B. Alternating Current Engineering lamo, *3 50 

Rayner, H. Silk Throwing and Waste SUk Spinning Svo, 

Recipes for the Color, Paint, Varnish, Oil, Soap and Drysaltery Trades, 

Svo, 's 00 

Recipes for Flint Glass Making lamo, 'j 00 

Redfem, J. B., and Savin, J. Bells, Telephones i6mo, o 75 

Redgrove, H. S. Eziterimental Mensuration lanto, i jo 

Seed, S. Turbines Applied to Marine Propnlsion *3 00 

Reed's Engineers' Handbook Svo, is 00 

Key to the Nineteenth Edition of Reed's Engineers' Handbook. .Svo, 4 oo 

Useful Hints to Sea-going Engineers nmo, 3 00 

Seid, E. E. Introduction to Research in Organic Chemistry. (In Press.) 
Reinhardt, C. W. Lettering for Draftsmen, Engineers, and Stndents. 

oblong 4tD, boards, r 15 
Reinhardt, C. W. The Technic of Mechanical Drafting, 

oblong, 4ta, boards, *i 00 

Reiser, F. Hardening and Tempering of Steel iimo, s 50 

Reiser, IT. Faults in the Manufacture of Woolen Goods Svo, a 50 

Spinning and Weaving Calculations 8vj, '5 00 

Renwicfe, W. G. Marble and Marble Working Svo (Reprinting.) 

Reuleaux, F. The Constructor 4to, 4 00 

Key, Jean. The Range of Electric Searchlight Prolectora Svo, 

(Reprinting.)- 

Reynolds, 0., and Idell, F. E. Triple Expan^on Engines i6mo, o 75 

Shead, G. F. Simple Structural Woodwork lamo, *i >s 

Rhead, G. W. British Pottery Marks 8vo, 3 "o 

Rhodei, H. J, Art of Lithography Svo, 5 00 

Rice, J. M and Johnson, W. W. A Hew Method of Obtaining the Differ- 
ential o< Functions. lamo, o so 
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Sichaxdiy W. A. Forcmg of Iron and Steel zamo, 

Richards, W. A^ and North, H. B. Manual of Cement Testing xamo, 

Richardson, J. The Modern Steam Engine tfvo, 

Richardson, 8. 8. Magnetism and Electricity i2mo, 

Rideal, E. E. Industrial Electrometallurgy 8vo, 

The Rare Earths and Metals Svo (In Press,) 

Oscone 8vo, 

Rideal, S. Glue and Glue Testing 8vo, 

The Carbohydrates t8vo (/n Press.) 

Riesenberg, F. The Men on Deck xamo, 3 oo< 

Standard Seamanship for the Merchant Marine. lamo (In Press.) 

!tr, E. J. Boiler Explosions, Collapses and Mishaps 8vo, a as 
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Rings, F. Reinforced Concrete in Theory and Practice lamo, *4 50 

Reinforced Concrete Bridges 4ID, 

Ripper, W. Course of Instruction in Machine Drawing folio, 

Roberts, F. C. Figure of the Earth x6mo, 

Roberts, J., Jr. Laboratory Work in Electrical Engineering 8vo, 

Robertson, J. B. The Chemistry of Coal lamo, 

Robertson, L. S. Water-tube Boilers 8vo, 

Robinson, J. B. Architectural Composition 8yo, 

Robinson, S. W. .Practical Treatise on the Teeth of Wheels. .i6mo, 

Railroad Economics x6mo, 

Wrought Iron Bridge Members i6mo, 

RobsoUf J. H. Machine Drawing and Sketching 8vo, 

Roebling, J. A. Long and Short Span Railway Bridges folio, as o» 

Rogers, A A Laboratory Guide of Industrial Chemistry 8vo, 

— Elements of Industrial Chemistry lamo, 

Manual of Industrial Chemistry 8vo, 

Rogers, F. Magnetism of Iron Vessels i6mo, 

Rohland, P. Colloidal and Crystalloidal State of Matter lamo, 

(Reprinting.) 

Rollinson, C. Alphabets Oblong, lamo, 

Rose, J. The Pattern-makers' Assistant 8vo, 

— — Key to Engines and Engine-running xamo, 

Rose, T. K. The Precious Metals svo, 

Rosenhaln, W. Glass Manufacture svo, 

Physical Metallurgy, An Introduction to 8vo, 

Roth, W. A. Physical Chemistry 8vo, 

Rowan, F. .T. Practical Physics of the Modem Steam-boiler Svo, 

and Idell, F. E. Boiler Incrustation and Corrosion i6mo, 

Roxburgh, W. General Foundry Practice Svo, 

Ruhmer, E. Wireless Telephony , 8vo, 

Russell, A Theory of Electric Cables and Networks 8vo, 

Rutley, F. Elements of Mineralogy lamo, 

Rust, A. Practical Tables for Navigators and Aviators Svo, 

Sandeman, E. A. Notes on the Manufacture of Earthenware. ..lamo, 

Sanford, P. G. Nitro-erplosives 8vo, 

Saunders, C. H. Handbook of Practical Mechanics i6mo, 

leather, 

Sayers, H. M. Brakes for Tram Cars Svo, 

Schaefer, C. T. Motor Truck Design 8vo, 

Scheele, C. W. Chemical Essays 8vo, *a 50 . 
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SchdtbatKr, W. Shale Oils and Tail Svo, *4 00 

Scfaem:, ,B. Caaeiii.. Sro, 3 $a 

Scbidiowiti, P. Rubber, It* Ptodnction and Indiutrial Uses Sro, ' *fi 00 

Sckindler, K. Iron and Steel Conitractien Works lamo, *3 00 

Schmall, C. N. First Course in AnalTtic Geometry, Plane and Solid. 

i3iiK>, half leather, *i 79 

and Shack, S. M. Elements of Plane Geometry lamo, 1 35 

Schmeei, L. Flow of Watei Sva, 1 $0 

Schwan, E. H. I>. Carnal Geolozy 8to, *3 00 

Schweiser, 7. DigtilUtieas of Begins EvOr j 00 

Scott, A. H. Reinfcrced Concrete in Practice lamo, a 00 

Scott, v. W. QualiUtiTe Analyaii, A Laboratory HannaL New 

Edition 3 00 

— -• Standard Uethods of Chemical Analyaia 3vo, 7 50 

Scribner, J. H. Engineers' and Mechanics' Companion. .i6mo, leather, i 30 
Scnddar, H. Electrical Conductivity and lonieation Constants of 

(^anlc Componnds Svo, '3 00 

Seamanship, Lectures on iimo, 2 00 

Searle, A. B. Hodein Brickmaldng Svo, 7 00 

. Cement, Concrete and Bricks 8to, 300 

Searle, G. M. "Sumners' Method." Condensed and Improved. 

iSmo, o 75 

Seaton, A. E. Manual of Marine Engineering Svo, 1000 

Seaton, A. E., and Bonnthwaite, H. H. Pocket-book of Marine Engi- 
neering i6roo, leather, 6 00 

Seelifrmann, T., TorriUion, G. L., and Palconnet, H. India Rubber and 

Outta Percha ,8to, G 00 

Seidell, A. Solubilities of Inorganic and Organic Substances 8to, 7 50 

SeUew, W. H. Steel Sails 4to, *io 00 

Railway Maintenance Engineering; iimo, 3 00 

Senter, G. OuUines of Physical Chemistry limo, 300 

Teat-book of Inorganic Chemistry 1 jmo, "3 00 

Sever, G. F. Electric Engineering Experiments 8vo, tioards, "i 00 

Sever, G. F., and Townsend, P. Laboratory and Factory Tests in Elec- 
trical Engineering Svo, *i 30 

Sewall, C. H. Wireless Telegraphy 8vo, 'a 00 

LeKsons in Telegraphy lamn, *i 00 

Sexton, A. B. Fuel and Befractory Materials lamo (Rfpriniinp.) 

Chemistry of tbe Materials of Engineering iiroo, *3 00 

Alloys (Non-Ferrons) Svo, 3 50 

Sexton, A. H., and Primrose, J. S. G. The Metallurgy of Iron and Steel. 

Svo, 6 50 

The Common Metals (non-Ferrous) Svo, 4 00 

Seymour, A. Modem Printing Inks Svo, 300 

Shaw, Henry S. H. Mechanical IntEgratora i6mo, 075 

Shaw, S. History of the Staffordshire Potteries Bvo, a 50 

Chemistry of Compounds Used In Porcelain Manufacture Svo, *6 00 

Shaw, T. H. Driving of Machine Tools iimo, 'a 00 

Precision Grinding Machines lamo, 5 00 

Shaw, W. N. Forecasting Weather Svo (Reprinting.) 

Sheldon, S., and Hausmann, E. Dynamo Electric Machinery, AC. 

and D.C Svo (!n Press.) 

Uactric Traction and Transmission Engineering lamo, 300 

Kysical Laboratory Experiments, for Engineering Students. .Svo, i 50 
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Sherriff, F. F. Oil Merchants' Manual and Oil Trade Ready Reckoner^ 

8va, 3 50 
Shields, J. E. Notes on Engineering Construction xamo, i 50 

Shrere, S. H. Strength of Bridges and Roofs 8vo, 3 53 

Shunky W. F. The Field Engineer xamo, fabrikoid, 3 00 

Silyerman, A., and Harvey, A. W. Laboratory Directions and Study 

Questions in Inorganic Chemistry 4to, loose leaf, • a 00 

Simmons, W. H. Fats, Waxes and Essential Oils. .Svo (In Press.) 

Simmons, W. H., and Appleton, H. A. Handbook of Soap Manufacture, 

870, 

Simmons, W. H., and Mitchell, C. A. Edible Fats and Oils 8vo, 

Simpson, G. The Naval Constructor i2mo, fabrikoid, 

Simpson, W, Foundations 8vo. {In Press,) 

Sinclair, A. Development of the Locomotive Engine. . . Svo, half leather, 
Sindall, R. W. Manufacture of Paper 8vo, 

Sindall, R. W., and Bacon, W. N. The Testing of Wood Pulp Svo, 

Wood and Cellulose Svo (/n Press.) 

Sloane, T. O'C. Elementary Electrical Calculations lamo, 

Smallwood, J. C. Mechanical Laboratory Methods zimo, fabrikoid, 

Smith, C. A M. Handbook of Testing,. MATERIALS 8vo, 

Smith, C. A M., and Warren, A. G. New Steam Tables Svo, 

Smith, C. F. Practical Alternating Currents and Testing 8vo, 

Practical Testing of Djmamos and Motors 8vo, *3 00 

Smith, F. E. Handbook of General Instruction for Mechanics . . . zamo, z 50 

Smith, G. C. Trinitrotoluenes and Mono- and Dinitrotoluenes, Their 

Manufacture and Properties lamo, a 00 

Smith, H. G. Minerals and the Microscope lamo, 2 00 

Smith, J. C. Manufacture of Paint Svo. *5 00 

Smith, R. H. Principles of Machine Work xamo, 

Advanced Machine Work lamo, *3 00 

Smith, W. Chemistry of Hat Manufacturing zamo, *3 50 

Snell, F. D. Colorimetric Analysis lamo (In Press.) 

Snow, W. G., and Nolan, T. Ventilation of Buildings i6mo, o 75 

Soddy, F. Radioactivity Svo (Reprinting.) 

Solomon, M. Electric Lamps Svo, a 00 

Somerscales, A N/ Mechanics for Marine Engineers lamo, a 50 

Mechanical and Marine Engineering Science Svo, *5 00 

Sothem, J. W. The Marine Steam Turbine 870, *i3 50 

Verbal Notes and Sketches for Marine Engineers Svo, 1500 

Marine Engine Indicator Cards Svo, 4 50 

Sothem, J. W., and Sothem, R. M. Simple Problems in Marine 
Engineering Design lamo, 

Souster, E. G. W. Design of Factory and Industrial Buildings. . .Svo, 

Southcombe, J. E. Chemistry of the Oil Industries Svo, 

Soxhlet, D. H. Dyeing and Staining Marble Svo, 

Spangenburg, L. Fatigue of Metals i6mo, 

Specht, O. J., Hardy, A S., McMaster, J. B., and WaUing. Topographical 
Surveying t6mo, 

Spencer, A. 8. Design of Steel-Framed Sheds Svo, 

Spiegel, L. Chemical Constitution and Physiological Action — ramo. t 35 
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Spragine, E. H. HydnnlicB lamo, 9 co 

ElemeDtB of &«pluc Statics 8vo, a ca 

Stability of Masonry nmo, 2 00 

— — Elementary Mathematica ioz Engineers lamo, 3 00 

Stability of Arches iimo, 1 00 

Strength of Stiuctural Elements iimo, a 00 

Moving Loads by Inflaence Lines and Other Uetbods tamo, 3 00 

Stahl, A. W, Transmiasion of Power i6ajo, 

Stahl, A. W^ and Woods, A. I. Elementary Uecbanism izmo, a 35 

Standase, S. C Leatherworkers* Manual 8vo, 4 jo 

Sealing Waxes, Wafers, and Other Adhesives 8to, '350 

Agglntinants of All Kinds for All Purposes lamo, 3 5° 

SUntey, H, Practical Applied Physics iltt Press.) 

Stansbie, J. E. Iron and Steel Svo, s 50 

Steadman, F. M. Unit Photography ismo, ago 

Stecher, G. E. Cork. Its Origin and Industrial Uses lamo, i 00 

Steinheil, A., and Voit, E. Applied Optics. Vols. 1. and II. 8vo, 

"Each, 5 00 

Two Volumes Set, goo 

Steinman, D. B. Susponsioo Bridges and Cantilevers. (Science Series 

No. 137.) 075 

Melan's Steel Arches and Suspension Bridges 3vo, *3 00 

Stevens, A. B. Arithmetric of Pharmacy lamo, i 50 

Stevena, E. J. Field Telephones and Telegraphs i 30 

Stevens, H, P. Paper Mill Chemist lemo, 4 00 

Stevens, J. S. Theory Of Measurements iimo, 'i 35 

Stevenson, J. L. Blast-Fumace Calculations.' ramo, leather, 3 50 

Stewart, G- Modem Steam Traps iimo, *r 75 

Stiles, A. Tables for Field Engineers ijmo, i 00 

Stodola, A. Steam Turbines 8vo, 3 00 

Stone, E. W. Elements of Radiotelegraphy lamo, fabrikoid, a 50 

Stone, H. The Timbers of Commerce Evo, 4 00 

Slopes, M. The Study of Plant Life 8vo, a 00 

Sudborougb, J. J., and James, T. C. Practical Organic Chemistry. lamo, 3 50 

Sutfling, E. R. Treatise on the Art of Glass Painting Svo, *3 50 

Sullivan, T. V., and Underwood, N. Testing and Valuation of Build- 
ing and Engineering Materials (/n Press.) 

Svenson, C. L. Handbook on Piping Svo, 4 00 

- — Essentials of Drafting Svo, 1 75 

Mechanical and Machine Drawing and Design (lit Press.) 

Swan, K. Patents, Designs and Trade Marks avo, a 00 

Swinburne, J., WDrdingham,C.H., and Hartin.T.C. Electric Currents. 

i6mo, o 75 

Swoope, C. W. Lessons in Practical Electricity izmo, 3 50 

Tailfer, L. Bleaching Linen and Cotton Yam and Fabrics 8to, 7 oo 

Tate, J. S. Surcharged and Different Forms Of Retaining-walls. .i6mo, o 75 

Taylor, F. N. Small Water Supplies lamo, 3 00 

Masonry in Civil Engineering 8vo, *a 50 

Taylor, E. S. Fuel Production .and UtiKiation 8va, 4 00 

Taylot, W. T. Calculation of Electrical Conductors 4to, 300 

Electric Power Conductors and Cables 8vo (In Press.) 

Calculation of Electric Conductors 4to (In Press.) 

Templeton, W. Practical Mechaiuc's Workshop Companion. 

Iimo, morocco, a 00 

Tenney, E. H, Test Methods for Steam Power Plants t3mo, 3 00 

Terry^ H. L. India Rubber and Ita Manufacture Svo, 3 50 
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ThttftSf H* R« Stractond DosigiL 8fo» 

Vol. L AlemeatB of Structural Besisa.... $50 

Vol. IL DesifB of Simple Structurw., , •*..• 490 

VoL HL Dosign of AdTunced Stmcturet .(/n PtepamHon,) 

Foundations and Maaonxy (In PreparaHonJ) 

Thieas, J. B.| and Joy, G. A. Toll Telephone Practico 8vo, ^ 50 

Thorn, C, and Jones, W. H. Telegraphic Connectiona.. . .oblong, zamo, x 50 

Thomas, C. W. Paper*makers' Handbook (In Press.) 

Thomas, J. B. Strength of Shipa ....Sto, 250 

Thomas, Robt. 6. Applied Calculus ..xamo, 300 

Thompson, A B. Oil Fields of Russia 4to, zo 00 

(hi Field Bevelopment Z5 00 

Thompson, S. P. Bynamo Electric Machines z6mo, o 75 

Thompson, W. P. Handbook of Patent Law of All Countries z6mo, z 50 

Thomson, O. .Modem Sanitary Engineering xamo, *3 00 

Thomson, O. S. Milk and Cream Testing.... xamo, *a as 

Modem Sanitary Engineering, House Drainage, etc 8vo, *3 00 



Thomley, T. Cotton Combing Machines 8to, *3 50 

Cotton Waste 8vo, *3 50 

Cotton Sphming. 8vo« 

First Year *i 50 

Second Year *3 50 

Third Year *a 50 

Thurso, J. W. Modem Turbine Practice 8vo, *4 00 

Tidy, C. Meymott. Treatment of Sewage x6mo, 

Tilmans, J. Water Purification and Sewage Disposal 8vo, 

Tinkler, C. SL, and Masters, H. Applied Chemistry 8to, 

Tinney, W. H. Gold-mining Machinery 8yo, 

Titherley, A. W. Laboratory Course of Organic Chemistry Sto, 

Tisard, H. T. Indicators (In Press.) 

Toch, M. Chemistry and Technology of Paints 8to, 

Materials for Permanent Painting xamo, 

Tod, J., and McGibbon, W. C. Marine Engineers' Board of Trade 

Examinations 8to, 

Todd, J., and WhaU, W. B. Practical Seamanship 8to, 

Townsend, F. Alternating Current Engineering 8vo, boards, 

Townsend, J. S. Ionization of Gases by Collision Sto, 

Transactions of the American Institute of Chemical Eaginews, 8vo. 

Vol. I. to XI., xgoS-xgxS Sto, each. 

Traverse Tables x6mo, 

Treiber, E. Foundry Machinery..... xamo, 

Trinks, W. Goyeraors and Governing of Prime Movers. .Svo, 

Trinks, W., and Housum, C. Shaft Governors x6mo, 

Trowbridge, W. P. Turbine Wheels x6mo, 

Tucker, J. H. A Manual of Sugar Analysis 8vo, 

Tumbull, Jr., J., and Robinson, S. W. A Treatise on the Compound 

Steam-engine ; \ x6mo, 

Turner, H. Worsted Spinners' Handbook xamo, 

TurriU, 8« M. Elementary Course in Perspective zimo, 

Twyford, H. B. Purchasing ■ .8vo, 

Storing, Its Economic Aspects and Proper Methoda Svo, 
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OBd«diIII,C.K. SolnuUs, BleetRNBicnAtt and BUctmugnotlc Wind- 

ij>t> , lam" « «■ 

UiuUnnwd, H^ uiA StOUTtn, T. T. CttunUtoy and Tedmoloor 1 

PttnOiiB Iiiki .T\8v . 

Urqnhart, J. W. Electro-^bai iama| 

^— ^ dec Uut j^iig ,..>,,^ ..,, i3itu>| a 00 

Daborne, P. O. G. D«ilgii of SimpU Steel Bridcea 8to, *4 00 

Tachei, F. Food Inapedoi'a Handbook lamo, 400 

Tao Nostiaud'a Chemical Annual. Fonrtli laano igiS.fabUkoid, lamo, *3 00 

Year Book of Medianical Enjineoring Data (7n Frets.) 

Tan Wacenen, T. F. Manual ttf Hydraulic Mining i6mo, i 00 

Tega, Baioa Von. Logaritlunic Table* Svo, a 50 

Vincent, C. Ammonia and iU Componnda. Tr&na. by BL J. Salter. Sro, *9 50 

Vincent, C. Ammonia and ita Compotinda Svo, a 50 

Virgin, B. Z. Coal Mine Hanagement (/n Press.) 

Volk, C. Haulage and Winding Appliancea Sto, *4 00 

Von Georgievics, G. Chemical Tectmology of Textile Fibiea Sto, 7 00 

A Text Book of Dye Chemistry 8to, la 00 

Voae, G. L. Graphic Method for Solving Certain Queationa In Arithmetic 

and Algebra i6ma, o 75 

Toamaer, A. Oione. ,.,,.,, St(^ *9 50 

Wabner, S. Ventilatloa in Uiaei Svo, s 00 

Wadmore, T. H. Elemontaij Chemical Theory lamo, *t 50 

Wagitei, E. Pnauving Frmts, Vegctablet, and Meat lamo, 'a 50 

Wagner, H. E., and Edwarda, H. W. Railway Engineering Estimatea. 

iln Press.) 

Wagner, J. B. Seaaoniug of Wood avo, 4 00 

Waldram, P. J. Prlnciplea of Structural Mechanica lamo, 4 do 

Walkei, F. Dynamo Building i6ma, o 7s 

Walker, J. Organic Chentistry for Students of Medicine Svo, 400 

Walker, S. F. Kefrlgeration, Heating and Ventilation on Shipboard 

rarao, a so 

Electricity in Mining Svo, *4 50 

Electric Wiring and Fitting Svo, a 50 

Wallia-Taylei, A. J. Bearings and Lubrication Svo, *i 50 

—-Aerial or Wire Ropeways ...Svo, 500 

Preservation of Wood Svo, 4 00 

Befiigeration, Cold Storage and Ice Making Svo, 5 50 

Sngar Machinery lamo, 3 00 

Walafa, J. J. Chemiatry and Phyaica of Mining and Mine Ventilation, 

ramo, a 50 

Wanklyn, J. A. Water Analysis lamo, a 00 

Wantbroagh. W. D. The A B C of the Differential Calculns lamo, *a 50 

Slide Valves lamo, *a oo 

Waring, Jr., 0. E. Sanitary Conditions i6mo, o 75 

Sewerage and Ijwd Drainage *6 00 

Modem Methods of Sewage Disposal iimo, a 00 

How to Drain a House nmo, i as 
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Wames, A. B. Coal Tar Distillation gyo, *5 oa 

Waxren, F. D. Handbook on Reinforced Concrete i2mo, *2 50 

Watldxuiy A, Photography 8vo, 3 00 

Watson, E. P. Small Engines and Boilers i2mo, i 25 

Watty A Electro-plating and Electro-refining of Metals 8to, 5 00 

Electro-metallurgy i2mo, i 00 

Paper-Making 8vo, 4 00 

Leather Manufacture 8vo, 6 00 

The Art of Soap Making 8vo, 4 00 

Electro-Plating i2mo, 2 00 

Webb, H. L. Guide to the Testing of Insulated Wires and Cables. i2mo, ' i oo 

Wegmann, Edward. Conveyance and Distribution of Water for 

Water Supply 8vo, 5 00 

Weisbach, J. A Manual of Theoretical Mechanics 8vo, *6 oa 

Weisbach, J., and Herrmann, G. Mechanics of Air Machinery 8vo, ^3 75 

Wells, M. B. Steel Bridge Designing 8vo, *2 5« 

Wells, Robt Ornamental Confectionery zamo, 3 00 

Weston, E. B. Loss of Head Due to Friction of Water in Pipes. .i2mo, a o^ 

Wheatley, 0. Ornamental Cement Work 8vo, *2 25 

Whipple, S. An Elementary and Practical Treatise on Bridge Building. 

8vo, 3 oa 

White, C. H. Method^ of Metallurgical Analysis i2mo, 3 aa 

White, G. F. Qualitative Chemical Analysis i2mo, i 40 

White, G. T. Toothed Gearing lamo, *2 oa 

White, H. J. Oil Tank Steamers i2mo, 3 oa 

Whitelaw, John. Surveying 8vo, 4 50 

Whittaker, C. M. The Application of the Coal Tar Dyestuffs. . .8vo, 3 oa 

Widmer, E. J. Military Balloons 8vo, 3 00 

Wilcox, R, M. Cantilever Bridges i6mo, o 75 

Wilda, H. Steam Turbines i2mo, a 00 

Cranes and Hoists i2mo, 2 oa 

Wilkinson, H. D. Submarine Cable Laying and Repairing 8vo, 

(Reprinting.) 

Williamson, J, Surveying 8vo, *3 oa 

Williamson, R. S. Practical Tables in Meteorology and Hypsometry, 

4to, a 50 
Wilson, F. J., and Heilbron, I. M. Chemical Theory and Calculations. 

lamo, I 75 

Wilson, J. F. Essentials of Electrical Engineering 8vo, 3 oa 

Wimperis, H. E. Internal Combustion Engine 8vo, 3 50 

Application of Power to Road Transport lamo, *i 50 

Primer of Internal Combustion Engine lamo, i 50 

Winchell, N. H., and A. N. Elements of Optical Mineralogy 8vo, '^s 50 

Winslow, A. Stadia Surveying i6mo, o 75 

Wisser, Lieut. J. P. Explosive Materials i6mo, 

Modem Gun Cotton i6mo, o 75 

Wolff, C. E. Modem Locomotive Practice 8vo, *4 2a 

Wood, De V. Luminiferous Aether i6mo, o 75 

Wood, J. K. Chemistry of Dyeing lamo, i oo 

Worden, E. C. The Nitrocellulose Industry. Two Volumes 8vo, *io oo 

Technology of Cellulose Esters. In 10 volumes. 8vo. 

Vol. vm. Cellulose Acetate *5 oa 
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Vna H. OrtaDometeilic Componnds of Zinc and Ma^iesitim. .lamo, i 00 

Writbt, A. C. Analysia of Oils and Allied Sabstancea 8v0, *3 50 

Wriglit, A. C. Simplr Uethod toi TntiaK Paiuteit' Materials. ..Svo, a 50 
"Wiight, F. W. Demgn of « Condeudng Plant, .lamo {Reprinling.) 

Wright, J. Teating, Fault Finding, etc., for Wircmeu i6ino, '. j/o 

Wright, T. W. Elements 0^ Mechanics 8to, '3 oo 

Wright, T W, and Hayfoid, J. F Adjustment of Observations. . .8vo, ^ 00 
Wynne, W. E^ and Sparagen, W. Handbook of Engineering Mathe- 
matics iimo, 3 50 

Yoder, J. H4 and Whaien, G. B. Locomotivi. Valves and Valve Gears, . 

Young, J. E, Electrical Testing for Telegraph Engineers 8va, '4 00 

Young, R. B. The Banket avo, 3 50 

Youngson. Slide Talve and Valve Gears Svo, 3 00 

Zahner, R, Transmission of Power lemo, 

Zenner. A. Technical TheimodTnamics. Two Volumes Svo, 10 00 

Zimmei, G. F. Mechanical Handling and Storing of Materials. .. .4to, 15 00 

Mechanical Handling of Material and Its National Importance 

During and After the War 4to, 4 00 

Zipser, J. Textile Kaw Materials 8vo, 5 00 

Zur Hedden, F. Engineering Workshop Machines and Processes, .Svo, a 00 
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are prepared to supply, either from 

Aeir complete stock or at 

short notice 

Any Chemical or 
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In addition to publishing a very large 
and varied number of Chemical, 
Scientific and Engineering Books 
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hand the largest assortment in the 
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